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PREFACE 

The  Telemetry  Group  of  the  Range  Commanders  Council  prepared  this  document  to 
define  and  catalog  standard  mathematical  concepts  and  methods  used  to  estimate  measurement 
uncertainty  in  test  instrumentation  systems.  This  document  addresses  detailed  analysis 
procedures  for  use  in  identifying  measurement  process  errors  and  in  estimating  their  uncertainty. 
The  document  is  structured  so  that  specific  measurement  methodologies  of  interest  can  be  easily 
accessed  by  the  reader. 

Depending  on  the  reader’s  knowledge  and  background,  he/she  may  want  to  review  the  two 
“up-fronf ’sections  immediately  following  this  preface.  The  first  section  is  an  overview  of  this 
document  offering  a  description  of  analysis  methods  discussed.  The  second  section  contains  a 
review  of  key  uncertainty  analysis  concepts. 


Primary  contributor  to  this  report  is  shown  below. 


Mr.  Ray  Faulstich 

Member:  Telemetry  Group  (TG) 

CSC  Range  and  Engineering  Services 

21841-B  Three  Notch  Road, 
Lexington  Park,  MD  20653 
Phone:  (301)737-8129 

Fax:  (301)  863-7759 

E-Mail:  rfaulstich@csc.com 


Please  direct  any  questions  to: 

Secretariat,  Range  Commanders  Council 

ATTN:  TEDT-WS-RCC 

Bldg.  1510  Headquarters  Avenue 

White  Sands  Missile  Range,  New  Mexico  88002-5110 

Telephone: (5 75)  678-1107,  DSN  258-1 107 

E-mail:  usarmy.wsmr.atec.list.rcc@mail.mil 
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OVERVIEW  OF  THIS  DOCUMENT 


This  document  has  been  prepared  to  define  and  catalog  standard  mathematical  concepts  and 
methods  used  to  estimate  measurement  uncertainty  in  test  instrumentation  systems. 

The  analysis  methods  outlined  in  this  document  provide  a  comprehensive  approach  to 
estimating  measurement  uncertainty.  Basic  guidelines  are  presented  for  estimating  the 
uncertainty  for  the  following  measurement  processes: 

•  Direct  Measurements  -  The  value  of  the  quantity  or  subject  parameter  is  obtained  di¬ 
rectly  by  measurement  and  is  not  determined  indirectly  by  computing  its  value  from 
the  measurement  of  other  variables  or  quantities. 

•  Multivariate  Measurements  -  The  value  of  the  quantity  or  subject  parameter  is  based 
on  measurements  of  more  than  one  attribute  or  quantity. 

•  Measurement  Systems  -  The  value  of  the  quantity  or  subject  parameter  is  measured 
with  a  system  comprised  of  component  modules  arranged  in  series. 

The  structured,  step-by-step  analysis  procedures  described  address  the  important  aspects  of 
identifying  measurement  process  errors  and  estimating  their  uncertainty.  Advanced  topics  cover 
uncertainty  growth  over  time  and  the  refinement  of  uncertainty  estimates  using  Bayesian 
methods. 

Approach 

The  uncertainty  that  is  determined  and  reported  for  a  particular  measurement  should  be  the  most 
realistic  estimate  possible.  In  this  regard,  the  person  tasked  with  conducting  an  uncertainty 
analysis  must  be  knowledgeable  about  the  measurement  process  under  investigation.  To 
facilitate  this  endeavor,  the  measurement  process  should  be  described  in  written  format.  This 
write-up  should  clearly  specify  the  measurement  equipment  used,  the  environmental  conditions 
during  measurement,  and  the  procedure  used  to  obtain  the  measurement. 

The  approach  presented  in  this  document  provides  straightforward  and  easy-to-understand 
principles  of  measurement  uncertainty  analysis  for  direct  and  multivariate  measurements  and 
measurement  systems. 1  Concepts  and  methods  are  consistent  with  those  found  in  the  ISO  Guide 
to  the  Expression  of  Uncertainty  in  Measurement  (ISO  GUM).2  Advanced  measurement 
uncertainty  analysis  topics  that  extend  these  methods  and  concepts  are  also  presented. 

Uncertainty  Analyzer,  developed  by  the  Integrated  Sciences  Group  (ISG),  mentioned 
throughout  this  document  is  a  software  tool  for  implementing  and  demonstrating  the  methods 
and  calculations  described  herein.  Protocols,  developed  and  implemented  by  ISG,  to  validate  the 
Uncertainty  Analyzer  program  are  discussed  and  examples  are  presented  that  compare 
Uncertainty  Analyzer  calculations  to  values  obtained  by  hand  calculations  and  from  Excel 
spreadsheets. 


Concepts  and  methods  presented  herein  are  taken  from  material  developed  by  Integrated  Sciences  Group  (see  References). 
U.S.  Guide  to  the  Expression  of  Uncertainty  in  Measurement,  ANSI/NCSL-Z540-2-1997. 
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Other  Methods 


Numerous  measurement  uncertainty  analysis  standards  and  guides  have  been  published  over  the 
past  twenty  years  or  so.  Many  of  the  uncertainty  analysis  references  developed  prior  to  the  ISO 
GUM  are  based  on  techniques  developed  by  Dr.  Robert  B.  Abernathy  and  colleagues.  Examples 
of  uncertainty  analysis  standards  and  other  published  material  commonly  used  in  the  U.S. 
engineering  community  are: 

•  Test  Uncertainty,  ASME  PTC  19.1-1998  (reaffirmed  2004). 

•  Measurement  Uncertainty  for  Fluid  Flow  in  Closed  Conduits,  ANSI/ASME  MFC- 
2M-1983  (reaffirmed  2001). 

•  Assessment  of  Wind  Tunnel  Data  Uncertainty,  AIAA  Standard  S-07 1-1995. 

•  Dieck,  R.H.:  Measurement  Uncertainty  Methods  and  Applications,  3rd  Edition,  ISA 

2002. 

•  Coleman,  H.  W.  and  Steele,  W.  G.:  Experimentation  and  Uncertainty  Analysis  for 
Engineers,  2nd  Edition,  John  Wiley  &  Sons,  1999. 

Although  many  of  these  references  have  been  updated  or  reaffirmed  in  recent  years,  the 
uncertainty  analysis  methods  that  they  espouse  are  distinctly  different  from  those  presented  in 
the  ISO  GUM.  Key  differences  are  summarized  below  to  illustrate  how  the  methods  and 
concepts  presented  in  this  document  supplant  techniques  that  are  not  based  on  the  properties  of 
measurement  error  and  the  statistical  nature  of  measurement  uncertainty. 

1 .  Measurement  Error.  Prior  to  the  ISO  GUM,  measurement  errors  were  categorized  as  either 
random  or  systematic.  3  In  this  context,  random  error  is  defined  as  the  portion  of  the  total 
measurement  error  that  varies  as  a  result  of  repeat  measurements  of  a  quantity.  Systematic 
error  is  defined  as  the  portion  of  the  total  measurement  error  that  remains  constant  in  repeat 
measurements  of  a  quantity. 

The  ISO  GUM  refers  only  to  errors  that  can  occur  in  a  given  measurement  process  and  does 
not  differentiate  them  as  random  or  systematic.  Measurement  process  errors  can  result  from 
repeat  measurements,  operator  bias,  instrument  parameter  bias,  resolution,  environmental 
conditions,  or  other  sources.  The  key  is  to  identify  all  sources  of  error  for  a  given  measure¬ 
ment  process.  Additionally,  each  measurement  error  is  considered  to  be  a  random  variable 
that  can  be  characterized  by  a  statistical  distribution. 


2.  Uncertainty.  Uncertainty  due  to  random  error  is  computed  from  the  standard  deviation,  SX, 
of  a  sample  of  data 


N- 1 


where  N  is  the  sample  size,  At  is  the  kth  measured  value,  and  X  is  the  sample  mean  value. 
If  the  mean  value  is  reported,  then  the  standard  deviation  in  the  mean  value  is  given  by 


The  terms  random  and  precision  are  often  used  interchangeably,  as  are  the  terms  systematic  and  bias. 
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Abernathy  originally  proposed  that  the  uncertainty  due  to  random  error  be  computed  by 
multiplying  the  sample  standard  deviation  by  the  student’s  t-statistic  with  95%  confidence 
level. 


U ran  ~  ^95^.x  0r  ^  ran  ~  *95 

Since  the  publication  of  the  ISO  GUM,  some  uncertainty  analysis  references  have  defined 
random  uncertainty  as  being  equal  to  the  standard  deviation. 

U ran  =  ^x  0r  U mn  =  S- 

In  all  references,  uncertainty  due  to  systematic  error,  Ubias,  is  based  on  past  experience, 
manufacturer  specifications,  or  other  infonnation.  In  most  cases,  this  uncertainty  estimate  is 
assumed  to  be  roughly  equivalent  to  a  95%  confidence  interval  or  limits  for  a  systematic 
error  that  is  normally  distributed  with  infinite  degrees  of  freedom.  For  example,  if  ±  B 
represents  the  95%  confidence  limits  for  a  normally  distributed  systematic  error,  then 


The  ISO  GUM  supplants  systematic  and  random  uncertainties  with  standard  uncertainty,4 
which  is  a  statistical  quantity  equivalent  to  the  standard  deviation  of  the  error  distribution.  In 
this  regard,  uncertainty  is  not  considered  to  be  a  ±  limit  or  interval.  The  standard  uncertainty 
of  a  measurement  error  is  detennined  from  Type  A  or  Type  B  estimates.  Type  A  uncertainty 
estimates  are  obtained  by  the  statistical  analysis  of  a  sample  of  data.  Type  B  uncertainty 
estimates  are  obtained  by  heuristic  means. 

With  a  basic  understanding  of  error  distributions  and  their  statistics,  the  uncertainty,  ux,  in  a 
measurement,  x  =  xtrUe  +  £x,  is  the  square  root  of  the  variance  in  the  measurement  error,  ex. 

ux  =  Vvar<A-)  =  ^var(xtme+£x)  =  VvarUg 

Variance  is  a  statistical  quantity,  defined  as  the  mean  square  dispersion  of  the  error  distribu¬ 
tion  about  its  mean  or  mode  value.  Distribution  variance  provides  a  crucial  link  between 
measurement  error  and  measurement  uncertainty.  To  properly  apply  this  method,  the  distri¬ 
bution  selected  to  estimate  uncertainty  for  a  given  error  source  should  provide  the  most 
realistic  statistical  characteristics. 

3.  Total  Uncertainty.  For  decades,  the  question  of  how  to  combine  random  and  systematic 
uncertainties  has  been  a  major  issue,  often  subject  to  heated  debate.  The  view  supported  by 
many  data  analysts  and  engineers  was  to  simply  add  the  uncertainties  linearly  (ADD). 


In  this  document,  the  terms  standard  uncertainty  and  uncertainty  are  used  interchangeably. 
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U  ADD  + 


B  + 1, 


95 


y[N. 


The  view  supported  by  statisticians  and  measurement  science  professionals  was  to  combine 
them  in  root  sum  square  (RSS). 


Urss  -+JB  + 


l95 


_sj 

yfN; 


In  the  late  1970s,  a  compromise  was  proposed  in  which  either  method  could  be  used  as  long 
as  the  following  constraints  were  met: 

a.  The  elemental  random  uncertainties  and  the  elemental  systematic  uncertainties  be 
combined  separately. 

b.  The  total  random  uncertainty  and  total  systematic  uncertainty  be  reported  sepa¬ 
rately. 

c.  The  method  used  to  combine  the  total  random  and  total  systematic  uncertainties 
be  stated. 

Ironically,  it  was  also  recommended  that  the  RSS  method  be  used  to  combine  the  elemental 
random  uncertainties,  Si,  and  the  elemental  systematic  uncertainties,  Bi,  as  shown  below. 


5  =  1 
N 


2X 


i=i 


1/2 


B  = 


If 


1/2 


Since  the  publication  of  the  ISO  GUM,  most  uncertainty  analysis  references  now  state  that 
the  total  random  and  total  systematic  uncertainties  be  combined  in  RSS.  In  many  instances, 
the  student’s  t-statistic,  tgs,  is  set  equal  to  2  and  Urss  is  replaced  by  U95. 


(  f  o  \2 


U9  5  =  +2, 


B 

V  2y 


+ 


\^N  j 


U95  assumed  to  be  equivalent  to  95%  confidence  limits. 

In  the  ISO  GUM,  the  uncertainty  in  the  value  of  an  error  is  equal  to  the  square  root  of  the 
variance  of  the  error  distribution.  Consequently,  variance  addition  is  used  to  combine 
uncertainties  from  different  error  sources. 

To  illustrate  variance  addition,  let  us  consider  the  measurement  of  a  quantity  x  that  involves 
two  error  sources  81  and  82. 


x  = 


+  £\  +£2 
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The  uncertainty  in  x  is  obtained  from 

w  v  =  Vvar(x«-+G+A)  =  ^var(ex  +s2) 

=  -Jv  ar(^)  +  var(^2)  +  cov^,  s2) 

where  the  covariance  term,  cov(si,  £2),  is  the  expected  value  of  the  product  of  the  deviations 
of  £1  and  £2  from  their  respective  means.  The  covariance  of  two  independent  variables  is 
zero.  The  covariance  can  be  replaced  with  the  correlation  coefficient,  pu,  which  is  defined 
as 


A,  2 


CO\{sx,S2) 

U^Ll  2 


where 


ux  =  y]v av(sx)  and  u2  =  ^/varU, ) . 

Therefore,  the  uncertainty  in  x  can  be  expressed  as 


/  2  2 

ux  =  Jux  +  u2  +  2px  2uxu2  . 

Since  correlation  coefficients  range  from  minus  one  to  plus  one,  this  expression  provides  a 
more  general  and  mathematically  rigorous  method  for  combining  uncertainties.  If,  for 
example,  px  2  =  0  (i.e.,  statistically  independent  errors),  then  the  uncertainties  are  combined 

using  RSS.  If  px2  =  1,  then  the  uncertainties  are  added.  If  pX2  =- 1 ,  then  the  uncertainties 
are  subtracted.  Thus,  variance  addition 

4.  Degrees  of  Freedom.  When  uncertainties  are  combined,  it  is  important  to  estimate  the 
degrees  of  freedom  for  the  total  uncertainty.  Prior  to  the  ISO  GUM,  there  was  no  way  to 
estimate  the  degrees  of  freedom  for  uncertainties  due  to  systematic  error.  Consequently, 
there  was  no  way  to  compute  the  degrees  of  freedom  for  total  uncertainty. 

Annex  G  of  the  ISO  GUM  provides  a  relationship  for  computing  the  degrees  of  freedom  for  a 
Type  B  uncertainty  estimate 


v 


1  u2{x)  1  A u{x) 

2  cr2[w(x)]  2  u{x) 


2 

where  o~[u(x)}  is  the  variance  in  the  uncertainty  estimate,  u(x),  and  A u(x)  is  the  relative 
uncertainty  in  the  uncertainty  estimate.5 


This  equation  assumes  that  the  underlying  error  distribution  is  nonnal. 
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2 

Since  the  publication  of  the  ISO  GUM,  a  methodology  for  determining  a  [u(x)\  and  comput¬ 
ing  the  degrees  of  freedom  for  Type  B  estimates  has  been  developed  by  Dr.  Howard  T. 
Castrup.6 

In  the  ISO  GUM,  the  effective  degrees  of  freedom,  veff,  for  the  total  uncertainty,  ut,  resulting 
from  the  combination  of  uncertainties  w,  and  associated  degrees  of  freedom,  v,-,  for  n  error 
sources  is  estimated  using  the  Welch- Satterthwaite  fonnula 

u 4 


where  the  total  uncertainty  ut*  is  computed  assuming  no  error  source  correlations. 

5.  Confidence  Limits.  Total  uncertainty,  uT,  and  degrees  of  freedom,  can  be  used  to 

establish  the  upper  and  lower  limits  that  contain  the  true  value  (estimated  by  the  mean 
value  x  ),  with  some  specified  confidence  level,  p. 

Confidence  limits  are  expressed  as 

x  -  ta/2v  uT  <  truevalue  <  x  +  ta/2v  uT 

where  a  =  \-p  and  the  t-statistic,  ta/2Vejp  is  a  function  of  both  the  degrees  of  freedom  and  the 
confidence  level. 

Prior  to  the  ISO  GUM,  the  total  uncertainty  Uadd,  Urss  or  U95,  was  offered  as  type  of  confi¬ 
dence  limit. 


x  - Ug5  <  truevalue  <  x  +  Ug5 

In  some  respects,  these  limits  are  similar  to  the  expanded  uncertainty,  ku,  presented  in  the 
ISO  GUM  as  an  approximate  confidence  limit,  in  which  the  coverage  factor,  k,  is  used  in 
place  of  the  t-statistic. 


x  -  ku  <  true  value  <x  +  ku 

Unfortunately,  the  introduction  of  an  expanded  uncertainty  has  served  to  perpetuate  confu¬ 
sion  about  what  measurement  uncertainty  actually  represents.  The  methods  and  concepts 
presented  in  this  document  are  intended  to  provide  necessary  clarification  about  this  and 
other  uncertainty  analysis  issues. 


6 


See  Dr.  Castrup’s  works  throughout  the  Reference  section. 
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REVIEW  OF  KEY  UNCERTAINTY  ANALYSIS  CONCEPTS 


The  following  paragraphs  provide  a  brief  overview  of  key  uncertainty  analysis  concepts  and 
methods  that  are  detailed  in  subsequent  chapters.  The  general  uncertainty  analysis  procedure 
consists  of  the  following  steps: 

1 .  Define  the  Measurement  Process 

2.  Identify  the  Error  Sources  and  Distributions 

3.  Estimate  Uncertainties 

4.  Combine  Uncertainties 

5.  Report  the  Analysis  Results 

1.  Define  the  Measurement  Process 

The  first  step  in  any  uncertainty  analysis  is  to  identify  the  physical  quantity  whose  value  is 
estimated  via  measurement.  This  quantity  may  be  a  directly  measured  value  or  indirectly 
determined  through  the  measurement  of  other  variables.  The  former  type  of  measurements  are 
called  “direct  measurements,”  while  the  latter  are  called  “multivariate  measurements.” 

For  multivariate  measurements,  it  is  important  to  develop  an  equation  that  defines  the  mathe¬ 
matical  relationship  between  the  quantity  of  interest  and  the  measured  variables. 

S  =  f(x,y,z) 

where 

S  =  subject  parameter  or  quantity  of  interest 

/  =  mathematical  function  that  relates  S  to  measured  quantities  x,  y,  and  z. 

At  this  stage  of  the  analysis,  it  is  also  important  to  briefly  describe  the  test  setup,  measure¬ 
ment  procedures,  environmental  conditions,  instrument  specifications  and  other  relevant 
information  that  can  help  identify  the  measurement  process  errors. 

2.  Identify  the  Error  Sources  and  Distributions 

In  any  given  measurement  scenario,  each  measured  quantity  is  a  potential  source  of  error.  The 
basic  error  model  for  a  measured  quantity,  xmeas ,  is 

Xmeas  ~  Xtnie  Ac 


where  ex  is  the  measurement  error. 

Measurement  process  errors  are  the  basic  elements  of  uncertainty  analysis.  Once  these 
fundamental  error  sources  have  been  identified,  we  can  begin  to  develop  uncertainty  estimates. 
Measurement  errors  most  often  encountered  include,  but  are  not  limited  to  the  following: 

•  Measurement  Bias 

•  Random  or  Repeatability  Error 

•  Resolution  Error 

•  Digital  Sampling  Error 
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•  Computation  Error 

•  Operator  Bias 

•  Environmental  Factors  Error 

•  Stress  Response  Error 

Another  important  aspect  of  the  uncertainty  analysis  process  is  that  measurement  errors  can 
be  characterized  by  statistical  distributions.  The  statistical  distribution  for  a  given  measurement 
error  is  a  mathematical  description  that  relates  the  frequency  of  occurrence  of  values  with  the 
values  themselves. 

In  general,  there  are  three  error  distributions  that  have  been  found  to  be  relevant  to  most  real 
world  measurement  applications:  normal,  lognonnal,  and  Student’s  t.  Measurement  errors  can 
also  be  characterized  by  other  distributions  such  as  the  uniform,  triangular,  quadratic,  cosine, 
exponential,  and  U-shaped,  although  they  are  rarely  applicable. 

The  nonnal  distribution  should  be  applied  as  the  default  distribution,  unless  information  to 
the  contrary  is  available.  The  Student's  t  distribution  is  applied  if  the  underlying  distribution  is 
nonnal,  but  the  uncertainty  estimate  is  obtained  from  a  sample  of  measurements.  The  lognormal 
distribution  should  be  applied  if  it  is  suspected  that  the  distribution  of  the  value  of  interest  is 
skewed.  When  using  the  normal  or  lognormal  distribution,  some  effort  must  be  made  to  estimate 
a  containment  probability. 

If  100%  containment  has  been  observed,  then  the  following  error  distribution  selection 
criteria  are  recommended: 

•  Apply  the  cosine  distribution  if  the  value  of  interest  has  been  subjected  to  random  usage 
or  handling  stress,  and  is  assumed  to  possess  a  central  tendency. 

•  Apply  either  the  quadratic  or  half-cosine  distribution,  as  appropriate,  if  it  is  suspected  that 
values  are  more  evenly  distributed. 

•  The  triangular  distribution  may  be  applicable,  under  certain  circumstances,  when  dealing 
with  parameters  following  testing  or  calibration.  The  triangular  distribution  may  also  be 
applicable  for  errors  due  to  linear  interpolation  of  tabulated  data. 

•  Apply  the  U-shaped  distribution  if  the  value  of  interest  is  the  amplitude  of  a  sine  wave 
incident  on  a  plane  with  random  phase. 

•  Apply  the  uniform  distribution  for  resolution  error  due  to  digital  readout.  This  distribu¬ 
tion  is  also  applicable  for  quantization  error  and  RF  phase  angle  error. 

3.  Estimate  Uncertainties 

As  previously  stated,  all  measurements  are  accompanied  by  error.  Our  lack  of  knowledge  about 
the  sign  and  magnitude  of  measurement  error  is  called  measurement  uncertainty.  This  leads  us 
to  Axiom  1 . 

Axiom  1  -  The  uncertainty  in  a  measured  value  is  equal  to  the  uncertainty  in  the  meas¬ 
urement  error. 

Since  errors  can  be  described  in  such  a  way  that  their  sign  and  magnitude  have  some  defin¬ 
able  probability  of  occurrence,  we  have  Axiom  2. 

Axiom  2  -  Measurement  errors  follow  statistical  distributions. 
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With  a  basic  understanding  of  error  distributions  and  their  statistics,  we  can  estimate  uncer¬ 
tainties.  We  begin  with  the  statistical  quantity  called  the  variance,  which  is  defined  as  the  mean 
square  dispersion  of  the  distribution  about  its  mean  or  mode  value. 

var(x)  =  Mean  Square  Dispersion  in  x 

If  a  quantity  x  is  a  random  variable  representing  a  population  of  measurements,  then  the 
variance  in  x  is  just  the  variance  in  the  error  in  x,  which  is  expressed  by  the  symbol  sx. 

var(x)  =  var(xtrUe  +  £<)  =  var(£r). 

Finally,  we  have  Axiom  3  to  the  crucial  link  between  measurement  error  and  measurement 
uncertainty. 

Axiom  3  -  The  uncertainty,  u,  in  a  measurement  is  the  square  root  of  the  variance  in  the 
measurement  error. 

Consequently,  the  uncertainty  in  the  measured  value  x  can  be  written  as 

ux  =  A/var(x)  =  ^/var(£t) 

There  are  two  approaches  to  estimating  variance  and  uncertainty.  Type  A  estimates  involve 
data  sampling  and  analysis.  Type  B  estimates  use  engineering  knowledge  or  recollected 
experience  of  measurement  processes.  The  basic  methods  used  to  estimate  Type  A  and  Type  B 
uncertainties  are  presented  in  Chapters  2  and  3,  respectively. 

4.  Combine  Uncertainties 

Because  the  uncertainty  in  the  measurement  error  is  equal  to  the  square  root  of  the  variance  of 
the  error  distribution,  we  can  use  variance  addition  to  combine  uncertainties  from  different 
error  sources. 

For  purposes  of  illustration,  let  us  consider  a  quantity  z  that  is  obtained  indirectly  from  the 
measurement  of  the  quantities  x  and  y  via  the  linear  function 

z  =  ax  +  by 


where  the  coefficients  a  and  b  are  constants. 

In  this  case,  we  are  interested  in  the  uncertainty  in  z  in  terms  of  the  uncertainties  in  the 
measured  quantities  x  and  y.  Additionally,  measurement  errors  for  x  and  y  are  composed  of 
various  process  errors  (e.g.,  random,  bias,  resolution,  environmental,  operator,  etc.). 

The  variance  of  z  can  be  expressed  in  terms  of  the  variances  of  the  individual  variables,  x 
andy 

var(z)  =  var(ax  +  by)  =  a2  var(x)  +  b"  var(y)  +  2ab  cov(x,y) 

where  the  last  term  is  the  covariance  between  x  and  y. 

The  covariance  can  be  replaced  by  the  correlation  coefficient,  pxy,  which  is  defined  as 

_  cov(x,y) 

Px,y 
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With  this  relationship  and  Axiom  3,  we  can  express  the  variance  of  z  as 

w_.2  =  a2ux2+b2uy2  +2 abpx  yuxuy . 

The  above  equation  can  be  generalized  to  cases  where  there  are  n  measured  quantities 

-^-2?  •••  -^n* 

n  n  n  n 

var(^  a,x,  )  =  Y,ai  var<A  )  +  2X  Z  aiajPjutuj 

i= 1  z=l  z‘=l  j>  1 

n  n  n 

=  Za<V + 2Z  Haiajpijuiuj 

Z=1  Z=1  j>  1 

With  variance  addition,  we  have  a  logical  approach  for  combining  uncertainties  that  accounts 
for  correlations  between  error  sources.  To  assess  the  impact  of  the  correlated  errors  on  combined 
uncertainty,  let  us  consider  the  measurement  of  a  quantity  x  that  involves  two  error  sources  sx 
and  s2 . 


x  =  zmie+£i  +  £  2 


From  Axioms  1  and  3  and  variance  addition,  the  uncertainty  in  x  is  obtained  from 


it,  = 


Vvar<A 


true  +  e\  +  6 2  ~ 


^var(£l+£2)=J, 


■\lux  +  U2  +  Pl,2^l^2  • 


The  correlation  coefficient,  p  1,2,  for  two  error  sources  can  range  in  value  from  -1  to  +1.  If  the 
two  error  sources  are  statistically  independent,  then  p  1,2  =  0  and 


u ,  = 


V2  2 

+  U2 


Therefore,  the  uncertainties  of  statistically  independent  error  sources  are  combined  in  a  root- 
sum-square  (RSS)  manner.  Conversely,  if  the  two  error  sources  are  strongly  correlated  then 
p  1,2  =  1  or  -1.  If  p\2  =  1,  then 


=  +  ill  +  21/jW,  =  ^(ux  -u2)2  =  | ux 


-  it 


2  > 


and  the  uncertainties  are  combined  linearly.  If  two  error  sources  are  strongly  correlated  and 
compensate  for  one  another,  then p\^  =  -1  and 

ux  =  -ijuf  +  u\  -  2 uxii2  =  ^(ux  -  u2)2  =  \ux  -  u2 1 . 

Therefore,  the  combined  uncertainty  is  the  absolute  value  of  the  difference  between  the 
individual  uncertainties. 

Measurement  process  errors  for  a  given  quantity  aren’t  typically  correlated.  Consequently,  it 
is  safe  to  assume  that  there  are  no  correlations  between  the  following  measurement  process 
errors: 

•  Random  Error  and  Parameter  Bias  (/h-an.bias  =  0) 

•  Random  Error  and  Operator  Bias  (/>ran,oPer  =  0) 

•  Parameter  Bias  and  Resolution  Error  (/>bias,res  =  0) 
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•  Parameter  Bias  and  Operator  Bias  (pbias,oPer =  0) 

•  Operator  Bias  and  Environmental  Factors  Error  (poper,env  =  0) 

•  Resolution  Error  and  Environmental  Factors  Error  (pres,  env  =  0) 

•  Digital  Resolution  Error  and  Operator  Bias  (pares, oPer  =  0) 

In  some  instances,  the  measurement  process  errors  for  different  quantities  may  be  correlated. 
Accounting  for  cross-correlations  is  discussed  in  Chapter  6. 

When  uncertainties  are  combined,  it  is  important  to  estimate  the  degrees  of  freedom  for  the 
total  uncertainty.  The  effective  degrees  of  freedom,  veff,  for  the  total  uncertainty,  wT,  resulting 
from  the  combination  of  uncertainties  u\  and  associated  degrees  of  freedom,  Vj,  for  n  error 
sources  is  estimated  using  the  Welch- Satterthwaite  formula.7 

U  y> is 


5.  Report  the  Analysis  Results 

When  reporting  the  results  of  an  uncertainty  analysis,  the  following  information  should  be 
included: 

1 .  The  estimated  value  of  the  quantity  of  interest  and  its  combined  uncertainty  and  degrees 
of  freedom. 

2.  The  mathematical  relationship  between  the  quantity  of  interest  and  the  measured  compo¬ 
nents. 

3.  The  value  of  each  measurement  component  and  its  combined  uncertainty  and  degrees  of 
freedom. 

4.  A  list  of  the  measurement  process  uncertainties  and  associated  degrees  of  freedom  for 
each  component,  along  with  a  description  of  how  they  were  estimated. 

5.  A  list  of  applicable  correlation  coefficients,  including  any  cross-correlations  between 
component  uncertainties. 

It  is  also  a  good  practice  to  provide  a  brief  description  of  the  measurement  process,  including 
the  procedures  and  instrumentation  used,  and  additional  data,  tables  and  plots  that  help  clarify 
the  analysis  result 


This  formula  is  based  on  the  assumption  that  there  are  no  correlations  between  error  source  uncertainties. 
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ACRONYMS 


ADC 

Analog  to  Digital  Converter 

AOA 

Angle  of  Attack 

AOP 

Average-over-Period 

BOP 

Beginning-of-Period 

DAC 

Digital  to  Analog  Converter 

DMM 

Digital  Multimeter 

EOP 

End-of-Period 

FS 

Full  Scale 

FSI 

Full  Scale  Input 

FSO 

Full  Scale  Output 

ISG 

Integrated  Sciences  Group 

ISO 

International  Standard  for  Organization 

ISO  GUM 

ISO  Guide  to  the  Expression  of  Uncertainty  in  Measurement 

LSBF 

Least  Squares  Best  Fit 

MTE 

Measuring  and  Test  Equipment 

OOT 

Out  of  Tolerance 

PDF 

Probability  Density  Function 

RF 

Radio  Frequency 

RSS 

Root-sum-square  method  of  combining  values 

Residual  sum  of  squares  in  regression  analysis 

SU 

Subject  Unit 

TME 

Test  and  Measurement  Equipment 

UUT 

Unit  Under  Test 

VBA 

Visual  Basic  for  Applications 

Vdc  or  VDC 

Volts  Direct  Current 
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CHAPTER  1 

BASIC  CONCEPTS  AND  METHODS 


1.0  General 

This  chapter  describes  the  basic  concepts  and  methods  used  to  estimate  measurement  uncer- 
tainty.  The  general  uncertainty  analysis  procedure  consists  of  the  following  steps: 

1 .  Define  the  Measurement  Process 

2.  Identify  the  Error  Sources  and  Distributions 

3.  Estimate  Uncertainties 

4.  Combine  Uncertainties 

5.  Report  the  Analysis  Results 

The  following  sections  discuss  these  analysis  steps  in  detail.  A  discussion  on  using  uncer¬ 
tainty  estimates  to  compute  confidence  intervals  and  expanded  uncertainties  is  also  included. 

1.1  Definitions 

1.1.1  Combined  Uncertainty.  The  uncertainty  in  the  total  error  of  a  value  of  interest. 

1.1.2  Computation  Error.  The  error  in  a  quantity  obtained  by  computation.  Normally  due  to 
machine  round-off  error  in  values  obtained  by  iteration.  Sometimes  applied  to  errors  in  tabulated 
physical  constants. 

1.1.3  Confidence  Level.  The  probability  that  a  set  of  error  limits  or  containment  limits  will 
contain  errors  for  a  given  error  source. 

1.1.4  Confidence  Limits.  Limits  that  bound  errors  for  a  given  error  source  with  a  specified 
probability  or  "confidence." 

1.1.5  Containment  Limits.  Limits  that  are  specified  to  contain  either  a  parameter  value, 
deviations  from  the  nominal  parameter  value,  or  errors  in  the  measurement  of  the  parameter 
value. 

1.1.6  Containment  Probability.  The  probability  that  a  parameter  value  or  errors  in  the 
measurement  of  this  value  will  lie  within  specified  containment  limits. 

1.1.7  Correlation  Analysis.  An  analysis  that  detennines  the  extent  to  which  two  error  sources 
influence  one  another.  Typically  the  analysis  is  based  on  ordered  pairs  of  values  of  the  two  error 
source  variables. 

1.1.8  Correlation  Coefficient.  A  measure  of  the  extent  to  which  two  error  sources  are  linearly 
related.  A  function  of  the  covariance  between  the  two  error  sources.  Correlation  coefficients 
range  from  minus  one  to  plus  one.  A  positive  correlation  coefficient  applies  when  increases  in 
one  source  are  accompanied  by  increases  in  the  other.  A  negative  correlation  coefficient  applies 
when  increases  in  one  source  are  accompanied  by  decreases  in  the  other. 


The  analysis  procedure  is  based  on  training  materials  developed  and  presented  by  Integrated  Sciences  Group  (see  References). 
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1.1.9  Covariance.  The  expected  value  of  the  product  of  the  deviations  of  two  random  variables 
from  their  respective  means.  The  covariance  of  two  independent  variables  is  zero. 

1.1.10  Coverage  Factor.  A  multiplier  used  to  express  an  error  limit  or  expanded  uncertainty  as  a 
multiple  of  the  standard  uncertainty. 

1.1.11  Cumulative  Distribution  Function.  A  mathematical  function  whose  values  F(x)  are  the 
probabilities  that  a  random  variable  assumes  a  value  less  than  or  equal  to  x.  Synonymous  with 
Distribution  Function. 

1.1.12  Degrees  of  Freedom.  A  statistical  quantity  that  is  related  to  the  amount  of  information 
available  about  an  uncertainty  estimate.  The  degrees  of  freedom  signifies  how  "good"  the 
estimate  is  and  serves  as  a  useful  statistic  in  determining  appropriate  coverage  factors  and 
computing  confidence  limits  and  other  decision  variables. 

1.1.13  Direct  Measurements.  Measurements  in  which  a  measuring  parameter  X  directly 
measures  the  value  of  a  subject  parameter  Y  (i.e.,  X  measures  Y).  In  direct  measurements,  the 
value  of  the  subject  parameter  is  obtained  directly  by  measurement  and  is  not  detennined  by 
computing  its  value  from  the  measurement  of  other  variables  or  quantities. 

1.1.14  Distribution  Variance.  The  mean  square  dispersion  of  a  distribution  about  its  mean  or 
mode  value.  See  also  Variance. 

1.1.15  Effective  Degrees  of  Freedom.  The  degrees  of  freedom  for  combined  uncertainties 
computed  from  the  Welch-Satterthwaite  formula. 

1.1.16  Error  Equation.  An  algebraic  expression  that  defines  the  total  error  in  the  value  of  a 
subject  parameter  in  terms  of  all  relevant  component  errors. 

1.1.17  Error  Limits.  Bounding  values  that  are  expected  to  contain  the  error  from  a  given  source 
with  some  specified  level  of  probability  or  confidence. 

1.1.18  Error  Source.  A  parameter,  variable  or  constant  that  can  contribute  error  to  the 
determination  of  the  value  of  a  subject  parameter.  Examples  include:  measuring  parameter  bias, 
random  error,  resolution  error,  operator  bias,  computation  error  and  environmental  factors  error. 

1.1.19  Error  Source  Correlation.  See  Correlation  Analysis 

1.1.20  Error  Source  Uncertainty.  The  uncertainty  in  the  error  of  a  given  source. 

1.1.21  Expanded  Uncertainty.  A  multiple  of  the  standard  uncertainty  reflecting  either  a 
specified  confidence  level  or  arbitrary  coverage  factor. 

1 . 1 .22  Heuristic  Estimate.  An  estimate  resulting  from  accumulated  experience  and/or  technical 
knowledge  concerning  the  uncertainty  of  an  error  source. 

1.1.23  Independent  Error  Sources.  Error  sources  that  are  statistically  independent.  Two  error 
sources  are  statistically  independent  if  one  does  not  exert  an  influence  over  the  other  or  if  both 
are  not  consistently  influenced  by  a  common  agency.  See  also  Statistical  Independence. 

1 . 1 .24  Level  of  Confidence.  See  Confidence  Level. 

1.1.25  Mean  Square  Error.  See  Variance. 

El. 26  Mean  Value.  Sample  Mean:  The  average  value  of  a  measurement  sample.  Population 
Mean :  The  expectation  value  for  measurements  sampled  from  a  population. 
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1.1.27  Measurand.  According  to  Annex  B,  Section  B.2.9  of  the  ISO  GUM,  the  measurand  is 
defined  as  "the  particular  quantity  subject  to  measurement." 

1.1.28  Measurement  Error.  The  difference  between  the  measured  value  of  a  parameter  and  its 
true  value. 

1 . 1 .29  Measurement  Process  Errors.  Measurement  process  errors  refer  to  errors  resulting  from 
the  measurement  process  (e.g.,  measuring  parameter  bias,  operator  bias,  environmental  factors, 

. . .).  Measurement  process  errors  are  the  basic  elements  of  uncertainty  analysis.  Once  these 
fundamental  error  sources  have  been  identified,  then  we  can  begin  to  develop  uncertainty 
estimates. 

1.1.30  Measurement  Process  Uncertainties.  See  Error  Source  Uncertainty. 

1.1.31  Measurement  Uncertainty.  The  uncertainty  in  a  measurement  or  in  the  error  in  the 
measurement. 

1 . 1 .32  Measuring  Parameter.  Attribute  of  a  measuring  device  that  is  used  to  obtain  infonnation 
that  quantifies  the  value  of  the  subject  parameter. 

1.1.33  Median  Value.  (1)  The  value  that  divides  an  ordered  sample  of  data  in  two  equal 
portions.  (2)  The  value  for  which  the  distribution  function  of  a  random  variable  is  equal  to  one- 
half.  (3)  A  point  of  discontinuity  such  that  the  distribution  function  immediately  below  the  point 
is  less  than  one-half  and  the  distribution  function  immediately  above  the  point  is  greater  than 
one-half. 

1 . 1 .34  Mode  Value.  The  value  of  a  parameter  most  often  encountered  or  measured.  Sometimes 
synonymous  with  the  nominal  value  or  design  value  of  a  parameter. 

1 . 1 .35  Multivariate  Measurements.  Measurements  in  which  the  subject  parameter  is  a  computed 
quantity  based  on  measurements  of  two  or  more  attributes  or  parameters. 

1.1.36  Nominal  Value.  The  designated  or  published  value  of  an  artifact  or  parameter.  It  may 
also  sometimes  refer  to  the  mode  value  of  an  artifact  or  parameter. 

1.1.37  Parameter.  Often  thought  of  as  a  specified  aspect  or  feature  of  an  instrument  or  item.  In 
general,  however,  a  parameter  does  not  have  to  be  a  “toleranced”  quantity  or  value.  See  also 
Attribute. 

1.1.38  Population.  The  total  set  of  possible  values  for  a  random  variable  under  consideration. 

1 . 1 .39  Population  Mean.  It  is  the  expectation  value  of  a  random  variable  described  by  a 
population  distribution. 

1 . 1 .40  Probability.  The  likelihood  of  the  occurrence  of  a  specific  event  or  value  from  a 
population  of  events  or  values. 

1.1.41  Probability  Density  Function.  A  mathematical  function  that  describes  the  relative 
frequency  of  occurrence  of  the  values  of  a  random  variable. 

1 . 1 .42  Repeatability.  The  closeness  of  the  agreement  between  the  results  of  successive 
measurements  of  the  value  of  a  parameter  carried  out  under  the  same  measurement  conditions. 
Repeatability  conditions  include:  the  same  measurement  procedure,  the  same  observer,  the  same 
measuring  instrument  used  under  the  same  conditions,  the  same  location,  and  repetition  over  a 
short  period  of  time. 
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1.1.43  Sample.  A  collection  of  values  drawn  from  a  population.  Typically,  inferences  about  a 
population  are  made  from  the  sample.  Therefore,  the  sample  must  be  statistically  representative 
of  the  population. 

1 . 1 .44  Sample  Histogram.  A  bar  chart  showing  the  relative  frequency  of  occurrence  of  sampled 
data. 

1 . 1 .45  Sample  Mean.  The  arithmetic  average  of  the  measurements  of  a  sample. 

1 . 1 .46  Sample  Size.  The  number  of  measured  values  that  comprise  a  sample. 

1 . 1 .47  Standard  Deviation.  The  square  root  of  the  variance  of  a  sample  or  population  of  values. 
A  quantity  that  represents  the  spread  of  values  about  a  mean  value.  In  statistics,  the  second 
moment  of  a  distribution. 

1.1.48  Standard  Uncertainty.  A  statistic  representing  spread  or  uncertainty  in  the  value  of  a 
parameter  or  error  source.  If  determined  statistically  from  sampled  data,  the  standard  uncertainty 
is  equal  to  the  sample  standard  deviation. 

1 . 1 .49  Statistical  Independence.  A  property  that  describes  two  error  sources  as  being 
uncorrelated.  See  also  Independent  Error  Sources. 

1.1.50  Subject  Parameter.  An  attribute  whose  value  we  seek  to  obtain  from  a  measurement  or 
set  of  measurements. 

1 . 1 .5 1  Tolerance  Limits.  Limits  that  bound  acceptable  parameter  values. 

1 . 1 .52  True  Value.  The  value  that  would  be  obtained  by  a  perfect  measurement.  True  values 
are  by  nature  indetenninate. 

1.1.53  Type  A  Estimates.  Uncertainty  estimates  obtained  by  the  statistical  analysis  of  a  sample 
of  data. 

1.1.54  Type  B  Estimates.  Uncertainty  estimates  obtained  by  heuristic  means. 

1.1.55  Uncertainty.  See  Standard  Uncertainty. 

1 . 1 .56  Uncertainty  Component.  A  contribution  to  total  combined  uncertainty  from  an  error 
source. 

1.1.57  Variance.  (1)  Population:  The  expectation  value  for  the  square  of  the  difference  between 
the  value  of  a  variable  and  the  population  mean.  (2)  Sample:  A  measure  of  the  spread  of  a 
sample  equal  to  the  sum  of  the  squared  observed  deviations  from  the  sample  mean  divided  by  the 
degrees  of  freedom  for  the  sample.  Also  referred  to  as  the  mean  square  error. 

1.2  Defining  the  Measurement  Process 

The  first  step  in  any  uncertainty  analysis  is  to  identify  the  physical  quantity  whose  value  is 
estimated  via  measurement.  This  quantity,  sometimes  referred  to  as  the  “measurand,”  may  be  a 
directly  measured  value,  such  as  the  weight  of  a  1  gm  mass  or  the  output  of  a  voltage  reference. 
Alternatively,  the  quantity  may  be  indirectly  determined  through  the  measurement  of  other 
variables,  as  in  the  case  of  estimating  the  volume  of  a  cylinder  by  measuring  its  length  and 
diameter.  The  former  type  of  measurements  are  called  “direct  measurements,”  while  the  latter 
are  called  “multivariate  measurements.” 
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For  multivariate  measurements,  it  is  important  to  develop  an  equation  that  defines  the  mathe¬ 
matical  relationship  between  the  quantity  of  interest  and  the  measured  variables.  For  the 
cylinder  volume  example,  this  mathematical  equation  would  be  expressed  as 

(  d'y 

V  =  n  —  L  (1-1) 

V  2  J 

where 

V  =  cylinder  volume  in  units  of  interest 
D  =  cylinder  diameter  in  appropriate  units 
L  =  cylinder  length  in  appropriate  units 

n  =  the  ratio  of  the  circumference  of  a  circle  to  its  diameter  =  3. 14159 

At  this  stage  of  the  analysis,  it  is  also  useful  to  briefly  describe  the  test  setup,  environmental 
conditions,  technical  information  about  the  instruments,  reference  standards,  or  other  equipment 
used  and  the  procedure  for  obtaining  the  measurement(s).  This  information  will  help  identify  the 
measurement  process  errors. 

1.3  Errors  and  Distributions 

In  any  given  measurement  scenario,  each  measured  quantity  is  a  potential  source  of  error.  For 
example,  errors  in  the  length  and  diameter  measurements  will  contribute  to  the  overall  error  in 
the  estimation  of  the  cylinder  volume.  Therefore,  the  cylinder  volume  equation  can  be  expressed 
as 

f D  +£  V 

V0  +  sv  =  n  0  D  ( L0+gl )  (1-2) 

V  2 

where 

Vo  =  true  or  nominal  cylinder  volume 

Do  =  true  or  nominal  cylinder  diameter 

Lo  =  true  or  nominal  cylinder  length 

sv  =  error  in  the  cylinder  volume  measurement 

Ed  =  error  in  the  cylinder  diameter  measurement 

sl  =  error  in  the  cylinder  length  measurement 

By  rearranging  equation  (1-2),  we  obtain  an  algebraic  expression  for  the  cylinder  volume  error. 
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The  terms,  L0sD2 , 2 D0sd£l  and  £D2£L ,  are  referred  to  as  second  order  terms  and  are  considered 

to  be  small  compared  to  the  other  first  order  terms  in  equation  (1-3).  Neglecting  these  tenns,  we 
can  express  the  cylinder  volume  error  equation  in  a  simpler  form. 


£v  4  Mo  2L0Dq£d  +  D0  £ L  )  n\ 
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(1-4) 


Rearranging  equation  (1-4),  we  can  further  simplify  the  equation  lor  sv . 
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(1-5) 


The  coefficients  for  sL  and  £D  in  equation  (1-5)  are  actually  the  partial  derivatives  of  V  with 
respect  to  L  and  D. 
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2  ,  dV  i 
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Therefore,  the  cylinder  volume  error  can  be  expressed  as 


%  = 
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K8D J 

(1-6) 


where  the  partial  derivatives  are  sensitivity  coefficients  that  detennine  the  relative  contribution 
of  the  errors  in  length  and  diameter  to  the  total  error. 

The  errors  in  length  and  diameter  are  the  sum  of  the  errors  encountered  during  the  measure¬ 
ment  process  and  can  be  expressed  as 


£L  ~~  £L\  +  £L2  +" 

•  +  £Ln 

£D  ~  £ D\  £D2  • 

■  ■  +  £  Dn 
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where  the  numbered  subscripts  signify  the  different  measurement  process  errors.  The  errors 
most  often  encountered  in  making  measurements  include,  but  are  not  limited  to  the  following: 

•  Measurement  Bias 

•  Random  or  Repeatability  Error 

•  Resolution  Error 

•  Digital  Sampling  Error 

•  Computation  Error 

•  Operator  Bias 

•  Environmental  Factors  Error 

•  Stress  Response  Error 

Measurement  process  errors  are  the  basic  elements  of  uncertainty  analysis.  Once  these 
fundamental  error  sources  have  been  identified,  we  can  begin  to  develop  uncertainty  estimates. 

Another  important  aspect  of  the  uncertainty  analysis  process  is  the  fact  that  measurement 
errors  can  be  characterized  by  statistical  distributions.  The  statistical  distribution  for  a  type  of 
measurement  error  is  a  mathematical  description  that  relates  the  frequency  of  occurrence  of 
values  with  the  values  themselves.  Error  distributions  include,  but  are  not  limited  to  normal, 
lognonnal,  unifonn  (rectangular),  triangular,  quadratic,  cosine,  exponential,  u-shaped, 
trapezoidal,  and  student's  t. 

Each  distribution  is  characterized  by  a  set  of  statistics.  The  statistics  most  often  used  in 
uncertainty  analysis  are  the  mean,  or  the  mode,  and  the  standard  deviation.  With  the  lognonnal 
distribution,  a  limiting  value  and  the  median  value  are  also  used. 

EIncertainty Analyzer  automatically  computes  the  distribution  statistics  in  response  to  data 
entered  by  the  user.  Alternatively,  the  user  can  select  the  desired  error  distribution  from  a  drop¬ 
down  list.  A  brief  description  of  these  distributions  is  given  in  the  following  subsections. 

1.3.1  Normal  Distribution.  When  obtaining  a  Type  A  uncertainty  estimate,  we  compute  a 
standard  deviation  from  a  sample  of  values.  For  example,  we  estimate  uncertainty  due  to 
random  error  by  computing  the  standard  deviation  for  a  sample  of  repeated  measurements  of  a 
given  value.  We  also  obtain  a  sample  size.  The  sample  standard  deviation  is  an  estimate  of  the 
standard  deviation  for  the  population  from  which  the  sample  was  drawn.  Except  in  rare  cases, 
we  assume  that  this  population  follows  the  normal  distribution. 

Why  do  we  assume  a  normal  distribution?  The  primary  reason  is  because  this  is  the  distribu¬ 
tion  that  either  represents  or  approximates  what  we  frequently  see  in  the  physical  universe.  It 
can  be  derived  from  the  laws  of  physics  for  such  phenomena  as  the  diffusion  of  gases  and  is 
applicable  to  instrument  parameters  subject  to  random  stresses  of  usage  and  handling.  It  is  also 
often  applicable  to  equipment  parameters  emerging  from  manufacturing  processes. 
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J(x) 


Figure  1-1.  The  Normal  Distribution. 


The  probability  density  function  for  the  nonnal  distribution  is  given  in  equation  (1-7).  The 
variable  ju  is  the  population  mean  and  the  variable  a  is  the  population  standard  deviation. 


/(*)  = 


1  e-b-/d2  /  2o-2 

^2no 


(1-7) 


In  applying  the  normal  distribution,  an  uncertainty  estimate  is  obtained  from  containment 
limits  and  a  containment  probability.  The  use  of  the  normal  distribution  is  appropriate  in  cases 
where  the  above  considerations  apply  and  the  limits  and  probability  are  at  least  approximately 
known. 

The  extent  to  which  this  knowledge  is  approximate  determines  the  degrees  of  freedom  of  the 
uncertainty  estimate.  The  degrees  of  freedom  and  the  uncertainty  estimate  can  be  used  in 
conjunction  with  the  Student's  t  distribution  to  compute  confidence  limits. 

Let  ±  a  represent  the  known  contaimnent  limits  and  let  p  represent  the  containment  probabil¬ 
ity.  Then  an  estimate  of  the  standard  deviation  of  the  population  of  errors  or  deviations  is 
obtained  from  equation  (1-8). 


it  = 


1  +  p 


(1-8) 


The  inverse  normal  distribution  function,  ®‘’(),  can  be  found  in  statistics  texts  and  in  most 
spreadsheet  programs. 

If  only  a  single  containment  limit  is  applicable,  such  as  with  single-sided  tolerances,  the 
appropriate  expression  is  given  in  equation  (1-9). 


a 

u  =  — - - 

®  1  (P) 


(1-9) 


1 .3.2  Lognormal  Distribution.  The  lognormal  distribution  can  often  be  used  to  estimate  the 
uncertainty  in  equipment  parameter  bias  in  cases  where  the  tolerance  limits  are  asymmetric.  It  is 
also  used  in  cases  where  a  physical  limit  is  present  that  lies  close  enough  to  the  nominal  or  mode 


1-8 


Uncertainty  Analysis  Principles  and  Methods  RCC  Document  122-07,  September  2007 


value  to  skew  the  parameter  bias  probability  density  function  in  such  a  way  that  the  normal 
distribution  is  not  applicable. 


<1  H 


Figure  1-2.  The  Lognormal  Distribution. 


The  probability  density  function  for  the  lognormal  distribution  is  given  in  equation  (1-10). 
The  variable  q  is  a  physical  limit  for  x,  the  variable  m  is  the  population  median  and  the  variable  u 
is  the  population  mode.  The  variable  a  is  not  the  population  standard  deviation.  Rather,  a  is 
referred  to  as  the  "shape  parameter."  The  accompanying  graphic  shows  a  case  where  ju  =  10, 
q  =  9.6207,  a  =  0.52046,  and  m  =  13.11 17.  The  computed  standard  deviation  for  this  example  is 
u  =  0.3 176. 


/(*)  = 


(1-10) 


Uncertainty  estimates  (standard  deviations)  for  the  lognormal  distribution  are  obtained  by 
numerical  iteration. 

1 .3.3  Exponential  Distribution.  We  sometimes  encounter  cases  where  there  exists  a  definable 
upper  or  lower  bound  to  the  values  (or  errors)  attainable  to  a  parameter  with  a  single-sided  upper 
or  lower  tolerance  limit.  In  most  instances,  the  distribution  to  apply  to  these  cases  is  the 
lognormal  distribution.  This  distribution  is  characterized  by  a  nominal  or  “mode”  value  and,  as 
indicated,  a  bounding  physical  limit. 

It  is  possible  that,  for  some  parameters,  the  bounding  limit  and  the  mode  value  are  equal.  If 
so,  then  the  lognonnal  distribution  suffers  from  a  mathematical  discontinuity  that  makes  it 
inappropriate  as  the  distribution  of  choice.  To  handle  such  parameters,  we  employ  the 
exponential  distribution.  A  plot  of  this  distribution  is  shown  below  for  a  parameter  whose  mode 
value  n  is  less  than  its  tolerance  limit  L. 
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Figure  1-3.  The  Exponential  Distribution. 


The  probability  density  function  for  the  exponential  distribution  is  given  in  equation  (1-11). 


m 


\x  -  n  |  >  0 
0  ,  otherwise 


(1-11) 


The  absolute  value  for  x  -  p  is  used  to  accommodate  cases  where  the  mode  is  greater  than  the 
tolerance  limit,  as  depicted  in  Figure  1-4. 


Figure  1-4.  Left-Handed  Exponential  Distribution. 
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The  standard  deviation  or  standard  uncertainty  estimate  for  the  exponential  distribution  is 
obtained  from  the  square  root  of  x.  Employing  the  probability  density  function  for  the 
distribution,  it  can  be  shown  that  this  uncertainty  is  given  by  equation  (1-12). 


1 


(1-12) 


1 .3.4  Quadratic  Distribution.  A  distribution  that  eliminates  the  abrupt  change  at  the  zero  point, 
does  not  exhibit  unrealistic  linear  behavior  and  satisfies  the  need  for  a  central  tendency  is  the 
quadratic  distribution. 


7W 


-a  0  a 

Figure  1-5.  The  Quadratic  Distribution. 


This  distribution  is  defined  by  the  probability  density  function  given  in  equation  (1-13). 

'  3 


/(*)  = 


4a 


[l-(x/a)  ],  -a<x<a 


(1-13) 


0 


,  otherwise 


Obtaining  the  minimum  bounding  limits  ±a  when  a  containment  probability  p  and  containment 
limits  ±L  are  known  involves  solving  the  cubic  equation  (1-14). 


L3  -3aL  +  2aJ p  =  0,  L<a 


(1-14) 


The  solution  can  be  obtained  numerically.  Uncertainty  Analyzer  contains  a  routine  that 
solves  for  a,  along  with  other  parameters  that  represent  more  robust  incarnations  of  the  quadratic 
distribution.  The  iterative  algorithm  is  given  in  equations  (1-15)  through  (1-17). 

a.  =ai_l-F/F'  (1-15) 


where 

F  =  L3  -3aL  +  2a3 p  (1-16) 
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and 


F  =  -3L  +  6a2  p  (1-17) 

and  a,  is  the  value  obtained  at  the  ith  iteration. 

The  standard  deviation,  or  standard  uncertainty,  estimate  for  the  quadratic  distribution  is 
determined  from  equation  (1-18). 


(1-18) 

1.3.5  Cosine  Distribution.  While  the  quadratic  distribution  eliminates  discontinuities  within 
the  bounding  limits,  it  rises  abruptly  at  the  limits.  And,  even  though  the  quadratic  distribution 
has  wider  applicability  than  either  the  triangular  or  uniform  distribution,  this  feature  nevertheless 
diminishes  its  physical  validity.  The  cosine  distribution  overcomes  this  shortcoming,  exhibits  a 
central  tendency,  and  can  be  determined  from  minimum  containment  limits. 


a 


X-v) 


Figure  1-6.  The  Cosine  Distribution. 


The  probability  density  function  for  the  cosine  distribution  is  given  in  equation  (1-19). 


II 

_ A _ 

1 

2  a 

f  TDc'] 
1  +  cos  — 

V  a  )_ 

,  -a<x<a 

(1-19) 

o, 

,  otherwise 

Solving  for  a  when  a  containment  probability  and  containment  limits  ±L  are  given  quires 
applying  numerical  iterative  method  to  the  expression  given  in  equation  (1-20). 

—  sin(;z£/a)  -  ap  +  L  =  0,  L<a  (1-20) 

n 
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The  solution  algorithm  has  been  incorporated  into  Uncertainty  Analyzer.  The  iterative 
algorithm  is  given  in  equations  (1-21)  through  (1-23). 


a  i  =  a 


i-i 


F/F' 


(1-21) 


where 


F 


—  sin  {t:L  /  a)-  ap  +  L 
n 


(1-22) 


and 

F  =—sin(7rL/a)-  —  cos(7rL/a)-p  (1-23) 

n  a 

and  a,  is  the  value  obtained  at  the  zth  iteration. 

The  standard  deviation  or  standard  uncertainty  estimate  for  the  cosine  distribution  is  obtained 
from  the  expression  given  in  equation  (1-24). 


a 


(1-24) 


The  value  of  u  for  the  cosine  distribution  translates  to  roughly  63%  of  the  value  obtained 
using  the  unifonn  distribution. 

1.3.6  U-Shaped  Distribution.  The  U  distribution  applies  to  sinusoidal  RF  signals  incident  on  a 
load.  Another  application  for  this  distribution  would  be  environmental  temperature  control  in  a 
laboratory  or  test  chamber. 

The  probability  density  function  for  the  U-shaped  distribution  is  given  in  equation  (1-25). 


/(*)  =  ■ 


n- 


Va2 


-a<x<a 


0,  otherwise 


(1-25) 


The  parameter  a  represents  the  maximum  signal  amplitude. 
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A*) 


Figure  1-7.  The  U-Shaped  Distribution. 


If  containment  limits  ±L  and  a  containment  probability  p  are  known,  the  parameter  a  can  be 
computed  from  equation  (1-26). 

a  = - — - ,L<a  (1-26) 

sin(;r  pi  2) 

The  standard  deviation  or  standard  uncertainty  for  the  U-shaped  distribution  is  estimated 
from  equation  (1-27). 


U  =  T2  °-27) 

The  value  of  u  for  the  U-shaped  distribution  translates  to  roughly  122%  of  the  value  obtained 
using  the  uniform  distribution. 

1.3.7  Uniform  (Rectangular)  Distribution.  This  uniform  distribution  has  100%  containment 
limits  and  the  probability  of  obtaining  a  value  within  these  limits  is  equally  probable. 
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Figure  1-8.  The  Uniform  Distribution. 


The  probability  density  function  for  the  uniform  distribution  is  given  in  equation  (1-28). 


fix) 


— ,  - a<x<a 
<  2  a 

0,  otherwise 


(1-28) 


The  contaimnent  limits  of  the  distribution  are  ±  a.  The  probability  of  lying  between  -a  and  a 
is  constant.  The  probability  of  lying  outside  ±  a  is  zero. 

The  standard  deviation,  or  standard  uncertainty,  for  the  unifonn  distribution  is  obtained  from 
equation  (1-29). 


a 


(1-29) 


1 .3.8  Triangular  Distribution.  The  triangular  distribution  has  been  proposed  for  use  in  cases 
where  the  containment  probability  is  100%,  but  there  is  a  central  tendency  for  values  of  the 
variable  of  interest.  The  triangular  distribution  is  the  simplest  distribution  possible  with  these 
characteristics.  The  triangular  distribution  sometimes  applies  to  parameter  values  immediately 
following  test  or  calibration. 
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Ax) 


Figure  1-9.  The  Triangular  Distribution. 


The  probability  density  function  for  the  triangular  distribution  is  given  in  equation  (1-30). 


/(*)  =  \ 


r  2 

(x  +  a)/ a  ,  -  a  <  x  <  0 
(a  -  x)/  a2 ,  0  <  x  <  a 
0,  otherwise 


(1-30) 


In  cases  where  a  containment  probability  p  <  1  can  be  detennined  for  limits  ±L,  where  L  <  a, 
the  limits  of  the  distribution  are  given  by  equation  (1-31). 

a  = - f'  ,  L<a  (1-31) 

i -iFr 

Apart  from  representing  post-test  distributions  under  certain  restricted  conditions,  the  trian¬ 
gular  distribution  has  limited  applicability  to  physical  errors  or  deviations.  While  it  does  not 
suffer  from  the  unifonn  probability  criterion,  as  does  the  uniform  distribution,  it  nevertheless 
displays  abrupt  transitions  at  the  bounding  limits  and  at  the  zero  point,  which  are  physically 
unrealistic  in  most  instances.  In  addition,  the  linear  increase  and  decrease  in  behavior  is 
somewhat  fanciful  for  a  probability  density  function. 

The  standard  deviation,  or  standard  uncertainty,  for  the  triangular  distribution  is  obtained 
from  equation  (1-32). 


a 


(1-32) 


Like  the  uniform  distribution,  using  the  triangular  distribution  requires  the  establishment  of 
minimum  containment  limits  ±  a.  The  same  reservations  apply  in  this  regard  to  the  triangular 
distribution  as  to  the  uniform  distribution. 
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1.3.9  Student’s  t  Distribution.  If  the  underlying  distribution  is  normal,  and  a  Type  A  estimate 
and  degrees  of  freedom  are  available,  confidence  limits  for  measurement  errors  or  parameter 
deviations  may  be  obtained  using  the  Student’s  t  distribution.  This  distribution  is  available  in 
statistics  textbooks  and  popular  spreadsheet  applications. 


The  probability  density  function  for  the  student's  t  distribution  is  given  in  equation  (1-33). 
The  variable  v  is  the  degrees  of  freedom  and  the  parameter  T()  is  the  gamma  function.  The 
degrees  of  freedom  quantifies  the  amount  of  knowledge  used  in  estimating  uncertainty. 


/(*)  = 


rf 


v+n 


k  2 


V 


J 


2) 


(l  +  x2/v)-<v+1)/2 


(1-33) 


For  Type  A  estimates  the  degrees  of  freedom  is  simply  the  sample  size,  n,  minus  one,  as 
shown  in  equation  (1-34). 

v  =  n -  1  (1-34) 

The  knowledge  used  in  estimating  uncertainty  is  incomplete  if  the  minimum  contain  limits  ± 
a  for  the  student's  t  distribution  are  approximate  and  the  containment  probability  p  is  estimated 
from  recollected  experience  (i.e.,  Type  B).  Therefore,  the  degrees  of  freedom  associated  with  a 
Type  B  estimate  is  not  infinite. 

If  the  degrees  of  freedom  variable  is  finite  but  unknown,  the  uncertainty  estimate  cannot  be 
rigorously  used  to  develop  confidence  limits,  perform  statistical  tests  or  make  decisions.  This 
limitation  has  often  precluded  the  use  of  Type  B  estimates  as  statistical  quantities  and  has  led  to 
the  misguided  practice  of  using  fixed  coverage  factors. 

Fortunately,  the  ISO  GUM  provides  an  expression  for  obtaining  the  approximate  degrees  of 
freedom  for  Type  B  estimates.  However,  the  expression  involves  the  use  of  the  variance  in  the 
uncertainty  estimate,  and  a  method  for  obtaining  this  variance  has  been  lacking  until  recently.  A 
rigorous  method  for  obtaining  this  quantity  has  been  implemented  into  Uncertainty  Analyzer. 
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The  procedure  is  to  first  estimate  the  uncertainty  for  the  normal  distribution  and  then  estimate 
the  degrees  of  freedom  from  the  expression  given  in  equation  (1-35). 


1  f a2(u)) 


_ 3  <f>2a2 _ 

2</>\Aa)2  +m2e*2(Ap)2  ’ 


(1-35) 


where 


<j>  =  ®  1 


f  \  + 


(1-36) 


The  variables  A  a  and  A p  represent  "give  or  take"  values  for  the  containment  limits  and 
containment  probability,  respectively. 

At  first  glance,  equation  (1-35)  may  seem  to  be  anything  but  rigorous.  However,  several  data 
input  formats  have  been  incorporated  into  Uncertainty  Analyzer  that  make  the  process  of 
estimating  A  a  and  A p  thorough. 

Once  the  degrees  of  freedom  has  been  obtained,  the  Type  B  estimate  may  then  be  combined 
with  other  estimates,  and  the  degrees  of  freedom  for  the  combined  uncertainty  can  be  determined 
using  the  Welch-Satterthwaite  fonnula  outlined  in  Annex  G,  Section  4.2  of  the  ISO  GUM.  If  the 
underlying  distribution  for  the  combined  estimate  is  nonnal,  the  t  distribution  can  be  used  to 
develop  confidence  limits  and  perform  statistical  tests. 

For  a  given  confidence  or  containment  limits  ±L  and  corresponding  degrees  of  freedom,  the 
standard  uncertainty  can  be  estimated  using  equation  (1-37). 

u  =  —  (1-37) 

’'a 
— ,v 
2 


The  variable  ta/2,v  is  the  student's  t  statistic  and  the  variable  a  =  1  -  p,  where  p  is  the  contain¬ 
ment  probability  or  confidence  level.  In  Uncertainty  Analyzer,  the  student's  t  statistic  is 
computed  iteratively  for  a  given  set  of  a/2  and  v. 

1.3.10  Choosing  the  Appropriate  Distribution.  In  general,  the  three  error  distributions  that  have 
been  found  to  be  relevant  to  most  real  world  measurement  applications  are  the  normal, 
lognonnal,  and  Student’s  t  distributions.  Other  distributions  such  as  the  uniform,  triangular, 
quadratic,  cosine,  exponential,  and  U-shaped  are  also  possible,  although  they  are  rarely 
applicable. 

Some  recommendations  for  selecting  the  appropriate  distribution  for  a  particular  error  source 
are  given  in  the  following  subsection.  An  additional  subsection  is  included  to  illustrate  the 
misguided  application  of  the  uniform  distribution  for  Type  B  uncertainty  estimates  regardless  of 
the  error  source.  More  specific  criteria  for  correctly  selecting  the  uniform  distribution  and 
example  cases  that  satisfy  this  criteria  are  given  in  the  final  two  subsections. 

1.3.10.1  Recommendations  for  Selecting  Distributions.  The  normal  distribution  should  be 
applied  as  the  default  distribution,  unless  information  to  the  contrary  is  available.  For  Type  B 
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estimates,  the  data  input  formats  alluded  under  the  discussion  of  the  Student's  t  distribution 
should  also  be  employed  to  estimate  the  degrees  of  freedom. 

Apply  the  lognormal  distribution  if  it  is  suspected  that  the  distribution  of  the  value  of  interest 
is  skewed. 

In  using  the  normal  or  lognormal  distribution,  some  effort  must  be  made  to  estimate  a 
containment  probability. 

If  100%  containment  has  been  observed,  then  the  following  is  recommended: 

•  Apply  the  cosine  distribution  if  the  value  of  interest  has  been  subjected  to  random  us¬ 
age  or  handling  stress,  and  is  assumed  to  possess  a  central  tendency. 

•  Apply  either  the  quadratic  or  half-cosine  distribution,  as  appropriate,  if  it  is  suspected 
that  values  are  more  evenly  distributed. 

•  The  triangular  distribution  may  be  applicable,  under  certain  circumstances,  when 
dealing  with  parameters  following  testing  or  calibration.  The  triangular  distribution 
may  also  be  applicable  for  errors  due  to  linear  interpolation  of  tabulated  data. 

•  Apply  the  U-shaped  distribution  if  the  value  of  interest  is  the  amplitude  of  a  sine 
wave  incident  on  a  plane  with  random  phase. 

•  Apply  the  uniform  distribution  if  the  value  of  interest  is  the  resolution  uncertainty  of  a 
digital  readout.  This  distribution  is  also  applicable  to  estimating  the  uncertainty  due 
to  quantization  error  and  the  uncertainty  in  RF  phase  angle. 

1.3.10.2  Blind  Acceptance  of  the  Uniform  Distribution.  Applying  the  uniform  distribution  to 
obtaining  Type  B  uncertainty  estimates  is  a  practice  that  has  been  gaining  ground  over  the  past 
few  years.  There  are  two  main  reasons  for  this: 

1 .  Applying  the  uniform  distribution  makes  it  easy  to  obtain  an  uncertainty  estimate.  If  the 
limits  ±a  of  the  distribution  are  known,  the  uncertainty  estimate,  u,  is  simply  computed 
from  dividing  the  containment  value  a  by  the  square  root  of  3. 

It  should  be  said  that  the  "ease  of  use"  advantage  has  been  promoted  by  individuals  who  are 
ignorant  of  methods  of  obtaining  uncertainty  estimates  for  more  appropriate  distributions  and  by 
others  who  are  simply  looking  for  a  quick  solution.  In  fairness  to  the  latter  group,  they 
sometimes  assert  that  the  lack  of  specificity  of  information  required  to  use  other  distributions 
makes  for  crude  uncertainty  estimates  anyway,  so  why  not  get  your  crude  estimate  by 
intentionally  using  an  inappropriate  distribution? 

At  our  present  level  of  analytical  development,  this  argument  does  not  hold  water.  Since  the 
introduction  of  the  ISO  GUM,  methods  have  been  developed  to  systematically  and  rigorously 
use  distributions  that  are  physically  realistic.  These  methods  have  been  incorporated  into 
Uncertainty  Analyzer. 

2.  It  has  been  asserted  by  some  that  the  use  of  the  uniform  distribution  is  recommended  in 
the  ISO  GUM.  This  is  not  true.  In  fact,  most  of  the  methodology  of  the  ISO  GUM  is 
based  on  the  assumption  that  the  underlying  error  distribution  is  normal.  Some  of  the  be¬ 
lief  that  the  uniform  distribution  is  called  for  in  the  ISO  GUM  stems  from  the  fact  that 
several  individuals,  who  have  come  to  be  regarded  as  ISO  GUM  authorities,  have  been 
advocating  its  use.  For  clarification  on  this  issue,  the  reader  is  referred  to  Section  4.3  of 
the  ISO  GUM. 
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Another  source  of  confusion  is  that  some  of  the  examples  in  the  ISO  GUM  apply  the  uniform 
distribution  in  situations  that  appear  to  be  incompatible  with  its  use.  It  is  reasonable  to  suppose 
that  much  of  this  is  due  to  the  fact  that  rigorous  Type  B  estimation  methods  and  tools  were  not 
available  at  the  time  the  ISO  GUM  was  published,  and  the  uniform  distribution  was  an  "easy 
out."  As  stated  in  item  1  above,  the  lack  of  such  methods  and  tools  has  since  been  rectified  and 
incorporated  into  Uncertainty  Analyzer. 

The  philosophy  of  indiscriminately  using  the  uniform  distribution  to  compute  Type  B  uncer¬ 
tainty  estimates  undermines  efforts  to  estimate  uncertainties  that  can  be  used  to  perform 
statistical  tests,  evaluate  measurement  decision  risks,  manage  calibration  intervals,  develop 
meaningful  tolerances  and  compute  viable  confidence  limits.  In  other  words,  apart  from 
providing  a  number,  the  uncertainty  estimate  becomes  a  useless  and  potentially  expensive 
commodity. 

1 .3.10.3  Criteria  for  Selecting  the  Uniform  Distribution.  The  use  of  the  uniform  distribution  is 
appropriate  under  a  limited  set  of  conditions.  These  conditions  are  summarized  by  three  criteria. 
The  first  criterion  is  that  we  must  know  a  set  of  minimum  bounding  limits  for  the  distribution. 
This  is  the  minimum  limits  criterion.  Second,  we  must  be  able  to  assert  that  the  probability  of 
finding  values  between  these  limits  is  unity.  This  is  the  100%  containment  criterion.  Third,  we 
must  be  able  to  demonstrate  that  the  probability  of  obtaining  values  between  the  minimum 
bounding  limits  is  uniform.  This  is  the  unifonn  probability  criterion. 

1 .3. 10.3. 1  Minimum  Limits  Criterion.  It  is  vital  that  the  limits  we  establish  for  the  unifonn 
distribution  are  the  minimum  bounding  limits.  For  instance,  if  the  limits  ±L  bound  the  variable 
of  interest,  then  so  do  the  limits  ±2 L,  ±3 L,  and  so  on.  Since  the  uncertainty  estimate  for  the 
uniform  distribution  is  obtained  by  dividing  the  bounding  limit  by  the  square  root  of  three,  using 
a  value  for  the  limit  that  is  not  the  minimum  bounding  value  will  obviously  result  in  an  invalid 
uncertainty  estimate. 

This  alone  makes  the  application  of  the  unifonn  distribution  questionable  in  estimating  bias 
uncertainty  from  such  quantities  as  tolerance  limits,  for  instance.  It  may  be  that  out-of-tolerances 
have  never  been  observed  for  a  particular  parameter  (100%  containment),  but  it  is  unknown 
whether  the  tolerances  are  minimum  bounding  limits. 

Some  years  ago,  a  study  was  conducted  involving  a  voltage  reference  that  showed  that  values 
for  one  parameter  were  normally  distributed  with  a  standard  deviation  that  was  approximately 
1/10  of  the  tolerance  limit.  With  10-sigma  limits,  it  is  unlikely  that  any  out-of-tolerances  would 
be  observed.  However,  if  the  uniform  distribution  were  used  to  estimate  the  bias  uncertainty  for 
this  item,  based  on  tolerance  limits,  the  uncertainty  estimate  would  be  nearly  six  times  larger 
than  would  be  appropriate.  Some  might  claim  that  this  is  acceptable,  since  the  estimate  can  be 
considered  a  conservative  one.  That  may  be.  However,  it  is  also  a  useless  estimate.  This  point 
will  be  elaborated  later. 

A  second  difficulty  we  face  when  attempting  to  apply  minimum  bounding  limits  is  that  such 
limits  can  rarely  be  established  on  physical  grounds.  This  is  especially  true  when  using 
parameter  tolerance  limits.  It  is  virtually  impossible  to  imagine  a  situation  where  design 
engineers  have  somehow  been  able  to  precisely  identify  the  minimum  limits  that  bound  values 
that  are  physically  attainable.  If  we  add  to  this  the  fact  that  tolerance  limits  are  often  influenced 
by  marketing  rather  than  engineering  considerations,  equating  tolerance  limits  with  minimum 
bounding  limits  becomes  a  very  unfruitful  and  misleading  practice. 
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1.3.10.3.2  1 00%  Containment  Criterion.  By  definition,  the  establishment  of  minimum  bounding 
limits  implies  the  establishment  of  1 00%  containment.  It  should  be  said  however,  that  an 
uncertainty  estimate  may  still  be  obtained  for  the  unifonn  distribution  if  a  containment 
probability  less  than  100%  is  applied.  For  instance,  suppose  the  containment  limits  are  given  as 
±L  and  the  containment  probability  is  stated  as  being  equal  to  some  value  p  between  zero  and 
one.  Then,  if  the  uniform  probability  criterion  is  met,  the  limits  of  the  distribution  are  given  by 

L  r 

a  -  — ,  L  <  a 
P 


If  the  uniform  probability  criterion  is  not  met,  however,  the  unifonn  distribution  would  not 
be  applicable,  and  we  should  turn  to  other  distributions. 

1.3.10.3.3  Uniform  Probability  Criterion.  As  discussed  above,  establishing  minimum 
containment  limits  can  be  a  challenging  prospect.  Flarder  still  is  finding  real-world  measurement 
error  distributions  that  demonstrate  a  unifonn  probability  of  occurrence  between  two  limits  and 
zero  probability  of  occunence  outside  these  limits.  Except  in  very  limited  instances,  such  as 
ones  discussed  in  the  next  section,  assuming  a  unifonn  probability  is  just  not  physically  realistic. 
This  is  true  even  in  some  cases  where  the  distribution  would  appear  to  be  applicable. 

For  example,  a  conjecture  has  recently  been  advanced  that  the  distribution  of  parameters 
immediately  following  test  or  calibration  can  be  said  to  be  uniform.  While  this  seems  reasonable 
at  face  value,  it  turns  out  not  to  be  the  case.  Because  of  false  accept  risk  (consumer's  risk),  such 
distributions  range  from  approximately  triangular  to  having  a  "humped"  appearance  with  rolled- 
off  shoulders. 

As  to  whether  we  can  treat  parameter  tolerance  limits  as  bounds  that  contain  values  with 
probability,  we  must  imagine  that,  not  only  has  the  instrument  manufacturer  managed  to 
miraculously  ascertain  minimum  bounding  limits,  but  has  also  juggled  physics  to  such  an  extent 
as  to  make  the  parameter  value's  probability  distribution  uniform  between  these  limits  and  zero 
outside  them.  This  would  be  a  truly  amazing  feat  of  engineering  for  most  toleranced  quantities, 
especially  considering  the  marketing  influence  mentioned  earlier. 

1.3.10.3.4  Cases  that  Satisfy  the  Criteria. 

1 .3. 10.3.4. 1  Digital  Resolution  Uncertainty.  We  sometimes  need  to  estimate  the  uncertainty  due 
to  the  resolution  of  a  digital  readout.  For  instance,  a  three-digit  readout  might  indicate  12.015  V. 
If  the  device  employs  the  standard  round-off  practice,  we  know  that  the  displayed  number  is 
derived  from  a  sensed  value  that  lies  between  12.0145  V  and  12.0155  V.  We  also  can  assert  to  a 
very  high  degree  of  validity  that  the  value  has  equal  probability  of  lying  anywhere  between  these 
two  numbers.  In  this  case,  the  use  of  the  unifonn  distribution  is  appropriate,  and  the  resolution 
uncertainty  is 


Uy 


0.0005  V 

V3 


=  0.00029  V  . 


1 .3. 10.3.4. 1  RF  Phase  Angle.  RF  power  incident  on  a  load  may  be  delivered  to  the  load  with  a 
phase  angle  9  between  -  n  and  n.  In  addition,  unless  there  is  a  compelling  reason  to  believe 
otherwise,  the  probability  of  occurrence  between  these  limits  is  unifonn.  Accordingly,  the  use  of 
the  uniform  distribution  is  appropriate.  This  yields  a  phase  angle  uncertainty  estimate  of 


1-21 


Uncertainty  Analysis  Principles  and  Methods  RCC  Document  122-07,  September  2007 


*  V3“ 

It  is  interesting  to  note  that,  given  the  above,  if  we  assume  that  the  amplitude  of  the  signal  is 
sinusoidal,  the  distribution  for  incident  voltage  is  the  U-shaped  distribution. 

1 .3. 10.3.4. 1  Quantization  Error.  When  an  analog  signal  is  digitized,  the  sampled  signal  points 
are  quantized  in  multiples  of  a  discrete  step  size.  The  potential  drop  (or  lack  of  a  potential  drop) 
sensed  across  each  element  of  an  analog  to  digital  (A/D)  Converter  sensing  network  produces 
either  a  "1"  or  "0"  to  the  converter.  This  response  constitutes  a  "bit"  in  the  binary  code  that 
represents  the  sampled  value.  For  ladder-type  networks,  the  position  of  the  bit  in  the  code  is 
determined  by  the  location  of  its  originating  network  element. 

Even  if  no  errors  were  present  in  sampling  and  sensing  the  input  signal,  errors  would  still  be 
introduced  by  the  discrete  nature  of  the  encoding  process.  Suppose,  for  example,  that  the  full 
scale  signal  level  (dynamic  range)  of  the  A/D  Converter  is  a  volts.  If  n  bits  are  used  in  the 
encoding  process,  then  a  voltage  V  can  be  resolved  into  2  discrete  steps,  each  of  size  all  .  The 
error  in  the  voltage  V  is  thus 


s(V)  =  V-m^, 

where  m  is  some  integer  determined  by  the  sensing  function  of  the  D/A  Converter. 

The  containment  limit  associated  with  each  step  is  one-half  the  value  of  the  magnitude  of  the 
step.  Consequently,  the  containment  limit  inherent  in  quantizing  a  voltage  V  is  ( 1  /2)(a/2"),  or 
a/2n+1.  This  is  embodied  in  the  expression 


quantized  y  sensed  ^  n+\  * 

The  uncertainty  due  to  quantization  error  is  obtained  from  the  containment  limits  and  from 
the  assumption  that  the  sensed  analog  value  has  equal  probability  of  occurrence  between  these 
limits: 
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al  2"+1 

Uv=^r 


1.4  Error  and  Uncertainty 

As  previously  stated,  all  measurements  are  accompanied  by  error.  Our  lack  of  knowledge  about 
the  sign  and  magnitude  of  measurement  error  is  called  measurement  uncertainty.  To  better 
understand  the  relationship  between  measurement  error  and  measurement  uncertainty,  we  will 
discuss  three  important  axioms  that  form  the  basis  upon  which  uncertainties  can  be  estimated. 
We  will  also  review  the  variance  addition  rule,  which  provides  a  method  for  correctly  combining 
uncertainties  from  different  error  sources. 

Axiom  1  -  The  uncertainty  in  a  measured  value  is  equal  to  the  uncertainty  in  the 
measurement  error. 

This  statement  can  be  shown  to  be  true  from  the  following  steps: 

1 .  By  definition,  measurement  error  is  the  difference  between  the  measured  value  and  the 
true  value.  Conversely,  the  measured  value  is  equal  to  the  true  value  plus  the  measure¬ 
ment  error. 

Measured  Value  =  True  Value  +  Measurement  Error 

2.  We  define  the  function  for  uncertainty  in  the  value  x  as 

Uncertainty  (x)  =  Uncertainty  in  x 

3.  The  uncertainty  in  the  measured  value  can  then  be  expressed  as 

Uncertainty  (Measured  Value)  =  Uncertainty  (True  Value) 

+  Uncertainty  (Measurement  Error) 


But  the  uncertainty  in  the  true  value  is  zero,  so 
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Uncertainty  (Measured  Value)  =  Uncertainty  (Measurement  Error) 

Axiom  2  -  Measurement  errors  follow  statistical  distributions. 

This  statement  basically  indicates  that  errors  can  be  described  in  such  a  way  that  their  sign 
and  magnitude  have  some  definable  probability  of  occurrence.  With  a  basic  understanding  of 
error  distributions  and  their  statistics,  we  can  estimate  uncertainties.  We  begin  with  the 
statistical  quantity  called  the  variance,  which  is  defined  as  the  mean  square  dispersion  of  the 
distribution  about  its  mean  or  mode  value. 

var(x)  =  Mean  Square  Dispersion  in  x 

If  a  variable  x  follows  a  probability  distribution,  described  by  a  probability  density  function 
f(x),  then  the  mean  square  dispersion  or  variance  of  the  distribution  is  given  by 

var(x)  =  f  (x - ju  )1  f (x)dx  (1-38) 

J-oo 

where  jux  is  the  mean  ofx.  Because  of  the  form  of  this  definition,  the  variance  is  also  referred  to 
as  the  mean  square  error. 

If  a  quantity  x  is  a  random  variable  representing  a  population  of  measurements,  then  the 
variance  in  x  is  just  the  variance  in  the  error  in  x,  which  is  expressed  by  the  symbol  sx. 

var(x)  =  var(x[rue  +  ex)  =  varfcj  (1-39) 

Axiom  3  -  The  uncertainty,  u,  in  a  measurement  is  the  square  root  of  the  variance  in  the 
measurement  error. 

If  x  is  a  measured  value,  then  we  can  write 

ux  =  Vvar(x)  =  Vvar  (ex)  (1-40) 

Axiom  3  provides  the  crucial  link  between  measurement  error  and  measurement  uncertainty. 

1.5  Quantifying  Uncertainty 

There  are  two  approaches  to  estimating  variance  and  uncertainty.  Type  A  estimates  involve  data 
sampling  and  analysis.  Type  B  estimates  use  engineering  knowledge  or  recollected  experience 
of  measurement  processes.  The  basic  methods  used  to  estimate  Type  A  and  Type  B  uncertainties 
are  presented  herein.  Details  of  how  these  and  other  advanced  methods  are  incorporated  in  the 
Integrated  Systems  Group  (1SG)  Uncertainty  Analyzer  software  are  discussed  in  Chapters  2  and 
3. 

1.5.1  Type  A  Estimates.  A  Type  A  uncertainty  estimate  is  defined  as  an  estimate  obtained  from 
a  sample  of  data.  Data  sampling  involves  making  repeat  measurements  of  the  quantity  of 
interest.  It  is  important  that  each  repeat  measurement  is  independent,  representative  and  taken 
randomly. 

Random  sampling  is  a  cornerstone  for  obtaining  relevant  statistical  information.  Thus,  Type 
A  estimates  usually  apply  to  the  uncertainty  in  repeatability  or  random  error. 

Because  the  data  sample  is  drawn  from  a  population  of  values,  we  make  inferences  about  the 
population  from  certain  sample  statistics  and  from  assumptions  about  the  way  the  population  of 
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values  is  distributed.  A  sample  histogram  can  aid  in  our  attempt  to  picture  the  population 
distribution. 


The  normal  distribution  is  ordinarily  assumed  to  be  the  underlying  distribution  for  random 
errors.  When  samples  are  taken,  the  sample  mean  and  the  sample  standard  deviation  are 
computed  and  assumed  to  represent  the  mean  and  standard  deviation  of  the  population 

distribution.  However,  this  equivalence  is  only  approximate.  To  account  for  this,  the  Student's  t 
distribution  is  used  in  place  of  the  nonnal  distribution  in  computing  confidence  limits  around 
sample  mean. 

The  sample  mean  can  be  thought  of  as  an  estimate  of  the  value  that  we  expect  to  get  when  we 
make  a  measurement.  This  "expectation  value"  is  called  the  population  mean,  which  is 
expressed  by  the  symbol  /u.  The  sample  mean,  x  ,  is  obtained  by  taking  the  average  of  the 
sampled  values.  The  average  value  is  computed  by  summing  the  values  sampled  and  dividing 
them  by  the  sample  size,  n. 


x  =—  (Xj  +  x1  +...  +  xn) 
n 


(1-41) 


The  sample  standard  deviation  provides  an  estimate  of  how  much  the  population  is  spread 
about  the  mean  value.  The  sample  standard  deviation,  sx,  is  computed  by  taking  the  square  root 
of  the  sum  of  the  squares  of  sampled  deviations  from  the  mean  divided  by  the  sample  size  minus 
one. 


s,.  = 


n  - 


-^(x,-x)2 
^  1=1 


(1-42) 


The  value  n- 1  is  the  degrees  of  freedom  for  the  estimate,  which  signifies  the  number  of 
independent  pieces  of  information  that  go  into  computing  the  estimate.  The  greater  the  degrees 
of  freedom,  the  closer  the  sample  estimate  will  be  to  its  population  counterpart.  The  degrees  of 
freedom  for  an  uncertainty  estimate  is  useful  for  establishing  confidence  limits  and  other 
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decision  variables. 

We  have  already  stated  that  the  sample  standard  deviation  is  an  estimate  of  the  uncertainty  in 
a  value  drawn  randomly  from  its  population.  However,  if  the  estimate  is  to  represent  the 
uncertainty  in  the  mean  value  rather  than  the  uncertainty  in  a  single  measurement,  then  the 
uncertainty  in  the  mean  value  should  be  used.  The  uncertainty  in  the  mean  value,  s- ,  is  equal  to 
the  standard  deviation  divided  by  the  square  root  of  the  sample  size. 

(1-43) 


Once  estimates  of  the  sample  mean  and  standard  deviation  have  been  obtained,  and  the 
degrees  of  freedom  have  been  noted,  it  becomes  possible  to  compute  limits  that  bound  the 
sample  mean  with  some  specified  level  of  confidence.  These  limits  are  called  confidence  limits 
and  the  degree  of  confidence  is  called  the  confidence  level. 

Confidence  limits  can  be  expressed  as  multiples  of  the  sample  standard  deviation.  For 
normally  distributed  samples,  this  multiple  is  called  the  t-statistic.  The  value  of  the  t-statistic  is 
determined  by  the  desired  percent  confidence  level,  C,  and  the  degrees  of  freedom,  v,  for  the 
sample  standard  deviation.  Confidence  limits  around  the  sample  mean  are  given  by 


x±t 


a!  2,v 


(1-44) 


where  a  =  (1  -  C/100)  and  v  =  n  -  1. 

1.5.2  Type  B  Estimates.  In  some  cases,  we  must  attempt  to  quantify  the  statistics  of  measure¬ 
ment  error  distributions  by  drawing  on  our  recollected  experience  concerning  the  values  of 
measured  quantities  or  on  our  knowledge  of  the  errors  in  these  quantities.  Estimates  made  in  this 
manner  are  called  heuristic  or  Type  B  estimates. 

Conceivably,  a  Type  B  uncertainty  estimate  could  be  obtained  by  just  "winging  it."  The 
problem  is,  that  most  of  us  do  not  have  a  point  of  reference  for  abstract  quantities  such  as 
standard  deviation  or  uncertainties.  At  best,  we  have  a  range  of  values  that  we  have  experienced 
or  are  able  to  surmise.  The  limiting  values  that  bound  these  ranges  are  called  containment  limits. 
These  limits  can  be  viewed  as  bounding  either  measured  values  or  measurement  errors. 

x  lies  within  ±L 


In  working  with  Type  A  estimates,  we  start  with  sample  statistics  and  work  toward  develop¬ 
ing  confidence  limits  that  bound  values  of  a  population  with  a  specified  confidence  level  or 
probability.  In  making  Type  B  estimates,  we  apply  this  process  in  reverse.  We  begin  with 
containment  limits  and  a  containment  probability,  estimate  the  degrees  of  freedom,  and  use  these 
quantities  to  estimate  the  standard  deviation  or  uncertainty. 

x  lies  within  ±L  with  C%  confidence  or  probability 

Containment  limits  may  be  estimated  from  experience  or  taken  from  some  documented 
reference,  such  as  manufacturer  tolerance  limits,  stated  expanded  uncertainties  obtained  from 
calibration  records  or  certificates,  or  statistical  process  control  limits.  Containment  probability 
can  be  obtained  from  service  history  data,  for  example,  as  the  number  of  observed  in-tolerances, 
»in-toi,  divided  by  the  number  of  calibrations,  N. 
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C%  =  100%^^ 
N 


If  a  heuristic  estimate  is  obtained  solely  from  containment  limits  and  containment  probabili¬ 
ties,  then  the  degrees  of  freedom  is  usually  taken  to  be  infinite.  For  example,  if  the  measurement 
error  is  normally  distributed,  the  uncertainty  is  computed  from  the  containment  limits,  ±  L,  the 
inverse  normal  distribution  function,  O '(),  and  the  containment  probability,/?  =  C/100.  The 
inverse  nonnal  distribution  function  can  be  found  in  statistics  texts  and  in  most  spreadsheet 
programs.  The  appropriate  relation  between  uncertainty  and  containment  limits  and  containment 
probability  is  given  in  equation  (1-45). 


u  = 


L 


1  +  p 


(1-45) 


If  there  is  an  uncertainty  in  the  containment  limits  (e.g.,  ±L  ±  A L)  or  the  containment  prob¬ 
ability  (e.g.,  ±p  ±  A p),  then  it  becomes  imperative  to  estimate  the  degrees  of  freedom.  As  with 
Type  A  uncertainty  estimates,  the  degrees  of  freedom  quantifies  the  amount  of  information  that 
goes  into  the  Type  B  uncertainty  estimate  and  is  useful  for  establishing  confidence  limits  and 
other  decision  variables. 

Annex  G  of  the  ISO  GUM  provides  a  relationship  for  computing  the  degrees  of  freedom  for  a 
Type  B  uncertainty  estimate 


1  u2(x)  1  A u(x) 

2  a2  u{x)  2  u{x) 


(1-46) 


where  a2[u(x)\  is  the  variance  in  the  uncertainty  estimate,  u(x),  and  Au(x)  is  the  relative 
uncertainty  in  the  uncertainty  estimate.9  Hence,  the  degrees  of  freedom  for  a  Type  B  estimate  is 
inversely  proportional  to  the  square  of  the  ratio  of  the  uncertainty  in  the  uncertainty  divided  by 
the  uncertainty. 

While  this  approach  is  intuitively  appealing,  the  ISO  GUM  offers  no  advice  about  how  to 
determine  a~[u(x)]  or  Au(x).  Fortunately,  since  the  publication  of  the  ISO  GUM,  a  methodology 
for  detennining  a2  [u(x)]  and  computing  the  degrees  of  freedom  for  Type  B  estimates  has  been 
developed. 

Once  the  containment  limits,  containment  probability  and  the  degrees  of  freedom  have  been 
established,  we  can  estimate  the  standard  deviation  or  uncertainty  of  the  distribution  of  interest. 
For  instance,  if  the  measurement  errors  are  normally  distributed,  we  can  construct  a  t-statistic 
based  on  the  containment  probability  and  degrees  of  freedom.  The  uncertainty  estimate  is  then 
obtained  by  dividing  the  containment  limit  by  the  t-statistic,  according  to  equation  (1-47). 


u  = 


L 


t 


a!  2,v 


(1-47) 


This  equation  assumes  that  the  underlying  error  distribution  is  nonnal. 
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1.6  Combining  Uncertainties 

For  purposes  of  illustration,  let  us  consider  a  quantity  or  parameter  z  that  is  obtained  indirectly 
from  the  measurement  of  the  quantities  x  and  y.  We  will  say  that  z  is  a  linear  function  of  the 
quantities  jc  and  y. 

z  =  ax  +  by 


where  the  coefficients  a  and  b  are  constants. 

In  this  case,  we  are  interested  in  the  uncertainty  in  z  in  terms  of  the  uncertainties  in  the 
measured  quantities  x  and  y.  Additionally,  measurement  errors  for  x  and  y  are  composed  of 
various  process  errors  (e.g.,  random,  bias,  resolution,  environmental,  operator,  etc.). 

We  recall  that  Axiom  3  states  that  the  uncertainty  in  the  value  of  an  error  is  equal  to  the 
square  root  of  the  variance  of  the  error  distribution.  As  a  consequence,  we  can  apply  the 
variance  addition  rule  to  obtain  a  method  for  correctly  combining  uncertainties  from  different 
error  sources. 

1 .6. 1  Variance  Addition  Rule.  The  variance  of  z  can  be  expressed  in  terms  of  the  variances  of 
the  individual  variables,  x  and  y 

var(z)  =  var(ax  +  by) 

=  a 2  var(x)  +  b 2  var( y)  +  lab  cov(x,  y) 

where  the  last  term  is  the  covariance  between  x  and  y. 

If  we  recall  Axiom  3  and  equation  (1-40),  we  can  express  the  variance  of  z  as  shown  in 
equation  (1-48). 

u  2  =a2u  2  +b2u2  +  2abcov(x,y )  (1-48) 


If  two  variables  x  andy  are  described  by  a  joint  probability  density  function  /(x,y),  then  the 
covariance  ofx  andy  is  given  by 

poo  poo 

cov(x,y)=|  dx I  (x-jux)(y-ju  )f(x,y)dy  (1-49) 

J— OO  J— 00  J 

where  jux  and  juv  are  mean  values  for  x  andy,  respectively. 

The  covariance  is  rarely  used  explicitly.  Instead,  we  use  the  correlation  coefficient,  px,y, 
which  is  defined  as 


Px,y  = 


cov(x,y) 


UxUy 


(1-50) 


With  this  relationship,  the  variance  in  the  sum  of  the  two  quantities  x  and  y  is  given  by 
equation  (1-51 ). 


u2  =a2u 2  +b2u;  +  labpxyuxuy 


(1-51) 


Equation  (1-51)  can  be  generalized  to  cases  where  there  are  n  measured  quantities  x„  x2,  ...  x„. 
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var(^  a,Xi )  =  Z  a, 2  var(x,. )  +  2^  £  afljp^ 


uu 

ij  i  j 


i=l 


i=l 


i=l  j>  1 


=  Z  V  +  2Z 

1=1  i=i  y>i 


(1-52) 


1.7  Correlating  Error  Sources 

With  the  variance  addition  rule,  we  have  a  logical  approach  for  combining  uncertainties  that 
accounts  for  correlations  between  error  sources.  To  assess  the  impact  of  the  correlated  errors  on 
combined  uncertainty,  let  us  consider  the  measurement  of  a  quantity  x  that  involves  two  error 
sources  s\  and  ei. 

X  Xfrue  d-  ^  1  d-  £2 

From  Axioms  1  and  3  and  the  variance  addition  rule,  the  uncertainty  in  x  is  obtained  from 
ux  =  Vvar(*,™.  +  ex  +  e2)  =  ^var(£x+£2)  =  u x2  +  u22  +2px2uxu2 

The  correlation  coefficient,/^  2 ,  for  two  error  sources  can  range  in  value  from  -1  to  +1.  If 

V2  2 

ux  +u2~  .  Therefore, 

uncertainties  of  statistically  independent  error  sources  are  combined  in  a  root-sum-square  (RSS). 
Conversely,  if  the  two  error  sources  are  strongly  correlated  then  pX2  =  1  or  -1.  If  pl  2  =  1, 

then  ux  =  +u2  +2u1m2  =  yj(ul  +u2)2  =  u]  +  u2 .  Therefore,  the  uncertainties  are  combined 

linearly. 

When  two  error  sources  are  strongly  correlated  and  compensate  for  one  another,  then 
px  2  =  -1  and  u x  =  -^Wj2  +u2  -2uxu2  =  2j(ux  -u2)2  =  | ux  -u2 1 .  Therefore,  the  combined 
uncertainty  is  the  absolute  value  of  the  difference  between  the  individual  uncertainties. 

1.7.1  Correlations  between  Measurement  Process  Errors.  There  typically  aren’t  any  correlations 
between  measurement  process  errors  for  a  given  quantity.  In  general  it  is  safe  to  assume  that 
there  are  no  correlations  between  the  following  measurement  process  errors. 

•  Random  Error  and  Parameter  Bias  (pran,bias =  0) 

•  Random  Error  and  Operator  Bias  (pran,oPer  =  0) 

•  Parameter  Bias  and  Resolution  Error  (pbias,res  =  0) 

•  Parameter  Bias  and  Operator  Bias  (pbias,oPer  =  0) 

•  Operator  Bias  and  Environmental  Factors  Error  (poper,env  =  0) 

•  Resolution  Error  and  Environmental  Factors  Error  (pres,env  =  0) 

•  Digital  Resolution  Error  and  Operator  Bias  (pdres,oPer  =  0) 

1.7.2  Accounting  for  Cross-Correlations.  In  some  instances,  the  measurement  process  errors  for 
different  quantities  may  be  correlated.  For  the  cylinder  volume  example,  this  would  occur  if  the 
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same  device  is  used  to  measure  the  cylinder  length  and  diameter,  L  and  D.  In  this  case,  the 
uncertainty  in  the  measuring  parameter  bias  is  the  same  for  both  quantities  and  components. 

We  account  for  cross-correlations  by  developing  an  expression  for  the  correlation  coefficient, 
pLD,  between  the  total  uncertainties  for  each  component,  uL  and  uD,  in  terms  of  the  cross¬ 
correlations,  pu.Dj,  between  the  measurement  process  uncertainties  for  each  component,  iiu 
and  udj- 


Pl,d 


1 

uLu 


ni  nj 

1±PL 


D  i= 1  M 


i,DjULiUDj 


(1-53) 


Accounting  for  cross-correlations  will  be  discussed  further  in  Chapter  6. 


1.8  Degrees  of  Freedom 


When  uncertainties  are  combined,  we  need  to  know  the  degrees  of  freedom  for  the  total 
uncertainty.  As  might  be  expected,  the  degrees  of  freedom  for  a  combined  uncertainty  estimate 
is  not  a  simple  sum  of  the  degrees  of  freedom  for  each  uncertainty  component.  The  effective 
degrees  of  freedom,  veff,  for  the  total  uncertainty,  uT,  resulting  from  the  combination  of 
uncertainties  u\  and  associated  degrees  of  freedom,  v„  for  n  error  sources  can  be  estimated  via  the 
Welch-Satterthwaite  formula10  given  in  Annex  G  of  the  ISO  GUM. 


4 


(1-54) 


The  combined  uncertainty  ut*  is  computed  assuming  no  error  source  correlations.  Conse¬ 
quently,  the  effective  degrees  of  freedom  computed  from  equation  ( 1  -54)  is  considered  a  rough 
estimate. 


1.9  Confidence  Limits  and  Expanded  Uncertainty 

As  previously  stated,  the  uncertainty,  u,  and  degrees  of  freedom,  v,  can  be  used  to  establish 
confidence  limits.  These  are  the  upper  and  lower  limits  that  contain  the  true  value,  p  (estimated 
by  the  mean  value  x  ),  with  some  specified  confidence  level  or  probability,  p.  Confidence  limits 
are  expressed  as 

X-ta/lpl  +  tal2  vu  (1-55) 

where  the  multiplier  is  the  t-statistic,  ta/ 2v,  and  a  =  1  -  p. 

The  ISO  GUM  defines  the  tenn  expanded  uncertainty  as  "the  quantity  defining  an  interval 
about  the  result  of  a  measurement  that  may  be  expected  to  encompass  a  large  fraction  of  the 
distribution  of  values  that  could  reasonably  be  attributed  to  the  measurand."  In  less  obtuse 
language,  the  expanded  uncertainty  is  basically  defined  as  a  set  of  limits  (±  L)  that  are  expected 
to  contain  the  true  value  of  the  measurand.  In  this  context,  the  expanded  uncertainty,  ku,  is 
offered  as  an  approximate  confidence  limit,  in  which  the  coverage  factor,  k,  is  used  in  place  of 


This  formula  is  based  on  the  assumption  that  there  are  no  correlations  between  error  source  uncertainties. 
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the  t- statistic. 


x  -  ku  <  true  value  <x  +  ku  (1  -56) 

The  introduction  of  the  expanded  uncertainty  is  confusing  at  best,  since  it  is  counterintuitive 
to  think  of  an  uncertainty  as  having  a  range.  In  actual  practice,  the  terms  expanded  uncertainty 
and  uncertainty  are  used  interchangeably.  This,  of  course,  can  lead  to  incorrect  inferences  and 
miscommunications.  To  mitigate  this  problem,  the  ISO  GUM  also  introduced  the  term  "standard 
uncertainty"  to  help  distinguish  uncertainty  from  expanded  uncertainty.  Unfortunately, 
confusion  over  and  misapplication  of  these  terms  persists. 

1.10  Reporting  Analysis  Results 

When  reporting  the  results  of  an  uncertainty  analysis,  Section  7  of  the  ISO  GUM  recommends 
that  the  following  information  be  included: 

1 .  The  estimated  value  of  the  quantity  of  interest  (measurand)  and  its  combined  uncertainty 
and  degrees  of  freedom. 

2.  The  functional  relationship  between  the  quantity  of  interest  and  the  measured  compo¬ 
nents,  along  with  the  sensitivity  coefficients. 

3.  The  value  of  each  measurement  component  and  its  combined  uncertainty  and  degrees  of 
freedom. 

4.  A  list  of  the  measurement  process  uncertainties  and  associated  degrees  of  freedom  for 
each  component,  along  with  a  description  of  how  they  were  estimated. 

5.  A  list  of  applicable  correlation  coefficients,  including  any  cross-correlations  between 
component  uncertainties. 

It  is  also  a  good  practice  to  provide  a  brief  description  of  the  measurement  process,  including 
the  procedures  and  instrumentation  used,  and  additional  data,  tables  and  plots  that  help  clarify 
the  analysis  results. 
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CHAPTER  2 

TYPE  A  UNCERTAINTY  ESTIMATION 


2.0  General 

As  previously  stated.  Type  A  uncertainty  estimates  are  defined  as  estimates  obtained  from  a 
sample  of  data.  For  example,  measurement  uncertainty  due  to  random  or  repeatability  error  is 
estimated  from  a  statistical  analysis  of  a  sample  of  measurements. 

This  chapter  discusses  how  key  sample  statistics  are  computed  and  used  to  estimate  Type  A 
uncertainties. 1 1  In  particular,  the  methodology  focuses  on  uncertainty  estimation  for  the  error  due 
to  random  variations  in  repeat  measurements  made  by  the  subject  parameter  or  measuring 
parameter  during  a  measurement  session. 

2.1  Definitions 

2.1.1  Adjusted  Mean.  The  value  of  a  parameter  or  error  source  obtained  by  applying  a 
correction  factor  to  a  nominal  or  mean  value. 

2.1.2  Between  Sample  Sigma.  The  standard  deviation  of  the  mean  values. 

2.1.3  Computed  Mean  Value.  The  mean  value  of  a  parameter  determined  from  a  sample  of 
measurements. 

2.1.4  Confidence  Level.  The  probability  that  a  set  of  error  limits  or  containment  limits  will 
contain  errors  for  a  given  error  source. 

2.1.5  Confidence  Limits.  Limits  that  bound  errors  for  a  given  error  source  with  a  specified 
probability  or  "confidence." 

2.1.6  Coverage  Factor.  A  multiplier  used  to  express  an  error  limit  of  expanded  uncertainty  as  a 
multiple  of  the  standard  uncertainty. 

2.1.7  Degrees  of  Freedom.  A  statistical  quantity  that  is  related  to  the  amount  of  infonnation 
available  about  an  uncertainty  estimate  and  serves  as  a  useful  statistic  in  detennining  appropriate 
coverage  factors  and  computing  confidence  limits  and  other  decision  variables.  For  Type  A 
estimates,  the  degrees  of  freedom  is  the  sample  size  minus  one. 

2.1.8  Deviation  from  Nominal.  The  difference  between  a  parameter's  measured  value  and  its 
nominal  value. 

2.1.9  Histogram.  See  Sample  Histogram. 

2.1.10  Kurtosis.  A  measure  of  the  "peakedness”  of  the  sample  distribution.  Normal  distribu¬ 
tions  have  a  peakedness  value  of  three. 

2.1.11  Mean  Deviation.  The  difference  between  a  sample  mean  value  and  the  nominal  value. 


Statistical  methods  presented  herein  can  be  found  in  various  published  books  including,  but  not  limited  to:  Mathematical 

Statistics  and  Data  Analysis,  Rice.  J.,  Duxbury  Press,  1995  and  Probability  and  Statisitcs,  2  Edition,  Spiegel,  M.  R.  et.  al, 
McGraw-Hill,  2000. 
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2.1.12  Mean  Value  Correction.  The  correction  or  adjustment  of  the  computed  mean  value  for  an 
offset  due  to  parameter  bias  and/or  environmental  factors. 

2.1.13  Measuring  Parameter.  Attribute  of  a  measuring  device  that  is  used  to  obtain  infonnation 
that  quantifies  the  value  of  the  subject  parameter. 

2.1.14  Nominal  Value.  The  designated  or  published  value  of  an  artifact  or  parameter.  It  may 
also  sometimes  refer  to  the  mode  value  of  an  artifact  or  parameter. 

2.1.15  Parameter  Bias.  A  systematic  deviation  of  a  parameter  value  from  its  nominal  or 
indicated  value. 

2.1.16  Random  Error.  An  error  that  appears  as  differences  in  the  measured  values  of  a  given 
artifact  or  parameter  during  a  measurement  session.  Sometimes  due  to  random  fluctuations  in  the 
subject  parameter  value,  the  measuring  parameter  value,  and  the  measurement  process. 

2.1.17  Repeatability.  The  closeness  of  the  agreement  between  the  results  of  successive 
measurements  of  the  value  of  a  parameter  carried  out  under  the  same  measurement  conditions. 

2.1.18  Repeatability  Error.  See  random  error. 

2.1.19  Sample.  A  collection  of  values  drawn  from  a  population.  Typically,  inferences  about  a 
population  are  made  from  the  sample.  Therefore,  the  sample  must  be  statistically  representative 
of  the  population. 

2.1.20  Sample  Histogram.  A  bar  chart  showing  the  relative  frequency  of  occurrence  of  sampled 
data. 

2. 1 .2 1  Sample  Mean.  The  average  value  of  a  measurement  sample. 

2.1.22  Sample  Size.  The  number  of  measured  values  that  comprise  a  sample. 

2.1.23  Skewness.  A  measure  of  the  asymmetry  of  the  sample  distribution.  A  symmetric 
distribution  has  zero  skewness. 

2. 1 .24  Standard  Deviation.  The  square  root  of  the  variance  of  a  sample  or  population  of  values. 
A  quantity  that  represents  the  spread  of  values  about  a  mean  value.  In  statistics,  the  second 
moment  of  a  distribution. 

2.1.25  Standard  Uncertainty.  A  statistic  representing  spread  or  uncertainty  in  the  value  of  a 
parameter  or  error  source.  If  detennined  statistically  from  sampled  data,  the  standard  uncertainty 
is  equal  to  the  sample  standard  deviation. 

2.1.26  Student’s  t-statistic.  Typically  expressed  as  ta,v,  it  denotes  the  value  for  which  the  area 
under  the  t-distribution  with  degrees  of  freedom,  v,  is  equal  to  a  .  A  multiplier  used  to  express  an 
error  limit  or  expanded  uncertainty  as  a  multiple  of  the  standard  uncertainty. 

2. 1 .27  Subject  Parameter.  An  attribute  whose  value  we  seek  to  obtain  from  a  measurement  or 
set  of  measurements. 

2.1.28  t  Distribution.  A  symmetric,  continuous  distribution  characterized  by  the  degrees  of 
freedom  parameter.  Used  to  compute  confidence  limits  for  normally  distributed  variables  whose 
standard  deviation  is  based  on  a  finite  degrees  of  freedom.  Also  referred  to  as  the  Student’s  t 
distribution. 
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2.1.29  Uncertainty  in  the  Mean  Value.  The  sample  standard  deviation  divided  by  the  square  root 
of  the  sample  size. 

2. 1 .30  Within  Sample  Sigma.  An  indicator  of  the  variation  within  samples. 

2.2  Statistical  Sample  Analysis 

Repeat  measurements  are  entered  and  analyzed  in  Uncertainty  Analyzer’s  Measurement  Data 
Entry  Worksheet.  The  statistical  analysis  methods  employed  in  this  worksheet  depend  on  the 
type  of  data  entered. 

2.2.1  Data  Entry  Options.  There  are  four  data  sample  types  to  choose  from:  Sampled  Values, 
Sampled  Cells,  Sampled  Mean  Values,  and  Mixed.  The  measurements  results  data  entry  table 
changes  depending  upon  which  of  these  options  has  been  selected. 

2.2. 1 . 1  Sampled  Values.  This  data  sample  option  is  selected  when  entering  individual  repeat 
measurements.  The  data  can  be  entered  as  measured  values  or  deviations  from  the  nominal  or 
specified  value  of  the  parameter. 

2. 2. 1.2  Sampled  Cells.  This  data  sample  option  is  selected  when  entering  a  sampled  value  that 
has  been  observed  one  or  more  times.  In  this  case,  the  value  can  be  entered  as  a  measured  value 
or  a  deviation  from  nominal.  The  corresponding  n  umber  of  times  that  the  value  was  observed  is 
entered  under  the  Number  Sampled  column. 

2. 2. 1.3  Sampled  Mean  Values.  This  data  sample  option  is  selected  when  entering  mean  values 
obtained  from  sets  of  repeat  measurements.  The  mean  values  or  deviations  from  the  parameter 
nominal  value  are  entered  along  with  the  standard  deviation  and  sample  size  for  each  set  of 
repeat  measurements. 

2. 2. 1.4  Mixed  Samples.  This  option  is  selected  when  a  prior  sample  of  data  has  been  used  to 
compute  a  standard  uncertainty  that  characterizes  the  repeatability  uncertainty  of  a  measurement 
process.  Data  are  entered  on  the  worksheet  in  the  same  way  as  with  the  Sampled  Values  option. 
The  usage  of  the  prior  standard  uncertainty  and  the  statistics  computed  from  the  entered  sample 
are  in  discussed  in  sections  2.2. 3. 3  and  2.2. 3.4. 

2.2.2  Importing  Data 

Data  can  be  imported  directly  into  the  Measurement  Results  table  from  the  following  external 
applications: 

•  Microsoft  Access 

•  dBASE  III  or  IV 

•  Microsoft  Excel  3.0  through  2000 

•  Lotus  1-2-3  WK1  through  WK4 

•  Hypertext  Markup  Language  (HTML) 

•  Delimited  Text  Files 

•  Open  Database  Connectivity  (ODBC) 

Importing  is  done  via  Uncertainty  Analyzer’s  Data  Import  Profile  Screen. 
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2.2.3  Computed  Statistics.  The  computed  statistics  vary  slightly  depending  upon  which  data 
entry  or  Sampling  Option  has  been  chosen.  The  computed  statistics  for  all  four  sampling  options 
include  the  sample  size,  sample  mean,  mean  deviation,  and  standard  uncertainty.  The  user  can 
input  a  confidence  level  (%)  or  coverage  factor  to  compute  confidence  limits.  The  display 
precision  (e.g.,  1  decimal  place,  2  decimal  places,  ...)  for  the  computed  statistics  can  also  be  set 
by  the  user.  Additional  statistics  for  each  sampling  option  are  described  below. 

2.2.3. 1  Sampled  Values  and  Sampled  Cells  Options.  The  coefficient  of  skewness  and  coefficient 
of  kurtosis  are  also  computed  for  these  data  entry  options.  Approximate  distributions  can  be  used 
for  the  skewness  and  kurtosis  coefficients  computed  from  samples  of  size  n  with  mean 


1 


E 


X: 


(2-1) 


and  standard  deviation 


s  = 


n  - 


~x)2 

1  7=1 


(2-2) 


The  skewness  coefficient  is  given  by 

b,  -  (2-3) 

For  n  >  10,  the  skewness  coefficient  follows  an  approximately  N(0,  a)  distribution.  A  popula¬ 
tion  mean  pi  and  a  standard  deviation  n  can  be  estimated  from  a  simulated  distribution  for  b, , 

obtained  by  generating  m  samples  of  size  n.  The  values  of  x  are  obtained  as  random  normal 
deviates.  By  experimentation,  it  has  been  found  that  m  =  1000  produces  good  results. 

With  regard  to  the  random  number  generator,  the  Rnd  function  of  Visual  Basic  is  adequate, 
but  the  Ran2  function  described  in  Numerical  Recipes  in  FORTRAN  seems  to  produce  better 
results. 

The  coefficient  of  kurtosis  is 


n  - 


.  ~x)4 
^  1=1 


(2-4) 


For  n  >  10,  the  coefficient  of  kurtosis  follows  an  approximate  gamma  distribution  with  the 
following  probability  density  function: 

-(x/b) 

f(x)  =  (xlby-tj——  (2-5) 

bT(c) 


As  with  skewness,  a  population  mean  pi  and  a  standard  deviation  cr  can  be  estimated  from  a 
simulated  distribution  for  b4 ,  obtained  by  generating  in  samples  of  size  n.  The  values  of  x  are 
obtained  as  random  normal  deviates.  Again,  in  =  1000,  used  in  conjunction  with  the  Ran2 
function,  produces  good  results. 
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The  parameters  b  and  c  are  obtained  from 

c  =  {/u /  cr)2 


and 


b  =  ju!  c  . 


2.23.2  Sampled  Mean  Values  Option.  When  mean  values  are  entered  into  the  Measurement 
Results  table,  two  additional  statistics  are  computed:  1)  Within  Sample  Sigma  and  2)  Between 
Sample  Sigma.  Before  we  discuss  these  quantities,  let  us  first  review  what  the  sample  mean 
option  entails. 

Let  us  assume  that  there  are  k  sampled  mean  values  entered  into  the  table.  The  ith  mean  value 
and  standard  deviation  of  the  ith  sample  have  been  computed  via  a  spreadsheet  or  other  program 
using  the  following  equations 


xi  =— IX 


n,  ~ 


j= i 


(2-6) 


s,  = 


n,  - 


~*»)2 

t  j=\ 


(2-7) 


where 

ni  =  sample  size  for  the  ith  sample 
x,  =  mean  value  for  the  ith  sample  (i.e.,  ith  mean  value) 
si  =  standard  deviation  of  ith  sample 
=  the  jth  measurement  of  the  ith  sample 

The  Between  Sample  Sigma,  sh ,  is  the  standard  deviation  of  the  mean  values  and  is  computed 
as  follows 


s 


b 


(2-8) 


where 


k  =  number  of  samples  (i.e.,  number  of  mean  values  entered) 
n  =  total  number  of  measurements  (i.e.,  cumulative  of  all  sample  sizes) 


1  k  «i  1  k 

x  =  mean  value  of  all  measurements  (i.e.,  overall  mean  value)  =  —  VVx..  =  —  V  nixi 

n  ,= i  M  n  i=l 

The  Within  Sample  Sigma,  sw ,  is  an  indicator  of  the  variation  within  samples  and  is  com¬ 
puted  as  follows 
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s 


w 


(2-9) 


The  standard  uncertainty,  s,  of  the  sample  mean  values  is  given  as 


s  = 


n  1  7=1  7=1 


2  2 
lSb  +  Sw 


(2-10) 


2.2. 3. 3  Mixed  Sample  Option.  As  previously  mentioned,  in  the  Mixed  option  a  prior  sample  of 
data  has  been  obtained,  along  with  a  standard  uncertainty  that  characterizes  a  measurement 
process.  A  sample  of  data  is  entered  into  the  Measurement  Results  table  in  the  same  way  the 
Sampled  Values  option. 

Let  the  sample  size  for  this  sample  be  designated  n  and  the  ith  measured  value  be  designated 
A',.  Then  the  sample  mean  and  standard  deviation  (i.e.,  standard  uncertainty)  are  computed 
according  to 


1 


I 


x. 


(2-11) 


and 


s  = 


n  - 


t2>,-*)2 
1  7  =  1 


(2-12) 


Let  the  prior  sample  size  and  standard  uncertainty  be  designated  nP  and  sP,  respectively.  The 
prior  standard  uncertainty  is  entered  into  the  Distribution  Uncertainty  Estimate  field  and  the 
associated  sample  size  is  entered  into  the  Applicable  Sample  Size  field.  With  the  Mixed  option, 
we  use  these  variables  to  represent  the  repeatability  of  the  measurement  process  and  to  estimated 
confidence  limits  for  the  computed  mean  value  with  a  confidence  level  of  (1  -  a)  x  100% 


where 


v  =  np- 1 

and  4/2,1-  is  the  Student’s  t-statistic  for  a  significance  level  of  a/2  and  v  degrees  of  freedom. 

2. 2. 3. 4  Override  Sample  Size  and  Uncertainty.  In  some  cases,  only  one  measurement  or 
deviation  may  be  available  from  a  measurement  process.  If  so,  then  a  standard  uncertainty  will 
not  be  computed.  However,  if  a  standard  uncertainty  has  been  obtained  elsewhere  that 
characterizes  the  repeatability  uncertainty  in  a  measurement  process,  it  would  be  beneficial  to  be 
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able  to  enter  it  into  the  Computed  Statistic  section  of  the  Measurement  Data  Entry  Worksheet, 
along  with  the  appropriate  sample  size. 

But,  if  data  are  entered  into  this  section  of  the  Worksheet,  Uncertainty  Analyzer  responds  by 
deleting  the  measurement  sample  infonnation  in  the  Measurement  Results  table.  To  prevent  this 
from  happening,  the  Override  Sample  Size  and  Uncertainty  box  must  be  checked. 

2. 2. 3. 5  Recalc  Option.  Although  Uncertainty  Analyzer  automatically  computes  sample  statistics 
as  data  are  entered  the  Recalc  option  was  added  to  provide  the  user  with  an  alternative  means  of 
ensuring  that  up-to-date  computations  have  been  completed. 

2.2. 3. 6  Mean  Value  Correction.  The  Measurement  Data  Entry  Worksheet  also  allows  for 
correcting  or  adjusting  the  computed  mean  value  for  an  offset  due  to  parameter  bias  and/or 
environmental  factors.  The  corrected  mean  value  is  not  displayed  on  the  Measurement  Data 
Entry  Worksheet,  but  is  displayed  for  the  Computed  Mean  Value  on  the  program  Main  Screen. 

If  a  bias  (i.e.,  systematic  offset)  from  the  parameter's  nominal  value  has  been  input  in  the 
Subject  Parameter  Bias  Uncertainty  Worksheet,  then  the  user  can  select  whether  or  not  to  include 
the  parameter  bias  correction  factor  to  the  computed  mean  value. 

A  fixed  offset  in  the  subject  (or  measuring)  parameter  value  or  reading  can  also  result  from 
environmental  factors  (e.g.,  temperature,  humidity,  air  pressure, ...).  The  user  can  select  whether 
or  not  to  adjust  the  computed  mean  value  by  an  environmental  correction.  The  environmental 
correction  is  estimated  using  the  Measurement  Environment  Uncertainty  Worksheet. 

2.2.4  Sample  Statistics.  The  Sample  Statistics  screen  also  computes  statistics  for  a  user-selected 
subset  of  data  entry  cells.  Computed  statistics  for  the  sample  subset  include  the  mean,  mean 
deviation,  standard  deviation,  skewness  and  kurtosis.  The  Sample  Statistics  screen  is  accessed 
via  the  Tools  menu  of  the  Measurement  Data  Entry  Worksheets  or  the  Statistics  menu  of  the 
Error  Source  Worksheets. 

2.2.5  Normality  Testing.  Uncertainty  Analyzer’s  Sample  Statistics  screen  also  contains  a 
nonnality  testing  feature  that  can  be  used  to  determine  if  the  sampled  data  can  be  assumed  to  be 
normally  distributed.  Normality  testing  in  Uncertainty  Analyzer  is  done  using  three  different 
tests.  A  chi-squared  “goodness  of  fit”  is  perfonned  for  samples  of  size  50  or  more.  For  samples 
of  size  10  or  greater,  tests  are  performed  to  evaluate  the  skewness  and  kurtosis  of  the  sample  in 
comparison  to  what  is  expected  of  samples  from  a  normally  distributed  population. 

2.2.6  Outlier  Removal.  Statistical  outliers  can  be  identified  and  removed  from  the  data  samples 

entered  into  the  Measurement  Data  Entry  Worksheet  or  Error  Source  Uncertainty  Worksheet  by 

12 

selecting  the  Outlier  Removal  option.  Outliers  are  identified  using  Chauvenet’s  criterion, 
which  defines  acceptable  scatter  around  a  mean  value  x  for  a  given  sample  on  n  readings  and 
standard  deviation  sn. 

Chauvenet’s  criterion  specifies  that  all  points  should  be  retained  that  fall  within  a  band 
around  the  mean  value  that  corresponds  to  a  probability  of  1  -  1  /  2 n.  The  normal  distribution  is 
used  to  determine  the  number  of  sample  standard  deviations  that  relate  to  this  probability.  This 
“coverage  factor”  is  obtained  using  the  two-tailed  inverse  normal  function  0_1()  . 


Further  information  about  Chauvenet’  criterion  can  be  found  in  Experimentation  and  Uncertainty  Analysis  for  Engineers,  2 
Edition,  H.  W.  Coleman  and  W.  G.  Steele,  John  Wiley  &  Sons,  1999. 


nd 
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where 


L 


® 


(1+0 

l  2  J 


(2-13) 


P„  =1-1/2  n. 


Any  points  that  lie  outside  x  ±Lnsn  are  rejected. 


2.2.7  Sample  Size  Evaluation.  Uncertainty  Analyzer’s  Sample  Size  Evaluator,  which  is  accessed 
from  the  Measurement  Data  Entry  Worksheet  or  Error  Source  Uncertainty  Worksheet,  can  be 
used  to  determine  if  the  size  of  a  sample  of  data  is  sufficient  for  obtaining  an  estimated  sample 
mean  that  differs  from  the  true  (population)  mean  by  less  than  or  equal  to  some  predetermined 
amount. 

For  example,  letx,,  x2,  ...,  x„ represent  repeated  independent  unbiased  measurements  from  a 
distribution  with  mean  p  and  standard  deviation  a.  According  to  the  law  of  large  numbers,  the 
sample  average  for  these  measurements,  X,  converges  to  pi  in  probability,  and  we  can  assume  that 
Xis  a  good  estimate  of  pi  if  n  is  large. 

The  central  limit  theorem  allows  us  to  approximate  how  close  Xis  to  pi.  Suppose  that  we 
want  to  find  the  probability  Ed  X- pi  \  <  c )  for  some  predetermined  constant  c.  To  estimate  this 
probability  we  first  standardize,  using  E(X)  =  pi,  and  V ar(X)  =  oil  n: 


P(X  -  pi  <c)  =  P(—c  <X  -  pi<c) 


=  P\ 


-c  X  -  pi  c 

< - < 


=  2® 


Vcr/Vn  cr/yfn  a / 4n  j 

-1 


'  c  ^ 


ycr  /  yfn  J 


where  ®()  is  the  normal  distribution  function. 

Equating  this  probability  to  a  confidence  level  //  for  the  condition  |  x  -pi  \  <  c,  we  have 


s/n  =  (cr/ c)®  1 


'1  +  0' 

{  2  , 


In  practice,  we  usually  don’t  know  the  value  of  a.  Accordingly,  we  use  the  best  available 
estimate.  In  many  cases,  this  will  be  the  sample  standard  deviation  of  the  sample  s,  especially  if  n 
is  large.  To  obtain  a  reliable  estimate  of  the  required  value  of  n,  then,  we  could  take  a  large 
sample  of,  say  fifty  or  more  observations  and  estimate  n  as  above. 

Of  course,  this  approach  bears  fruit  if  we  wish  to  economize  on  taking  future  samples  of 
measurements  from  the  population.  If  not,  the  value  of  n  obtained  above  is  at  least  a  quantity  that 
deserves  consideration. 

2.2.8  Estimated  Uncertainty.  The  estimated  uncertainty  due  to  random  or  repeatability  error  is 
equal  to  the  sample  standard  deviation.  The  sample  standard  deviation  is  an  estimate  of  the 
uncertainty  in  the  uncertainty  in  a  value  drawn  randomly  from  its  population. 
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2.2.9  Uncertainty  in  the  Mean  Value.  It  is  often  desirable  to  estimate  and  report  the  uncertainty 
in  the  mean  value  of  a  random  sample.  In  this  case,  the  Use  Uncertainty  in  the  Mean  option  is 
selected  on  the  Measurement  Data  Entry  Worksheet  or  Error  Source  Worksheet. 

The  uncertainty  in  the  mean  value  is  the  sample  standard  deviation  divided  by  the  square  root 
of  the  sample  size. 


s 


where 


(2-14) 


s  = 


2>,-*)2 

(=i 


and 

n  =  sample  size 

Xi  =  ith  measured  value 

x  =  sample  mean  value 

s  =  sample  standard  uncertainty  (i.e.,  standard  deviation) 

The  standard  uncertainty  in  the  mean  is  computed  somewhat  differently  for  the  Sampled 
Cells,  Sampled  Mean  Values  and  Mixed  data  entry  options. 

2.2.9. 1  Sampled  Cells  Option.  When  this  data  entry  option  has  been  selected,  the  standard 
uncertainty  in  the  mean  value  is  computed  as 


5 


X 


n 


(2-15) 


where 

n  =  total  number  of  measured  values 
n\  =  sample  size  for  the  ith  sampling  cell 
k  =  number  of  sampled  cells 
s  =  standard  uncertainty  for  all  measured  values 

2.2. 9. 2  Sampled  Mean  Values  Option.  When  mean  values  are  entered  into  the  Measurement 
Results  table,  the  standard  uncertainty  in  the  mean  value  is  computed  as 

Sr=-JX"A2  (2-16) 

n  V  ,=i 


where 

n  =  total  number  of  measurements  (i.e.,  cumulative  of  all  sample  sizes) 
k  =  number  of  samples  (i.e.,  number  of  mean  values  entered) 

Hi  =  sample  size  for  the  ith  sample 
Si  =  standard  deviation  of  ith  sample 
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2.2. 9. 3  Mixed  Option.  With  this  option,  we  use  both  the  prior  standard  uncertainty  estimate  sp 
together  with  the  sample  size  n  of  the  current  sample.  The  standard  uncertainty  in  the  mean  value 
is  given  by 


5 


x 


(2-17) 


where 

n  =  sample  size  of  the  current  sample 
sp  =  standard  deviation  of  the  prior  sample. 

If  we  wish  to  compute  confidence  limits  around  the  sample  mean  for  a  confidence  level  of 
(1  -  a)  x  100%,  we  employ  the  expression 


where 


(2-18) 


v  =  np- 1. 


and  4/2,1-  is  the  Student’s  t-statistic  for  a  significance  level  of  a  /  2  and  v  degrees 
of  freedom. 
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CHAPTER  3 

TYPE  B  UNCERTAINTY  ESTIMATION 


3.0  General 

Uncertainty  estimates  for  measurement  process  errors  resulting  from  parameter  bias,  display 
resolution,  operator  bias,  computation,  stress  response  and  environmental  factors  are  typically 
determined  heuristically  via  containment  limits  and  contaimnent  probabilities. 

This  chapter  discusses  the  concepts  and  methods  used  to  estimate  Type  B  uncertainties.  In 
particular,  the  methodology  will  focus  on  uncertainty  estimation  for  the  following  measurement 
process  errors: 

•  Measurement  or  Parameter  Bias 

•  Resolution  Error 

•  Digital  Sampling  Error 

•  Computation  Error 

•  Operator  Bias 

•  Environmental  Factors  Error 

•  Stress  Response  Error 

The  error  distributions  used  for  Type  B  uncertainty  estimates  are  also  discussed,  along  with 
guidelines  for  choosing  appropriate  distributions. 

3.1  Definitions 

3.1.1  %  Confidence.  See  Confidence  Level. 

3.1.2  %  of  Full  Scale.  The  contribution  of  a  parameter's  tolerance  limit  equal  to  a  stated 
percentage  of  the  parameter's  full  scale. 

3.1.3  %  in-Tolerance.  See  Percent  In-Tolerance. 

3.1.4  %  of  Nominal.  The  contribution  of  a  parameter's  tolerance  limit  equal  to  a  stated 
percentage  of  the  parameter's  nominal  value. 

3.1.5  %  of  Range.  The  contribution  of  a  parameter's  tolerance  limit  equal  to  percentage  of  the 
parameter's  range. 

3.1.6  Ancillary  Parameters.  Parameters,  other  than  the  subject  and  measuring  parameters,  that 
participate  in  a  measurement  or  indirectly  influence  the  subject  parameter  or  measuring 
parameter  bias.  An  example  of  an  ancillary  parameter  would  be  an  environmental  factor  such  as 
ambient  temperature  that  is  measured  and  used  to  apply  an  environmental  correction  to  the 
subject  or  measuring  parameter  values.  Sometimes  referred  to  as  influence  quantities. 

3.1.7  Asymmetric  Tolerances.  Two-sided  tolerance  limits  in  which  the  magnitudes  of  the  upper 
and  lower  limits  are  unequal. 


13 


The  methodology  presented  herein  was  developed  by  Dr.  H.  Castrup  of  Integrated  Sciences  Group  (see  References). 
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3.1.8  Bandwidth.  The  range  of  frequencies  that  comprise  the  sampled  signal. 

3.1.9  Bias.  A  systematic  discrepancy  between  an  indicated  or  declared  value  of  an  artifact  and 
its  true  value. 

3.1.10  Bias  or  Error  Distribution.  A  statistical  distribution  that  describes  the  relative  frequency 
of  occurrence  of  values  of  a  measurement  error. 

3.1.11  Bias  Offset  or  Offset  from  Nominal.  The  stated  offset  from  nominal  of  a  calibrated 
artifact. 

3.1.12  Bias  Uncertainty.  The  uncertainty  in  the  bias  of  a  parameter  or  artifact. 

3.1.13  Confidence  Level.  The  probability  that  a  set  of  error  limits  or  containment  limits  will 
contain  errors  for  a  given  error  source. 

3.1.14  Confidence  Limits.  Limits  that  bound  errors  for  a  given  error  source  with  a  specified 
probability  or  "confidence." 

3.1.15  Containment  Limits.  Limits  that  are  specified  to  contain  either  a  parameter  value, 
deviations  from  the  nominal  parameter  value,  or  errors  in  the  measurement  of  the  parameter 
value. 

3.1.16  Containment  Probability.  The  probability  that  a  parameter  value  or  errors  in  the 
measurement  of  this  value  will  lie  within  specified  containment  limits. 

3.1.17  Digital  Sampling.  A  process  in  which  signal  amplitudes  are  periodically  sampled  and 
converted  to  digital  numbers. 

3.1.18  Digital  Sampling  Error.  The  error  resulting  from  analog  to  digital  (A/D)  conversion  and 
subsequent  digital  to  analog  (D/A)  conversion.  Sources  of  digital  sampling  error  include: 
sampling  rate  error,  quantization  error  (sampling  full  scale  and  significant  bits),  aperture  time 
error,  impulse  response  error,  sampling  noise  error,  sampling  noise,  sensing  error  and  hysteresis 
error. 

3.1.19  Error  Limits.  Bounding  values  that  are  expected  to  contain  the  error  from  a  given  source 
with  some  specified  level  of  probability  or  confidence. 

3.1.20  Expanded  Uncertainty.  A  multiple  of  the  standard  uncertainty  reflecting  either  a 
specified  confidence  level  or  arbitrary  coverage  factor. 

3.1.21  Fixed  Limit.  A  tolerance  limit  for  a  parameter  that  does  not  depend  on  the  nominal  or 
other  values  associated  with  the  parameter. 

3. 1 .22  Full  Scale.  An  identifying  reference  value  for  readings  or  outputs  for  a  given  parameter. 
Often  the  highest  value  in  a  range. 

3.1.23  Heuristic.  Pertaining  to  the  use  of  general  knowledge  gained  by  experience,  sometimes 
expressed  as  "using  a  rule-of-thumb." 

3. 1 .24  Hysteresis.  The  resistance  of  a  variable  to  a  change  in  stimulus. 

3.1.25  Hysteresis  Error.  The  residual  signal  in  a  sampling  event  left  over  from  the  previous 
sampling  event. 

3.1.26  Impulse  Response.  The  response  of  a  sampling  sensor  to  an  instantaneous  change  in 
input. 
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3.1.27  Impulse  Response  Error.  The  error  due  to  the  finite  time  required  for  a  sampling  sensor 
to  respond  to  a  sampled  signal.  In  Uncertainty  Analyzer,  impulse  response  error  includes 
hysteresis  error. 

3.1.28  Influence  Quantity.  See  Ancillary  Parameter. 

3 . 1 .29  Interaction  Coefficient.  A  number  that  converts  the  value  of  an  environment  or  ancillary 
parameter  to  a  change  exerted  by  the  parameter  on  the  bias  of  a  subject  parameter  or  measuring 
parameter.  In  error  analysis,  the  interaction  coefficient  is  the  partial  derivative  of  the  measured 
variable  with  respect  to  the  environment  parameter. 

3. 1 .30  In-tolerance  Probability.  The  probability  that  a  parameter  value  or  the  error  in  the  value 
is  contained  within  its  specified  tolerance  limits  at  the  time  of  measurement. 

3.1.31  Measurement  Bias.  An  error  that  persists  from  measurement  to  measurement  during  a 
measurement  session. 

3. 1 .32  Measuring  and  Test  Equipment.  The  device  or  artifact  featuring  the  Measuring 
Parameter. 

3. 1 .33  Nominal  Value.  The  designated  or  published  value  of  an  artifact  or  parameter.  It  may 
also  sometimes  refer  to  the  mode  value  of  an  artifact  or  parameter. 

3 . 1 .34  Number  of  p-n  Junctions.  The  number  of  positive  to  negative  junctions  in  the  sampling 
sensor.  For  example,  if  the  sensor  is  a  transistor,  the  number  of  junctions  is  2. 

3. 1 .35  Operator  Bias.  Error  due  to  the  perception  or  influence  of  a  human  operator  or  other 
agency.  Operator  bias  is  often  referred  to  as  a  source  of  reproducibility  error. 

3.1.36  Operating  Temperature.  The  temperature  at  which  the  sampling  sensor  is  operated. 

3. 1 .37  Output  Resistance.  The  real  part  of  the  impedance  of  the  sampling  sensor. 

3.1.38  Parameter.  A  discrete  function  of  a  device  this  is  assigned  a  tolerance  specification.  For 
example,  the  DC  voltage  reading  would  be  a  parameter  of  a  digital  multimeter. 

3.1.39  Parameter  Bias.  A  systematic  deviation  of  a  parameter  value  from  its  nominal  or 
indicated  value. 

3.1.40  Parameter  Drift.  A  systematic  long-term  variation  resulting  from  environmental 
conditions  encountered  during  usage,  calibration  or  storage. 

3.1.41  Percent  In-Tolerance.  The  probability,  expressed  in  percent,  that  a  parameter  value  or  the 
error  in  the  value  is  contained  within  its  specified  tolerance  limits  at  the  time  of  measurement. 

3 . 1 .42  Precision.  Precision  corresponds  to  how  many  places  past  the  decimal  point  we  can 
express  a  measurement  result.  Although  higher  precision  does  not  necessarily  mean  higher 
accuracy,  the  lack  of  precision  in  a  measurement  is  a  source  of  measurement  error. 

3 1 .43  Quantization.  The  process  of  converting  a  continuous,  analog  input  or  signal  to  a 
digitized  code  comprised  of  0’s  and  l’s. 

3.1.44  Quantization  Error.  Error  due  to  the  granularity  of  resolution  in  quantizing  a  sampled 
signal. 
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3.1.45  Range.  In  a  parameter  specification,  a  designated  range  of  values  for  which  specified 
tolerances  apply.  In  a  calibration  or  test  procedure,  a  setting  or  designation  for  a  set  of 
measurements. 

3. 1 .46  Reference  Standard.  An  artifact  used  as  a  measurement  reference  whose  value  and 
uncertainty  have  been  determined  by  calibration. 

3.1.47  Reproducibility.  The  closeness  of  the  agreement  between  the  results  of  successive 
measurements  of  the  value  of  a  parameter  carried  out  under  changed  measurement  conditions. 
The  changed  conditions  may  include:  principle  of  measurement,  method  of  measurement, 
observer,  measuring  instrument s),  reference  standard,  location,  conditions  of  use,  time. 

3.1.48  Resolution.  The  smallest  discernible  value  indicated  by  a  measuring  parameter  or  subject 
parameter. 

3.1.49  Resolution  Error.  The  error  due  to  the  finiteness  of  the  precision  of  a  measurement. 

3.1.50  Response  Time  Constant.  The  time  required  for  the  output  of  a  sampling  sensor  to  make 
the  change  from  an  initial  value  to  63.2%  (or  1-1/e)  of  the  final  steady-state  value  resulting  from 
a  step-change  in  the  input. 

3. 1 .5 1  RMS  Current.  The  root  mean  square  value  of  the  current  through  the  sampling  sensor. 

3.1.52  Sampling  Aperture.  The  time  over  which  an  individual  sample  is  taken.  See  also 
Aperture  Time. 

3.1.53  Sampling  Full  Scale.  The  maximum  peak-to-peak  amplitude  of  a  sampled  signal. 

3.1.54  Sampling  Noise.  Noise  present  in  the  sampling  sensor.  In  electronic  devices,  noise  may 
include  thennal  noise,  shot  noise,  stray  emf  signals  and  so  on.  In  mechanical  and  dimensional 
devices,  noise  may  include  vibration,  temperature  fluctuations,  etc. 

3.1.55  Sampling  Rate.  The  rate  at  which  an  input  signal  is  sampled. 

3. 1 .56  Significant  Bits.  The  number  of  bits  used  in  quantizing  a  sampled  signal. 

3. 1 .57  Single-sided  Tolerance  Limit.  A  single-sided  tolerance  limit  in  which  only  the  lower  or 
upper  limit  is  specified. 

3.1.58  Stress  Limits.  Limits  that  are  expected  to  contain  stresses  that  may  be  encountered  from 
a  given  source. 

3.1.59  Stress  Response  Coefficient.  A  coefficient  indicating  the  response  of  a  parameter  to  a 
stimulus,  such  as  stress,  expressed  in  units  appropriate  for  the  source  of  the  stimulus. 

3.1.60  Stress  Response  Error.  The  error  in  a  parameter  value  due  to  applied  stress. 

3.1.61  Symmetric  Tolerances.  Two-sided  tolerance  limits  in  which  the  magnitudes  of  the  upper 
and  lower  limits  are  equal. 

3. 1 .62  Tolerance  Limits.  Limits  that  bound  acceptable  parameter  values. 

3. 1 .63  Toleranced  Parameter.  A  parameter  with  a  set  of  specified  tolerances  or  limits  that  bound 
its  value  or  the  error  in  this  value. 


3-4 


Uncertainty  Analysis  Principles  and  Methods  RCC  Document  122-07,  September  2007 


3.1.64  Two-sided  Tolerance  Limits.  Upper  and  lower  limits  that  bound  acceptable  parameter 
values.  Stated  upper  and  lower  limits  that  contain  biases  in  parameter  value  with  some  specified 
level  of  confidence.  Two-sided  tolerance  limits  can  be  symmetric  or  asymmetric. 

3. 1 .65  User  Defined  Error.  User  specified  error  source  other  than  the  measurement  process 
error  sources  incorporated  into  Uncertainty  Analyzer. 

3.2  Subject  and  Measuring  Parameter  Bias 

The  uncertainty  in  the  systematic  error  or  bias  of  a  parameter  is  typically  estimated  heuristically 
via  containment  limits  and  containment  probabilities.  In  some  instances,  as  with  reference 
standards,  the  stated  parameter  value  and  its  associated  uncertainty  estimate  may  be  supplied  by 
a  higher-level  calibration  laboratory.  In  this  case,  the  parameter  bias  uncertainty  might  have 
been  obtained  from  statistical  analysis  of  the  calibration  data  and  associated  measurement 
process  errors. 

In  Uncertainty  Analyzer,  parameter  bias  uncertainty  is  computed  using  the  Subject  or  Measur¬ 
ing  Parameter  Bias  Uncertainty  Worksheet.  Parameter  bias  uncertainty  estimates  can  be 
developed  for  reference  standards,  toleranced  parameters,  or  from  information  about  expected 
containment  limits.  Parameter  tolerance  specifications  can  be  entered  as  a  Fixed  limit,  %  of 
Nominal  or  Reading,  %  of  Full  Scale,  and  %  of  Range. 

The  specifications  can  be  entered  as  single-sided,  two-sided  asymmetric  or  two-sided  sym¬ 
metric  tolerances  and  can  be  combined  linearly  or  by  the  root-sum-square  (RSS)  method.  In 
addition,  the  built-in  SpecMaster  Worksheet,  described  in  Section  3.10,  provides  a  tool  for 
determining  tolerances  for  parameters  with  complex  specifications. 

The  user  can  choose  from  an  extensive  list  of  distributions  for  describing  the  statistical 
characteristics  of  the  parameter  biases.  Supported  distributions  in  Uncertainty  Analyzer  include: 
Normal,  Lognormal,  Exponential,  Quadratic,  Cosine,  U-Shaped,  Uniform  (rectangular), 
Triangular,  and  Student's  t.  Plots  of  these  distributions  are  displayed  in  the  Parameter  Bias 
Uncertainty  Worksheet  to  assist  in  developing  parameter  bias  uncertainty  estimates. 

The  parameter  bias  uncertainty  reported  at  the  bottom  of  the  Parameter  Bias  Uncertainty 
Worksheet  is  computed  from  option  selections;  tolerance  limits,  expanded  uncertainty  or 
containment  limits;  and  the  confidence  level  or  in-tolerance  probability  at  the  time  of  measure¬ 
ment. 

3.3  Resolution  Error 

The  uncertainty  resulting  from  the  finite  resolution  of  a  reading  or  output  is  usually  determined 
from  containment  limits,  which  are  based  on  the  resolution  of  the  device,  and  an  estimated 
containment  probability. 

In  Uncertainty  Analyzer,  resolution  uncertainty  is  computed  using  the  Parameter  Resolution 
Error  Worksheet.  The  distribution  for  resolution  error  depends  on  whether  the  reading  or  output 
is  expressed  in  analog  or  digital  format. 

3.3.1  Analog  Display  Resolution.  For  analog  displays,  the  resolution  error  is  assumed  to  have  a 
nonnal  distribution.  The  resolution  uncertainty  is  computed  by  setting  the  containment  limits 
equal  to  the  smallest  increment  of  resolution  and  applying  a  containment  probability  that 
readings  can  be  discerned  within  these  limits. 
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3.3.2  Digital  Display  Resolution.  For  digital  displays,  the  resolution  error  is  assumed  to  have  a 
uniform  distribution.  The  containment  limits  are  ±  half  the  smallest  displayed  digit  and  the 
containment  probability  is  100%. 

3.4  Operator  Bias 

Operator  bias  uncertainty  resulting  from  error  in  the  perception  of  a  human  operator  may  be 
determined  statistically,  but  is  usually  estimated  heuristically.  The  usual  way  is  to  link  it  to 
resolution  uncertainty  or  some  other  aspect  of  a  measurement  that  can  influence  operator 
perception.  The  underlying  error  distribution  is  typically  nonnal,  but  in  some  cases,  the  uniform 
distribution  may  apply. 

In  Uncertainty  Analyzer,  operator  bias  uncertainty  is  computed  using  the  Operator  Bias 
Uncertainty  Worksheet.  Operator  bias  uncertainties  can  be  estimated  for  both  the  subject 
parameter  and  measuring  parameter  readings. 

3.5  Digital  Sampling  Error 

Digital  sampling  uncertainty  estimation  involves  defining  a  representative  "signal"  to  be  sampled 
and  specifying  a  sampling  rate,  a  sampling  aperture  time,  a  quantization  precision  (sampling  full 
scale  and  significant  bits),  an  impulse  response  and  hysteresis,  a  sampling  noise  level,  and  a 
sensor  bias  uncertainty.  It  also  involves  deciding  on  a  model  or  methodology  for  eventual 
conversion  of  digitized  data  back  to  analog  form.  This  multi-faceted  analysis  process  is  difficult 
without  a  structured  template  approach. 

Uncertainty  Analyzer  contains  specially  designed  screens  to  evaluate  digital  sampling  uncer¬ 
tainty.  Both  the  analog-to-digital  and  digital-to-analog  conversion  processes  are  handled. 
Sampling  full  scale,  significant  bits,  and  aperture  time  are  entered  in  the  Digital  Sampling 
Uncertainty  Worksheet.  The  following  drill-down  analysis  screens  and  worksheets  can  be 
accessed  from  the  Digital  Sampling  Worksheet: 

•  Input  Signal  Characteristics  Worksheet 

•  Sampling  Impulse  Response  Worksheet 

•  Sampling  Noise  Worksheet 

•  Sampling  Sensor  Worksheet 

3.5.1  Input  Signal  Characteristics  Worksheet.  The  worksheet  is  used  to  estimate  uncertainty  due 
to  sampling  rate  error.  Because  signal  activity  occurs  between  samples,  the  rate  at  which 
samples  are  collected  can  introduce  error  into  the  sampling  process.  The  magnitude  of  this  error 
depends  on  the  signal  being  sampled,  the  conversion  of  the  continuous  analog  signal  to  discrete 
digitized  values  (A-D),  and  on  the  conversion  from  digital  to  analog  (D-A)  following  digital 
signal  processing. 

The  input  signal  amplitude,  amplitude  units  (e.g.  V),  and  signal  frequency  units  (e.g.,  Hz)  are 
entered  in  this  worksheet.  The  sampling  rate  or  sampling  frequency  is  also  entered,  along  with 
the  sampling  units  (e.g.  kHz). 

The  input  is  defined  from  up  to  12  components  of  the  representative  signal.  Each  component 
is  expressed  in  terms  of  a  signal  amplitude,  frequency,  and  relative  phase  that  is  expressed  in 
degrees  or  radians.  The  signal  components  can  be  harmonics  of  a  base  frequency.  A  linear  or 
quadratic  spline  model  can  be  selected  to  represent  the  level  of  digital  to  analog  conversion.  A 
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plot  of  the  signal  and  the  digital  sampling  points  can  also  be  displayed. 

3.5.2  Sampling  Impulse  Response  Worksheet.  This  worksheet  is  used  to  estimate  the 
uncertainty  due  to  impulse  response  error.  Impulse  response  error  is  the  discrepancy  between  the 
instantaneous  signal  value  and  the  sampled  value  resulting  from  the  finite  time  required  for  the 
sampling  sensor  to  respond  to  input  stimuli. 

The  impulse  response  a(t)  is  modeled  using  an  exponential  response  function 

a(t)  =  A0+(A-A0)(  l-e-"')  (3-1) 

where 

Ao  =  impulse  response  at  time  t  =  0 
A  =  instantaneous  signal  value 
tc  =  response  time  constant 

The  response  time  constant  is  the  time  required  for  the  sensor  to  achieve  the  value 

A0  +  (l-e-1)(A-A0)  (3-2) 

At  any  given  time  t,  within  the  aperture  time,  the  error  in  the  sensed  value  is 

a{t)-A.  (3-3) 

The  shorter  the  sensor  response  time  constant,  the  closer  the  value  of  a(t )  gets  to  the  instanta¬ 
neous  signal  value  A.  Consequently,  the  faster  the  sensor  responds  to  signal  changes,  the  smaller 
the  impulse  response  error  will  be.  Conversely,  as  the  sensor  response  time  constant  approaches 
the  aperture  time,  the  impulse  response  error  increases  significantly. 

3.5.2. 1  Sampling  Impulse  Response  Error.  Assume  that  the  response  of  a  system  to  a  sensed 
value  V  is  exponential: 

r(t)  =  V(  l-eAt)  (3-4) 


with  error 

e(t)  =  Ve~M 


(3-5) 


The  unknowns  here  are  the  exact  time  at  which  the  response  function  is  applied,  the  response 
parameter  X,  and  the  amplitude  of  the  value  V.  Since  we're  focusing  on  hysteresis  uncertainty, 
we’ll  consider  only  the  uncertainty  due  to  the  sampled  time.  We'll  assume  that  V  can  be 
represented  by  the  average  signal  value  and  that  the  uncertainty  in  X  is  negligible.  The  impulse 
response  uncertainty  is,  accordingly,  given  by 
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and 
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(7,(7)  =  VA<J,e 


-At 


(3-7) 


The  uncertainty  at  is  the  uncertainty  in  the  location  of  the  sampled  point.  If  this  point  can  be 
established  with  confidence  limits,  then  the  standard  deviation  of  at  can  be  detennined  as  usual. 
If  the  location  of  the  sampled  point  is  unknown,  the  sampling  error  is  taken  as  an  average  over 
the  aperture  r  according  to 

V 


s  =  —  \T  ex‘dt 

'  T  JO 


(3-8) 


Determining  ar  in  these  cases  involves  the  usual  definition  of  the  variance 

<T2  =-  [k(0-^]  dt 
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(3-9) 


The  parameter  X  is  obtained  from  the  time  required  for  the  response  to  reach  1/e  the  input  value: 

A  =  —  (3-10) 

r 


3. 5. 2. 2  Hysteresis  Error.  Hysteresis  error  arises  from  residual  values  left  over  from  previous 
samples.  Represent  this  quantity  by  the  variable  V/,.  If  the  sampling  rate  is  vs,  then 

V,  =V(l-e~AT)e-l(T-T) 


where 


T  =  1/v. 


(3-11) 


(3-12) 


The  hysteresis  error  is  the  sampled  value  of  this  residual  amount.  Thus  the  hysteresis  error  is 
given  by 


*»(<)=  r,( l-e-*) 

If  the  sample  point  t  is  unknown,  we  instead  use  the  average  error 


£h=Vh 


(3-13) 


(3-14) 


The  hysteresis  uncertainty  can  be  obtained  from  the  hysteresis  error  in  the  same  way  as  the 
impulse  response  uncertainty  was  obtained.  If  the  sample  point  is  known,  then 
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(3-15) 


whereas,  if  the  sample  point  is  unknown, 

<U  =  7J„V(0-f, 
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3.5.3  Sampling  Noise  Worksheet.  This  worksheet  is  used  to  estimate  the  uncertainty  in  the 
sensed  value  of  a  sampled  point  due  to  noise.  In  electronic  devices,  noise  may  include  thennal 
noise,  shot  noise,  stray  emf  signals  and  so  on.  In  mechanical  and  dimensional  devices,  noise 
may  include  vibration,  temperature  fluctuations,  etc. 

The  Sampling  Noise  Worksheet  allows  the  user  to  input  information  about  electronic  noise 
and  other  noise  sources.  The  electronic  noise  portion  of  the  worksheet  provides  a  means  for 
computing  Thennal  Noise  and  Shot  Noise  uncertainty  estimates.  Thermal  noise  is  the  noise  due 
to  random  motion  of  current  carriers  (e.g.,  electrons)  in  a  sampling  sensor.  Shot  noise  is  the 
noise  due  to  random  fluctuations  in  the  number  of  carriers  in  a  semiconductor  device. 

The  uncertainty  in  the  sampled  value  due  to  thennal  noise  is  estimated  from  user  input  values 
for  the  Bandwidth,  Operating  Temperature,  and  Output  Resistance.  The  uncertainty  in  the 
sampled  value  due  to  shot  noise  is  estimated  from  the  RMS  current  and  the  number  of  sensor  p-n 
junctions,  along  with  the  bandwidth  and  output  resistance.  The  electronic  signal  to  noise  ratio  is 
also  computed  as  supplemental  information.  It  can  also  be  input  by  the  user,  if  desired. 

This  other  noise  portion  of  the  Sampling  Noise  Worksheet  allows  the  user  to  input  error 
limits  and  associated  confidence  levels  for  other  sources  of  signal  noise.  The  error  limits  for  a 
given  noise  source  should  be  input  in  amplitude  units  associated  with  the  sample  signal  that  is 
defined  in  the  Input  Signal  Characteristics  Worksheet.  If  the  error  limits  are  input  in  tolerance 
units  or  units  from  a  different  measurement  area,  then  the  appropriate  conversion  factor  must  be 
entered  into  the  Coefficient  data  field.  The  coefficient  data  field  can  also  be  used  to  input  a 
multiplying  factor  if  the  noise  source  undergoes  attenuation  or  amplification  by  some  external 
factor. 

3.5.4  Sampling  Sensor  Worksheet.  This  worksheet  is  used  to  estimate  the  uncertainty  in  the 
sampled  value  due  to  the  error  in  the  sampling  sensor.  This  worksheet  allows  the  user  to  input 
sensor  tolerance  limits  and  associated  confidence  level.  If  a  confidence  level  of  100%  is  entered, 
then  the  sensor  error  is  assumed  to  be  uniformly  distributed.  Otherwise,  a  normal  distribution  is 
assumed  for  the  sensor  error. 

3.6  Computation  Error 

Computation  uncertainty  can  result  from  round-off  or  truncation  error  and  the  application  of 
empirical  equations  or  the  results  of  curve-fit  or  regression  analysis  to  compute  parameter  values. 
Uncertainty  resulting  from  round-off  error  and  the  use  of  empirical  equations  is  usually 
determined  heuristically.  The  uniform  distribution  is  applicable  for  round-off  or  computer 
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truncation  error.  The  triangular  distribution  is  appropriate  for  describing  errors  resulting  from 
linear  interpolation.  Uncertainty  Analyzer’s  Computation  Error  Uncertainty  Worksheet  provides 
a  tool  for  estimating  computation  uncertainty. 

3.6. 1  Round-off  of  Truncation.  Since  computer  or  calculator  precision  is  limited,  each  step  of  a 
computation  generates  uncertainty.  These  uncertainties  propagate  through  the  computation, 
emerging  as  part  of  the  result.  Uncertainty  resulting  from  round-off  error  is  usually  determined 
heuristically.  The  uniform  distribution  is  applicable  for  round-off  or  computer  truncation  error. 

In  most  cases,  the  use  of  double-precision  arithmetic  can  reduce  computation  error  uncer¬ 
tainty.  However,  uncertainty  due  to  round-off  or  computer  truncation  can  become  serious  for 
quantities  based  on  a  large  number  of  calculations,  such  as  in  iterative  processes,  calculations 
involving  matrix  products  or  inverses,  calculations  involving  trigonometric  or  lognormal 
functions,  etc. 

Computation  errors  contribute  to  the  uncertainty  in  the  resulting  value  in  varying  degrees. 

For  example,  if  the  calculated  value  is  the  sum  of  two  quantities,  the  computation  error 
uncertainty  is  the  root  sum  square  (RSS)  of  the  round-off  uncertainties  for  each  quantity. 
However,  if  the  calculated  value  is  the  product  of  two  quantities  that  are  multiplied,  the 
computation  error  uncertainty  is  the  RSS  of  the  second  quantity  times  the  round-off  error  of  the 
first  quantity  and  the  first  quantity  times  the  round-off  error  of  the  second  quantity. 

For  illustration,  we  will  evaluate  the  computation  error  for  the  temperature  measurement  of  a 
substance  using  a  type  J  thennocouple  that  gives  output  values  in  °C.  The  temperature  output  of 
the  thermocouple  is  actually  a  computed  value  based  on  thermocouple  reference  tables  that 
convert  millivolt  output  to  °C. 

The  conversion  from  millivolt  output  to  °C  is  done  via  some  external  device  that  is  connected 
to  the  thennocouple  leads.  The  conversion  is  either  obtained  from  interpolation  of  tabulated 
values  or  from  an  equation  that  "best  fits"  the  tabulated  data.  In  any  event,  some  computation 
error  is  introduced  into  the  temperature  output  value. 

In  this  example,  we  will  assume  that  the  millivolt  (mV)  output  of  the  thermocouple  is  con¬ 
verted  to  °C  by  interpolating  between  tabulated  values.  In  this  case,  the  interpolation  equation 
would  be 


T  -T 

T  =mV  -1 — — —  (3-171 

output  output  Tr  Tr  \  ) 

mVl-mV2 

A  number  of  computational  error  sources  can  be  entered  in  the  Round-off  error  source  table 
of  the  Computation  Error  Uncertainty  Worksheet.  In  the  thermocouple  example,  each  of  the 
quantities,  mvoutput,  Tj,  T2,  mV  1  and  in U,  in  equation  (3-17)  represents  a  computation  error  source 
and  must  be  listed  as  such  in  the  table.  For  instance,  we  could  enter  the  following  error  source 
descriptions  and  values: 

Millivolt  Output  =  1 .254  mV 
Temperature  Reference  1  =  24  °C 
Temperature  Reference2  =  25  °C 
Millivolt  Reference  1  =  1.2253  mV 
Millivolt  Reference2  =  1.2770  mV 

When  entering  values  in  the  Typical  Value  data  fields,  care  must  be  taken  to  ensure  that  the 
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resulting  computation  uncertainty  for  the  error  source  is  in  the  subject  parameter  nominal  or 
tolerance  units  that  have  been  selected  for  reporting  the  uncertainty  estimates. 

In  the  Approx.  No.  Calcs,  data  field,  the  user  inputs  an  estimated  number  of  calculations 
involved  in  obtaining  the  computed  or  measured  value  of  the  error  source.  For  the  thermocouple 
example,  the  error  source  values  are  not  actually  computed,  so  we  enter  a  value  of  1  for  each 
error  source. 

In  the  Decimal  Digits  data  field,  the  user  inputs  the  precision  of  the  device  that  is  making  the 
calculations  (i.e.  number  of  digits  to  the  right  of  the  decimal  point).  In  the  thermocouple 
example,  we  input  the  number  of  digits  to  the  right  of  the  decimal  place  for  each  error  source 
value.  However,  we  are  interpolating  to  obtain  the  temperature  output  and  know  that  its  value 
will  fall  between  24  °C  and  25  °C.  Accordingly,  we  will  want  to  obtain  an  output  temperature 
with  a  precision  of  at  least  2  decimal  places  and  need  to  assume  a  precision  of  at  least  2  decimal 
places  for  the  reference  temperatures.  The  resulting  decimal  precision  for  the  error  sources  are 
listed  below. 


Error  Source  Description 

Typical  Value 

Decimal  Digits 

Millivolt  Output 

1.254 

3 

Temperature  Reference  1 

24.00 

2 

Temperature  Reference2 

25.00 

2 

Millivolt  Reference  1 

1.2253 

4 

Millivolt  Reference2 

1.2770 

4 

We  must  now  determine  the  partial  derivatives  of  equation  (3-17)  with  respect  to  each  of  the 
computation  error  source  quantities,  mV0Utput,  Ti,T2,  m  V  /  and  mV 2.  The  numerical  values  of  the 
partial  derivatives  are  computed  and  entered  into  the  Sensitivity  Coefficient  data  field. 

The  partial  derivative  of  the  output  temperature  equation  with  respect  to  wFoutputis  simply 


8T 


output 


dm  V, 


output 


T  -T 
1\  12 

m  Vx  -  m  V2 


(3-18) 


Entering  the  computed  or  measured  values  for  Ti,  Ti,  mV 1  and  mVi  into  equation  (3-18)  gives 
us  the  value  of  the  Source  Coefficient  for  the  Millivolt  Output  error  source. 


Sensitivity  Coefficient  for  mV  t 


24-25 

1.2253-12770 


19.3424 


The  value  of  19.3424  is  then  entered  into  the  Source  Coefficient  data  field.  The  partial 
derivative  of  the  output  temperature  equation  with  respect  to  T\  is 


dT 


output 


mV, 


output 


oTx  mV]  -  mV 2 


(3-19) 


and  entering  the  computed  or  measured  values  for  my 0Uput,  mV\  and  mVo  into  the  above  equation 
gives  us  the  value  of  the  Source  Coefficient  for  the  Temperature  Reference  1  error  source. 

1  2540 

T,  Source  Coefficient  = - =  -24.2553 

1.2253-1.2770 


3-11 


Uncertainty  Analysis  Principles  and  Methods  RCC  Document  122-07,  September  2007 


Similarly,  the  partial  derivative  of  the  output  temperature  equation  with  respect  to  12  is 


dT 


output 


-mV, 


output 


df 


m  V1  -  m  V2 


(3-20) 


and  the  Source  Coefficient  for  the  Temperature  Reference2  error  source  is 

1.2540 


Sensitivity  Coefficient  forT2  = 


=  24.2553 


1.2253-1.2770 

The  partial  derivative  of  the  output  temperature  equation  with  respect  to  mV i  is 

dToutpi“  _  _m  y  (j\  ~Tl) 

dmVt  output  (mV]  -mV2f 

and  the  Source  Coefficient  for  the  Millivolt  Reference  1  error  source  is 

(24-25) 


(3-21) 


Sensitivity  Coefficient  for  mV2  =  -1.2450- 


=  469.17 


(1.2253-1.2770) 

Similarly,  the  partial  derivative  of  the  output  temperature  equation  with  respect  to  mV 2  is 

(T,-T2) 


dT 

output  Tr 

- - —  —  mV 

8mV2  °utput  {rnVx- mV 2)2 

and  the  Source  Coefficient  for  the  Millivolt  Reference2  error  source  is 

(24-25) 


(3-22) 


Sensitivity  Coefficient  for  T2  =  1 .2540 


(1.2253 -1.2770)2 


=  -469.17 


Uncertainty  Analyzer  employs  the  unifonn  distribution  for  estimating  uncertainty  due  to 
round-off  or  other  computational  error.  The  value  displayed  in  the  Computation  Uncertainty 
data  field  is  computed  as  follows: 

1 .  The  error  limits  are  assumed  to  be  equal  to  ±  half  of  the  last  decimal  place  for  the  error 
source 


error  limits  =  ±(o.5  x  10  D) 
where  D  is  the  number  of  decimal  digits. 


(3-23) 


2.  The  error  limits  are  multiplied  by  the  square  root  of  the  number  of  calculations,  n,  and 
divided  by  the  square  root  of  3  to  obtain  an  estimate  of  the  standard  uncertainty  for  a  uni¬ 
formly  distributed  error. 


standard  uncertainty 


_  V»( 0.5x10^) 
=  V3 


(3-24) 


3.  The  standard  uncertainty  is  then  multiplied  by  the  sensitivity  coefficient  to  obtain  an 
estimate  of  the  computation  uncertainty  for  the  error  source. 
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Computation  Uncertainty  =  Sensitivity  Coefficient 


V«(0.5xl0  D) 

S 


(3-25) 


For  the  thermocouple  example,  the  computation  uncertainty  for  each  error  source  is  listed  in 
the  Round-Off  data  table  as  shown  below. 


Error  Source  Computer  or 

Approx. 

Decimal 

Source 

Computation 

Description  Measured  Value 

No.  Calcs 

Digits 

Coefficient 

Uncertainty 

Millivolt  Output 

1.254 

1 

3 

19.342 

0.0056 

Temperature  Reference  1 

24.00 

1 

2 

-24.255 

0.0700 

Temperature  Reference2 

25.00 

1 

2 

24.255 

0.0700 

Millivolt  Reference  1 

1.2253 

1 

4 

469.2 

0.0135 

Millivolt  Reference2 

1.2770 

1 

4 

-469.2 

0.0135 

The  bottom  portion  of  the  Computation  Error  Uncertainty  Worksheet  displays  the  total 
uncertainty  due  to  computation  error.  The  total  computation  uncertainty  is  obtained  by 
combining  the  computation  uncertainties  for  the  individual  error  sources  in  a  root-sum-square 
(RSS)  manner. 

For  the  thermocouple  example,  the  total  computation  uncertainty  is  calculated  to  be 
0.101  °C, 


Total  Computation  Uncertainty  =  A/(0.0056)2  +  2(0. 07)2  +  2(0.0 135)2 

=  a/O. 0102 
=  0.101 

3.6.2  Empirical  Equations.  In  some  instances,  we  may  use  an  equation  to  predict  the  value  of  a 
variable  y  for  any  given  values  of  one  or  more  variables  x„  Sometimes,  a  physical  law  or 
principle  connects  the  variables  so  that  a  mathematical  equation  can  be  used  to  express  y  as  a 
function  of  the  variables  x„  However,  in  complex  measurement  systems,  there  may  be  a  more 
empirical  relationship  that  must  be  estimated  from  experimental  observation. 

Empirical  equations  are  defined  by  estimated  coefficients  whose  values  have  uncertainty. 
Uncertainty  Analyzer’s  Empirical  Equations  tab  of  the  Computation  Error  Uncertainty  Screen 
provides  a  tool  for  estimating  the  total  uncertainty  resulting  from  the  use  of  empirical  equations. 
The  equation  and  associated  variables  and  coefficients  are  entered  along  with  their  typical  value, 
error  or  containment  limits  and  containment  probability.  The  error  distribution  is  selected  from  a 
drop  down  list  for  each  variable  (where  appropriate).  Uncertainty  Analyzer  then  uses  this 
information  to  compute  the  standard  uncertainty  for  each  variable.  Alternatively,  the  user  can 
enter  the  standard  uncertainty  for  each  variable. 

3.6.3  Regression  Analysis.  Regression  analysis,  a  trend  line  is  fit  to  the  observed  data.  In 
UncertaintyAnalyzer’s  Regression  Analysis  Worksheet,  users  have  the  option  of  applying  1st, 

2nd,  or  3rd  degree  polynomials.  The  equations  for  the  trend  lines  are 

m 

y  =  Yjbrx’’  m  =  1’  2,  or  3 

r= 0 

where 
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y  represents  a  predicted  dependent  variable  value,  and 

x  represents  the  corresponding  independent  variable  value. 

In  the  discussion  to  follow,  the  3rd  degree  (m  =  3)  polynomial  model  is  treated  explicitly. 
Extension  to  1st  and  2nd  degree  models  is  straightforward. 

The  regression  or  curve-fit  process  begins  by  minimizing  a  quantity  called  the  residual  sum 
of  squares  with  respect  to  the  polynomial  model  coefficients  br,  r  =  0,  1, ...  ,  m.  Next,  the  stage 
is  set  for  predicting  values  of  given  values  of  x.  Each  predicted  value  of  y  is  accompanied  by  an 
uncertainty.  Estimating  the  uncertainty  in  a  predicted  value  requires  the  development  of  a 
variance-covariance  matrix. 

3.6.3. 1  Residual  Sum  of  Squares.  The  regression  analysis  consists  of  finding  a  polynomial  fit  to 


the  data.  Sampled  data  are  arranged  as  follows: 

Independent 

Dependent 

Number  of 

Variable 

Variable 

Sampled  Values 

Xi 

yi 

ni 

X2 

y2 

n2 

Xk  Vk  nk 

Given  the  above,  the  residual  sum  of  squares  is  written 

k  2 

RSS  =  Y.„,(y,-y,)  (3-26) 

i=l 

where 

Vi  is  the  ith  observed  independent  variable  value, 

nh  is  the  number  of  values  of  y  sampled  at  the  point  x„  and 

v,  is  computed  from  the  value  x,-  using  the  applicable  polynomial. 

The  coefficients  of  the  model  are  solved  for  by  minimizing  RSS. 

3. 6. 3. 2  Regression  Model  Coefficients.  The  solutions  for  the  coefficients  are  estimated  using 
matrices.  The  solutions  for  the  coefficients  are  given  by  equation  (3-27). 

b  =  (X'  WX)d  X'  WY  (3-27) 

To  illustrate,  the  matrices  for  the  3ld  degree  polynomial  model  are 


rv 

1  X[ 

2  3  ^ 

X,  Xj 

f  ni 

0  N 

(  V 

b  = 

b, 

X  = 

1  x2 

2  3 

x2  x2 

W  = 

n2 

and  Y  = 

y, 

A 

AJ 

V1  V, 

2  3 

X„  xn  J 

nkJ 

UJ 

and  X'  is  the  transpose  of  X.  Matrices  for  the  1st  and  2nd  degree  polynomial  models  can  be 
inferred  from  the  above. 
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3. 6. 3. 3  Variance-Covariance  Matrix.  The  variance-covariance  matrix  of  the  regression 
coefficients  vector  b  is  given  by 

V  =  var(b) 

=  (X’WX)V 


(3-28) 


2 

The  quantity  s'  is  an  estimate  of  the  variance  in  the  independent  variable  computed  by 


where 


and 


RSS 

n-p 


k 

n  =  Yjni  ’ 

(=i 


p  =  m  +  1 . 


(3-29) 


For  the  3rd  degree  model,  the  variance-covariance  matrix  is 


var(h0 ) 

cov(b(),bt) 

cov(h0 ,  b2 ) 

co  v{b0,b3) 

co \{bx,b0) 

var(hj ) 

cov(bt,b2) 

cov(hj,h3) 

c  ox(b2,b0) 

cov(h2,hj) 

var  (b2 ) 

cov(h2 ,  h3 ) 

c  ox(b3,b0) 

cov(h3 ,  bx ) 

cov(h3,h2) 

var(h3 ) 

where 

cov(h; ,bj^=  cov(b j , bj )  z'  =  0,l,2,3  j  =  0,1, 2, 3  i*j 


(3-30) 


3. 6. 3.4  Predicted  Values  and  Uncertainties.  A  value  y  is  computed  for  a  given  value  of  x 
according  to 


j>(x)  =  x'b 

where,  for  the  3rd  degree  polynomial  model, 

x'=  (l  XX2  x3) 


(3-31) 

(3-32) 


The  variance  in  is  estimated  according  to 

var[v(x)]  =  x'  (X*  WX)  x.v2 
=  x'Vx 


(3-33) 


where  x  is  the  transpose  of  x'. 
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The  quantity 

Sy/,  =  varLyM] 

=  x'Vx 


(3-34) 


is  the  standard  error  in  a  predicted  mean  value  of  y  for  a  given  value  of  x. 

2 

Since  the  actual  value  of y  varies  about  the  true  mean  value  with  a  variance  estimated  by  s  , 
the  variance  of  an  individual  predicted  value  is  estimated  by 

var[y(x)]  =  s2  +  x'(X'  WX)“'xs2  (3-35) 


The  quantity 

•v* =  V*2  +  varbM] 

=  A/l  +  x,(X,WX)_1X52 


(3-36) 


is  called  the  standard  error  in  the  forecast.  It  represents  the  uncertainty  in  a  projected  individual 
value  ofy,  given  a  value  ofx. 

3. 6. 3. 5  Regression  Model  Testing.  The  method  of  regression  model  testing  discussed  in  this 
section  applies  to  m -order  polynomial  cases  in  which  n  sampled  values  are  grouped  into  k  cells, 
each  corresponding  to  a  sampled  independent  variable xt,  i=l,2,...,k.  We  require  that p<k<n. 

The  inherent  scatter  in  the  sampled  dependent  variable  values  or  pure  error  is  quantified  by 
the  pure  error  variance  given  by 

se2=—  ^ni(y,~yf  (3-37) 

,=l 


where 


y  =  ~Yjniyi  (3-38) 

n  ,=i 

and 

ve  =  n- 1.  (3-39) 

The  quantity 

k  2 

(3-40) 

i=i 

is  the  sum  of  squares  about  the  mean  for  k-sample  cases.  For  these  cases,  the  variance  due  to 
lack  of  fit  is  written 

sl  (3'41) 

V  L  i= 1 

where 
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Vl  =ve-(n-p) 

=  p- 1  (3-42) 

=  in 

The  quantity 

Yj'h^i-y)1  043) 

i=i 

is  called  the  lack  of fit  sum  of  squares  for  k-sample  cases. 

If  the  lack  of  fit  sum  of  squares  is  close  to  or  less  than  the  sum  of  squares  about  the  mean,  we 
suspect  that  we  have  a  good  model. 

The  confidence  for  rejecting  the  model,  involves  using  two  j2  variables  VLs2L  /  cr2  and 
v^s2  /  a2  and  forming  a  test  variable  F,  given  by 

2 

F  =  S\  (3-44) 

This  quantity  is  an  F-distributed  variable  with  v,  and  v<?  degrees  of  freedom.  The  variable  F  is 
the  ratio  of  the  variance  due  to  scatter  about  regression  to  the  variance  due  to  pure  error.  If  the 
former  is  smaller  than  the  latter,  then  we  can  say  that  we  have  a  viable  model.  That  is,  if  we 
have  a  small  value  of  F,  the  confidence  for  rejecting  the  model  should  be  low.  Accordingly,  we 
use  F  as  a  test  statistic  and  compute 

F 

a  =  \fF{t^s^SL)dt  (3-45) 

o 


where  a  is  the  rejection  confidence. 

The  best  model  is  considered  to  be  the  model  with  the  lowest  rejection  confidence  of  all 
available  models.  In  Range  Fit,  the  available  models  are  polynomial  models  from  first  to  third 
degree.  Consequently,  the  best  model  is  obtained  using  the  following  algorithm: 

r  =  10307 

1  v/ 

r  =  0 

For  m  =  1  to  3 

Fit  model  y  =  b0+  ...  +  bm  x 
Compute  the  rejection  confidence  Cm 
If  C  '/>; '  C'mm  then 

Cmin  Cm 
r  =  m 

End  If 
Next 

Select  model  where  m  =  r. 

3. 6. 3. 6  Testing  for  Trend  Significance.  This  section  discusses  testing  whether  the  observed  data 
follow  a  significant  trend.  For  this,  a  1st  degree  regression  fit  is  performed.  In  1st  degree  fits,  the 
regression  model  is 
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y  =  b0  +bxx 


(3.46) 


Testing  for  significance  of  a  trend  consists  of  testing  the  magnitude  of  bj.  If  the  slope  bi  is 
sufficiently  small,  it  cannot  be  claimed  that  a  significant  trend  exists.  Fortunately,  the 
significance  of  a  trend  can  be  tested  statistically.  The  test  statistic  to  be  used  is 


t  = 


(3-47) 


where 


var(bl)  =  - - - -  (3-48) 

^n;(x;-x)2 


The  applicable  degrees  of  freedom  is 

v  =  n  —  2 . 

Given  a  significance  level  a,  then  if  t  <  ta,v,  the  slope  is  not  considered  significant. 
Nonlinearity  is  defined  as  the  error  due  to  deviation  of  values  y(x)  from  a  linear  relationship 
f(x)  =  a+bx,  where  a  and  b  are  constants.  Specifically, 

Nonlinearity  =  —  V  [v(x,.)-(a  +  bx,.)]2  (3-49) 

V  9  i=i  ' 

where  q  is  a  number  of  values  to  be  determined  by  the  method  of  nonlinearity  computation. 

The  constants  a  and  b  are  obtained  as  follows:  Let  Xiower  and  xupper  be  lower  and  upper  points 
for  a  range  of  values  and  let  yiower  and  yupPer  be  corresponding  dependent  variable  values.  Then, 
for  the  range  of  values  in  question, 


1/  y  upper  y  lower 

a  =  x tower  and  b  =  — ^ - 

x  —  X 

upper  lower 

Uncertainty  Analyzer  computes  nonlinearity  from  two  perspectives.  One  is  the  error  due  to 
deviations  from  observed  values.  The  other  is  the  error  due  to  deviations  from  projected  values. 

In  the  case  of  deviation  from  observed  values,  q  =  k  and  y(x,)  =  yi,  i  =  1,2,  ...  ,  k.  Accord¬ 
ingly, 

1  k 

Nonlinearity  =  —  V  \}’{xi )  -  (a  +  bxi )]"  (3-50) 

V  k  ,=1 


In  the  case  of  deviation  from  projected  values,  y(x)  =  y  (x)  where  y  (x)  is  a  projected  value  at 
x,  computed  using  the  regression  model.  The  number  q  can  be  any  number  that  is  sufficient  to 
obtain  a  nonlinearity  estimate.  In  Range  Fit,  q  =  50. 


Nonlinearity=  = 


50 

J[y(x,.)-(a  +  hx;)]2 


1=1 


(3-51) 
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In  this  expression 

Xi=XloWer+(i-l)A’ 


(3-52) 


where 


A  = 


X  —  r 

upper  lower 


X  —  X 

upper  lower 


q- 1 


q- 1 


(3-53) 


3.7  Environmental  Factors  Error 

Environmental  factors  uncertainty  is  typically  estimated  heuristically  in  a  three-step  process: 

1 .  Estimate  the  uncertainty  in  each  environmental  or  ancillary  process  error. 

2.  Multiply  each  environmental  or  ancillary  uncertainty  by  its  respective  interaction  coeffi¬ 
cient. 

3.  Combine  the  environmental  or  ancillary  uncertainties,  accounting  for  all  correlations. 

The  interaction  coefficient  relates  an  environmental  or  ancillary  factor  to  an  error  source. 

For  example,  if  the  error  source  under  consideration  is  the  measurement  of  length  and  the 
environmental  factor  is  temperature,  then  the  interaction  coefficient  is  the  thermal  expansion 
coefficient  for  length. 

Uncertainty  Analyzer  contains  specially  designed  screens  to  evaluate  uncertainty  resulting 
from  environmental  factors  error.  The  Environmental  Factors  Uncertainty  Worksheet  contains 
an  Enviromnent  Parameter  Table  that  allows  up  to  10  environment  parameter  error  sources  for 
estimating  the  total  measurement  uncertainty  due  to  environmental  factors.  The  data  for  each 
environmental  error  source  can  be  input  directly  into  the  Environment  Parameters  table  or  the 
corresponding  Tolerance  Worksheet,  which  is  activated  by  clicking  the  ID  Number  button  to  the 
left  of  the  environment  parameter  name. 

The  drill-down  Tolerance  Worksheet  provides  tool  for  estimating  two  types  of  uncertainties: 
1)  uncertainty  in  an  environmental/anc illary  correction  or  2)  uncertainty  due  environ¬ 
mental/ancillary  variations.  The  worksheet  entry  fields  change  slightly  depending  upon  the 
uncertainty  analysis  option  that  is  chosen. 

Uncertainty  Analyzer  assumes  that  measurement  uncertainties  due  to  environmental  factors 
are  normally  distributed  unless  the  associated  degrees  of  freedom  are  less  than  infinite  or  the 
confidence  level  is  100%.  If  the  degrees  of  freedom  are  less  than  infinite  and  the  confidence 
level  is  less  than  100%,  the  student's  t  distribution  is  used.  If  the  confidence  level  is  100%,  then 
the  uniform  distribution  is  used  and  the  degrees  of  freedom  are  assumed  to  be  infinite. 

3.8  Stress  Response  Error 

Stress  response  uncertainty  resulting  from  shipping  and  handling  is  usually  estimated  heuristi¬ 
cally.  The  method  of  determination  involves  attempting  to  estimate  the  uncertainty  in  the 
stresses  encountered  and  multiplying  this  uncertainty  by  a  stress  response  coefficient  (i.e.,  the 
response  of  the  parameter  value  to  stress). 

Stress  response  uncertainty  should  be  considered,  for  example,  when  an  item  or  device  has 
been  calibrated  in  an  external  laboratory  to  account  for  any  expected  increase  in  the  uncertainty 
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reported  on  the  calibration  certificate  due  to  stresses  incurred  during  transport  back  to  the  end- 
user.  If  a  calibration  laboratory  already  includes  stress  response  uncertainty,  it  should  be 
indicated  in  the  uncertainty  budget  (i.e.,  the  itemized  list  of  error  sources). 

In  Uncertainty  Analyzer,  the  Stress  Response  Uncertainty  Worksheet  provides  for  up  to  30 
stress  response  error  sources  in  estimating  the  total  uncertainty  in  the  value  of  the  subject 
parameter  due  to  shipping  and  handling  stress. 

Uncertainty  Analyzer  assumes  that  uncertainties  due  to  shipping  and  handling  stresses  are 
normally  distributed  unless  the  degrees  of  freedom  are  less  than  infinite  or  the  confidence  level  is 
100%.  If  the  degrees  of  freedom  are  less  than  infinite  and  the  confidence  level  is  less  than  100%, 
the  student’s  t  distribution  is  used.  If  the  confidence  level  is  100%,  then  the  uniform  distribution 
is  used  and  the  degrees  of  freedom  are  assumed  to  be  infinite. 

3.9  User  Defined  Errors 

Uncertainty  Analyzer’s  Error  Source  Worksheet  provides  a  tool  for  developing  Type  A,  Type  B 
and  Type  A,B  uncertainty  estimates  for  other,  user  specified  error  sources. 

Type  A  uncertainty  estimates  for  user  defined  error  sources  can  be  estimated  statistically 
from  measured  values  or  deviations  from  nominal  that  are  entered  in  the  Type  A  Uncertainty 
data  entry  table.  Entering  values  in  the  table  results  in  the  following  statistics  to  be  computed: 

•  Mean  or  average  of  the  measured  values. 

•  Average  or  mean  of  the  measured  deviations  from  nominal. 

•  Sample  size. 

•  Standard  uncertainty  or  deviation  of  the  data  sample. 

•  Standard  uncertainty  in  the  mean  value. 

Uncertainties  for  user  defined  error  sources  can  be  estimated  heuristically  from  bounding 
values,  or  ±  limits,  that  are  expected  to  contain  the  error  with  some  specified  probability  or 
confidence  level.  If  appropriate,  a  coverage  factor  can  be  entered  instead  of  a  confidence  level. 
The  ±  limits  can  be  specified  as  a  fixed  tolerance  limit,  %  of  Nominal,  %  of  Ref  1,  %  of  Ref  2,  % 
of  Ref  3  or  any  linear  or  root-sum-square  combination  of  these  quantities. 

In  Uncertainty  Analyzer’s  Error  Source  Worksheet,  Type  B  uncertainty  analysis  errors  are 
typically  assumed  to  be  normally  distributed.  However,  in  some  cases,  the  Normal  distribution 
may  not  apply.  If  so,  then  the  appropriate  distribution  can  be  selected  from  a  drop-down 
Distribution  List  that  contains  the  Normal,  Quadratic,  Cosine,  U-Shaped,  Uniform  (Rectangular), 
Triangular,  and  Student’s  t. 

Uncertainty  Analyzer  assumes  infinite  degrees  of  freedom  for  the  Type  B  uncertainty  esti¬ 
mate  unless  otherwise  specified.  Since,  the  degrees  of  freedom  variable  quantifies  the  amount  of 
knowledge  available  for  making  the  uncertainty  estimate,  an  infinite  degrees  of  freedom  signifies 
complete  certainty,  i.e.,  zero  uncertainty. 

In  most  cases,  it  would  not  be  realistic  to  assume  infinite  knowledge  about  the  uncertainty. 
The  Type  B  Degrees  of  Freedom  Calculator,  which  is  accessed  by  clicking  the  Degrees  of 
Freedom  button,  can  be  used  to  provide  additional  information  about  the  uncertainty  in  the  ± 
limits  and  associated  confidence  level. 
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3.10  SpecMaster 

The  performance  characteristics  of  test  and  measurement  equipment  can  drift  when  subjected  to 
long-term  exposure  environmental  conditions  during  storage  or  use.  Parameter  drift  is  common 
in  electronic  and  microwave  equipment.  Consequently,  some  manufacturers  may  report 
equipment  specifications  that  vary  with  time  and/or  environmental  conditions. 

Uncertainty  Analyzer’s  SpecMaster  worksheet  provides  a  tool  for  developing  tolerance  limits 
for  parameters  with  complicated  specifications.  SpecMaster  is  accessed  from  the  Parameter  Bias 
Uncertainty  Worksheets.  Equations  or  algorithms  for  computing  tolerance  limits  are  entered  in 
the  designated  area  of  the  SpecMaster  Worksheet  and  the  specification  data  are  entered  in  the 
table  in  the  lower  part  of  the  worksheet. 

Tolerance  algorithms  are  developed  using  a  simple  but  powerful  scripting  language  called 
VBScript.  A  fairly  comprehensive  guide  to  VBScript  is  contained  in  a  Help  file  accessed  from 
the  SpecMaster  Help  menu.  Available  mathematical  functions  are  listed  in  the  Math  Functions 
section  of  the  Help  file.  The  Math  Functions  list  contains  functions  that  are  intrinsic  to  VBScript 
and  those  that  have  been  added  for  use  in  Uncertainty  Analyzer. 


3.11  Type  B  Degrees  of  Freedom  Calculator 


As  previously  discussed  in  Chapter  1,  if  a  Type  B  estimate  is  obtained  solely  from  containment 
limits  and  containment  probabilities,  then  the  degrees  of  freedom  is  usually  taken  to  be  infinite. 
For  example,  if  the  measurement  error  is  normally  distributed,  the  uncertainty  is  computed  from 
the  containment  limits,  ±  L,  the  inverse  normal  distribution  function,  <i>" 1  f ),  and  the  containment 
probability,/?  =  C/100. 


u  = 


L 

l  2  J 


(3-54) 


However,  if  there  is  an  uncertainty  in  the  containment  limits  (e.g.,  ±L  ±  A L)  or  the  contain¬ 
ment  probability  (e.g.,  ±p  ±  A p),  then  it  is  important  that  the  degrees  of  freedom  reflect  this 
“fuzziness”  or  lack  of  knowledge  in  our  estimate. 

Uncertainty  Analyzer’s  built-in  Type  B  Degrees  of  Freedom  Calculator  is  a  tool  that  allows 
the  user  to  provide  additional  information  about  the  uncertainty  in  the  ±  limits  and  associated 
confidence  level  used  to  make  Type  B  uncertainty  estimates.  This  information  is  used  to 
estimate  the  uncertainty  and  the  associated  degrees  of  freedom.  The  Type  B  Degrees  of  Freedom 
Calculator  can  be  accessed  from  all  screens  and  worksheets  that  deal  with  the  estimation  of  Type 
B  uncertainties. 


3.11.1  Methodology.  The  approach  used  to  estimate  the  degrees  of  freedom  for  Type  B 
estimates  begins  with  the  relation  proposed  in  the  ISO  GUM. 


1  u  (x) 

2  cr2[w(x)] 


(3-55) 


2 

The  method  for  computing  the  variance  in  the  uncertainty,  a  [u(x)],  is  outlined  in  the  following 
steps: 

1 .  We  generalize  the  equation  for  the  Type  B  uncertainty  estimate  as 
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UB 


L 

(pip) 


(3-56) 


where  L  in  the  containment  limit,  p  is  the  containment  probability,  and  qp(p)  is  defined  as 

^)  =  ®-'[(l  +  p)/2]  (3-57) 

and  the  function  O  1  [-]  is  the  inverse  normal  distribution  function. 

2.  The  error  in  the  uncertainty,  uB,  due  to  errors  in  L  and  p  is  estimated  using  a  Taylor  Series 
expansion. 


duB 

8L 


£l  + 


t' d uB  ^ 

dp 


^  duB  ^ 

£i  + 

'  du  B  N 

l  dL  j 

L 

l  dcp) 

dcp 

dp 


(3-58) 


L  dcp 


cp  cp1  dp  p 


3. 


where  sL  and  sL  are  errors  in  L  and  p,  respectively. 

Assuming  statistical  independence  between  these  errors,  the  variance  in  uB  follows  directly: 

a2(uB)  =  var(sUh) 


1 

=  — rvar 
<p 


'  dcp^ 
v  dP  V 


(3-59) 


By  definition,  the  uncertainty,  ux  ,  of  a  quantity  x  is  equal  to  the  square  root  of  the  variance  in 
the  error  in  x. 


ux  =  Vvar(£r) 

Therefore,  the  variance  in  s l  and  sp  can  be  expressed  as 

Vvar(  £l)  =  11  L2 
Vvar( £ p)  = u P2 


Equation  (3-59)  can  then  be  expressed  as 
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cr 


'(«*)  =  var(£  ) 


U  7 


L 

(p1  (P 4 


Dividing  equation  (3-60)  by  the  square  of  equation  (3-56),  we  get 


a2(uB)  _UL  +  1 


L  (pL 


f  d(p^ 
\dp  j 


(3-60) 


(3-61) 


The  derivative  in  equation  (3-61)  is  obtained  from  equation  (3-57).  We  first  establish  that 


1  +  p 

~Y~ 


(3-62) 


where  0[  ]  is  the  probability  density  function  for  the  normal  distribution. 


We  next  take  the  derivative  of  both  sides  of  this  equation  with  respect  to  p  to  get 


1  _  1  dtp 

2  V2^r  dp 


and,  finally, 


dcp 

dp 


Substituting  equation  (3-64)  in  equation  (3-61)  yields 


\ub)_ 


u  B  1  yr  ^2  2 

~kr  +  — r~ e  un 
L2  (p2  2  p 


(3-63) 


(3-64) 


(3-65) 


In  applying  equation  (3-65),  we  are  immediately  confronted  with  the  problem  of  obtaining 
u,  and  up.  These  quantities  can  be  estimated  using  any  of  the  four  fonnats  described  below. 

Format  1:  %  of  Values.  This  format  reads  "Approximately  C%  (±A c%)  of  observed  values 
have  been  found  to  lie  within  the  limits  ±L  (±A L)." 

In  this  format,  a  technical  expert  is  asked  to  provide  ±  error  for  both  the  containment  limits 
(±A L)  and  the  containment  probability  (±  A c%).  These  limits  are  used  to  estimate  u,  and  up.  The 
containment  probability  is 

p  =  Cl  100 
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where  C  is  the  percentage  of  values  of  y  observed  within  ±L. 

If  we  assume  that  the  errors  in  the  estimates  of  L  and  p  are  approximately  uniformly  distrib¬ 
uted  within  ±A L  and  ±Ap  =  ±A c%  /  100,  respectively,  then  we  can  write 


2 


II 


L 


(3-66) 


u 


2 


P 


(3-67) 


Use  of  the  uniform  distribution  is  appropriate  here,  since  the  ranges  ±A L  and  ±Ap  can  be 
considered  analogous  to  "limits  of  resolution,"  for  which  the  unifonn  distribution  is  applicable. 
This  obviates  the  need  for  estimating  confidence  levels  for  A L  and  A p.  Any  lack  of  rigor 
introduced  by  this  tactic  is  felt  as  a  third  order  effect  and  does  not  materially  compromise  the 
rigor  of  our  final  result. 

Substituting  equations  (3-66)  and  (3-67)  in  equation  (3-65)  gives 


a2(uB)  _{AL)2  U  y  (A/?)2 
u2  3 L2  cp2  2  3 


(3-68) 


Using  equation  (3-68)  in  equation  (3-54)  yields  an  estimate  for  the  degrees  of  freedom,  v»,  for 
a  Type  B  uncertainty  estimate. 


V 


(“fl) 


V  UB  J 


2r2 


3  (p~L 


2cp2  (AT)2  +  7tl}er  [Apf 


(3-69) 


If  A L  and  A p  are  set  to  zero,  then  the  Type  B  degrees  of  freedom  becomes  infinite.  Obvi¬ 
ously,  in  most  cases,  it  is  not  realistic  to  have  infinite  degrees  of  freedom  for  Type  B  uncertainty 
estimates.  Therefore,  it  behooves  us  to  attempt  to  apply  whatever  means  we  have  at  our  disposal 
to  obtain  a  sensible  estimate  for  p. 


Format  2:  X  out  of  N.  This  fonnat  reads  "Approximately  X out  of  N  observed  values  have  been 
found  to  lie  within  the  limits  ±L  (±A L).” 

In  this  format,  the  containment  probability  is  expressed  as  p=X/ N,  where  N  is  the  number 
of  observations  of  a  value  and  X  is  the  number  of  values  observed  to  fall  within  ±L  (±  AT).  The 
variance  in  L  is  obtained  the  same  as  in  Format  1.  The  variance  in  the  containment  probability  p 
can  be  obtained  by  taking  advantage  of  the  binomial  character  of  p. 


2  _  p{\-p) 

U  n 

p  N 


(3-70) 


Substituting  in  equations  (3-66)  and  (3-70)  into  equation  (3-65)  gives 
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o~2K)  =  (A^)2  _}_Eer  p(X~p) 

uB  3 L2  cp2  2  N 


(3-71) 


Using  equation  (3-71)  in  equation  (3-54)  yields  an  estimate  for  the  degrees  of  freedom,  vs,  for 
a  Type  B  uncertainty  estimate. 


g  1  U  B 

2  a2(uB) 

„ _ 3  (p2L2 _ 

~  2^2(Al)2  +7rL2e<p2  p(\-  p)/ N 


(3-72) 


Format  3:  %  of  Cases.  This  fonnat  reads  "Approximately  C%  of  N  observed  values  have  been 
found  to  lie  within  the  limits  ±L  (±A L).” 

This  fonnat  is  a  variation  of  Format  2  in  which  the  containment  probability  is  stated  in  terms 
of  a  percentage  C  of  the  number  of  observations  N,  with  p  =  C  /  100.  The  equation  for 
estimating  the  degrees  of  freedom  is  the  same  as  for  Format  2: 


_ 3(p2L2 _ 

2^2(AI)2  +7iL2eip2  p(\-  p)/N 


(3-73 


Format  4:  %  Range.  This  fonnat  reads  "Between  Ci%  and  Ci%  of  observed  values  have  been 
found  to  lie  between  the  limits  ±L  (±A L).” 

This  format  is  a  variation  of  Format  1  in  which  a  range  of  values  is  given  for  the  containment 
probability,/?  =  C/100,  where  C  =  (Ci  +  Co)  and  ±Ac  =  (C2  -  Ci)/2.  The  equation  for  estimating 
the  degrees  of  freedom  is  the  same  as  for  Format  1 : 


_ 3  cp2!} _ 

2<p2(AL)2  -\- kLt e<pl  (A/?)2  ' 


(3-74) 
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CHAPTER  4 

UNCERTAINTY  COMBINATION 


4.0  General 

This  chapter  discusses  how  uncertainties  are  combined  and  correlations  between  error  sources 
are  accounted  for  in  an  uncertainty  analysis. 

4.1  Definitions 

4.1.1  Combined  Uncertainty.  The  uncertainty  in  the  total  error  of  a  value  of  interest. 

4. 1 .2  Correlation  Analysis.  An  analysis  that  determines  the  extent  to  which  two  error  sources 
influence  one  another.  Typically  the  analysis  is  based  on  ordered  pairs  of  values  of  the  two  error 
source  variables. 

4. 1 .3  Covariance.  The  expected  value  of  the  product  of  the  deviations  of  two  random  variables 
from  their  respective  means.  The  covariance  of  two  independent  variables  is  zero. 

4.1.4  Effective  Degrees  of  Freedom.  The  degrees  of  freedom  for  combined  uncertainties 
computed  from  the  Welch- Satterthwaite  formula. 

4. 1 .5  Error  Source.  A  parameter,  variable  or  constant  that  can  contribute  error  to  the  determina¬ 
tion  of  the  value  of  a  subject  parameter.  Examples  include:  measuring  parameter  bias,  random 
error,  resolution  error,  operator  bias,  computation  error  and  environmental  factors  error. 

4. 1 .6  Error  Source  Correlation.  See  Correlation  Analysis 

4. 1 .7  Error  Source  Uncertainty.  The  uncertainty  in  the  error  of  a  given  source. 

4.1.8  Pareto  Chart.  See  Pareto  Diagram. 

4. 1 .9  Pareto  Diagram.  A  bar  chart  that  ranks  the  relative  contribution  of  component  uncertain¬ 
ties  to  the  total  combined  uncertainty. 

4.1.10  Total  Uncertainty.  See  Combined  Uncertainty. 

4.1.1 1  Variance.  (1)  Population:  The  expectation  value  for  the  square  of  the  difference  between 
the  value  of  a  variable  and  the  population  mean.  (2)  Sample:  A  measure  of  the  spread  of  a 
sample  equal  to  the  sum  of  the  squared  observed  deviations  from  the  sample  mean  divided  by  the 
degrees  of  freedom  for  the  sample.  Also  referred  to  as  the  mean  square  error. 

4.2  Variance  Addition 

Uncertainty  Analyzer  incorporates  the  variance  addition  rule,  discussed  in  Chapter  1 ,  because  it 
provides  a  logical  approach  for  combining  Type  A  and  Type  B  uncertainties  that  accounts  for 
correlations  between  error  sources.  The  general  form  of  the  variance  addition  rule  for  the  direct 
measurement  of  a  quantity  x  that  involves  n  error  sources 

X  =  Xtrue  +SX+£2+£7,  +  ■••  +  £„ 
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is  expressed  as 

n  n  n  n 

var(£  et )  =  £  var (e. )  +  X  X  Pauiuj 

m  /=i  -=1  j>i 

n  n  n 

=Eh.2+EZw 

i=1  *=  1  j>i 

where  u,  is  the  uncertainty  in  error  source  e,  and  p„  is  the  correlation  coefficient  for  error  sources  s, 
and  Sj. 

4.3  Error  Source  Correlation 


Uncertainty  Analyzer’s  Correlation  Analysis  Screen  provides  a  tool  for  correlating  error  sources 
for  direct  measurement,  multivariate  measurement  and  system  model  analyses.  Correlation 
coefficients  can  be  entered  for  each  selected  pair  of  error  sources. 

Alternatively,  the  correlation  coefficient  can  be  computed  from  sample  data  pairs  entered  in 
the  Correlation  Data  table.  The  correlation  coefficient  for  pairs  of  errors,  s.x  and  Sy,  is  computed 
from 


cov(a,a) 

U  X  ,  U  y 


(4-2) 


where  the  covariance  of  &r  and  s.v  is 


cov  £ 


-4S  O’,-?)- 


(4-3) 


The  Correlation  Analysis  Screen  includes  a  Compensating  Biases  box  that  can  be  checked  if 
the  bias  or  error  of  one  measured  variable  offsets  the  bias  or  error  of  another  measured  variable. 
For  instance,  if  the  same  measuring  parameter  is  used  to  measure  the  inside  diameter  of  a  sleeve 
and  the  outside  diameter  of  a  shaft  that  fits  into  the  sleeve,  any  error  or  bias  in  the  two 
measurements  will  not  affect  the  quality  of  fit.  In  other  words,  the  measurement  biases  offset 
each  other. 


4.4  Total  Uncertainty  and  Degrees  of  Freedom 

The  total  or  combined  uncertainty,  uT,  is  computed  by  taking  the  square  root  of  the  variance. 


Hji 


i  n 

X 

'  1=1 


u<2 +2XIa/aa 


i=l  j>i 


(4-4) 


The  effective  degrees  of  freedom,  v<#)  for  the  total  uncertainty,  uT,  resulting  from  the  combina¬ 
tion  of  uncertainties  u,  with  associated  degrees  of  freedom,  v„  for  n  error  sources  is  estimated 
using  the  Welch-Satterthwaite  formula. 


4 


(4-5) 
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The  combined  uncertainty  ut*  is  computed  assuming  no  error  source  correlations.  Conse¬ 
quently,  the  effective  degrees  of  freedom  is  considered  an  estimate. 

4.5  Pareto  Diagrams 

Uncertainty  Analyzer’s  Pareto  Chart  screen  displays  a  bar  chart  that  ranks  the  relative  contribu¬ 
tion  of  component  uncertainties  to  the  total  combined  measurement  uncertainty.  Each  error 
source  uncertainty  is  weighted  in  accordance  with  its  magnitude  and  the  extent  that  it  is 
correlated  with  other  error  source  uncertainties. 

The  Pareto  Chart  screen  is  accessed  from  screens  and  worksheets  that  account  for  multiple 
error  sources.  Some  examples  include  digital  sampling  error,  environmental  error,  stress 
response  error,  and  computation  error. 

Because  of  the  fact  that  certain  error  sources  may  be  correlated  with  others,  the  percent 
contribution  of  an  error  source  uncertainty  to  the  total  combined  uncertainty  cannot  be  obtained 
by  simply  dividing  the  error  source  uncertainty  by  the  total  uncertainty  and  multiplying  by  100. 
Instead,  the  percent  contribution  is  obtained  by  extracting  each  uncertainty  in  turn  and  computing 
the  impact  on  the  total. 

4.6  Confidence  Limits 

In  Uncertainty  Analyzer,  the  terms  confidence  limits  and  expanded  uncertainty  are  used 
interchangeably.  Both  are  computed  as  upper  and  lower  limits  that  contain  the  true  value  p 
(estimated)  and  expressed  as 

X  -  ta/sJ<  <p/<x  +  talsvu  (4-6) 

in  which  the  standard  uncertainty,  u,  is  multiplied  by  a  t-statistic,  ta/2,v,  that  is  computed  for  a 
given  degrees  of  freedom,  v,  and  probability  or  confidence  level,  p,  where  a  =  1  -  p. 
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CHAPTER  5 

MULTIVARIATE  UNCERTAINTY  ANALYSIS 

5.  0  General 

This  chapter  discusses  the  approach  used  to  estimate  the  uncertainty  of  a  quantity  (or  subject 
parameter)  that  is  computed  from  measurements  of  two  or  more  attributes  or  parameters.  The 
multivariate  uncertainty  analysis  procedure  consists  of  the  following  steps: 

4.  Develop  the  Parameter  Value  Equation 

5.  Develop  the  Error  Model 

6.  Develop  the  Uncertainty  Model 

7.  Identify  the  Measurement  Process  Errors 

8.  Estimate  Measurement  Process  Uncertainties 

9.  Account  for  Error  Source  Correlations 

10.  Combine  Uncertainties 

The  processes  for  developing  error  models  and  uncertainty  models  from  the  parameter  value 
equation  are  presented.  Identifying  measurement  process  errors,  estimating  their  uncertainties 
and  accounting  for  cross-correlations  are  also  presented.  The  volume  of  a  cylinder  obtained 
from  length  and  diameter  measurements  is  used  to  illustrate  the  concepts  and  methods  of 
conducting  a  multivariate  uncertainty  analysis. 

5.  1  Definitions 

5.1.1  Coefficient  Equation.  An  equation  that  expresses  the  partial  derivative  of  a  parameter 
value  equation  or  module  output  equation  with  respect  to  a  selected  parameter  or  error  source. 
This  equation  is  used  to  compute  the  sensitivity  coefficient  for  the  selected  parameter  or  error 
source. 

5.1.2  Combined  Uncertainty.  The  uncertainty  in  the  total  error  of  a  value  of  interest. 

5.1.3  Component  Error.  The  error  in  the  measurement  of  a  given  component  of  a  multivariate 
measurement.  For  example,  when  expressing  cylinder  volume  as  a  function  of  length  and 
diameter  components,  the  error  in  the  cylinder  volume  measurement,  sv,  can  be  expressed  in 
terms  of  the  component  errors,  eL  and  eD. 

5.1.4  Component  Uncertainty.  The  product  of  the  sensitivity  coefficient  and  the  standard 
uncertainty  for  a  component  error. 

5.1.5  Computed  Parameter  Value.  The  parameter  value  computed  on  Uncertainty  Analyzer's 
Multivariate  Analysis  Screen.  Based  on  user  specified  adjusted  mean  values  for  root  variables 
and  the  Parameter  Value  Equation. 
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5.1.6  Cross-correlation.  The  correlation  between  two  error  sources  for  two  different  compo¬ 
nents  of  a  multivariate  analysis.  For  example,  if  the  same  person  (operator)  makes  measure¬ 
ments  of  both  component  X  and  component  Y,  then  there  is  a  cross-correlation  between  the 
operator  biases  for  two  components. 

5.1.7  Compensating  Biases.  Measuring  parameter  biases  that  offset  or  compensate  one  another. 
For  example,  if  the  same  measuring  parameter  is  used  to  measure  the  inside  diameter  of  a  sleeve 
and  the  outside  diameter  of  a  shaft  that  fits  into  the  sleeve,  any  error  or  bias  in  the  two 
measurements  will  not  affect  the  quality  of  fit. 

5.1.8  Effective  Degrees  of  Freedom.  The  degrees  of  freedom  for  combined  uncertainties 
computed  from  the  Welch- Satterthwaite  formula. 

5.1.9  Multivariate  Measurements.  Measurements  in  which  the  subject  parameter  is  a  computed 
quantity  based  on  measurements  of  two  or  more  attributes  or  parameters. 

5.1.10  Nested  Variables.  Variables  that  are  defined  as  a  function  of  root  variables  or  other 
nested  variables. 

5.1.11  Nested  Variables  Equations.  Equations  that  define  variables  in  terms  of  root  variables  or 
other  nested  variables.  They  are  entered  after  the  parameter  value  equation. 

5.1.12  Parameter  Value  Equation.  A  mathematical  expression  that  defines  the  value  of  a 
measurement  or  parameter  value  in  terms  of  the  values  of  constituent  root  variables  or  error 
sources. 

5.1.13  Root  Variables.  Variables  used  to  compute  the  parameter  value  that  are  not  a  function  of 
other  variables.  Root  variable  infonnation  is  specified  by  the  user  via  the  Error  Source 
Worksheets. 

5.1.14  Sensitivity  Coefficient.  For  a  multivariate  analysis,  the  sensitivity  coefficient  of  a  given 
root  variable  is  the  partial  derivative  of  the  parameter  value  equation  with  respect  to  a  root 
variable.  For  a  system  analysis,  the  sensitivity  coefficient  for  a  given  module  parameter  is  the 
partial  derivative  of  the  module  output  equation  with  respect  to  a  module  parameter. 

5.1.15  System  Equation.  A  mathematical  expression  that  defines  the  value  of  a  quantity  in 
terms  of  its  constituent  variables  or  components. 

5.1.16  Total  Uncertainty.  See  Combined  Uncertainty. 


5.2  Parameter  Value  Equation 


The  parameter  value  equation  is  a  mathematical  relationship  between  the  quantity  of  interest 
(subject  parameter)  and  the  variables  or  components  to  be  measured.  The  parameter  value 
equation  is  also  referred  to  as  the  system  or  governing  equation. 

For  example,  suppose  we  wish  to  know  the  volume  of  a  cylinder.  The  parameter  value 
equation  for  the  cylinder  volume  is  given  as 


V 


7lL 


D 


\2 

J 


(5-1) 
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where  L  and  D  are  the  cylinder  length  and  diameter,  respectively.  From  this  equation,  we  see 
that,  to  determine  the  cylinder  volume,  we  need  to  measure  length  and  diameter  components. 

In  Uncertainty  Analyzer,  the  parameter  value  is  computed  based  on  user  specified  mean  or 
nominal  values  for  root  variables  included  in  the  parameter  value  equation  and  other  nested 
variables  equations. 

5.3  Error  Model 


In  any  given  measurement  scenario,  each  measured  quantity  is  a  potential  source  of  error.  For 
example,  errors  in  the  length  and  diameter  measurements  will  contribute  to  the  overall  error  in 
the  estimation  of  the  cylinder  volume.  Therefore,  the  cylinder  volume  equation  can  be  expressed 
as 


where 


V0+£v  =n 


A>  +  £  o 


(L0  +  SL  ) 


Vo  =  true  or  nominal  cylinder  volume 
Do  =  true  or  nominal  cylinder  diameter 
Lo  =  true  or  nominal  cylinder  length 
ev  =  error  in  the  cylinder  volume 

aD  =  error  in  the  cylinder  diameter 
sL  =  error  in  the  cylinder  length 


(5-2) 


By  rearranging  equation  (5-2),  we  obtain  an  algebraic  expression  for  the  cylinder  volume  error. 
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(5-3) 


The  terms  L0£2D ,  2 D0£d£l  ,  and  s2del  are  referred  to  as  second  order  terms  and  are  considered  to 
be  small  compared  to  the  other  first  order  terms.  Neglecting  these  terms,  the  cylinder  volume 
error  equation  can  be  expressed  in  a  simpler  form. 


n 


(L0D0+2L0D0£D+D0£L)  7l\ 


V  2  ) 


Ln 


(5-4) 


Rearranging  equation  (5-4),  we  can  further  simplify  the  equation  for  er. 
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Sv  =7T 
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=  n\ 


Dn 


\  *  J 


T  D0 

£l+^o^-£d  +  ^\ 
,  D0 

£l+xL0^-£d 


Dn 


V  ^  J 


L0  n\ 


Dn 


L 


V  ^  J 


(5-5) 


The  coefficients  for  Siand  eD  i n  equation  (5-5)  are  actually  the  partial  derivatives  of  V  with 
respect  to  L  and  D. 


dV 

(  D 

2  ,  dy 

f 

- =  n 
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& 

Therefore,  the  cylinder  volume  error  model  can  be  expressed  as 


£v 
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ySLy 


SL  + 


" dV ^ 

[dDy 


(5-6) 


where  the  partial  derivatives  are  sensitivity  coefficients  that  detennine  the  relative  contribution 
of  the  errors  in  length  and  diameter  to  the  total  error. 


5.4  Uncertainty  Model 


Axiom  3  provides  the  direct  link  between  error  and  uncertainty  that  we  need  to  quantify 
measurement  uncertainty.  It  is  restated  here  for  convenience. 

Axiom  3:  The  uncertainty  in  a  quantity  or  variable  is  the  square  root  of  the  variable's 
mean  square  error  or  variance.  In  mathematical  terms,  this  is  expressed  as 

uv  =  yfv ar(£y)  (5-7) 


And,  according  to  the  variance  addition  rule,  the  variance  in  sy  can  be  expressed  in  terms  of  the 
variances  in  sL  and  so¬ 


il  v  =  Vvar(^r  ) 

=  j\ar(cL£L  +cDsD ) 

=  yjcLUL  +  cDu~D  +  pLDuLuD 

where  pLD  is  the  correlation  coefficient  for  the  uncertainties  in  the  length  and  diameter 
component  errors  and  cy,  and  Co  are  the  sensitivity  coefficients. 


(5-8) 


dV 
ydL  j 


and  cD  = 


dV_ 

a d 


(5-9) 


Uncertainty  Analyzer  automatically  computes  partial  derivatives  once  the  user  has  defined  the 
parameter  value  equation  in  mathematical  tenns.  Alternatively,  the  user  has  the  option  of 
entering  a  coefficient  equation  for  a  component  or  variable.  The  protocol  for  entering  an 
equation  in  the  Sensitivity  Coefficient  Equation  field  is  the  same  as  for  the  Parameter  Value 


5-8 


Uncertainty  Analysis  Principles  and  Methods  RCC  Document  122-07,  September  2007 


Equation  field. 

5.4.1  Sensitivity  Coefficients.  The  following  discussion  illustrates  the  method  used  within 
Uncertainty  Analyzer  to  compute  partial  derivatives  of  a  function  /(x,  y,  z,  ■■■  )  with  respect  to  a 
variable  x 


r.  f(x  +  dc,y,z,- 
- =  Lim - 

dx— >0 

where  the  Lim  symbol  reads  “in  the  limit  as  dx  goes  to  zero.” 
As  an  example,  consider  the  function 

f{x,y)  =  xy. 


dx 


Sf{x,y, 

dx 


Using  the  above  definition,  we  have 

df(x,y) 

dx 


f(x  +  dx,y)~  f(x,y) 

Lim - - - 

&->o  ax 

(x  +  dx)y  -  xy 

Lim - - - 

&->o  ox 

xy  +  {dx)y  -  xy 

Lim - - - 

ox 


T.  (&  )y 

Lim  — - — 
ax 


=  y- 


(5-10) 


In  this  case,  the  partial  derivative  does  not  contain  the  variable  x.  However,  it  is  easy  to  see 
that  the  sensitivity  coefficient  for  x  is  the  variable  v.  That  is,  the  larger  or  smaller  y  is  the  more 
or  less  the  impact  of  changes  in  x. 

As  another  example,  consider  the  function 

f(x,y)  =  x2y. 

In  this  case,  the  partial  derivative  with  respect  to  x  is 

df(x,  y)_  (x  +  dx)2 y  -  x2y 

— n - =  Lim - S - 

ox  fa->o  ax 

x2  v  +  2 x(dx)v  +  {dx)2  -  x2 y 

-  Lim  — - - — - — 

ox 

=  Lim  (2xv  +  dx) 

dx— >0 

=  2xy. 

In  this  instance,  the  variable  x  is  included  in  the  partial  derivative.  But  how  about  the  variable  v? 
For  this,  we  have 
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df(x,y)  _  r  .  x2( y  +  dy)  -  x2y 

— - - =  Lim - - - 

ay  <^->0  oy 

x2y  +  x2{dy)-x2y 


-  Lim 

Sy — ^0 
=  *2, 


Sy 


which  is  function  of  x  only. 

5.5  Measurement  Process  Errors 

The  errors  in  the  length  and  diameter  components,  s l  and  s d  ,  can  be  expressed  in  terms  of  their 
constituent  process  errors. 


£L  ^ Lbias  ^ Lran  ^ Lres  ^  Lop  ^ Lenv 

£D  —  £Dbias  £ Dran  £ Dres  £ Dop  £ Deny 


(5-11) 

(5-12) 


The  process  error  sources  are: 


Bias  (bias) 
Random  (ran) 

Resolution  (res) 

Operator  (op) 
Environment  (env) 


the  bias  in  the  micrometer  readings. 

the  error  that  produces  different  results  from  measurement  to 
measurement. 

the  error  due  to  the  finite  resolution  of  the  micrometer 
readings. 

the  error  due  to  any  systematic  bias  on  the  part  of  the 
measuring  technician. 

the  error  in  any  thermal  or  other  correction  due  to  a  departure 
from  nominal  conditions. 


Measurement  process  errors  are  the  basic  elements  of  uncertainty  analysis.  Once  these 
fundamental  error  sources  have  been  identified,  we  can  then  begin  to  develop  uncertainty 
estimates. 


5.6  Measurement  Process  Uncertainties 

The  uncertainty  in  each  component  is  expressed  in  terms  of  the  uncertainties  in  the  error  sources 
obtained  using  Axiom  3  and  the  variance  addition  rule.  Operating  on  eL  above  with  the  variance 
operator  gives,  for  the  uncertainty  in  the  length  measurement, 

11 L  =  y]U  Lbias  +ULran  +  ULres  +  ULop  +  Ulenv  (5'13) 

Likewise,  applying  the  variance  operator  to  sD  above  gives,  for  the  uncertainty  in  the  diame¬ 
ter  measurement, 

UD  =  -\JUDbias  +  UDran  +  UD  res  +  UDop  +  U  Denv  (5~14) 
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Notice  that  there  are  no  terms  correlating  process  uncertainties  within  each  component 
expression.  This  is  because  the  length  measurement  process  errors  are  independent  of  one 
another,  as  are  the  diameter  measurement  process  errors. 

However,  some  of  the  length  measurement  process  errors  may  not  be  independent  of  some  of 
the  diameter  measurement  process  errors.  Therefore,  we  must  consider  possible  cross¬ 
correlation  terms.  This  will  be  addressed  in  the  next  section. 

The  methods  of  uncertainty  estimation  are 


Bias  (bias) 
Random  (ran) 
Resolution  (res) 

Operator  (op) 
Environment  (env) 


heuristically  from  tolerance  limits  and  in-tolerance  probabilities, 
statistically  from  a  measurement  sample, 
heuristically  from  the  measuring  parameter  resolution  spec  and 
assumptions  about  containment  probability. 

heuristically  as  a  function  of  measuring  parameter  resolution, 
heuristically  from  tolerances  and  in-tolerance  probabilities  for  the 
environment  monitoring  equipment. 


In  Uncertainty  Analyzer,  measurement  process  uncertainties  are  estimated  using  the  Error 
Source  Worksheets  accessed  from  the  Multivariate  Analysis  Screen.  The  Error  Source 
Worksheets  provide  a  useful  tool  for  making  both  Type  A  and  Type  B  uncertainty  estimates. 


5,7  Error  Source  Correlations 


Before  we  combine  uncertainties,  we  must  consider  if  there  are  any  possible  cross-correlations 
between  process  uncertainties  for  the  two  components.  First,  let  us  review  what  we  know  about 
the  cylinder  measurement  process. 

1 .  Both  length  and  diameter  are  measured  using  the  same  device  (i.e.,  a  micrometer). 

2.  All  measurements  are  made  by  the  same  person  (operator). 

3.  All  measurements  were  made  in  the  same  measuring  environment. 

Given  this  knowledge,  we  can  assert  that  the  following  process  uncertainties  are  cross- 
correlated  between  the  length  and  diameter  components: 

■  Measurement  Bias  -  u,Mm  and  uDbias 

■  Operator  Bias  -  uu,„  and  uDop 

■  Environmental  Factors  -  uLm  and  uDem 

Second,  we  need  to  write  the  an  equation  that  expresses  the  correlation  coefficient,  pzz>,  for 
the  component  uncertainties,  ul  and  «/>,  in  terms  of  the  correlation  coefficients  for  the  process 
uncertainties  that  are  cross-correlated  between  components.  The  expression  is 

Pxy  =  - X  X  P\£*i  ’  £*j  )  U*'U*j  I5’  1 1 5) 

"A,  i=l  7=1 

where  uL  and  u„  are  the  total  component  uncertainties  and  uu  and  uD]  are  the  process  uncertainties 
for  the  length  and  diameter  components,  respectively,  (subscripts  don’t  match  equation  5-15) 

Correlation  coefficients  range  from  minus  one  to  plus  one.  A  positive  correlation  coefficient 
applies  when  the  error  sources  are  directly  related.  A  negative  correlation  coefficient  is  used 
when  the  error  sources  are  inversely  related. 
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UncertaintyAnalyzer’s  Correlation  Analysis  Screen  allows  you  to  compute  correlation 
coefficients  from  pairs  of  observations.  Alternatively,  if  you  have  a  pretty  good  estimate  of  a 
correlation  coefficient,  you  can  enter  it  directly. 

For  the  cylinder  volume,  we  need  only  consider  the  cross-correlations  between  component 
measurement  bias  uncertainties,  operator  bias  uncertainties,  and  environmental  factors 
uncertainties.  Let  us  consider  the  values  for  these  three  correlation  coefficients. 

5.7.1  Correlation  between  Component  Measurement  Biases.  Since  the  same  device  is  used  to 
measure  both  length  and  diameter,  the  parameter  bias  for  these  measurements  is  the  same.  In 
this  instance,  the  correlation  coefficient,  p  Lbias.Dbias j  is  equal  to  1.0 

5.7.2  Correlation  between  Component  Operator  Biases.  Although  the  same  operator  makes  both 
measurements,  human  inconsistency  prevents  us  from  assigning  a  correlation  coefficient  equal  to 
1.0.  However,  we  also  know  that  the  correlation  coefficient  should  not  be  equal  to  zero  either. 
Given  that  this  is  all  we  can  say  from  heuristic  considerations,  we  will  set  the  correlation 
coefficient  between  length  and  diameter  operator  biases,  pLop,DoP,  equal  to  0.5 

5.7.3  Correlation  between  Component  Environmental  Factors  Errors.  Since  the  length  and 
diameter  measurements  are  made  in  the  same  environment,  the  correlation  coefficient  between 
the  length  and  diameter  environmental  factors, is  also  equal  to  1.0. 


5.8  Total  Uncertainty  and  Degrees  of  Freedom 


We  can  now  expand  the  total  uncertainty  equation  for  cylinder  volume,  ur,  in  terms  of  the 
process  uncertainties. 


CLUL  ~>rCDUD  ~>!~^-PlDULUD 


=  c2L(u2bias  +u 


tLran 


Lres  'W  M  Lop  +  U  Lenv 


)+4(* 


2  .  2  ,  2  2  2 

UDbias  +  UDmn  +  U  Dres  U  Dop  +  U  Denv  j 


+  2  cLcD(p 


Lbias,Dbias^ Lbias^ Dbias  P  Lop  ,Dop^  Lop^  Dop 


P Lenv, DemP Leuv^ Denv  t 


Uncertainty  Analyzer  automatically  combines  the  uncertainties  using  the  appropriate  sensitiv¬ 
ity  coefficients  and  accounting  for  correlations  between  error  source  uncertainties. 

When  uncertainties  are  combined,  we  need  to  know  the  degrees  of  freedom  for  the  total 
uncertainty.  We  can  compute  the  degrees  of  freedom  for  the  uncertainty  in  the  cylinder  volume, 
ur,  from  the  Welch-Satterthwaite  fonnula 


v  = 


4, 4  4  4 

CL^L  C DUD 


(5-16) 


where  uv*  is  the  total  uncertainty  computed  without  cross-correlations  between  component 
process  uncertainties. 

uv *  —  ^clu2  +  cDu~D  (5-17) 


The  degrees  of  freedom  for  the  component  uncertainties  are 
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and 


4  4  4  ^4 

ULbias  |  ULran  |  U Lres  |  U Lop  U  Lenv 

^ Lbias  ^ Lran  ^ Lres  ^ Lop  ^  Lenv 


4 

_ _ 

4  4  4  ^4 

^  Dbicis  _|_  ^ Dr an  _|_  ^ Pres  _|_  ^  Pop  ^  ^  Deny 

^ Dbias  ^ Dran  ^  Dres  ^  Pop  ^ Deny 


(5-18) 


(5-19) 


In  Uncertainty  Analyzer,  the  effective  degrees  of  freedom  for  the  total  uncertainty  is  auto¬ 
matically  computed  using  the  Welch- Satterthwaite  formula. 
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CHAPTER  6 

SYSTEM  UNCERTAINTY  ANALYSIS 


6.0  General 

This  chapter  discusses  the  approach  used  to  estimate  the  uncertainty  of  a  quantity  (or  subject 
parameter)  that  is  measured  with  a  system  comprised  of  component  modules  arranged  in  series. 
The  analysis  process  traces  system  uncertainty  module  by  module  from  system  input  to  system 
output. 


Figure  6-1.  Block  Diagram  for  Example  System. 

System  uncertainty  analysis  follows  a  structured  procedure.  This  is  necessary  because  the 
output  from  any  given  module  of  a  system  may  comprise  the  input  to  another  module  or 
modules.  Since  each  module's  output  carries  with  it  an  element  of  uncertainty,  this  means  that 
the  same  uncertainty  may  be  present  at  the  input  of  some  other  module. 

In  analyzing  linear  system  models,  we  develop  output  equations  for  each  module.  From 
these  equations,  we  identify  sources  of  error  for  each  module.  We  then  estimate  the  uncertainty 
in  each  error  source  and  the  combined  uncertainty  in  the  output  of  each  module.  In  doing  this, 
we  make  certain  that  the  uncertainty  in  the  output  of  each  module  was  included  in  the  input  to 
the  succeeding  module  in  the  system. 

In  this  respect,  the  system  analysis  results  are  computed  somewhat  differently  that  those 
previously  discussed  for  direct  measurements  and  multivariate  measurements.  The  general 
system  analysis  procedure  consists  of  the  following  steps: 

1 .  Develop  a  Measurement  System  Model  —  Detennine  the  measurement  system  stages  or 
modules  involved  in  processing  the  measurement  of  interest.  Identify  the  hardware  and 
software  used. 

2.  Develop  Module  Equations  —  Develop  the  set  of  equations  that  describe  module  outputs 
in  terms  of  inputs  and  identify  the  parameters  that  characterize  these  processes. 
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3.  Identify  Module  Error  Sources  —  From  the  module  output  equations,  identify  and 
describe  functions  or  parameters  that  may  contribute  to  the  error  in  the  module  output 
value. 

4.  Estimate  Module  Uncertainties  —  Compute  output  values,  uncertainties  and  associated 
degrees  of  freedom  for  each  module,  accounting  for  correlations  between  error  sources. 

5.  Estimate  Total  System  Uncertainty  -  Propagate  module  output  values  and  uncertainties  to 
determine  the  system  output,  uncertainty  and  associated  degrees  of  freedom. 

The  processes  for  developing  a  system  model  and  the  corresponding  module  output  equations 
are  presented.  Procedures  for  identifying  measurement  process  errors,  estimating  their 
uncertainties  and  accounting  for  correlations  are  also  presented  using  a  temperature  measurement 
system  for  illustration. 

6.1  Definitions 

6.1.1  Module  Error  Sources.  Sources  of  error  that  accompany  the  conversion  of  module  input  to 
module  output. 

6.1.2  Module  Input  Uncertainty.  The  uncertainty  in  a  module’s  input  expressed  as  the 
uncertainty  or  standard  deviation  in  the  output  of  the  preceding  module. 

6. 1 .3  Module  Output  Equation.  The  equation  that  expresses  the  output  from  a  module  in  terms 
of  its  input.  The  equation  is  characterized  by  parameters  that  represent  the  physical  processes 
that  participate  in  the  conversion  of  module  input  to  module  output. 

6.1.4  Module  Output  Uncertainty.  The  total  combined  uncertainty  in  the  output  of  a  given 
module  of  a  measurement  system. 

6. 1 .5  System  Module.  A  module  or  stage  of  a  system  involved  in  processing  a  measurement. 

6. 1 .6  System  Output  Uncertainty.  The  total  uncertainty  in  the  output  of  a  measurement  system. 

6.1.7  Total  Module  Uncertainty.  See  Module  Output  Uncertainty. 

6.1.8  Total  System  Uncertainty.  See  System  Output  Uncertainty. 

6.2  System  Model 

The  first  step  in  the  system  analysis  procedure  is  to  develop  a  model  that  describes  the  modules 
involved  in  processing  the  measurement  of  interest  (i.e.,  subject  parameter).  The  model  should 
include  a  diagram  depicting  the  modules  of  the  system  and  their  inputs  and  outputs  and  identify 
the  hardware  and  software  used.  The  system  diagram  can  be  a  useful  guide  for  developing  the 
equations  that  describe  the  module  outputs  in  terms  of  inputs  and  identify  the  parameters  that 
characterize  these  processes.  It  may  also  be  beneficial  to  develop  a  functional  model  that  relates 
component  errors  to  the  overall  system  error. 

For  illustrative  purposes,  we  will  evaluate  a  temperature  measurement  system  for  converting 
a  time-varying  analog  value  to  a  digital  representation.  A  number  of  specialized  disciplines  are 
involved,  so  we  will  go  into  some  detail  about  the  physical  processes.14 


A  good  discussion  of  measurement  systems  can  also  be  found  in  Computer-Based  Data  Acquisition  Systems  Design 
Techniques,  Taylor,  J.L.,  Instrument  Society  of  America,  1986. 
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The  digital  temperature  measurement  system  is  designed  to  pro  vide  the  folloing  capabilities: 


Temperature  Range: 
Bandwidth: 

Mode  of  Heat  Transfer: 
Measurement  Sensor: 


20-25  °C 

0-10  Hz  (sine  wave) 

Natural  convection  from  fluid  to  probe, 
conduction  from  probe  to  thennocouple. 
Type  K  Chromel-Alumel  Thermocouple 


The  system  diagram  should  be  detailed  enough  to  depict  key  components  or  modules,  their 
inputs  and  outputs,  and  identify  the  hardware  and  software  used.  An  example  diagram  for  the 
digital  temperature  measurement  system  is  shown  below. 


Figure  6-2.  Temperature  Measurement  System  Diagram. 

A  block  diagram  for  the  temperature  measurement  system  should  also  be  developed  to 
identify  and  label  each  module,  as  well  as  the  input  and  output  for  each  module.  Interface 
modules  are  included  to  account  for  any  gain/losses  as  the  signal  passes  from  one  system 
component  to  another. 


Figure  6-3.  Block  Diagram  for  Temperature  Measurement  System. 
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For  instance,  there  may  be  errors  introduced  due  to  signal  attenuation,  noise,  or  cross-talk  at 
the  connection  between  the  thermocouple  Reference  Junction  output  tenninals  and  the  input 
tenninals  of  the  Low  Pass  Filter.  The  Interface  1  module  has  been  inserted  between  the 
Thermocouple  and  Low  Pass  Filter  modules  to  account  for  such  errors.  Similarly,  the  Interface2 
and  Interface3  modules  have  been  added  to  account  for  errors  introduced  at  the  interfaces 
between  the  Low  Pass  Filter  and  Amplifier  modules  and  between  the  Amplifier  and  the  A/D 
Converter  modules,  respectively. 

6.3  Module  Output  Equations 

Once  a  sufficiently  detailed  block  diagram  has  been  established,  we  can  develop  the  equations 
that  relate  the  inputs  and  outputs  for  each  module.  The  basic  approach  is  to  clearly  describe  the 
physical  processes  and  identify  sources  of  error  that  can  affect  the  measured  value  along  its  path 
from  module  to  module. 


6.3.1  Thermocouple  Sensor  Module  (Mi).  In  developing  the  equation  to  compute  the  output 
value,  Y  as  a  function  of  the  input  X,  we  need  to  consider  the  relevant  variables  or  parameters 
that  need  to  be  included.  The  thermocouple  sensor  module  consists  of  the  chromel-alumel 
measuring  junction,  a  reference  junction  and  output  copper  leads,  as  shown  in  Figure  6-4. 


T 

_ *_R _ 

Figure  6-4.  Schematic  of  Thermocouple  Sensor  Module  (Mi). 
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When  two  wires  of  different  materials,  such  as  chromel  and  alurnel,  are  joined  at  one  end  and 
placed  in  a  temperature  gradient,  a  thermoelectric  voltage  is  observed  at  the  other  end.  This  is 
the  common  operating  principle  of  a  thermocouple  and  is  described  by  the  Seebeck  effect. 

Ideally,  if  the  wires  are  made  of  thermoelectrically  homogenous  material,  the  temperature  of 
the  measuring  junction  (7m)  can  be  obtained  from  the  measured  voltage  (V),  knowledge  of  the 
Seebeck  coefficients  of  the  wires,  and  knowledge  about  the  temperature  of  the  wires  at  the 
reference  junction. 

In  reality,  however,  errors  arise  from  numerous  avoidable  and  unavoidable  sources  that  are 
listed  below. 

•  Electrical  shunting 

•  Drift,  aging,  and  hysteresis 

•  Noise 

•  Calibration  or  sensitivity  errors 

•  Reference  junction  errors 

6.3. 1 . 1  Electrical  Shunting.  If  the  electrical  resistance  of  the  insulation  between  the  thermo¬ 
couple  wires  degrades  appreciably,  then  cross-conduction  can  result  in  the  formation  of  virtual 
temperature  junctions.  The  severity  of  electrical  shunting  depends  upon  the  properties  and 
thickness  of  the  insulating  material  and  the  thickness  of  the  thermocouple  wires. 

For  the  purposes  of  the  temperature  measurement  system  example,  we  will  assume  that  the 
Type  K  thermocouple  module  does  not  experience  any  errors  due  to  electrical  shunting. 

6. 3. 1.2  Drift  and  Aging.  Thennocouples  that  are  in  service  for  extended  time  periods  at  elevated 
temperatures  can  change  characteristics.  The  changes  depend  on  the  initial  purity  of  the 
thennocouple  material,  contaminants  introduced  from  the  environment,  and  temperature. 

No  general  estimate  of  the  rate  of  thennocouple  drift  can  be  stated.  However,  we  know  that 
in  some  instances,  thermocouples  have  been  found  to  be  stable  for  thousands  of  hours  of 
continuous  exposure  to  high  temperature,  while  others  under  similar  conditions  drift  appreciably 
within  a  few  hours. 

6.3.1 .3  Hysteresis.  Hysteresis  is  the  variation  in  the  thermocouple  output  voltage  for  a  specific 
temperature  input  when  temperature  is  approached  from  different  directions,  as  illustrated  below. 
When  included  as  a  performance  specification,  it  is  stated  as  the  maximum  difference  in  the 
output  voltage  for  the  same  temperature  during  a  full  range  traverse  in  each  direction. 
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OUTPUT 


Figure  6-5.  Hysteresis  Effect. 


Hysteresis  error  arises  from  residual  values  left  over  from  previous  samples.  Represent  this 
quantity  by  the  variable  Vh.  If  the  sampling  rate  is  vs,  then 

Vh=v(\-e-Xt)e-l(T-T)  (6-1) 


where  T=  1  Ns. 

The  hysteresis  error  is  the  sampled  value  of  this  residual  amount.  Thus  the  hysteresis  error  is 
given  by 

«*(0=r.(l-e-J')  (6-2) 

If  the  sample  point  t  is  unknown,  we  instead  use  the  average  error 


e„=Vh 


l-M 

Ary 


-e 


-At 


(6-3) 


The  hysteresis  uncertainty  can  be  obtained  from  the  hysteresis  error  in  the  same  way  as  the 
impulse  response  uncertainty  was  obtained.  If  the  sample  point  is  known,  then 


ah  =  AVhe 


-At  „ 


(6-4) 


whereas,  if  the  sample  point  is  unknown. 

*1  =~  fat  (*)&-£, 


T  *’0 

2 


—2 
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=  V. 


=  v; 


l-  —  (l-e-AT)+—(l-e-Ar) 
’  2Ary  ’ 
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(6-5) 
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6. 3. 1.4  Noise.  Since  the  thennocouple  leads  are  conductors,  externally  applied  electromagnetic 
fields  may  introduce  stray  ernfs  that  contaminate  the  voltage  output  due  to  the  temperature 
between  the  measuring  junction  and  reference  junction.  Such  "noise"  comprises  an  error.  Noise 
is  usually  random  in  character. 

Uncertainty  Analyzer  accounts  for  thermal  noise  and  shot  noise  in  electronic  circuits.  Provi¬ 
sion  is  also  made  for  user-estimated  noise  due  to  other  effects.  Note,  that,  since  noise  is,  in  itself 
error,  the  uncertainty  due  to  a  given  source  of  noise  is  the  square  root  of  the  variance  of  the  noise 
distribution. 

6.3. 1 .4. 1  Thermal  Noise.  The  mean  square  voltage  due  to  noise  produced  by  delivering  current 
to  a  load  with  resistance  R  is  given  by 

Kermal  =  ^JRAf  (6-6) 


where 

kB  =  Boltzmann’s  constant 
T  =  temperature  of  the  load 
R  =  resistance  of  the  load 
A f  =  bandwidth  of  the  signal 

Consequently,  the  uncertainty  due  to  thermal  noise  is 

>'«™,  =  A W  (6-7) 

6.3.1 .4.2  Shot  Noise.  Shot  noise  is  the  fluctuation  in  the  current  of  charge  carriers  passing 
through  a  surface  at  statistically  independent  times.  It  has  a  uniform  spectral  density  Vshot  given 

by 

Ko,  =  ^I0nAf  (6-8) 

where 

e  =  electron  charge 

Io  =  current  passed  through  one  or  more  pn  junctions 

n  =  number  of  junctions 

A/  =  bandwidth  of  the  signal 

The  uncertainty  due  to  shot  noise  is  given  by 

usho,  =  peI0Af  (6-9) 

6. 3. 1.4. 3  Total  Electronic  Noise.  The  uncertainty  due  to  electronic  noise  is  computed  as  the 
root-sum-square  of  Jhhermai  and  wsh0t 

Ue  =  Vienna!  +  WL  I6'10) 

6. 3. 1.4.4  Signal  to  Noise  Ratio.  The  total  voltage  due  to  electronic  noise  is  computed  as 
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V  =  Jv2  +  V 

v  e  v  v  thermal  '  v  s 


2 

shot 


(6-11) 


=  u„ 


Letting  Vsig  represent  the  rms  amplitude  of  the  signal,  the  signal  to  noise  ratio  is  computed  as 

V 

o  _  S‘S 

A  - - 

sn  y 


6.3.1 .4.5  Other  Noise.  Users  can  account  for  uncertainty  due  to  noise  from  other  sources.  This 
consists  of  a  Type  B  uncertainty  analysis  in  which  the  standard  uncertainty  is  computed  from 
error  limits  ±  L  and  a  confidence  level  c.  Provision  is  made  for  five  noise  sources. 


6. 3. 1.4. 5.1  Normal  Noise  Distribution.  If  the  confidence  level  is  less  that  100%,  Uncer- 
taintyAnalyzer  assumes  a  normal  distribution.  The  noise  contribution  of  the  zlh  Other  Noise 
source  is  given  by 


L 

TT+cThkO 

V  2  , 


(6-13) 


where 

L  =  error  limit 

c  =  confidence  level  (%) 

<b  1  =  inverse  normal  distribution  function 


6. 3. 1.4. 5. 2  Uniform  Noise  Distribution.  If  the  confidence  level  is  100%,  UncertaintyAnalyzer 
assumes  a  uniform  distribution.  The  noise  contribution  of  the  zth  Other  Noise  source  is  given  by 


u,  = 


L 

vr 


(6-14) 


6.3.1 .4.5.3  Combined  Other  Noise.  Each  Other  Noise  uncertainty  is  weighted  with  a  user- 
supplied  coefficient  a„  i  =  1,2,  ...,  5.  Accordingly,  the  total  uncertainty  due  to  Other  Noise  is 
computed  according  to 


other 


2  2 

U;  . 


1=1 


(6-15) 


6.3.1 .4.5  Total  Noise  Uncertainty.  The  total  uncertainty  due  to  noise  is  computed  in  rss: 


A 


«-2  +Ul,her- 


(6-16) 


6.3.1 .5  Calibration  or  Sensitivity  Errors.  The  relationship  of  the  temperature  of  the  measuring 
junction  ( TM )  and  the  measured  voltage  is  tabulated  in  thermocouple  calibration  tables  for 
common  thermocouple  types.  These  calibration  tables  generally  assume  a  reference  temperature 
(Tr)  equal  to  0  °C.  If  an  ice  bath  is  used  as  the  reference  junction  or  the  thermocouple  has  a 
means  of  compensating  for  a  reference  junction  temperature  other  than  0  °C,  then  the  tempera- 
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ture  of  the  measuring  junction  for  a  given  voltage  output  can  be  obtained  directly  from  these 
tables. 

However,  it  is  important  to  note  that  these  thennocouple  calibration  (or  reference)  tables 
provide  the  expected  characteristics  for  common  thermocouple  types.  Even  if  thermocouples  are 
manufactured  in  conformance  with  specified  standards,  there  is  some  difference  between  the 
actual  thennocouple  response  characteristic  (e.g.,  Seebeck  Coefficient)  and  that  given  in  the 
reference  tables.  This  difference  introduces  an  error  sensitivity  of  the  thennocouple. 

Alternatively,  if  the  thennocouple  is  individually  calibrated,  enors  arise  from  the  fitting  a 
calibration  curve  to  a  fixed  set  of  test  points  and  from  the  accuracy  of  the  comparison  thermome- 
ter.  For  this  analysis  example,  we  will  assume  that  the  Type  K  thermocouple  has  been 
manufactured  according  to  standard  specifications  and  has  not  been  individually  calibrated. 

6.3.1 .6  Reference  Junction  Error.  It  is  important  to  remember  that  the  voltage  output  of  a 
thennocouple  depends  on  the  magnitude  of  the  temperature  difference  between  the  measuring 
junction  and  the  reference  junction.  The  larger  the  temperature  difference,  the  larger  the  voltage 
output.  If  the  reference  junction  temperature  is  allowed  to  warm  up  above  0  °C,  while  the 
measuring  junction  temperature  is  held  at  a  given  temperature,  the  voltage  output  of  the 
thennocouple  will  decrease.  For  this  analysis  example,  we  will  assume  that  an  ice  bath  has  been 
used  to  achieve  a  reference  junction  temperature  of  0  °C. 

Based  on  our  above  assessment  of  the  thermocouple  sensor  module  error  sources  and  assum¬ 
ing  that  hysteresis  and  drift  can  be  expressed  as  fractions  of  the  input  temperature,  X,  the  output 
equation  for  the  thermocouple  module  Mi  can  be  expressed  as 

Yi  =(Pi  i  +  Pu)(l  +  Pn)(X  +  Pu)  +  Pu 


where 


Table  6-1.  Parameters  Used  in  Thermocouple  Module  Output  Equation 

Parameter 

Name 

Parameter  Description 

Nominal 

Value 

Error  Limits 

X 

Input  value  (i.e.,  Subject  Parameter) 

22.0  °C 

Pu 

Sensitivity  (i.e.,  Seebeck  Coefficient) 

40.4055  |iV/°C 

±0.0925  |iV/°C 

Pu 

Thermocouple  hysteresis 

0|iV 

±0  pV 

Pu 

Thermocouple  drift 

0|iV 

±0  pV 

Pu 

Noise 

0|iV 

±0  pV 

Pu 

Reference  junction  deviation  from  0  °C 

0  °c 

±0.27  0  °C 
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The  output  equation  for  a  selected  module  is  entered  into  the  Module  Output  Equation  field 
of  Uncertainty  Analyzer’s  System  Model  Screen.  Module  output  equations  are  entered  in  VB 
Script  format,  which  is  a  simplified  form  of  VBA  (Visual  Basic  for  Applications).  The  module 
output  equation  can  contain  numbers,  constants,  variables,  functions,  and  mathematical 
operators. 

The  system  input,  X,  is  the  subject  parameter  of  interest  that  we  are  measuring.  In  this  case, 
we  are  measuring  temperature.  In  Uncertainty  Analyzer,  the  subject  parameter  is  defined  by 
entering  descriptive  infonnation  and  other  specifications  (as  appropriate)  into  the  Subject 
Parameter  Bias  Uncertainty  Worksheet. 

6.3.2  Interface  1  Module  (Mi).  The  potential  difference  at  the  Thermocouple  reference  junction 
output  terminals  is  transmitted  through  copper  conductors  and  applied  across  the  input  terminals 
of  a  Lowpass  Filter.  The  conductors  and  the  filter  terminals  comprise  an  interface  between  the 
Reference  Junction  and  the  Data  Acquisition  System,  as  shown  in  Figure  6-6. 


Figure  6-6.  Schematic  of  Thermocouple  -  Lowpass  Filter  Interface. 

The  sources  of  error  are 

•  Interface  Loss 

•  Crosstalk 

•  Noise 

6.3.2. 1  Interface  Loss.  The  voltage  applied  across  the  terminals  of  the  Lowpass  Filter  suffers  a 
drop  due  to  the  resistance  of  the  connecting  leads  from  the  Reference  Junction  and  of  the 
Lowpass  Filter  contacts. 

6. 3. 2. 2  Crosstalk.  Leakage  currents  between  input  filter  tenninals  may  alter  the  potential 
difference  across  the  terminals. 

6. 3. 2. 3  Noise.  Electromagnetic  noise  is  a  factor  for  the  connecting  leads,  while  both  the 
connecting  leads  and  the  Lowpass  Filter  terminals  are  subject  to  thermal  noise. 
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The  output  equation  for  the  Interface  1  module  M2  is 

Y2  =(1  +  Pll)(l  +  P2l)Yl  +P23 

where 


Table  6-2.  Parameters  Used  in  Interfacel  Module  Output  Equation 

Parameter 

Name 

Parameter  Description 

Nominal 

Value 

Error  Limits 

Yi 

Output  from  module  Mi 

P21 

Interface  loss 

OpV 

±0  pV 

P22 

Crosstalk 

OpV 

±0  pV 

P23 

Noise 

OpV 

±0  pV 

6.3.3  Lowpass  Filter  Module  (Mfi.  The  potential  difference  that  survives  the  Reference 
Junction  -  Filter  interface  is  altered  by  the  filter  itself.  The  filter  attenuates  noise  that  may  be 
present  and  provides  a  "cleaned  up"  potential  difference  to  the  system's  amplifier.  However, 
some  noise  gets  through.  Also,  the  filter  attenuates  the  signal  somewhat  and  itself  generates  a 
small  noise  component. 


Figure  6-7,  Amplitude  as  a  Function  of  Frequency  for  a  Typical  Filter. 


The  sources  of  error  are 

•  Signal  Attenuation 

•  Noise 

•  Nonlinearity 

6.3.3. 1  Signal  Attenuation.  Although  the  filter  is  intended  to  attenuate  unwanted  noise,  some 
signal  attenuation  also  occurs. 
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6. 3. 3. 2  Noise.  Not  all  the  input  noise  will  be  filtered  out.  The  noise  that  remains  will  be 
attenuated  by  an  amount  that  depends  on  the  roll-off  characteristics  of  the  filter.  These 
characteristics  are  usually  assumed  to  be  linear  and  are  expressed  in  terms  of  dB  per  octave. 
Thermal  noise  is  also  generated  within  the  filter  itself. 


6. 3. 3. 3  Nonlinearity.  The  response  of  a  filter  over  the  range  from  its  cutoff  frequency,/-,  to  its 
tenninating  frequency,/;,  is  usually  considered  to  be  fairly  linear.  Departures  from  this  assumed 
linearity  constitute  errors. 

The  output  equation  for  the  lowpass  filter  module  M3  is 


(l  +  p3l)Y2  +  p32  ,f<fc 

(1  +  pv)Y2  +  Pn  {]  +  P^Y°-  (/ - p33)  +  p32  ,/</</„ 

Pm  Pm 

Pm  ’  /  ~  f n 


where 


Table  6-3.  Parameters  Used  In  Low  Pass  Filter  Module  Output  Equation 

Parameter 

Name 

Parameter  Description 

Nominal 

Value 

Error  Limits 

y2 

Output  from  module  M2 

Pn 

Signal  attenuation 

OpV 

±0.002  |iV 

P32 

Noise 

0|iV 

±0  pV 

P33 

Cut-off  frequency,/! 

100  Hz 

±0  Hz 

P34 

Maximum  frequency  output,/, 

N/A 

±0  Hz 

Because  of  the  high  cutoff  frequency,  only  the  upper  equation  for  Y3  applies. 

6.3.4  Interface2  Module  (Mfi.  The  potential  difference  output  by  the  Lowpass  Filter  is  fed  to 
the  Amplifier  across  an  interface  comprised  of  the  leads  from  the  Lowpass  Filter  and  the  input 
tenninals  of  the  Amplifier.  The  sources  of  error  are 

•  Interface  Loss 

•  Crosstalk 

•  Noise 

6.3.4. 1  Interface  Loss.  The  voltage  at  the  Amplifier  terminals  suffers  a  drop  due  to  the 
resistance  of  the  connecting  leads  from  the  Lowpass  Filter  and  of  the  input  terminal  contacts. 

6. 3. 4. 2  Crosstalk.  Leakage  currents  between  input  Amplifier  terminals  may  cause  a  decrease  in 
the  potential  difference  across  the  tenninals. 

6. 3. 4. 3  Noise.  Electromagnetic  noise  is  a  factor  for  the  connecting  leads,  while  both  the 
connecting  leads  and  the  Amplifier  terminals  are  subject  to  thennal  noise. 


6-12 


Uncertainty  Analysis  Principles  and  Methods  RCC  Document  122-07,  September  2007 


The  output  equation  for  the  Interface2  module  M4  is 

Y4  =(1  +  p41)(l-  p42)Y3+  Pm 

where 


Table  6-4.  Parameters  Used  in  Interface2  Module  Output  Equation 

Parameter 

Name 

Parameter  Description 

Nominal 

Value 

Error  Limits 

y3 

Output  from  module  M3 

P41 

Interface  loss 

0|iV 

±0  |iV 

P42 

Crosstalk 

OpV 

±0  |iV 

P43 

Noise 

0|iV 

±0  |iV 

6.3.5  Amplifier  Module  (Ms).  The  Amplifier  increases  the  potential  difference  (and  any 
noise  received  from  the  Lowpass  Filter)  and  outputs  the  result  to  an  A/D  Converter 
(Figure  6-8). 


Figure  6-8.  Amplifier  Errors. 

Several  sources  of  error  are  present.  Hysteresis  causes  an  output  time  lag,  common-mode 
voltage  raises  the  zero  reference,  normal  mode  voltage  stretches  the  wavefonn,  while  filtering 
compresses  it.  Riding  on  top  is  superimposed  noise.  Key  error  sources  include: 

•  Gain 

•  Gain  Instability 

•  Normal  Mode  Range 

•  Offset 

•  Nonlinearity 

•  Common  Mode  Rejection  Ratio 

•  Noise 
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6.3.5. 1  Gain.  Amplifier  gain  is  the  ratio  of  the  output  signal  voltage  to  the  input  signal  voltage. 
Gain  errors  are  those  that  lead  to  a  uniform  shift  in  expected  Amplifier  output  vs.  actual  output. 
Gain  errors  are  composed  of  inherent  (systematic)  errors  and  temperature  induced  (random  and 
systematic)  errors. 

6. 3. 5. 2  Gain  Instability.  If  the  Amplifier  voltage  gain  is  represented  by  Gv,  its  input  resistance 
by  R  and  its  feedback  resistance  by  R',  then  oscillations  are  possible  when 

RGV 

- —  =  n. 

R  +  R' 

These  oscillations  appear  as  an  instability  in  the  amplifier  gain. 

6. 3. 5. 3  Normal  Mode  Voltage.  Normal  mode  voltages  are  differences  in  zero  potential  that 
occur  when  Amplifier  input  (signal)  lines  are  not  balanced.  Normal  mode  voltages  are 
essentially  random  in  character. 

6. 3. 5.4  Offset.  Offset  voltages  and  currents  are  applied  to  the  Amplifier  input  terminals  to 
compensate  for  systematically  unbalanced  input  stages.  The  various  parameters  involved  in 
offset  compensation  are  the  following: 

6. 3. 5. 4.1  Input  Bias  Current.  A  current  supplied  to  compensate  for  unequal  bias  currents  in 
input  stages.  Equal  to  one-half  the  sum  of  the  currents  entering  the  separate  input  terminals. 

6. 3. 5. 4.2  Input  Offset  Current.  The  difference  between  the  separate  currents  entering  the  input 
tenninals. 

6. 3. 5. 4. 3  Input  Offset  Current  Drift.  The  ratio  of  the  change  of  input  offset  current  to  a  change 
in  temperature. 

6. 3. 5. 4.4  Input  Offset  Voltage.  The  voltage  applied  to  achieve  a  zero  Amplifier  output  when  the 
input  signal  is  zero. 

6. 3. 5.4. 5  Input  Offset  Voltage  Drift.  The  ratio  of  the  change  of  input  offset  voltage  to  a  change 
in  temperature. 

6. 3. 5. 4. 6  Output  Offset  Voltage.  The  voltage  across  the  Amplifier  output  terminals  when  the 
input  terminals  are  grounded. 

6. 3. 5. 4. 7  Power  Supply  Rejection  Ratio  (PSRR).  The  ratio  of  the  change  in  input  offset  voltage 
to  the  corresponding  change  in  a  given  power  supply  voltage,  with  all  other  power  supply 
voltages  held  fixed. 

6. 3. 5. 4. 8  Slew  Rate.  The  maximum  time  rate  of  change  of  the  Amplifier  output  voltage  under 
large-signal  (usually  square  wave)  conditions.  Slew  rate  usually  applies  to  the  slower  of  the 
leading  edge  and  trailing  edge  responses. 

6. 3. 5. 5  Nonlinearity.  As  with  other  components,  actual  Amplifier  response  may  depart  from  the 
assumed  output  versus  input  curve.  Nonlinearity  error  consists  of  the  disagreement  between  the 
characteristic  signature  of  an  amplifier's  response  and  its  expected  characteristic. 

6. 3. 5. 6  Common  Mode  Rejection  Ratio.  CMRR  is  the  ratio  of  the  amplifier  signal  voltage  gain 
to  the  common  mode  voltage  gain.  CMRR  is  often  used  in  estimating  errors  in  amplifier  output. 
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6. 3. 5. 7  Noise.  Noise  generated  within  the  Amplifier  that  enters  the  signal  path  causes  errors  in 
the  output  signal. 

The  output  equation  Amplifier  module  Ms  is 

^5  =  (Psi  +  P  52  +  P5s)(r4  +  P  53  +  Ps5  +P56)  +  P  57 

where 


Table  6-5.  Parameters  Used  in  Amplifier  Module  Output  Equation 

Parameter 

Name 

Parameter  Description 

Nominal 

Value 

Error  Limits 

y4 

Output  from  module  M4 

Psi 

Amplifier  Gain 

10 

+  1  %  of  Gain 

P52 

Gain  Instability 

OpV 

±  0.05%  of  Gain 

P53 

Normal  Mode  Voltage 

OpV 

±0pV 

P54 

Offset 

OpV 

±  1.2  pV 

P55 

Nonlinearity 

OpV 

±0.1%  of  Gain 

P56 

Common  Mode  Reject  Ratio 

OpV 

±  0.002%  of  common  mode  input 

PS7 

Noise 

OpV 

±  2.5  pV 

6.3.6  Interface3  Module  (M6).  The  amplified  potential  difference  is  applied  across  the  A/D 
Converter  input  tenninals.  The  interface  between  the  Amplifier  and  the  A/D  Converter  is  prone 
to  the  following  error  sources: 

•  Interface  Loss 

•  Crosstalk 

•  Noise 

6.3.6. 1  Interface  Loss.  The  voltage  at  the  A/D  Converter  terminals  suffers  a  drop  due  to  the 
resistance  of  the  connecting  leads  from  the  Amplifier. 

6. 3. 6. 2  Crosstalk.  Leakage  between  input  A/D  Converter  may  cause  a  decrease  in  the  potential 
difference  across  the  terminals. 

6. 3. 6. 3  Noise.  Electromagnetic  noise  is  a  factor  for  the  connecting  leads,  while  both  the 
connecting  leads  and  the  A/D  Converter  terminals  are  subject  to  thermal  noise. 

The  output  equation  for  the  Interface3  module  M6  is 

Y6  =(l  +  Al)(1  +  /?62)75+/?63 


Where 
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Table  6-6.  Parameters  Used  in  Interface3  Module  Output  Equation 

Parameter 

Name 

Parameter  Description 

Nominal 

Value 

Error  Limits 

y5 

Output  from  module  M5 

Pei 

Interface  loss 

-0.01 

+  0.0002 

P  62 

Crosstalk 

0|1V 

±0  pV 

P63 

Noise 

0|1V 

±0  pV 

6.3.7  A/D  Converter  Module  (IVb).  In  digitizing  the  analog  signal,  signal  values  are  sampled  as 
potential  differences  applied  across  a  network  of  analog  components.  The  network  outputs  a 
coded  pulse  consisting  of  ones  and  zeros.  The  location  of  these  ones  and  zeros  is  a  function  of 
the  input  signal  level  and  the  response  of  the  network  to  this  signal  level. 

The  errors  in  the  digitizing  process  constitute  a  discrepancy  between  the  waveform  emerging 
from  D/A  conversion  and  the  original  input  waveform  (prior  to  A/D  conversion).  The  sources  of 
error  are 

•  Sampling  Rate  Error 

•  Aperture  Time  Error 

•  Impulse  Response  Error 

•  Aliasing  Error 

•  Digital  Filtering  Error 

•  Gain  Error 

•  Noise 

•  Quantization  Error 

6.3.7. 1  Sampling  Rate  Error.  When  a  signal  is  sampled  for  digital  data  processing,  it  is 
represented  by  a  set  of  discrete  points.  Later  in  the  processing  chain,  these  points  need  to  be 
reconstituted  into  a  signal  again.  When  this  is  done,  the  reconstituted  signal  differs  from  the 
input  signal  by  some  amount. 

What  is  done  in  the  reconstitution  process  can  be  roughly  described  as  an  electronic  or 
mathematical  "connect  the  dots"  procedure,  as  shown  in  Figure  6-9. 
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Low-tech  D/A  converters  reconstitute  the  signal  using  a  set  of  straight  lines  from  sampled 
point  to  sampled  point.  High-end  D/A  converters  reconstitute  the  signal  using  involved 
mathematical  operations  utilizing  sophisticated  curve  fitting  and  outlier  detection  techniques. 

Uncertainty  Analyzer  provides  for  both  ends  of  the  spectrum  with  a  "Linear"  curve  lit  model 
and  a  "Quadratic  Spline"  curve  fit  model.  The  latter  employs  a  second  degree  curve  fit,  but 
improves  on  this  by  effectively  doubling  the  sampling  rate.  The  result  is  something  that  is  more 
or  less  representative  of  high  end  D/A  conversion. 

For  example,  let  us  consider  a  signal  represented  by  f(t)  that  is  digitized  at  discrete  intervals 
A t.  The  signal  is  later  reconstructed  into  an  approximation  f (/) .  The  signal  / (?)  is  composed 
of  M  components,  each  represented  by  a  sine  wave  with  angular  frequency  com  and  relative 
phase  (pm . 


M 

/«>=2>„  sin  (co J +  (/>„) 

m= 0 


(6-17) 


The  sampling  rate  variance  consists  of  the  root  mean  square  of  ( t )  over  a  complete 

wave  form. 


where 


1 

2  n 


U  2  n 

E  I 

m=  0  o 


*  ni\ 
^  (/2-l)A 


(6-18) 


(6-19) 
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6.3.7. 1 . 1  Linear  Model.  The  linear  model  is  given  by 

~  ....  /(Af)-/(0) 

/(0  =  /(  Q)+  7  -t 


A 


where 


M 

/( 0)  =  £flffl  sin  (j)m. 


m= 0 


and 


M 

/(A?)  =  JX  sin(ry„,Ar  +  <pm). 


m= 0 


The  sample  rate  variance  for  the  linear  model  is 


2 


cr 


m= 0 


where 


and 


1-COSfi?,,/ 
(cosfeimA/  )2 


_j_ 

2' 


6. 3. 7. 1.2  Quadratic  Spline  Model.  The  quadratic  spline  model  is  given  by 

/(0  =  /(0)+V  + V2 

where  / (0)  is  given  above  and 

0=^-[4/(AO2)-/(A0-3/(0)], 

At 

and 

h2=-J-[/(AO-2/(At/2)  +  /(0).] 

At 

The  sampling  rate  variance  for  the  quadratic  model  is  also  given  by 

m= 0 


(6-20) 

(6-21) 

(6-22) 

(6-23) 

(6-24) 

(6-25) 

(6-26) 

(6-27) 

(6-28) 

(6-29) 

(6-30) 
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where 


(6-31) 


and 


+  c 


m,  1 


4  c 


m,  1/2 


co, .At 


2  _ 


\ 


J 


(6-32) 


(6-33) 


The  coefficients  in  equations  (6-32)  and  (6-33)  are 

cmX  =  cos(mAt), 
4, 1/2  =cos(r»At/2), 
4,i  =  sin(niAt), 
4,i/2  =  sin(<aAf/2) 


6. 3. 7. 2  Aperture  Time  Error.  A  finite  amount  of  time  5t  is  required  to  sample  the  signal  voltage 
V  as  shown  in  Figure  6-10.  During  this  time,  the  signal  value  changes  by  an  amount  6  V. 

For  a  signal  comprised  of  N+ 1  components  of  frequency  coa  and  phase  qp/t,  the  average  error 
in  5  V  is  given  by 

ST  =  Sin  {cokt  +  %),  (6-34) 

A=0 

and 

N 

\SV\  =  V  a,(ok8t.  (6-35) 

I  Imax  (  4  k  k 
k=0 
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Figure  6-10.  Aperture  Time  Error. 

At  this  point,  it  is  worth  remembering  that,  in  the  measurement  system,  the  sampled  data  will 
be  quantized  in  binary  code.  As  we  will  see  later,  these  errors  are  on  the  order  of 

(5V)  quantization  =  ±^AT’  (6‘36) 

where  n  is  the  number  of  quantizing  bits  and  A  is  the  dynamic  range  of  the  quantizing  apparatus. 

If  the  quantization  error  is  larger  than  the  maximum  aperture  error,  then  the  aperture  error 
can  be  ignored.  For  example,  for  the  composite  sine  wave  signal  considered  here,  aperture  error 
can  be  ignored  if 

u  a  A 

.  or  a<  . - . 

k=0 


6. 3. 7. 3  Impulse  Response  Error.  In  sampling  a  signal,  the  sampling  sensor  must  be  able  to 
respond  to  and  recover  from  signal  changes.  If  the  rise  times  and  recovery  times  of  the  sampling 
sensor  are  not  negligible  in  comparison  with  the  sampling  aperture  time,  then  impulse  response 
errors  occur. 

For  example,  imagine  that  a  signal  is  sampled  in  time  increments  of  T  over  a  sampling 
aperture  of  duration  x,  as  shown  in  Figure  6-11. 
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Figure  6-11.  Impulse  Error. 

Assume  that  the  response  of  the  sensor  r(t)  to  a  signal  value  V  =  asvnicat  +  <p)  is  governed  by 
the  equation: 


^  =  A(V-r\ 
dt  V  ' 


(6-37) 


We  rewrite  this  equation  in  the  following  fonn  to  facilitate  solution: 

dr 

- \-  Ar  =  AV. 

dt 

In  the  region  0  <  t  <  x,  the  homogeneous  solution  to  equation  (1)  is 


and  the  particular  solution  is 


r,X t)  =  r0e~  , 


r  At)  =  bsin(cot  +  cp)  +  ccos(<ut  +  (p ). 


Substituting  r{t)  =  rh(t)  +  r At)  in  equation  (6-37)  gives 

(cob  +  Ac)  cos  (cot  +  <p)  +  (Ab  -  coc)  sin  (cot  +  cp)  =  Aa  sin  (cot  +  cp) 

so  that 

cob  +  Ac  =  0 
Ab-  coc  =  Aa 
and 

,  1 

b  = - ira 

1  +  q2 

c  = - — Ta, 

1  +  q2 

q  =  co!  A. 


where 


(6-38) 


(6-39) 

(6-40) 

(6-41) 
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Since  the  value  of  (p  will  be  an  undetermined  variable,  we  can  set  r(0)  =  0  without  loss  of 
generality.  This  gives 


and 


1  +  q 


(sin  #>-<7  cos#?), 


(6-42) 


r(r)  = - ^-[sin(<x>r  +  #?)-<7COs(<yf  +  #?)-(sin#?-<7COS#?)e  L  ]. 

\  +  q~ 


In  the  r  <  t  <  T  region,  equation  (6-37)  becomes 


dr 

- 1-  Ar  =  0, 

dt 


with  the  solution 


r(t)  =  r{  x)e  ,M  T\ 

where  r(x)  is  taken  from  equation  (6-43). 

In  the  T  <t  <T  +  r  region,  the  equation  is  again 

dt 


The  homogeneous  and  particular  solutions  are,  respectively, 


rh(t)  =  r0e 


A(r-T) 


r  (t )  =  bsin(cot  +  <p)  +  ccos(cot  +  cp). 
Substituting  in  equation  (6-46)  gives 


r(t)  =  r0e  M'  T)  H - C-^[sin(cot  +  (p)  -  q cos(cot  +  #?)]. 

1  +  q 

The  initial  condition  is  r(T)  =  r(r)e"A{7  t]  so  that 


r(j)e  M'  T)  =r0- \ — ^-^[sin (coT  +  cp) - q cos{a>T  +  #?)] 

1  +  q 


(6-43) 

(6-44) 

(6-45) 

(6-46) 

(6-47) 

(6-48) 

(6-49) 

(6-50) 


and 

r0  =  r(T)e~Ml-T) - ^-[sin (coT  +  cp)  -  q cos(a>T  +  <p)\.  (6-51) 

1  +  q 

Substituting  from  equation  (6-42)  for  r(x)  in  equation  (6-51)  and  plugging  the  result  into 
equation  (6-49)  gives  for  t  -  T  +  r 
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r(T  +  r)  = 


— — r  [sin(<x>r  +  cp)  -  q  cos(<x>r  +  cp)  -  (sin  (p-q  cos  cp)e  Xz  1 
1  +  ci  J 

[sin(<z>r  +  cp)  -  q  cos(a>T  +  (p)\ 


-A(T-r) 


r 

a 


1  +  q 


(6-52) 


sin[<z)(r  +  r)  +  <p\  -  q  cos[<z>(T  +  r)  +  cp§ 


1  +  q" 

The  difference  between  the  input  signal  and  the  response  at  the  point  t  =  T  +  r  is  the  impulse 
response  error: 

=  r(T  +  z)  -  V(T  +  r).  (6-53) 

Since  the  phase  cp  is  indeterminate,  the  impulse  response  variance  is  given  by 

1  r2w 

In 


cl.  =  ■ 


-J  {r(T  +  r)-osin[(y(r  +  t)  + (p1^  d(p 


1  r2* 

2  n  ■'° 


r2{T  +  r)d(p - r(T  +  r)sin[n>(r  +  z)  +  (p\d(p  + 

JO  JJ-  Jo 


(6-54) 


Substituting  equation  (6-52)  into  this  expression  gives 

„2  r 


a2  =  — <  1  - 
2  1 


l^[l 


_  e _  e-22r  _  e-2HT+r) 


1 


(6-55) 


In  general,  this  expression  can  be  written 


c1  =\Vl  - 

ir  I  rms 


1  k  2  \ 

2  m=o  1  +  (Jm  j 


-2  At  -2  XT  -2A(T+t) 

—  6  —  €  —  C 


] 


(6-56) 


This  fonn  pennits  the  evaluation  of  impulse  response  error  for  signals  composed  of  multiple  sine 
wave  components: 

k 

r  =  £am  sinK/  +  ^») 

m= 0 


so  that 


^  m= 0 

The  parameter  X  is  obtained  from  the  time  it  takes  the  sensor’s  response  to  reach  Me  of  the  input 
signal: 

r(TUe)  =  Me~Xr'n 
=  Ve~l 
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and 


6. 3. 7. 4  Aliasing  Error.  When  two  or  more  frequencies  are  sampled  that  are  integral  multiples  of 
one  another,  these  frequencies  cannot  be  distinguished  from  one  another.  Aliasing  error  is 
avoided  by  setting  the  sampling  rate  higher  than  twice  the  frequency  of  the  highest  frequency 
component  of  the  sampled  signal  and  by  employing  low-pass  filters  in  the  input  of  the  A/D 
converter. 

6. 3. 7. 5  Digital  Filtering  Error.  Following  A/D  conversion,  because  of  thermal  noise  in  the  filter 
and  other  factors,  there  is  still  a  chance  that  undesirable  high  frequency  contributions  will  be 
present.  These  contributions  are  ordinarily  removed  by  lowpass  digital  filters. 

Digital  filtering  of  unwanted  high  frequencies  is  done  by  simply  averaging  the  digitally 
encoded  information  over  a  set  of  sampled  pulses.  For  example,  suppose  that  the  sampling 
frequency  were  double  the  highest  usable  frequency. 

Since  the  sampling  rate  is  twice  the  highest  usable  frequency,  changes  in  amplitude  that 
transpire  between  successive  coded  pulses  are  those  that  represent  unwanted  frequencies.  By 
averaging  the  amplitudes  of  successive  coded  pulses  or  bitstreams,  these  frequencies  are 
eliminated. 

Unfortunately,  the  elimination  of  unwanted  frequencies  by  digital  filtering  is  not  a  free  ride. 
The  process  introduces  some  error.  Fortunately,  for  the  frequencies  involved  in  the  present 
example,  these  errors  are  negligible  and  will  not  be  covered  here.  For  cases  where  these  errors 
are  significant,  the  reader  is  encouraged  to  survey  the  literature  on  digital  filters. 

6. 3. 7. 6  Gain  Error.  One  type  of  A/D  Converter  employs  a  ladder  network  of  resistors.  The 
configuration  of  the  network  is  such  that  different  signal  levels  cause  different  discrete 
responses.  A  major  factor  affecting  the  accuracy  of  these  responses  is  the  error  in  the  value  of 
the  resistors  in  the  network.  This  is  because  the  voltage  drop  (negative  gain)  across  each 
component  resistor  is  a  function  of  the  signal  level  and  the  component's  DC  resistance. 

6.3.1. 1  Noise.  As  expected,  stray  voltages  are  sensed  along  with  the  signal  voltage  and 
contribute  to  the  voltage  level  applied  to  the  network.  In  addition,  thermal  fluctuations  in 
components  cause  fluctuations  in  voltage  drops. 

6. 3. 7. 8  Quantization  Error.  The  potential  drop  (or  lack  of  a  potential  drop)  sensed  across  each 
element  of  the  A/D  Converter  sensing  network  produces  either  a  “1”  or  “0”  to  the  converter. 

This  response  constitutes  a  "bit"  in  the  binary  code  that  represents  the  sampled  value.  The 
position  of  the  bit  in  the  code  is  determined  by  which  network  element  originated  it. 

Even  if  no  errors  were  present  in  sampling  and  sensing  the  input  signal,  errors  would  still  be 
introduced  by  the  discrete  nature  of  the  encoding  process.  Suppose,  for  example, 
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that  the  full  scale  signal  level  (dynamic  range)  of  the  A/D  Converter  is  A  volts.  If  n  bits  are  used 
in  the  encoding  process,  then  a  voltage  V  can  be  resolved  into  2n  discrete  steps,  each  of  size  At. 2n. 
The  error  in  the  voltage  V  is  thus 

ev=V-m (6-57) 


where  m  is  some  integer  detennined  by  the  sensing  function  of  the  D/A  Converter. 

The  uncertainty  associated  with  each  step  is  one-half  the  value  of  the  magnitude  of  the  step. 
Consequently,  the  uncertainty  inherent  in  quantizing  a  voltage  V  is  (l/2)(d/2n),  or  A/2n+1.  This  is 
embodied  in  the  expression 


V  =  V  +  A 

quantized  sensed  r\n+ 1  * 


(6-58) 


With  Uncertainty  Analyzer,  the  uncertainties  due  to  sampling  and  other  A/D  conversion  error 
sources  are  handled  by  the  Digital  Sampling  Uncertainty  Worksheet.  If  this  worksheet  is  used, 
then  the  output  equation  for  the  D/A  Converter  module  is  simply 

y7=y6+ds7 


where 


Table  6-7,  Parameters  Used  in  Interface3  Module  Output  Equation 

Parameter 

Name 

Parameter  Description 

Nominal 

Value 

Error  Limits 

y6 

Output  from  module  M6 

ds7 

Data  Sampling  Error 

5.59724  pV 

The  uncertainty  due  to  data  sampling  error  was  computed  using  Uncertainty  Analyzer’s  Digital 
Sampling  Uncertainty  Worksheet  by  entering  the  following  information: 


Input  Signal  Frequency: 

Input  Signal  Amplitude: 
Sampling  Rate: 

Sampling  Full  Scale: 
Quantization  Significant  Bits: 
Aperture  Time: 

Sensor  Response  Time  Constant: 
Signal  Bandwidth: 

Operating  Temperature: 

Sensor  Output  Resistance: 

Sensor  RMS  Current: 

Number  of  Sensor  p-n  Junctions: 
Sensor  Error  Limits: 


10  Hz 

(Computed  by  Uncertainty  Analyzer) 
200  Hz 
5  mV 
16 

20  psec 
2.0  psec 
10  Hz 
100  °C 
100  kohm 
0.5  inA 
1 

0.05%  of  input  signal  (99%  confidence) 


6.3.8  Data  Processor  Module  (Ms).  The  quantized  (digital)  output  from  the  A/D  Converter  is 
input  to  a  Data  Processor.  Since  the  output  is  digital,  the  interface  between  the  A/D  Converter 
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and  the  Data  Processor  will  be  assumed  to  not  constitute  an  error  source.  The  Data  Processor 
converts  binary  coded  numbers  to  values,  performs  D/A  curve  fitting  and  applies  any  correction 
factors  that  may  be  appropriate.  The  sources  of  error  are 

•  Correction  Factor  Error 

•  Data  Reduction  Error 

•  Decoding  Error 

•  Computation  Error 

6.3.8. 1  Correction  Factor  Error.  The  correction  factor  applied  to  the  digitally  encoded  voltage 
difference  attempts  to  correct  for  losses  that  occur  between  the  Reference  Junction  and  the  Data 
Processor.  Uncertainties  in  estimating  these  losses  may  lead  to  errors  in  the  correction  factors. 

6. 3. 8. 2  Data  Reduction  Error.  In  converting  the  corrected  value  for  the  voltage  difference  into  a 
temperature  difference,  the  Data  Processor  attempts  to  solve  the  equation 

A V  =  (a,  -bJAT  +  (a2  -b2)(AT)2  +  (a3  -b,)(ATf  +  ■■■ 


In  arriving  at  the  solution,  the  series  is  truncated  at  some  polynomial  order.  This  truncation 
leads  to  a  discrepancy  between  the  solved-for  temperature  difference  and  the  actual  temperature 
difference. 

For  instance,  suppose  that  the  series  is  truncated  to  second  order.  Then  the  Data  Processor 
solution  for  the  temperature  difference  becomes 


AT  =  — 


ax  -  bx  A 

+  1 

fl 

/  at  -  bt 

2 

,VC~V A 

ya2  ~b2  j 

4 

y  a2  ~  ^2  J 

~r 

a2-b2 

+  03, 


where  the  quantities  V*  and  V*A  are  corrected  values  for  Vc  and  V A  ,  and  0(3)  represents  the 
error  due  to  neglecting  third  order  and  higher  terms. 

For  the  present  example,  data  reduction  error  will  be  assumed  to  be  nearly  zero  and  will  be 
ignored. 

6. 3. 8. 3  Decoding  Error.  The  output  of  the  Data  Processor  is  a  corrected  result  that  is  displayed 
as  a  decimal  number.  The  following  error  sources  are  relevant  in  developing  and  displaying  this 
number: 

Suppose  that  the  digital  "resolution"  of  the  binary  encoded  signal  is  A/2n.  Suppose  further 
that  the  full-scale  value  Data  Processor  readout  is  S  and  that  m  digits  are  displayed.  Then  the 
resolution  of  the  decimal  display  of  the  Data  Processor  is  5710m.  Another  way  of  saying  this  is 
that  the  input  to  the  Data  Processor  is  a  multiple  of  steps  of  size 


while  the  decimal  encoded  display  is  presented  in  steps  of  size 


What  this  means  is  that  a  binary  encoding  of  a  voltage  V  into  a  representation 
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V'=2xhb 

will  be  translated  into  a  decimal  representation 

V"=  I0rhd 


where  x  and  y  are  integers. 

The  quantization  error  that  results  from  expressing  an  analog  value  first  as  a  binary  coded 
value  and  second  as  a  decimal  coded  value  is  the  sum  of  these  two  errors: 

Quantization  Error  =  ±  ^hb+hd>>  =  ± A_  +  — 

2  2 11+1  10“ 


6. 3. 8. 4  Computation  Error.  Converting  from  a  digital  representation  of  an  input  signal  to  an 
analog  (or  at  least  decimal)  representation  involves  a  substantial  amount  of  numerical  computa¬ 
tion.  Each  time  a  computation  is  made,  some  round  off  error  is  introduced.  These  errors 
accumulate  through  the  computing  process. 

The  computation  error  uncertainty  was  computed  using  Uncertainty  Analyzer’s  Computation 
Error  Uncertainty  Worksheet  by  entering  the  following  information: 


Error  Source  Computed  or  Approx. 
Description  Measured  Value  No.  Calcs 

Curve  Fit  8800  2000 

Fine  Tuning  25  100 


Decimal 

Digits 

8 

8 


Source 

Coefficient 

1.0 

1.0 


The  output  equation  for  the  data  processor  module  M8  is 

^8  —  ^7  P&2  CEg 


where 


Table  6-8.  Parameters  Used  in  Data  Processor  Module  Output  Equation 

Parameter 

Name 

Parameter  Description 

Nominal 

Value 

Error  Limits 

Yy 

Output  from  module  M7 

Psi 

Voltage  to  temperature  conversion  factor 

0.0245  °C/|iV 

+  0.0012  °C/pV 

PS2 

Decoding  Error 

0°C 

+  0.10°C 

PS3 

Correction  factor 

0.101  °C 

+  0.000002  °C 

CE 8 

Computation  Error 

1.323E-7  °C 

6.4  Module  Uncertainties 

The  next  step  in  the  system  uncertainty  analysis  procedure  is  to  input  information  about  the 
parameters  for  each  module  and  to  estimate  the  uncertainties  in  the  errors  in  these  parameters. 
This  can  be  done  by  entering  the  requisite  data  for  each  parameter  directly  into  the  Module 
Parameters  table  in  the  Module  Analysis  Screen  or  using  the  associated  Error  Source  Work¬ 
sheets. 
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6.4.1  Module  Parameters  Table.  The  Module  Parameters  table  is  used  to  enter  and  store  the 
parameter  information  for  each  module.  For  example,  the  Thermocouple  module  output 
equation  has  six  parameters,  as  listed  in  Table  6-1. 

As  previously  discussed,  the  system  input  (X)  is  defined  via  the  Subject  Parameter  Bias 
Uncertainty  Worksheet.  Brief  descriptions  of  the  module  parameters  are  entered  into  the 
Description  column  of  the  table.  For  the  thermocouple  module,  Sensitivity  would  be  entered  into 
the  Description  field  for  parameter  p  1 1 ,  and  so  on. 

The  standard  uncertainty  for  a  parameter  is  either  computed  from  user  specified  ±  Error 
Limits  and  %  Confidence,  or  entered  directly.  The  probability  that  the  error  in  the  module 
parameter  will  be  contained  within  the  specified  ±  error  limits  is  entered  into  the  %  Confidence 
column  of  the  table. 

Uncertainty  Analyzer  assumes  that  the  uncertainties  in  the  parameter  errors  are  normally 
distributed  unless  the  associated  degrees  of  freedom  are  less  than  infinite  or  the  %  Confidence  is 
100%.  If  the  degrees  of  freedom  are  less  than  infinite  and  the  %  Confidence  is  less  than  100%, 
the  Student's  t  distribution  is  used.  If  the  %  Confidence  is  100%,  then  the  Uniform  distribution  is 
used  and  the  degrees  of  freedom  are  assumed  to  be  infinite. 

6.4.2  Error  Source  Worksheets.  Alternatively,  the  module  parameter  uncertainties  can  be 
estimated  using  the  Error  Source  Worksheets  accessed  by  clicking  the  Edit  button  to  the  left  of 
the  desired  parameter  name.  The  Error  Source  Worksheets  provide  a  useful  tool  for  making  both 
Type  A  and  Type  B  uncertainty  estimates. 

The  Type  A  Uncertainty  portion  of  the  worksheet  can  be  used  to  statistically  estimate  the 
uncertainty  in  the  parameter  error  from  measured  values  or  deviations  from  nominal  that  are 
entered  into  the  data  entry  table. 

The  Type  B  Uncertainty  portion  of  the  worksheet  can  be  used  to  develop  a  heuristic  uncer¬ 
tainty  estimate  from  bounding  values,  or  ±  limits,  that  are  expected  to  contain  the  error  with 
some  specified  probability  or  confidence  level. 

Uncertainty  Analyzer  assumes  infinite  degrees  of  freedom  for  the  Type  B  uncertainty  esti¬ 
mate  unless  otherwise  specified  by  the  user.  Since,  the  degrees  of  freedom  quantifies  the  amount 
of  knowledge  available  for  making  the  uncertainty  estimate,  an  infinite  degrees  of  freedom 
signifies  complete  certainty,  i.e.,  zero  uncertainty. 

In  most  cases,  it  would  not  be  realistic  to  assume  infinite  knowledge  about  the  uncertainty. 
The  Type  B  Degrees  of  Freedom  Calculator  can  be  used  to  provide  additional  information 
about  the  uncertainty  in  the  ±  limits  and  associated  confidence  level. 

The  statistical  distribution  for  errors  whose  uncertainties  are  arrived  at  as  a  result  of  a  Type  B 
analysis  can  be  selected  from  the  drop-down  Distribution  list.  In  most  cases,  the  Normal 
distribution  will  be  applicable.  For  cases  where  it  is  suspected  or  known  that  errors  are  bounded 
by  finite  limits,  other  distributions  may  be  more  applicable.  In  cases  where  the  degrees  of 
freedom  are  finite,  the  Student’s  t  distribution  is  automatically  selected.  The  distribution  options 
available  from  the  Error  Source  Worksheet  include: 

•  Normal 

•  Quadratic 

•  Cosine 

•  U-Shaped 
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•  Uniform 

•  Triangular 

•  Student’s  t 

6.4.3  Sensitivity  Coefficients.  Uncertainty  Analyzer  automatically  computes  the  partial 
derivatives  of  the  selected  module  output  equation  with  respect  to  each  module  parameter  using 
the  method  previously  described  in  Section  5.4.1.  If  a  coefficient  equation  has  been  entered  for  a 
given  module  parameter,  then  Uncertainty  Analyzer  computes  the  Sensitivity  Coefficient  from 
this  equation  and  enters  its  value  into  the  Module  Parameters  table. 

6.4.4  Component  Uncertainty.  The  component  uncertainty  for  a  module  parameter  is  the 
product  of  the  parameter's  sensitivity  coefficient  and  standard  uncertainty.  It  is  a  weighted  value 
that  reflects  the  contribution  of  the  uncertainty  in  the  parameter  error  to  the  overall  uncertainty  in 
the  module  output  value.  Uncertainty  Analyzer  automatically  computes  component  uncertainties 
for  all  variables  in  the  Module  Parameters  table. 

6.4.5  Total  Module  Uncertainty.  After  the  uncertainties  have  been  estimated  or  entered  for  each 
module  parameter  and  the  associated  sensitivity  coefficients  and  component  uncertainties  have 
been  computed,  selecting  the  AutoCalc  All  icon  on  the  System  Model  Screen  toolbar  computes 
the  module  output  value  and  total  uncertainty. 

If  the  error  sources  selected  for  inclusion  in  the  module  analysis  are  independent  (i.e., 
uncorrelated),  then  the  error  source  uncertainties  are  combined  in  a  root-sum-square  (RSS) 
manner  to  obtain  the  Total  Module  Uncertainty.  Otherwise,  the  Total  Module  Uncertainty  will 
reflect  any  correlations  between  error  sources  specified  by  the  user  via  the  Correlation  Analysis 
Screen. 

The  System  Module  Analysis  table  provides  a  summary  table  for  the  system  modules.  The 
summary  information  for  our  Digital  Temperature  Measurement  System  analysis  is  shown 
below. 


Module  Name 

Input 

Output 

Uncertainty 

Units 

Coefficient 

Thermocouple  Sensor 

22.0 

888.9 

5.63 

pV 

0 

Thermocouple  -  Filter  Interface 

888.9 

888.9 

5.63 

pV 

0 

Lowpass  Filter 

888.9 

888.9 

5.7 

pV 

0 

Filter  -  Amplifier  Interface 

888.9 

888.9 

5.7 

pV 

0 

Amplifier 

888.9 

8,889.2 

73.2 

pV 

0 

Amplifier  -  A/D  Converter 

8,889.2 

8,889.3 

72.8 

pV 

0 

A/D  Converter 

8,889.3 

8,889.3 

73 

pV 

0 

Data  Processor 

8,889.3 

21.78 

0.459 

°c 

1.000 

The  last  column  of  the  table  contains  a  coefficient  indicating  the  contribution  made  by  a 
given  module  to  the  total  system  output.  For  this  example,  all  modules  should  have  a  coefficient 
equal  to  0.0,  except  the  last  module  which  has  a  value  of  1.0. 

6.5  System  Output  Uncertainty 

The  system  output  value  is  equal  to  the  computed  output  for  the  final  module  in  the  series.  Each 
module  output  calculation  is  dependent  upon  its  preceding  module.  Consequently,  the  system 
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output  value  will  change  until  all  necessary  parameter  information  has  been  entered  and 
associated  calculations  completed  for  each  module. 

Similarly,  the  total  system  uncertainty  is  equal  to  the  output  uncertainty  for  the  final  module. 
The  associated  degrees  of  freedom  for  the  total  system  uncertainty  is  also  equal  to  the  degrees  of 
freedom  for  the  final  module  output  uncertainty.  The  analysis  results  for  our  Digital  Tempera¬ 
ture  Measurement  System  analysis  is  shown  below. 

System  Input  22.0 

System  Output  2 1 .8  °C 

Total  System  Uncertainty  0.46  deg  C 

Degrees  of  Freedom  infinite 

The  Total  System  Uncertainty  of  0.46  deg  C  is  the  uncertainty  of  the  system  output  at  22  °C. 
We  can  use  this  uncertainty  value  to  tolerance  the  Digital  Temperature  Measurement  System. 
The  tolerance  limits  for  the  system  are  computed  from  the  degrees  of  freedom  and  user  specified 
confidence  level. 

For  example,  if  we  wanted  to  tolerance  the  system  to  95%  confidence  limits,  the  correspond¬ 
ing  tolerance  limits  would  be  ±0.90  deg  C.  Alternatively,  if  we  wanted  to  tolerance  the  system 
using  the  NIST  convention  of  multiplying  the  uncertainty  by  a  factor  of  2,  the  tolerance  limits 
would  be  ±0.92  deg  C  with  a  confidence  level  of  95.45%. 

Either  approach  is  acceptable.  For  this  example,  we  will  use  the  NIST  approach,  writing  as  a 
specification  for  the  measurements  in  the  22  °C  range 

Tout  =  Tin  ±  0.91  °C,  coverage  factor  of  2.00. 

The  amount  of  time  that  this  tolerance  is  applicable  depends  on  the  stability  of  the  various 
parameters  of  the  system. 

We  can  repeat  the  analysis  process  for  other  input  temperatures.  For  example,  suppose  that 
we  were  to  repeat  the  our  analysis  for  input  temperatures  of  20  °C,  40  °C,  60  °C,  80  °C,  and  100 
°C.  All  parameter  specifications  are  the  same  as  previously  stated,  except  the  thermocouple 
sensitivity  (Seebeck  Coefficient),  which  is  specified  for  each  temperature  as  follows: 


6-30 


Uncertainty  Analysis  Principles  and  Methods  RCC  Document  122-07,  September  2007 


Input  Temp. 

Sensitivity  (pll) 

±  Error  Limits 

%  Confidence 

20  °C 

40.313  |iV/°C 

0.076  pV/°C 

99.0 

40  °C 

40.977  pV/°C 

0.056  pV/°C 

99.0 

60  °C 

41.407  pV/°C 

0.029  pV/°C 

99.0 

80  °C 

41.541  pV/°C 

0.010  pV/°C 

99.0 

100  °C 

41.371  pV/°C 

0.031  pV/°C 

99.0 

The  analysis  results  are  summarized  below. 

Input  Temp. 

Output  Temp. 

Output  Uncertainty 

±  Tolerance  Limits 

20  °C 

19.8  °C 

0.42  °C 

0.84  °C 

40  °C 

40.2  °C 

0.81  °C 

1.62  °C 

60  °C 

60.9  °C 

1.22  °C 

2.44  °C 

80  °C 

81.4  °C 

1.63  °C 

3.26  °C 

100  °C 

101.3  °C 

2.02  °C 

4.04  °C 
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CHAPTER  7 

UNCERTAINTY  GROWTH  ESTIMATION 


7.0  General 

The  error  or  bias  in  a  subject  parameter  may  grow  with  time  or  may  remain  constant.  In  some 
cases,  it  may  even  shrink.  The  uncertainty  in  this  error,  however,  always  grows  with  time  since 
measurement  or  calibration.  This  is  the  fundamental  postulate  of  uncertainty  growth.  This 
chapter  discusses  the  methodology  used  to  project  uncertainty  growth  in  the  subject  parameter 
bias.15 

Figure  7-1  illustrates  uncertainty  growth  over  time  for  a  typical  measurement  attribute  or 
parameter.  The  sequence  shows  the  statistical  distribution  at  three  different  times,  with  the 
uncertainty  growth  reflected  in  the  spreads  in  the  curves.  The  out-of-tolerance  probabilities  at 
the  different  times  are  represented  by  the  shaded  areas  under  the  curves. 


The  growth  in  uncertainty  over  time  corresponds  to  an  increase  in  out-of-tolerance  probabil¬ 
ity  over  time.  Conversely,  it  corresponds  to  a  decrease  in  in-tolerance  probability,  or  measure¬ 
ment  reliability  over  time.  Plotting  this  quantity  versus  time,  as  shown  in  Figure  7-2,  suggests 
that  measurement  reliability  can  be  modeled  by  a  time-varying  function.  Once  this  function  is 
determined,  the  uncertainty  in  the  bias  of  a  parameter  can  be  computed  as  a  function  of  time. 


15 


The  methodology  presented  herein  was  developed  by  Dr.  H.  Castrup  of  Integrated  Sciences  Group  (see  References). 
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Figure  7-2.  Measurement  Reliability  versus  Time. 


7.1  Definitions 

7.1.1  AOP  Reliability.  The  in-tolerance  probability  for  a  parameter  averaged  over  its  calibration 
or  test  interval.  The  average-over-period  (AOP)  measurement  reliability  is  often  used  to 
represent  the  in-tolerance  probability  of  a  parameter  for  a  measuring  item  whose  usage  demand 
is  random  over  its  test  or  calibration  interval. 

7.1.2  Bias  Reference.  The  time  to  which  the  in- tolerance  probability  of  a  parameter  is 
referenced. 

7.1.3  BOP  Reliability.  The  in-tolerance  probability  for  a  parameter  at  the  start  or  beginning-of 
period  (BOP)  of  its  calibration  or  test  interval. 

7.1.4  Calibration.  With  reference  to  industrial  and  scientific  instruments:  1)  To  adjust  the  output 
of  a  device,  to  bring  it  to  a  desired  value,  within  a  specified  tolerance,  for  a  particular  value  of  an 
input;  2)  to  ascertain  the  error  in  the  output  of  a  device  by  measuring  or  comparing  against  a 
standard. 

7.1.5  Calibration  Interval.  The  elapsed  time  between  successive  calibrations  of  a  given 
equipment  parameter  or  attribute. 

7.1.6  EOP  Reliability.  The  in-tolerance  probability  for  a  parameter  at  the  end  of  its  calibration 
or  test  interval  (i.e.,  end-of-period). 

7.1.7  Reliability  Model.  In  uncertainty  analysis  measurement  decision  risk  analysis  and 
calibration  interval  analysis,  a  reliability  model  is  a  mathematical  function  whose  characteristics 
are  based  on  a  parameter's  calibration  history.  Used  to  project  uncertainty  growth  over  time. 
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7.1.8  Uncertainty  Growth.  The  increase  in  the  uncertainty  in  the  value  of  a  parameter  or  other 
attribute  over  the  time  elapsed  since  measurement. 

7.2  Basic  Methodology 

Uncertainty  Analyzer  uses  the  combined  uncertainty  at  the  time  of  measurement  and  the 
reliability  model  information  to  estimate  the  uncertainty  in  the  subject  parameter  value  at  the 
specified  time  since  measurement. 

The  uncertainty,  u( t),  in  the  value  of  a  subject  parameter  at  time  t  elapsed  since  measurement 
( t  =  0)  is  computed  using  the  value  of  the  initial  measurement  uncertainty,  w(0),  and  the 
reliability  model  for  the  parameter  population.  The  basic  concept  is  an  extension  of  the  ergodic 
theorem  that  states  that  the  distribution  of  an  infinite  population  of  values  at  equilibrium  is 
identical  to  the  distribution  of  values  attained  by  a  single  member  sampled  an  infinite  number  of 
times. 

The  reliability  model  predicts  the  in-tolerance  probability  for  the  subject  parameter  popula¬ 
tion  as  a  function  of  time  elapsed  since  measurement.  It  can  be  thought  of  as  a  function  that 
quantifies  the  stability  of  the  population.  In  this  view,  we  begin  with  a  population  in-  tolerance 
probability  at  time  t  =  0  (immediately  following  measurement)  and  extrapolate  to  the  in¬ 
tolerance  probability  at  time  t  >  0. 

The  reliability  (in-tolerance  probability)  of  the  subject  parameter  at  time  t  is  related  to  the 
parameter's  uncertainty  according  to 

L2 

R(t)  =  |/[x|w(t)]d!x,  (7-1) 

-h 


where/ [x  |  u(t)]  is  the  probability  density  function  for  the  parameter  and  x  represents  deviations 
from  the  parameter’s  design  or  nominal  value.  For  purposes  of  discussion,  we  will  assume  for 
the  moment  that  the  subject  parameter  pdf  is  given  by 

/[+(()]  =  -j=f  —  e (7-2) 
V2  nu(t) 


We  state  that  at  a  given  time  t,  the  subject  parameter’s  true  deviation  from  nominal  is  given 
by  the  relation 


M0  =  Ao  +b(t). 


(7-3) 


where  b(0)=0. 

The  relationship  between  Lh  L2  and  ju  is  shown  in  Figure  7-3,  along  with  the  distribution  of 
the  population  of  biases  for  the  subject  parameter  of  interest. 
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Figure  7-3.  Subject  Parameter  Distribution. 


At  the  time  of  measurement  ( t  =  0),  we  estimate  a  value  for  juo  and  label  the  uncertainty  in 
this  estimate  u( 0).  The  remainder  of  this  note  discusses  a  method  for  calculating  u(t),  given  u( 0). 

7.3  Projected  Uncertainty 

If  we  had  at  our  disposal  the  reliability  model  for  the  individual  measured  parameter,  given  its 
initial  uncertainty,  we  could  obtain  the  uncertainty  u(t)  in  equation  (7-1)  directly  by  iteration  or 
other  means.  However,  we  usually  have  information  that  relates  only  to  the  characteristics  of  the 
reliability  model  to  which  the  subject  parameter  belongs. 

We  apply  the  reliability  model  for  the  population  to  the  individual  parameter  under  consid¬ 
eration.  In  Uncertainty  Analyzer,  using  a  population  reliability  model  to  estimate  uncertainty 
growth  for  a  parameter  employs  the  following  set  of  premises: 

1 .  The  result  of  a  parameter  measurement  is  an  estimate  of  a  parameter’s  value  or  bias.  This 
result  is  accompanied  by  an  estimate  of  the  uncertainty  in  the  parameter’s  bias. 

2.  The  uncertainty  of  the  measured  parameter’s  bias  or  value  at  time  t  =  0  (immediately 
following  measurement)  is  the  estimated  uncertainty  of  the  measurement  process. 

3.  The  bias  or  value  of  the  measured  parameter  is  either  normally  distributed  or  t-distributed 
around  the  measurement  result. 

4.  The  stability  of  the  parameter  is  equated  to  the  stability  of  its  population.  This  stability  is 
represented  by  the  populations’  reliability  model. 

5.  Therefore,  the  uncertainty  in  the  parameter’s  value  or  bias  grows  from  its  value  at  t  =  0  in 
accordance  with  the  reliability  model  of  the  parameter’s  population. 

The  reliability  function  at  time  t  elapsed  since  measurement  is  given  by 


(7-4) 


A 


where  A  is  the  "acceptance"  region  for  values  of  x.  For  example,  if  the  parameter  is  two-sided, 
with  tolerance  limits  —L /  and  T?,  then  A  is  comprised  of  all  values  of  x  such  that  -  Li  <  x  <  Z 
and  R(t)  is  as  given  in  equation  (7-1). 
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The  reliability  function  at  time  t  =  0  is  likewise  given  by 

^(0)  =  J/[x|//0,w(0)]Jx. 


The  first  step  in  estimating  tt(t)  is  to  fonn  the  ratio 

i  f[x\ju(t),u(t)]dx 

m  j  M  ju0,u(0)]dx 


(7-5) 


(7-6) 


Next,  we  employ  reliabilities  R(t)  and  R( 0),  computed  for  the  population  of  items  represented 
by  the  distribution  for  x  and  solve  for  u(t).  However,  for  consistency  on  both  sides  of  the 
equation,  we  need  to  average  the  numerator  and  denominator  on  the  right  hand  side  over  juo  and 
ju,  respectively.  Since  these  quantities  are  errors  in  x,  their  expectation  value  is  zero,  and  we 
have  the  general  relation 


m 

R(  0) 


J  f[x\u(t)]dx 

_A _ 

J  f[x\u(ti)]dx 

A 


(7-7) 


7.3.1  Normally  Distributed  Parameter  Values.  Errors  or  biases  are  assumed  to  follow  the 
normal  distribution  in  cases  where  the  degrees  of  freedom  associated  with  the  uncertainty 
estimate  is  infinite. 


7.3. 1 . 1  General  Two-Sided  Cases.  For  parameters  with  two-sided  tolerance  limits,  the  reliability 
function  at  t  =  0  is  given  by 


R(  0)  = 


\e^‘2uldx 


(zO 

(l2) 

+  -2- 

yU0  ) 

VW0  y 

(7-8) 


where 


u0  =  u{  0). 


The  reliability  at  time  t  >  0  is  given  by 


R{t)  =  O 


"  A  " 

+  ® 

L0  ’ 

2 

u{t) 

u(t) 

1. 


To  solve  for  u(t ),  we  take  ratio  of  equation  (7-9)  to  equation  (7-8) 


(7-9) 
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"  zi " 

+  ® 

-  l2  1 

-1 

m  _ 

u(t) 

n(t)J 
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® 

— 

+ 

— 

lMoJ 

(7-10) 


where  R( 0)  and  R(t)  are  detennined  using  the  reliability  model.  In  this  equation,  uo,  R(t)  and 
R( 0)  are  known. 

To  put  equation  (7-10)  in  a  form  that  amenable  to  solution,  we  write 


® 


'A  " 

l2  " 

r  Ll] 

+  ® 

2 

=  1  + 

® 

+  ® 

2 

-1 

u(t) 

u{t) 

) 

j 

R(t) 


m 


(7-11) 


The  uncertainty  u(t)  is  obtained  through  iteration.  The  iteration  process  employs  the  New- 
ton-Raphson  method.  In  this  method,  a  function  H  and  its  derivative  H'  are  defined  according  to 

H  =  cp(x)~  pcp(x  0) 


and 


H'=cp\x ), 


where 


cp(x)  =  ®(Z,x)  +  ®(fi2x)  - 1 


<P'(x)  = 


VZtt 


Lxe 


+  L2e 


x  =  1  !u{t) , 


x0=Hu0, 
p  =  R(t)/R(0). 

The  iterations  begin  with  a  starting  value  for  x  of 

where  L  =  +  L2) /  2  .  Starting  with  this  value,  the  iteration  proceeds  according  to 

jc(r+i)  =  x{r)  -  H  / H' . 


The  iterations  stop  when  the  magnitude  of  H /  H’  shrinks  to  some  predetermined  value  s  «  1. 
7. 3. 1.2  Symmetric  Two-Sided  Cases.  In  cases  where  L\  =Li  =  L,  equation  (7-1 1)  becomes 


2® 


"  L 

2® 

1 

=  l  +  < 

-1 

u(t) 

vW0, 

I 

(7-12) 
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and 


u(t)  =  ■ 


L 


i{l  +  [2®(i/a0)]-l}/j 


\  ' 

) 


(7-13) 


7.3. 1.3  Single-Sided  Cases.  In  cases  where  tolerances  are  single-sided,  u(t)  can  be  determined 
without  iteration.  In  these  cases,  either  Li  or  Li  is  infinite,  and  equation  (7-11)  becomes 


® 

’  L  " 

=  ® 

(L) 

u(t ) 

(7-14) 


where  L  is  equal  to  -L\  for  single-sided  lower  cases  and  equal  to  Li  for  single-sided  upper  cases. 
Solving  for  u(t)  yields 


u{t)  = 


L 


VMo  J 


Pi 


(7-15) 


For  example,  if  R(t )  =  R0e  Xt ,  then 


u{t)  = 


L 

O  1  {d>(i/i/0)e  ' 


7.3.2  Student’s  t-Distributed  Parameter  Values.  For  uncertainty  estimates  u( 0)  whose  degrees  of 
freedom  is  finite,  the  applicable  distribution  is  the  Student’s  t  distribution. 

7.3.2. 1  General  TwO-Sided  Cases.  The  treatment  is  the  same  as  for  normally  distributed  values, 
except  that  the  distribution  in  equation  (7-8)  is  the  t  distribution. 

L2  / u(t ) 

R(t)  =  Cv  J  (l  +  x2 /vYv+l)'2dx,  (7-16) 

-Lx  / u(t ) 


where 


v  +  1 


C  = 


and  v  the  degrees  of  freedom  for  the  uncertainty  estimate  uo. 

In  evaluating  equation  (7-16),  we  define  a  function  F  according  to 

FV(K)  =  Cv  J  (l  +  x2  / vY'+l)'2  dx . 


(7-17) 


(7-18) 


We  will  also  employ  the  function  FV(-K),  which,  after  a  little  manipulation,  can  be  written 
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Fv(-K)  =  \-Fv(K). 


(7-19) 


The  Student's  t  distribution,  denoted  here  by  the  function  Gv  is  usually  expressed  as  the 
probability  of  lying  within  symmetric  limits  ±  K 


K 

Gv  (K)  =  Cv  J  (l  +  x2  /  v) 


-(v+l)/2 


dx 


=  2FV  (K)  - 1, 


so  that 


Fv(/0  =  i[l  +  Gv(K)]. 

Using  equations  (7-20)  and  (7-21)  in  equation  (7-16)  gives 


m=K 


F 

~  l2  1 

+  F 

Li  ~ 

V 

u(t) 

V 

u(t ) 

-i 


r  l2  i 

+  GV 

[A  11 

u(t) 

V 

(7-20) 


(7-21) 


(7-22) 


Note  that,  Gv( go)  =  1,  so  that  single-sided  cases  are  described  by 


L 

u(t) 


+  U ,  (single-sided  cases). 


(7-23) 


As  in  equation  (7-10),  we  have 


P  = 


m 

m 


Gv 

"  A  ~ 

+  GV 

"A  “ 

u(t) 

u{t) 

rL  A 


VMo  J 


+  G, 


f  l  ^ 

VMo  J 


and 


"  A  " 

+  GV 

"A  i 

=  l 

A 

r  a] 

+  GL 

f  zA 

1 

u(t) 

w(t) 

[ 

V 

lw0  J 

1 

>P- 


(7-24) 


The  Newton-Raphson  solution  for  u(t)  is  obtained  analogously  to  the  solution  for  normally 
distributed  cases.  For  Student’s  t  distributions, 


and 


H  =  cpv(x)-p(pv(x  0) 
H'=<p'(x), 


where 
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(p(x)  =  Gv{L\x)  +  Gv{L2x), 
X  =  1  /u(t) , 


x0=l/u0. 


and 

<P'(x)  =  2Cv 

The  initial  value  for  x  is  set  at 


(l  +  ZjX2  /  v)-(v+l)/2  +  (l  +  l}2x2  /  v) 


(v+l)/2 


or 


x<°>  =—Fl 


1  +  Gv(j/u0)p 


whereof  is  defined  as  before,  and Fv  1  is  the  inverse  t  distribution  function. 

7. 3.2.2  Symmetric  Two-Sided  Cases.  In  cases  where  L\  =  L2  =  L,  equation  (7-24)  becomes 


2  F. 


’  L  ” 

-1  =  G 

(L) 

u(t) 

V 

\U0  j 

P-. 


and 


u(t)  = 


L 


F 


-i  1 


1 +  PGX 


\UoJ 


(7-25) 


(7-26) 


7. 3. 2. 3  Single-Sided  Cases.  In  cases  where  tolerances  are  single-sided,  u(t)  can  be  determined 
analytically.  In  these  cases,  either  Li  or  L?  in  infinite,  and  equation  (7-24)  becomes 


2  F. 


"  L 

u  y 

= 

1  +  Gv 

u(t ) 

lW0 

P, 


(7-27) 


where  L  is  equal  to  Li  for  single-sided  lower  cases  and  equal  to  L2  for  single-sided  upper  cases. 
Solving  for  u(t)  yields 


u(t)  = 


L 


1  +  G, 

11 

l2 

VW0  y 

J) 

(7-28) 
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7.4  Reliability  Models 


In  the  uncertainty  growth  projection  process,  we  utilize  information  about  the  calibration  history 
of  the  subject  parameter  to  develop  a  reliability  model.  This  reliability  model  provides  a  means 
for  detennining  how  the  subject  parameter  bias  uncertainty  grows  with  time  since  calibration. 
This  means  that  the  uncertainty  surrounding  the  measured  value  we  report  will  increase  with 
time  until  the  next  calibration. 

If  we  have  access  to  a  reliability  modeling  application,  we  can  identify  the  appropriate 
reliability  model  and  acquire  the  model’s  characteristics  and  enter  this  infonnation  into 
UncertaintyAnalyzer’s  Subject  Parameter  Reliability  Model  Worksheet. 

Alternatively,  we  can  enter  an  elapsed  time,  a  beginning-of-period  (BOP)  reliability  and  an 
end-of-period  (EOP)  reliability  for  the  calibration  interval.  For  certain  models,  we  must  also 
enter  an  average-over-period  (AOP)  reliability.  These  values  apply  to  the  subject  parameter's 
population  and  are  based  on  service  history  records  or  engineering  knowledge. 

The  Subject  Parameter  Reliability  Model  Worksheet  has  eight  reliability  models  to  choose. 
Each  model  is  defined  by  a  mathematical  equation  with  characteristic  coefficients.  An 
applicable  reliability  model  must  be  chosen  based  on  knowledge  about  the  stability  of  the  subject 
parameter  over  time. 

The  application  of  each  of  the  reliability  models  available  in  Uncertainty  Analyzer  is  de¬ 
scribed  below  along  with  information  needed  to  implement  each  of  them. 

7.4.1  Exponential  Model.  The  exponential  reliability  model  is  defined  by  the  mathematical 
equation 

R(t)  =  ae-b'  (7-29) 


where  R{t)  is  the  in-tolerance  probability  at  time  t  and  a  and  b  are  the  model  coefficients. 

The  exponential  model  is  useful  for  parameters  whose  failure  probability  is  not  a  function  of 
time  interval  T,  beginning  at  some  time  t,  is  the  same  as  the  probability  of  going  out-of-tolerance 
in  the  same  time  interval  T,  beginning  at  some  other  time  f. 

To  implement  the  exponential  model  you  need  to  know  either  of  the  following: 

1 .  The  value  of  the  model  coefficients,  a  and  b. 

2.  The  beginning  of  period  (BOP)  in-tolerance  probability  and  the  end  of  period  (EOP) 
in-tolerance  probability. 

7.4.2  Mixed  Exponential  Model.  The  mixed  exponential  reliability  model  is  defined  by  the 
mathematical  equation 


R(t)  = 


1  + 


at 


(7-30) 


where  R(t)  is  the  in-tolerance  probability  at  time  t  and  a  and  b  are  the  model  coefficients. 

The  mixed  exponential  model  is  useful  for  parameters  whose  out-of-tolerance  behavior 
depends  on  a  number  of  constituent  parameters,  each  of  which  can  be  modeled  with  the 
exponential  model. 
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To  implement  the  mixed  exponential  model  you  need  to  know  either  of  the  following: 

1 .  The  value  of  the  model  coefficients,  a  and  b. 

2.  The  BOP  and  EOP  in-tolerance  probabilities. 

7.4.3  Weibull  Model.  The  Weibull  reliability  model  is  defined  by  the  mathematical  equation 

R(t)  =  ae<btr  (7-31) 


where  R{t )  is  the  in-tolerance  probability  at  time  t  and  a,  b  and  c  are  the  model  coefficients. 

The  Weibull  model  is  useful  for  parameters  that  go  out-of-tolerance  as  a  result  of  gradual 
wear  or  decay. 

To  implement  the  Weibull  model  you  need  to  know  either  of  the  following: 

1.  The  value  of  the  model  coefficients,  a,  b  and  c. 

2.  The  BOP  and  EOP  in-tolerance  probabilities  and  the  average-over  period  (AOP)  in¬ 
tolerance  probability. 

7.4.4  Gamma  Model.  The  gamma  reliability  model  is  defined  by  the  mathematical  equation 


m= 


ae 


bt 


1  +  bt  + 


M 

2 


(7-32) 


where  R(t)  is  the  in-tolerance  probability  at  time  t  and  a  and  b  are  the  model  coefficients. 

The  gamma  model  is  useful  for  parameters  that  go  out-of-tolerance  in  response  to  some 
number  of  events,  such  as  being  activated  and  deactivated. 

To  implement  the  gamma  model  you  need  to  know  either  of  the  following: 

1 .  The  value  of  the  model  coefficients,  a  and  b. 

2.  The  BOP  and  EOP  in-tolerance  probabilities. 

7.4.5  Mortality  Drift  Model.  The  mortality  drift  reliability  model  is  defined  by  the  mathematical 
equation 

R(t)  =  ae^ht+ct^  (7-33) 


where  R(t)  is  the  in-tolerance  probability  at  time  t  and  a,  b  and  c  are  the  model  coefficients. 

The  mortality  drift  model  is  useful  for  parameters  that  are  characterized  by  a  slowly  varying 
out-of-tolerance  rate. 

To  implement  the  mortality  drift  model  you  need  to  know  either  of  the  following: 

1 .  The  value  of  the  model  coefficients,  a ,  b  and  c. 

2.  The  BOP,  AOP,  and  EOP  in-tolerances. 

7.4.6  Warranty  Model.  The  warranty  reliability  model  is  defined  by  the  mathematical  equation 

R(t)  = - l-—  (7-34) 

1  +  ea(  b) 


where  R(t)  is  the  in-tolerance  probability  at  time  t,  and  a  and  b  are  the  model  coefficients. 
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The  warranty  model  is  useful  for  parameters  that  tend  to  stay  in-tolerance  until  reaching  a 
well-defined  cut-off  time,  at  which  point,  they  go  out-of-tolerance. 

To  implement  the  warranty  model  you  need  to  know  either  of  the  following: 

1 .  The  value  of  the  model  coefficients,  a  and  b. 

2.  The  BOP  and  EOP  in-tolerance  probabilities. 

7.4.7  Random  Walk  Model.  The  random  walk  reliability  model  is  defined  by  the  mathematical 
equation 


R(t)  =  erf 


V  y/a  +  bt  J 


(7-35) 


where  R(t)  is  the  in-tolerance  probability  at  time  t,  and  a  and  b  are  the  model  coefficients. 

The  random  walk  model  is  useful  for  parameters  whose  values  fluctuate  in  a  purely  random 
way  with  respect  to  magnitude  and  direction  (positive  or  negative). 

To  implement  the  random  walk  model  you  need  to  know  either  of  the  following: 


1 .  The  value  of  the  model  coefficients,  a  and  b. 

2.  The  BOP  and  EOP  in-tolerance  probabilities. 

7.4.8  Restricted  Random  Walk  Model.  The  restricted  random  walk  reliability  model  is  defined 
by  the  mathematical  equation 


f 

R(t )  =  erf 

v 


A 


(7-36) 


where  R{t)  is  the  in-tolerance  probability  at  time  t,  and  a,  b,  and  c  are  the  model  coefficients. 

The  restricted  random  walk  model  is  similar  to  the  random  walk  model,  except  that  parame¬ 
ter  fluctuations  are  confined  within  a  restricted  region  around  a  mean  or  nominal  value. 

To  implement  the  restricted  random  walk  model  you  need  to  know  either  of  the  following: 

1 .  The  value  of  the  model  coefficients,  a,  b,  and  c. 

2.  The  BOP,  AOP,  and  EOP  in-tolerances. 
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CHAPTER  8 

BAYESIAN  ANALYSIS 

STATISTICAL  MEASUREMENT  PROCESS  CONTROL  (SMPC) 

8.0  General 

This  chapter  discusses  the  principles  and  methods  used  in  Bayesian  or  SMPC  analysis.16  SMPC 
is  a  way  of  estimating  the  value  of  a  subject  parameter  based  on  measurements  made  by  a 
measuring  parameter.  SMPC  also  provides  an  estimate  of  the  value  of  the  measuring  parameter, 
based  on  the  same  measurements.  In  doing  so,  SMPC  formally  recognizes  that  measuring 
parameters  are  not  perfect. 

Uncertainty  analysis  in  general  acknowledges  this  fact  by  attempting  to  estimate  the  uncer¬ 
tainty  associated  with  measurements.  A  typical  result  of  an  uncertainty  analysis  is  a  statement  of 
a  measured  value  accompanied  by  an  estimate  of  the  uncertainty  in  the  value.  While  the 
uncertainty  estimate  stands  as  an  admission  that  uncertainty  exists  in  a  measurement,  the 
measured  value  or  a  statistical  mean  of  this  value  is  usually  taken  at  face  value. 

This  apparent  contradiction  is  especially  interesting  when  the  subject  parameter  is  a  toler- 
anced  quantity,  as  in  the  case  of  calibrating  and  testing.  To  see  this,  imagine  that  we  arbitrarily 
measure  a  very  accurate  subject  parameter  (i.e.,  one  with  tight  tolerances  and  a  high  in-tolerance 
probability)  with  a  moderately  accurate  measuring  parameter. 

Obviously,  no  reasonable  person  would  presume  that  the  measured  value  or  the  mean  of  a 
sample  of  measured  values  provides  a  good  indication  of  the  bias  in  the  subject  parameter. 
Instead,  one  would  be  inclined  to  turn  things  around  and  use  the  measurement  result  as  an 
indication  of  the  bias  in  the  measuring  parameter.  If  we  did  this,  we  would  be  taking  a  step 
toward  understanding  SMPC. 

8.1  Definitions 

8.1.1  a  posteriori  value.  The  value  calculated  after  taking  measurements. 

8.1.2  a  priori  value.  The  value  indicated  prior  to  taking  measurements. 

8.1.3  Estimated  True  Value.  The  value  of  a  quantity  obtained  by  SMPC  (Bayesian)  analysis. 

8.2  SMPC  Methodology 

The  fundamental  principle  that  is  central  to  SMPC  analysis  states  that:  In  measurement  situations 
where  we  have  a  priori  knowledge  of  measuring  parameter  and  subject  parameter  accuracies,  the 
roles  of  measuring  parameter  and  subject  parameter  are  reversible.  This  is  called  the  Principle  of 
Measurement  Symmetry. 

A  priori  knowledge  is  the  information  we  have  about  the  measuring  and  subject  parameter 
before  any  measurements  are  made.  A  posteriori  estimates  are  estimates  computed  after  taking 
measurements.  As  one  would  expect,  SMPC  analysis  is  sensitive  to  all  measurement  error 


16  SMPC  methods  and  concepts  presented  herein  were  developed  by  Dr.  H.  Castrup  of  Integrated  Sciences  Group  (see 
References. 
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sources,  not  just  parameter  bias.  Therefore,  SMPC  analysis  is  most  effective  when  all 
measurement  errors  and  their  associated  uncertainties  are  also  estimated.  By  including 
measurement  uncertainty,  you  are  providing  additional  information  from  which  to  revise  or 
refine  the  SMPC  estimates. 

The  SMPC  method  derives  in-tolerance  probabilities  and  attribute  biases  for  both  a  unit 
under  test  (UUT)  and  a  set  of  independent  test  and  measuring  instruments  (TME).  The 
derivation  of  these  quantities  is  based  on  measurements  of  a  UUT  attribute  value  made  by  the 
TME  set  and  on  certain  information  regarding  UUT  and  TME  attribute  uncertainties.  The 
method  accommodates  arbitrary  accuracy  ratios  between  TME  and  UUT  attributes  and  applies  to 
TME  sets  comprised  of  any  number  of  instruments. 

To  minimize  abstraction  of  the  discussion,  the  treatment  focuses  on  restricted  cases  in  which 
both  TME  and  UUT  attribute  values  are  normally  distributed  and  are  maintained  within  two- 
sided  symmetric  tolerance  limits.  This  should  serve  to  make  the  mathematics  more  concrete  and 
more  palatable.  Despite  these  mathematical  restrictions,  the  methodological  framework  is 
entirely  general.  Extension  to  cases  involving  one-sided  tolerances  and  asymmetric  attribute 
distributions  merely  calls  for  more  mathematical  brute  force. 

8.2.1  Computation  of  UUT  In-tolerance  Probability.  Whether  a  UUT  provides  a  stimulus, 
indicates  a  value,  or  shows  an  inherent  property,  the  declared  value  of  its  output,  indicated  value, 
or  inherent  property,  is  said  to  reflect  some  underlying  “true”  value.  A  frequency  reference  is  an 
example  of  a  stimulus,  a  frequency  meter  reading  is  an  example  of  an  indicated  value,  and  a  gage 
block  dimension  is  an  example  of  an  inherent  property.  Suppose  for  example  that  the  UUT  is  a 
voltmeter  measuring  a  (true)  voltage  of  10.01  mV.  The  UUT  meter  reading  (10.00  mV  or  9.99 
mV,  or  some  such)  is  the  UUT’s  “declared”  value.  As  another  example,  consider  a  5  cm  gage 
block.  The  declared  value  is  5  cm.  The  unknown  true  value  (gage-block  dimension)  may  be 
5.002  cm,  or  4.989  cm,  or  some  other  value. 

The  UUT  declared  value  is  assumed  to  deviate  from  the  true  value  by  an  unknown  amount. 
Let  T„  represent  the  UUT  attribute’s  declared  value  and  define  a  random  variable  s0  as  the 
deviation  of  70  from  the  true  value.  The  variable  s„  is  assumed  a  priori  to  be  normally  distributed 
with  zero  mean  and  variance  a02.  The  tolerance  limits  for  s„  are  labeled  ±L„,  i.e.,  the  UUT  is 
considered  in-tolerance  if  -L0<  e0<  Ln. 

A  set  of  n  independent  measurements  are  also  taken  of  the  true  value  using  n  TME.  Let  T  be 
the  declared  value  representing  the  zlh  TME’s  measurement.  The  observed  differences  between 
UUT  and  TME  declared  values  are  labeled  according  to 

Xt=Yz-Yt,  i  =  l,2,-,n  (8-1) 

where  the  quantities  A)  are  assumed  to  be  normally  distributed  random  variables  with  variances 
a,2  and  mean  so. 

Designating  the  tolerance  limits  of  the  zth  TME  attribute  by  ±L;,  the  zth  TME  is  considered  in¬ 
tolerance  if  s0  -  Lt  <  X t  <£0  +  Lt .  In  other  words,  populations  of  TME  measurements  are  not 

expected  to  be  systematically  biased.  This  is  the  usual  assumption  made  when  TME  are  chosen 
either  randomly  from  populations  of  like  instruments  or  when  no  foreknowledge  of  TME  bias  is 
available.  Individual  unknown  TME  biases  are  assumed  to  exist.  Accounting  for  this  bias  is 
done  by  treating  individual  instrument  bias  as  a  random  variable  and  estimating  its  variance. 

In  applying  SMPC  methodology,  we  work  with  a  set  of  variables  ru  called  dynamic  accuracy 
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ratios  (or  dynamic  inverse  uncertainty  ratios)  defined  according  to 


<J; 


(8-2) 


The  adjective  “dynamic”  will  distinguish  these  accuracy  ratios  from  their  usual  static  or 
“nominal”  counterparts,  defined  by  L0  /  Li ,  /  =  1,2,  •••,/? .  The  use  of  the  word  “dynamic” 

underscores  the  fact  that  each  r\  defined  by  equation  (8-2)  is  a  quantity  that  changes  as  a  function 
of  time  passed  since  the  last  calibrations  of  the  UUT  and  the  7th  of  the  TME.  The  dynamic 
character  exists  because  generally  both  UUT  and  TME  population  standard  deviations  (bias 
uncertainties)  grow  with  the  time  since  calibration. 

Let  P0  be  the  probability  that  the  UUT  is  in-tolerance  at  some  give  time  since  calibration. 
Using  these  definitions,  we  can  write 

P0=F(a+)  +  F(a_)- 1,  (8-3) 

where  F(-)  is  the  distribution  function  for  the  normal  distribution  defined  by 


and  where 


L0  + 


a,  =  ■ 


ZU 

i+I' 


cr„ 


(8-4) 


(8-5) 


In  these  expressions  and  in  others  to  follow,  all  summations  are  taken  over  i=  1,2,  ...  ,  n. 

The  derivation  of  equations  (8-3)  and  (8-5)  is  presented  in  Section  8.2.6.  Note  that  the  time 
dependence  of  P0  is  in  the  time  dependence  of  a+  and  a..  The  time  dependence  of  a+  and  a.  is,  in 
turn,  in  the  time  dependence  of  rh 

8.2.2  Computation  of  TME  In-Tolerance  Probability.  Just  as  the  random  vari¬ 
ables  Xl,X2,---,X/i  are  TME-measured  deviations  from  the  UUT  declared  value,  they  are  also 
UUT-measured  deviations  from  TME  declared  values. 

Therefore,  it  is  easy  to  see  that  by  reversing  its  role,  the  UUT  can  act  as  a  TME.  In  other 
words,  any  of  the  n  TME  can  be  regarded  as  the  UUT,  with  the  original  UUT  performing  the 
service  of  a  TME.  For  example,  focus  on  the  7th  (arbitrarily  labeled)  TME  and  swap  its  role  with 
that  of  the  UUT.  This  results  in  the  following  transformations: 

*;=*,-*, 

X\  =X2  -X, 


x\  =  -xt 

x'H=xH-xt, 
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where  the  primes  indicate  a  redefined  set  of  measurement  results. 

Using  the  primed  quantities,  the  in-tolerance  probability  for  the  z'th  TME  can  be  determined 
just  as  the  in-tolerance  probability  for  the  UUT  was  determined  earlier.  The  process  begins  with 
calculating  a  new  set  of  dynamic  accuracy  ratios.  First,  we  set 


=  cr. 


=  cr 


Given  these  label  reassignments,  the  needed  set  of  accuracy  ratios  can  be  obtained  using 
equation  (8-2),  i.e., 


r\  =  cr’ / a\ ,  i  =  1,2, •••,«. 


Finally,  the  tolerance  limits  are  relabeled  for  the  UUT  and  the  zth  TME  according  to 
4  =  4  and  4  =  L0 . 

If  we  designate  the  in-tolerance  probability  for  the  i  TME  by  Pi  and  we  substitute  the  primed 
quantities  obtained  above,  equations  (8-3)  and  (8-5)  become 

Pt  =  F(a+  )+  f[q_  )- 1 , 

and 


a± 


Applying  similar  transformations  yields  in-tolerance  probabilities  for  the  remaining  n- 1 
TME. 


8.2.3  Variance  in  Parameter  Bias.  Computing  the  uncertainties  in  UUT  and  TME  attribute 
biases  involves  establishing  the  relationship  between  attribute  uncertainty  growth  and  time  since 
calibration.  Several  models  have  been  used  to  describe  this  relationship  (see  Section  B.9). 

To  illustrate  the  computation  of  bias  uncertainties,  the  simple  negative  exponential  model 
will  be  used  here.  With  the  exponential  model,  if  t  represents  the  time  since  calibration,  then  the 
corresponding  in-tolerance  probability  R(t)  is  given  by 

R(t)  =  R(0)e (8-6) 

where  the  parameter  2  is  the  out-of-tolerance  rate  associated  with  the  instrument  in  question,  and 
R(0)  is  the  in-tolerance  probability  immediately  following  calibration. 

With  the  exponential  model,  for  a  given  end-of-period  in-tolerance  target,  R\  the  parameters 
2  and  R(0)  determine  the  calibration  interval  for  a  population  of  instrument  attributes  according 
to 


1 

t  = - exp 

A 


4„ 

11 

jr 

W°)Jj 

(8-7) 


Rearranging  equation  (8-7)  and  substituting  in  equation  (8-6)  gives 
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R(t)  =  f?(o)exp 


R‘  11 

jr 

W°)Jj 

(8-8) 


For  an  instrument  attribute  whose  acceptable  values  are  bounded  within  tolerance  limits  ±L, 
the  in-tolerance  probability  can  also  be  written,  assuming  a  normal  distribution,  as 

R(t)  =  -rL=fe-('u°idC,  (8-9) 

V2™» 

where  a  2  is  the  expected  variance  of  the  attribute  bias  at  time  t. 

Equating  equation  (8-9)  to  equation  (8-8)  and  rearranging  yields  the  attribute  bias  standard 
deviation 


L 


(Ju 


Fa  — 


l  +  f?(o)exp 


-In 

T 


R 


.40. 


V 


(8-10) 


where  F  1  (■)  is  the  inverse  of  the  nonnal  distribution  function  defined  in  equation  (8-4). 

Substituting Lj ,  71 ,  tt ,  R,(0) ,  and  R* ,  i  =  0, 1,  •  •  • ,  n  ,  in  equation  (D.  10)  for  L,  T,  t,  R(0),  and 
R*  yields  the  desired  instrument  bias  standard  deviations.  The  variable  t,  is  the  time  passed  since 
calibration  of  the  UUT  (i  =  0)  or  of  the  zth  TME  (z  =  1,2,  . . .,  n). 

8.2.4  Accounting  for  Bias  Fluctuations.  Each  attribute  bias  standard  deviation  is  a  component  of 
the  uncertainty  in  the  attribute’s  value.  Bias  uncertainty  represents  long-term  growth  in 
uncertainty  about  our  knowledge  of  attribute  values.  Such  uncertainty  growth  arises  from 
random  and/or  systematic  processes  exerted  over  time.  Another  component  of  uncertainty  stems 
from  such  intermediate-term  processes  as  those  associated  with  ancillary  equipment  variations, 
environmental  cycles,  and  diurnal  electrical  power  level  cycles. 

EIncertainty  contributions  due  to  intermediate-term  random  variations  in  attribute  values 
usually  must  be  estimated  heuristically  on  the  grounds  of  engineering  expectations.  In  the 
parlance  of  the  ISO  GUM,  such  estimates  are  called  Type  B  uncertainties.  Youden,  for  example, 
provides  a  graphical  method  for  qualitatively  evaluating  contributions  from  human  factors, 
laboratory  processes,  and  reference  standards.  Development  of  a  quantitative  method  is  a  subject 
of  current  research.  For  now,  heuristic  estimates  are  usually  the  best  available.  Heuristic 
estimates  should  represent  upper  bound  (i.e.,  3a  )  one-sided  limits  for  process  uncertainty 
magnitudes.  Experienced  metrologists  can  often  provide  reasonable  guesses  for  these  limits.  If 
we  denote  upper  bounds  for  heuristically  estimated  contributions  by  8t ,  i  =  1,  2,  ...  ,  zz,  the 
corresponding  3a  standard  deviation  is  given  by 

<JsI  =</>;/  3  .  (8-11) 


8.2.5.  Treatment  of  Multiple  Measurements.  In  previous  discussions,  the  quantities  Xt  are 

treated  as  single  measurements  of  the  difference  between  the  UUT  attribute  and  the  z'th  TME’s 
attribute.  Yet,  in  most  applications,  testing  or  calibration  of  workload  items  is  not  limited  to 
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single  measurements.  Instead,  multiple  measurements  are  usually  taken.  Instead  of  n  individual 
measurements,  we  will  ordinarily  be  dealing  with  n  sets  or  samples  of  measurements. 

In  these  samples,  let  n,  be  the  number  of  measurements  taken  using  the  7th  TME’s  attribute, 
and  let 


Xij  =Y0~YV 


be  the  jth  of  these  measurements.  The  sample  mean  and  standard  deviation  are  given  in  the  usual 
way: 


1 


77; 


(8-12) 


7=1 


and 


(8-13) 

nt~lj= i 

The  variance  associated  with  the  mean  of  measurements  made  using  the  7th  TME’s  attribute  is 
given  by 

2  2.2/  .2 
(Ji  =ab/  +St  /  77,.  +  <ySj , 

where  the  variables  ahi  and  <7Si  are  the  long-tenn  and  intermediate-term  attribute  bias  standard 

deviations,  respectively,  as  defined  in  Section  8.2.4.  The  square  root  of  this  variance  will 
determine  the  quantities  n  defined  in  equation  (8-2). 

Note  that  including  sample  variances  is  restricted  to  the  estimation  of  TME  attribute  vari¬ 
ances.  UUT  attribute  variance  estimates  contain  only  the  terms  ahi  and  <js  .  This  underscores 

what  is  sought  in  constructing  the  pdf  / (£0|X)  .  What  we  seek  are  estimates  of  the  in-tolerance 

probability  and  bias  of  the  UUT  attribute.  In  this,  we  are  interested  in  the  attribute  as  an  entity 
distinct  from  process  uncertainties  involved  in  its  measurement. 

It  is  important  to  keep  these  considerations  in  mind  when  the  UUT  and  the  7th  TME  switch 
roles.  What  we  are  after  in  that  event  is  information  on  the  attribute  of  the  7th  TME  as  a  distinct 
entity.  Therefore,  the  suitable  transformations  are 

°"o  =  •\ZCr7i,.  +Crd'1 

=  aK  +  s*  /ni  +  al 

_ - 2 - 2  (8'14) 

o-i  =  K  +s'  lni+(T\ 

+Sl/nn+°l- 

Other  expressions  are  the  same  as  those  used  in  treating  single  measurement  cases.  The 
relationship  of  uncertainty  variables  to  one  another  is  shown  in  Figure  8-1. 
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Figure  8-1.  Measurement  Uncertainty  Components. 


The  standard  deviation  ohi  provides  an  indication  of  the  uncertainty  in  the  bias  of  the  zth 
instrument’s  attribute.  The  variable  aSi  is  a  heuristic  estimate  of  the  standard  deviation 
associated  with  intermediate-term  random  fluctuations  in  this  bias.  The  variables,  represents  the 

short-tenn  process  uncertainty  accompanying  measurements  made  with  the  zlh  instrument’s 
attribute. 

8.2.6  Derivation  of  Equation  (8-3).  Let  the  vector  X  represent  the  random  variables  XI,  X2,  ...  , 
Xn  obtained  from  n  independent  TME  measurements  of  sO.  We  seek  the  conditional  pdf  for  sO, 
given  X,  that  will,  when  integrated  over  [-L0,  L0],  yield  the  conditional  probability  P0  that  the 
UUT  is  in-tolerance.  This  pdf  will  be  represented  by  the  function  f  (sO  |  X).  From  basic 
probability  theory,  we  have 


/(®o|X) 


/(%)/<£„) 

/(x) 


(8-15) 


where 
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=  (8-16) 
■%/  2  TC  CT  q 

In  equation  (8- 1 5),  the  pdf  / (X|<s-() )  is  the  probability  density  for  observing  the  set  of  meas¬ 
urements  X\,  Xn,  ...,  Xn,  given  that  the  bias  of  the  UUT  is£'n .  The  pdf  f(  s0)  is  the  probability 
density  for  UUT  biases. 

Since  the  components  of  X  are  statistically  independent,  we  can  write 

/(x|U=/(v|U/(UU''/(v,K)  • 

where 

f{Xi\sQ)  =  -^e-(x‘~^l2a- ,  i  =  l,2,-,n.  (8-18) 

V2  noi 

Note  that  equation  (8-18)  states  that,  for  the  present  discussion,  we  assume  the  measurements 
of  s0  to  be  normally  distributed  with  a  population  mean  value  of  s0  (the  UUT  "true"  value)  and  a 
standard  deviation  at.  At  this  point,  we  do  not  provide  for  an  unknown  bias  in  the  z‘th  TME. 17  As 
we  will  see,  the  SMPC  methodology  will  be  used  to  estimate  this  bias,  based  on  the  results  of 
measurement  and  on  estimated  measurement  uncertainties. 


Combining  equations  (8-15)  through  (8-18)  gives 


/(%)/k)=Cexp|-| 


cj. 


0  ,^(^("^0) 


0  i=l 


a. 


=  C  expt  - 


2a; 


el+Y*r?(xi  -£g)2 


1=1 


(8-19) 


=  CUG(x)exp 


1+Zf2, 


where  C  is  a  normalization  constant.  The  function  G’(X)  contains  no  e0  dependence  and  its 
explicit  fonn  is  not  of  interest  in  this  discussion. 

The  pdf/(X)  is  obtained  by  integrating  equation  (8-19)  over  all  values  olky .  To  simplify  the 
notation,  we  define 


and 


(iW 

(8-20) 

YXr2 

(8-21) 

ll 

1  +  5 >2  ‘ 

17 

It  can  be  readily  shown  that,  if  the  bias  of  a  TME  is  unknown,  the  best  estimate  for  the  population  of  its  measurements  is  the 
true  value  being  measured,  i.e.,  zero  bias.  This  is  an  important  a  priori  assumption  in  applying  the  SMPC  methodology. 
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Using  equations  (8-20)  and  (8-21)  in  equation  (8-19)  and  integrating  over^0  gives 

f0°  -«2U„-/?)2/  2< 


f(x)=Ce-°m  f  e 
=  Ce 


’  dSr. 


g(x)  '\/27rcr0 


(8-22) 


a 


pdf 


Dividing  equation  (8-22)  into  equation  (8-19)  and  substituting  in  equation  (8-15)  yields  the 


/fo|x)  = 


xf2/r((j0  la) 


(8-23) 


As  we  can  see,  s0  conditional  on  X  is  normally  distributed  with  mean  [>  and  standard  devia¬ 
tion  cr0  /  a  .  The  in-tolerance  probability  for  the  UUT  is  obtained  by  integrating  equation  (8-23) 
over  [-To,  Lo\.  With  the  aid  of  equation  (8-5),  this  results  in 


P0  = 


1 


xf2?r((J0/a)_[o 

,  Uo-U/Uo /a) 

1  r  -f2/2 


-Uo-fif  1 2(tr0/af 


ds,. 


r— 

d27T  _( L0-P)l(a0la ) 

=  F(a)-F(a+) 

=  F(a+)  +  F(a  )-l, 


which  is  equation  (8-3)  with  a  and  /?  as  defined  in  equations  (8-20)  and  (8-21). 

8.2.7  Estimation  of  Biases.  Obtaining  the  conditional  pdf  f(s0  |X)  allows  us  to  compute 

moments  of  the  UUT  attribute  distribution.  Of  particular  interest  is  the  first  moment,  or 
distribution  mean.  The  UUT  distribution  mean  is  the  conditional  expectation  value  for  the  bias 
s0 .  Thus,  the  UUT  attribute  bias  is  estimated  by 


A  =  £f„|x) 

00 


(8-24) 


Substituting  from  equation  (8-23)  and  using  equation  (8-21)  gives 


A  = 


1  +  5 >2 


(8-25) 


8-9 


Uncertainty  Analysis  Principles  and  Methods  RCC  Document  122-07,  September  2007 


Similarly,  bias  estimates  can  be  obtained  for  the  TME  set  by  making  the  transfonnations 
described  in  Section  8.2.2;  for  example,  the  bias  of  TME  1  is  given  by 

’ZXr'2 

A=E(£l\X)= - (8-26) 

1  +  'Lr. 


To  exemplify  bias  estimation,  let  use  consider  a  proficiency  audit  question  in  which  three 
different  pressure  measuring  instruments  are  used  to  measure  a  10,000  psi  nominal  pressure 
source.  All  three  instruments  have  a  specified  tolerance  of  ±10  psi.  Instrument  1  reads  0  psi 
difference  from  nominal  (To  =  0),  instrument  2  reads  6  psi  higher  than  nominal  (  Y\  =  6),  and 
instrument  3  reads  15  psi  higher  than  nominal  (T2  =  15). 

In  this  example,  instrument  1  is  designated  as  the  UUT,  instrument  2  as  TME  1  and  instru¬ 
ment  3  as  TME  2.  For  simplicity,  we  set  R( 0)  =  1,  and  bias  fluctuation  and  process  uncertainties 
equal  to  zero.  Thus, 


*i=r0-ri 

=  -6 

X2=70-72 
=  -15, 
and 


0  =  /  2  = 1  • 


Unless  otherwise  shown,  we  can  assume  that  the  in-tolerance  probabilities  for  all  three 
instruments  are  about  equal  to  their  average-over-period  values. 

For  the  instruments  used  in  the  proficiency  audit,  it  was  determined  that  the  population 
uncertainty  is  managed  to  achieve  an  in-tolerance  probability  of  R*  =  0.72  at  the  end  of  the 
calibration  interval.  We  assume  that  we  can  use  average-over-period  in-tolerance  probabilities 
for  R(t)  in  this  example. 

With  the  exponential  model,  ifi?(0)  =  1 ,  the  average  in-tolerance  probability  is  roughly  equal 
to  the  in-tolerance  probability  halfway  through  the  calibration  interval.  Thus,  setting  t  =  T  12  in 
Equation  (8-10)  yields 


10 


F 


1  +  exp 


1 


In  0.72 


F~\  0.92) 
=  10/1.43 
=  6.97. 
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Substituting  in  the  expression  for  a±  above  gives 

a  73(10  +  7) 

*  6.97 

=  2.49  ±1.74. 

Thus,  the  in-tolerance  probability  for  the  UUT  (instrument  1)  is 

P0  =F(0.75)  +  F(4.23)-1 
=  0.77  +  1.00-1 
=  0.77. 

To  compute  the  in-tolerance  probability  for  TME  1  (instrument  2),  the  UUT  and  TME  1  swap 
roles.  By  using  the  transformations  of  Section  8.2.2,  we  have 

=  6 

X'^X.-X, 

=  -9 

in  place  ofXi  and  Xi  in  Equation  (8-5).  Recalling  that  cr0  =  cr0  in  this  example  gives 


+  0  + 1 ) 


a.  = 


10  ± 


6-9 

1 + (1 + i)j 


cr„ 


_  V3(10±l) 

6.97 

=  2.49  ±0.25. 

Thus,  by  Equation  (8-3),  the  in-tolerance  probability  for  TME  1  (instrument  2)  is 

P]  =F(2.24)  +  F(2.73)-1 
=  0.99  +  1.00-1 
=  0.99. 

In  computing  the  in-tolerance  probability  for  TME  2,  the  UUT  and  TME  2  swap  roles.  Thus 

x;=Xi-x2 

=  15 

X2  =  -X2 

=  9. 


Using  these  quantities  in  Equation  (8-5)  and  setting  cr0  -  cr0  gives 


<4  =2.49  ±1.99. 
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Thus,  by  Equation  (8-3),  the  in-tolerance  probability  for  TME  2  (instrument  3)  is 

P2  =F(4.47)+F(0.50)-1 
=  1.00  +  0.69-1 
=  0.69. 

By  summarizing  these  results,  we  estimate  a  roughly  77%  in-tolerance  probability  for  instrument 
1 ,  a  99%  in-tolerance  probability  for  instrument  2,  and  a  69%  in-tolerance  probability  for 
instrument  3. 

As  previously  stated,  all  three  instruments  are  managed  to  the  same  R*  target,  have  the  same 
tolerances,  and  are  calibrated  in  the  same  way  using  the  same  equipment  and  procedures. 
Therefore,  their  standard  deviations  when  the  measurements  were  made  should  be  about  equal. 

By  using  equations  (8-25)  and  (8-26)  and  by  recalling  that  cr0  =  a1  =  cr2 ,  we  get 

Instrument  1  (UUT)  bias:  B(]  =  — — — =  -7 

0  l  +  (l  +  l) 


6-9 

Instrument  2  (TME  1)  bias:  B ,  =  — - -  =  -1 

1  l  +  (l  +  l) 


15  +  9 

Instrument  3  (TME  2)  bias:  B-,  =  — - -  =  8  . 

2  1  +  (1  + 1) 

If  desired,  these  bias  estimates  could  serve  as  correction  factors  for  the  three  instruments.  If 
used  in  this  way,  the  quantity  7  would  be  added  to  all  measurements  made  with  instrument  1 . 

The  quantity  1  would  be  added  to  all  measurements  made  with  instrument  2.  And,  the  quantity  8 

18 

would  be  subtracted  from  all  measurements  made  with  instrument  3. 

Note  that  all  biases  are  within  the  stated  tolerance  limits  (±10)  of  the  instruments,  which 
might  encourage  users  to  continue  to  operate  their  instruments  with  confidence.  However,  the 
computed  in-tolerance  probabilities  showed  only  a  77%  chance  that  instrument  1  was  in¬ 
tolerance  and  an  even  lower  69%  chance  that  instrument  3  was  in-tolerance.  Such  results  tend 
provide  valuable  infonnation  from  which  to  make  cogent  judgments  regarding  instrument 
disposition. 

8.2.8  Bias  Confidence  Limits.  Another  variable  that  can  be  useful  in  making  decisions  based  on 
measurement  results  is  the  range  of  the  confidence  limits  for  the  estimated  biases.  Estimating 
confidence  limits  for  the  computed  biases  J30  and  /?,.,/  =  1, 2,  •  •  • ,  n  ,  means  first  determining  the 
statistical  probability  density  functions  for  these  biases.  From  equation  (8-25)  we  can  write 


18  Since  all  three  instruments  are  considered  a  priori  to  be  of  equal  accuracy,  the  best  estimate  of  the  true  value  of  the  measurand 
would  be  the  average  of  the  three  measured  deviations:  s0  =(0  +  6  +  1 5)  /  3  =  7  -  Thus,  a  zero  reading  would  be  indicative  of  a 

bias  of  -7,  a  +6  reading  would  be  indicative  of  a  bias  of  -1,  and  a  +15  reading  would  be  indicative  of  a  bias  of +8.  These  are  the 
same  estimates  we  obtained  with  SMPC.  Obviously,  this  is  a  trivial  example.  This  become  more  interesting  when  each 
measurement  has  a  different  uncertainty,  i.e.,  when  crg  <j[  +  <J2  . 
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where 


A=2>,X,, 

1=1 


c,  =  ■ 


1  +  2>. 


2  ‘ 


With  this  convention,  the  probability  density  function  of  P  o  can  be  written: 

=f(vr,\ 

where 


(8-27) 


(8-28) 


(8-29) 


(8-30) 


Although  the  coefficients  c„  f  =  1,2,  ...  ,  n,  are  in  the  strictest  sense  random  variables,  to  a 
first  approximation,  they  can  be  considered  fixed  coefficients  of  the  variables  Xu  Since  these 
variables  are  normally  distributed  (see  equation  (8-18)),  the  variables  \|nare  also  normally 
distributed.  The  appropriate  expression  is 


/W 


-('Pi-’hV  2°l 


a/2 


71  CJ  tr 


(8-31) 


where 


CTqj  =  C;(7 


(8-32) 


and 


Vt  =  c,£0  •  (8-33) 

Since  the  variables  y/i  are  normally  distributed,  their  linear  sum  is  also  normally  distributed: 

\  1  -(ES ’i-r,)l2a2 


a/2 ~n<. 


no 


1 


7  f  /2cr2 


a/Ittct 

=  /0U 


(8-34) 


where 


and 


=  A l^¥t  > 


V  =  ^Vr 


(8-35) 

(8-36) 
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Equation  (8-34)  can  be  used  to  find  the  upper  and  lower  confidence  limits  for  j80 .  Denoting 
these  limitsd  by  and  /),  ,  if  the  desired  level  of  confidence  is  p  x  100%  then 


f-'O 

P  =  J/(B„  )<©<,, 


or 


w  '0 

jf(B0)dB0=(l-p)/2=jf(B0)dB0. 


Integrating  equation  (8-34)  from  ft{]  to  oo  and  using  equations  (8-35)  and  (8-36)  yields 


1  -F 


V  o-  j 


=  (l-i>)/2 


and 


F 


V 


V  O'  J 


=  {Y  +  p)!2. 


Solving  for  [J>{\  gives 


A,  =  >1  + 


f  \  + 


\  ^  J 


Solving  for  the  lower  confidence  for  /?0  in  the  same  manner,  we  begin  with 

AT 

-OO 

This  yields,  with  the  aid  of  equation  (8-24), 

f[ 


v  ^  j 


=  (i-A>/2. 


Using  the  following  property  of  the  normal  distribution 

F(-jc)  =  1-F(jc) 

we  can  rewrite  equation  (8-38)  as 


F 


<j 


=  l-(l-p)/2 
=  (l  +  A>/2, 


(8-37) 


(8-38) 


where 
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A)  =r/-(jF 


-1 


V  *  J 


(8-39) 


From  equation  (8-34),  the  parameter  ;/  is  seen  to  be  the  expectation  value  for  J30 .  Our  best 
available  estimate  for  this  quantity  is  the  computed  UUT  bias,  namely  /?„  itself.  We  thus  write 
the  computed  upper  and  lower  confidence  limits  for  J30  as 


Ao  =Po±aF _1 


r  \  + 

V  2  j 


(8-40) 


In  like  fashion,  we  can  write  down  the  solutions  for  the  TME  biases  /?.,  i  =  1, 2,  •  •  • ,  n  : 

where 


V  2  y 


and 


cr  =  yllc'i'cr]2  , 


c.  =  ■ 


1  +  Erf 


.2  ‘ 


(8-41) 


(8-42) 


(8-43) 


The  variables  r\  in  this  expression  are  defined  as  before. 

To  illustrate  the  determination  of  bias  confidence  limits,  we  again  turn  to  the  proficiency 
audit  example.  In  this  example  where 


and 


By  equations  (8-28)  and  (8-34), 


and 


cr0  =  (Jj  =  cr2  =  6.97 . 


f  =r2=r3=l. 


c,  =  c,  =  - , 
3 


J2  2 

9  9 

_  y[2(J0 

3 

=  3.29 


=  cr  . 
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Substituting  in  equations  (8-40)  and  (8-41)  yields 


±3.29 F1 


1  +  p 


and 


p~  =  px  ±3.29 F 


=  P2±3.29F  1 


1  +  p 


f  \  + 


Suppose  that  the  desired  confidence  level  is  95%.  Then  p  =  0.95,  and 


F 


1  +  p 


=  F  '(0.975) 
=  1.96, 


and 


3.29F  1 


1  +  p 


=  6.4. 


Since /?0=  -7,  /?,  =  -1,  and  P2  =  +8,  this  result,  when  substituted  in  the  above  expressions,  gives 
95%  confidence  limits  for  the  estimated  biases: 


- 13.4  <p0  <-0.6 
-  7.4  <  Px  <5.4 
1.6  <p2  <14.4. 


8.3  Application  of  SMPC 

As  with  any  analysis  technique,  the  results  are  only  as  good  as  the  information  or  data  input  into 
it.  Or  as  the  saying  goes:  “garbage  in,  garbage  out.”  To  avoid  misusing  SMPC,  there  are  two 
provisions  to  keep  in  mind. 

1 .  At  its  present  stage  of  development,  SMPC  is  strictly  applicable  when  process  errors  and 
measurement  biases  are  normally  distributed.  For  process  errors  or  parameter  bias  with  a 
containment  probability  (confidence  level)  less  than  100%,  Uncertainty  Analyzer  assumes 
a  normal  distribution. 

2.  In  using  SMPC  with  more  than  one  measurement  sample,  the  samples  must  be  based  on 
measurements  of  the  same  quantity.  SMPC  needs  to  “anchor”  measurements  to  a  com¬ 
mon  reference  for  comparison  and  evaluation. 
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CHAPTER  9 

SOFTWARE  VALIDATION 


9.0  General 

This  chapter  discusses  the  protocols  that  Integrated  Sciences  Group  (ISG)  has  developed  and 
implemented  to  validate  the  Uncertainty  Analyzer  program.  Examples  are  presented  that 
compare  Uncertainty  Analyzer  calculations  to  values  obtained  by  hand  calculations  and  from 
Excel  spreadsheets. 

9.1  Definitions 

9.1.1  Protocol.  A  procedure  or  practice,  set  of  rules,  or  code  of  behavior. 

9. 1 .2  Validate.  To  confirm  or  prove  to  be  valid  or  correct. 

9.1.3  Validation.  See  Verification. 

9.1.4  Verification.  Establishment  or  confirmation  of  the  truth  or  accuracy  of  a  fact,  theory,  etc. 

9.1.5  Verify.  To  make  certain,  to  check  or  test  the  accuracy  or  correctness  of,  as  by  investiga¬ 
tion,  comparison  with  a  standard,  or  reference  to  the  facts. 

9.2  Software  Validation  Protocol 

Currently,  there  are  no  standards  or  guidelines  for  testing  and  validating  uncertainty  analysis 
software.  However,  there  are  many  common-sense  protocols  that  Integrated  Sciences  Group  has 
adopted  for  the  validation  and  verification  of  UncertaintyAnalyzer.  These  protocols  are 
described  below. 

•  Validation  of  mathematical  and  statistical  methods. 

•  Verification  of  numerical  approximations  and  calculations. 

•  Verification  of  program  functionality. 

9.2. 1  Mathematical  and  Statistical  Methods.  In  general,  it  is  not  sufficient  to  simply  state  that  an 
uncertainty  analysis  application  incorporates  internationally  accepted  methods,  such  as  those 
described  in  the  ISO  GUM.  The  software  developer  should  also  publish  papers  and  articles  that 
clearly  describe  the  mathematical  and  statistical  concepts  that  are  incorporated  in  the  product. 
This  serves  two  purposes: 

1 1 .  It  shows  whether  or  not  the  developer  has  a  sufficient  technical  understanding  of  uncer¬ 
tainty  analysis  concepts  and  principles. 

12.  The  infonnation  can  be  reviewed  and  scrutinized  in  the  public  domain. 

Since  1992,  ISG  has  published  and  presented  papers  at  technical  conferences  and  symposi¬ 
ums  that  specifically  discuss  the  principles  and  methods  of  estimating  measurement  uncertainty. 
These  papers  are  available  in  conference  proceedings  and  via  download  from  ISG’s  website. 

ISG  also  actively  documents  new  uncertainty  analysis  methods  and  practices  as  they  are 
developed.  These  articles  are  available  for  download  from  ISG’s  website  for  peer  review. 
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9.2.2  Numerical  Approximations  and  Calculations.  Depending  upon  the  sophistication  of  the 
numerical  algorithms,  program  calculations  can  be  verified  via  hand  calculations,  Excel 
spreadsheets,  or  math  and  statistics  applications  such  as  MathCAD  or  Mathematica.  Verification 
of  numerical  algorithms  can  be  achieved  in  a  number  of  ways  including: 

•  Alpha  testing  via  internal  peer  review  and  verification. 

•  Beta  testing  via  external  review  and  verification  by  selected  customer  base. 

•  Widespread  peer  review  and  verification  via  distribution  of  freeware  subprograms  and 
applets. 

•  Large-scale  customer  use  and  feedback.  This  applies  to  well  established  analysis  pro¬ 
grams  that  have  been  used  by  100+  customers  for  the  past  several  years  or  more. 

Since  initial  product  release  in  1994,  ISG  has  conducted  extensive  internal  review  and 
verification  of  Uncertainty  Analyzer’s  subroutines  and  subprograms.  Internal  review  and 
verification  is  conducted  to  all  new  program  features  and  functions  as  they  are  added.  ISG  also 
periodically  releases  key  features  as  freeware  applications  for  external  review  prior  to  final 
implementation  into  Uncertainty  Analyzer. 

9.2.3  Program  Functionality.  Another  important  aspect  of  software  validation  is  the  verification 
that  the  program  screens,  templates,  or  worksheets  function  as  intended.  For  example,  data 
entered  into  a  drill-down  screen  should  be  properly  stored  and  transferred  to  other  screens  as 
needed.  The  protocol  for  testing  and  validating  program  functionality  is  the  same  as  described 
for  numerical  algorithms. 

Of  course,  software  programs  cannot  fully  eliminate  user  input  error.  However,  Uncer- 
taintyAnalyzer  does  contain  error  trapping  subroutines  to  ensure  that  realistic  infonnation  and 
data  are  entered  in  the  appropriate  fields  and  cells.  Uncertainty Anayzer  also  contains  a 
comprehensive  Help  file  that  is  easily  accessed  from  all  screens,  templates  or  worksheets.  The 
Help  topics  are  written  in  a  concise  manner  that  clearly  conveys  the  appropriate  information. 


9.3  Validation  Examples 


Three  uncertainty  analyses  are  included  herein  to  illustrate  how  Uncertainty  Analyzer  calcula¬ 
tions  are  verified  and  compared  to  values  obtained  from  hand  calculations  (where  possible)  and 
from  calculations  performed  via  Excel  spreadsheet. 

9.3.1  Cylinder  Volume  Measurement.  In  this  example,  the  cylinder  is  a  steel  artifact  with 
nominal  design  dimensions  of  0.65  cm  length  by  1.40  cm  diameter.  The  length  and  diameter  are 
measured  with  a  micrometer.  The  objective  is  the  estimate  the  uncertainty  in  the  cylinder 
volume  measurement. 

The  mathematical  relationship  between  the  cylinder  volume  in  terms  of  length  and  diameter 
is  given  as 


V 


7lL 


r  D 


V  *  ) 


2 


where  L  and  D  are  the  length  and  diameter  components,  respectively. 

A  comparison  of  the  results  from  hand  calculations  and  those  obtained  using  Uncer¬ 
tainty  Analyzer  are  presented  herein.  Details  of  the  uncertainty  analysis  are  in  Appendix  A. 
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Table  9-1.  Comparison  of  Total  Uncertainty  and  Degrees  of  Freedom 

Hand  Calculation 

Uncertainty  Analyzer 

Cylinder  Volume 

1.108  cm3 

1.1080  cc 

Std  Uncertainty 

0.0194  cm3 

0.0194  cc 

Deg  of  Freedom 

170 

169 

The  standard  uncertainties  and  component  uncertainties  for  the  measurement  process  errors 
obtained  from  hand  calculations  are  summarized  in  Table  9-2.  Component  uncertainty  is 
obtained  by  multiplying  the  standard  uncertainty  by  the  appropriate  sensitivity  coefficient.  The 
Uncertainty  Analyzer  multivariate  analysis  report  is  shown  in  Figure  9-1. 


Table  9-2.  Uncertainty  Estimates  for  Cylinder  Volume  using  Hand  Calculations 

Variable 

Name 

Standard 

Uncertainty 

% 

Confidence 

±  Error 
Limits 

Sensitivity 

Coefficient 

Component 

Uncertainty 

Nominal  or 
Mean  Value 

L0 

0.65  cm 

Lbias 

0.0045  cm 

97.5 

0.1  mm 

1.613 

0.00726  cm3 

0  cm 

Lran 

0.0029  cm 

1.613 

0.00467  cm3 

0.037  cm 

Lres 

0.0029  cm 

100.0 

0.05  mm 

1.613 

0.00467  cm3 

0  cm 

Lop 

0.0030  cm 

90.0 

0.05  mm 

1.613 

0.00484  cm3 

0  cm 

Lenv 

0.00000068  cm 

1.613 

0.00000110  cm3 

0  cm 

DO 

1.40  cm 

Dbias 

0.0045  cm 

97.5 

0.1  mm 

1.546 

0.00696  cm3 

0  cm 

Dran 

0.0042  cm 

0.00649  cm3 

0.033  cm 

Dres 

0.0029  cm 

100.0 

0.05  mm 

0.00448  cm3 

0  cm 

Dop 

0.0030  cm 

90.0 

0.05  mm 

0.00464  cm3 

0  cm 

Denv 

0.00000146  cm 

0.00000226  cm3 

0  cm 

where 

L0  = 
Lbias  = 

Lran  = 

Lres  = 

Lop  = 

Lenv  = 

DO  = 

Dbias  = : 

Dran  =  i 

Dres  =  i 

Dop  =  i 
Denv  = i 

nominal  cylinder  length 

measurement  bias  in  length  measurement 

length  repeatability  error 

length  resolution  error 

length  operator  bias 

length  environmental  factors  error 

nominal  cylinder  diameter 

measurement  bias  in  diameter  measurement 

diameter  repeatability  error 

diameter  resolution  error 

diameter  operator  bias 

diameter  environmental  factors  error 
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Root  Variables  Analysis  Results: 


±  Error 

%  Con¬ 

Standard 

Analysis 

Deg. 

Sensitivity 

Component 

Adjusted 

Variable  Name 

Limits 

fidence 

Uncertainty 

Type 

Freedom 

Coefficient 

Uncertainty 

Mean 

L0 

1.6125 

0.65  cm 

Lblas 

0.1  mm 

97  50 

0  045  mm 

B 

inf 

1.6125 

0.00726  cc 

0  cm 

Lran 

0.029  mm 

A 

6 

1.6125 

0.00468  cc 

0.0371  cm 

Lres 

0.05  mm 

100.00 

0.029  mm 

B 

inf 

1.6125 

0.00468  cc 

0  cm 

Lop 

0.05  mm 

90.00 

0.030  mm 

B 

inf 

1.6125 

0.00484  cc 

0  cm 

Lenv 

0  0000133  mm 

95.00 

0.0000068  mm 

B 

inf 

1.6125 

0.000001097  cc 

-0.00000933  cm 

DO 

1.5465 

1 .40  cm 

Dbias 

0.1  mm 

97.50 

0.045  mm 

B 

inf 

1.5465 

0  00696  cc 

0  cm 

Dran 

0.042  mm 

A 

6 

1.5465 

0  0065  cc 

0.0329  cm 

Dres 

0.05  mm 

100  00 

0.029  mm 

B 

inf 

1.5465 

0.004485  cc 

0  cm 

Dop 

0.05  mm 

90  00 

0.030  mm 

B 

inf 

1  5465 

0.00464  cc 

0  cm 

Denv 

0.0000287  mm 

95  00 

0.0000146  mm 

B 

inf 

1  5465 

0.00000226  cc 

-0.0000201  cm 

Analysis  Summary: 

Computed  Parameter  Value:  1.1 080  cc 
Estimated  Uncertainty:  0.0194  cc 
Distribution:  Student's  t 
Degrees  of  Freedom:  169 
Analysis  Category:  Type  A,B 


Figure  9-1.  Multivariate  Analysis  Report  for  Cylinder  Volume  Example. 


9.3.2  Load  Cell  Calibration.  In  this  example,  a  load  cell  (i.e.,  tension  transducer)  is  calibrated 
using  a  weight  standard,  as  illustrated  in  Figure  9-2.  The  calibration  weight  is  extended  from  the 
load  cell  via  a  monofilament  line.  Repeat  measurements  of  DC  voltage  are  obtained  by  adding 
and  removing  the  calibration  weight.  The  DC  voltage  output  from  an  amplifier/signal 
conditioner  is  measured  with  a  digital  multimeter. 
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8062A  Readout 
DMM  Device 


Tension 

Transducer 


■  Calibration 
_  Weight 


Figure  9-2.  Load  Cell  Calibration  Setup. 

The  uncertainty  in  the  load  cell  output  voltage  is  estimated  using  both  a  system  model 
analysis  approach  and  a  more  general  multivariate  analysis  method.  Results  obtained  from  Excel 
spreadsheet  analyses  are  compared  to  similar  analyses  using  Uncertainty  Analyzer.  Analysis 
details  are  presented  in  Appendix  B. 

9.3.2. 1  System  Model  Results.  Comparisons  of  the  computed  Load  Cell  Module  output,  total 
uncertainty  and  degrees  of  freedom  obtained  from  Excel  spreadsheet  and  Uncer¬ 
tainty  Analyzer  are  listed  in  Table  9-3. 


Table  9-3.  Comparison  of  Load  Cell  Total  Uncertainty  and  Degrees  of  Freedom 

Excel  Spreadsheet 

UncertaintyAnalyzer 

Load  Cell  Output 

8.88  mV 

8.88  mV 

Std  Uncertainty 

0.005  mV 

0.00  mV 

Deg.  Of  Freedom 

infinite 

Infinite 

The  estimated  uncertainties  for  the  Load  Cell  Module  obtained  from  Excel  spreadsheet 
calculations  are  listed  in  Table  9-4.  The  Uncertainty  Analyzer  output  report  for  the  Load  Cell 
Module  is  shown  in  Figure  9-3. 
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Table  9-4.  Spreadsheet  Analysis  Results  for  Load  Cell  Module 

Parameter 

Standard 

% 

±  Error 

Sensitivity 

Component 

Nominal  or 

Name 

Uncertainty 

Confidence 

Limits 

Coefficient 

Uncertainty 

Mean  Value 

CalWeight 

0.0388  g 

99 

0.1 

0.00882 

1,000  g 

Sensitivity 

95 

1,000 

0.00882  mV/g 

Nonlinearity 

0.005  mV 

95.45 

0.01  mV 

1 

0.005  mV 

0  mV 

Hysteresis 

0.005  mV 

95.45 

0.01  mV 

1 

0.005  mV 

0  mV 

Noise 

0.005  mV 

95.45 

0.01  mV 

1 

0.005  mV 

0  mV 

Random 

0.0015  mV 

1 

0.0015  mV 

0  mV 

ZeroOffset 

0.1  mV 

95.45 

0.2  mV 

1 

0.100  mV 

0  mV 

T  empEffectOut 

0.00022  mV/ F 

95.45 

0.00044  mV/  F 

0 

0.00  mV 

0  mV/deg  F 

T  empEffectZero 

0.0005  mV/  F 

95.45 

0.001  mV/F 

0 

0.00  mV 

0  mV/deg  F 

Temp  Range 

0.776  F 

99 

2  F 

0 

10  deg  F 

where 

CalWeight 

=  Calibration  Weight 

Sensitivity 

=  Load  Cell  Sensitivity 

Nonlinearity 

=  Load  Cell  Nonlinearity 

Hysteresis 

=  Load  Cell  Hysteresis 

Noise 

=  Noise 

Random 

=  Error  due  to  Repeat  Measurements 

Zero  Offset 

=  Zero  Balance 

T  empEffectOut 

=  Temperature  Effect  on  Output 

Temp  Effect  Zero  =  Temperature  Effect  on  Zero 

Temp  Range 

=  Temperature  Range 
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Uncertainty  Analysis  Report  System  Module  Analysis  Results 

UncertaintyAnalyzer  System  Model  Analysis 
Load  Cell  Calibration  System 

14-JUI-2005 

Module  1 :  Load  Cell 

Input  Measurement  Area:  Mass 

Output  Measurement  Area:  DC  Voltage 


Analysis  Results: 


±  Error 

%  Con¬ 

Standard 

Analysis 

Deg 

Sensitivity 

Component 

Name 

Value 

Limits 

fidence 

Uncertainty 

Type 

Freedom 

Coefficient 

Uncertainty 

Load  Cell  Sensivity 

0.00882 

95.00 

1,000.0 

Load  Cell  Nonlinearity 

0 

0.0100 

95.45 

0.005 

B 

inf 

1.0 

0.005 

Load  Cell  Hysteresis 

0 

0.0100 

95.45 

0.005 

B 

inf 

1.0 

0.005 

Error  due  to  Repeat 

0.0590 

0.006523 

95.00 

0.001528 

A 

2 

1.0 

0.001528 

Measurements 

Noise 

0 

0.0100 

95.45 

0.005 

B 

inf 

1.0 

0.005 

Zero  Balance 

0 

0.2000 

95.45 

0.1 

B 

inf 

1.0 

0.1 

Temperature  Effect  on  Output 

0 

0.00044 

95.45 

0.00022 

B 

inf 

10.0 

0.00220 

Temperture  Effect  on  Zero 

0 

0.0010 

95.45 

0.0005 

B 

inf 

10.0 

0.0050 

Temperature  Range 

10 

2.0000 

99.00 

0.776 

inf 

Module  Analysis  Summary: 
Module  Input:  1,000  g 
Module  Output:  8.88  mV 
Output  Uncertainty:  0.1005  mV 
Distribution:  Normal 
Degrees  of  Freedom:  Infinite 
Analysis  Category:  Type  A, B 


Figure  9-3.  Load  Cell  Module  Report. 


Comparisons  of  the  computed  Amplifier  Module  output,  total  uncertainty  and  degrees  of 
freedom  obtained  from  Excel  spreadsheet  and  UncertaintyAnalyzer  are  listed  in  Table  9-5. 


Table  9-5.  Comparison  of  Amplifier  Total  Uncertainty  and  Degrees  of  Freedom 

Excel  Spreadsheet 

UncertaintyAnalyzer 

Amplifier  Output 

4.44  V 

4.44  V 

Std  Uncertainty 

51.6  mV 

51.6  mV 

Deg.  Of  Freedom 

Infinite 

Infinite 

Comparison  of  the  estimated  uncertainties  for  the  Amplifier  Module  obtained  from  Excel 
spreadsheet  calculations  are  listed  in  Table  9-6.  The  Uncertainty  Analyzer  output  report  for  the 
Amplifier  Module  is  shown  in  Figure  9-4. 
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Table  9-6.  Spreadsheet  Analysis  Results  for  Amplifier  Module 

Parameter 

Name 

Standard 

Uncertainty 

% 

Confidence 

±  Error 
Limits 

Sensitivity 

Coefficient 

Component 

Uncertainty 

Nominal  or 
Mean  Value 

LoadCellOutput 

0.1005  mV 

8.88  mV 

Gain 

95 

8.88 

0.5  V/mV 

Gain  Ace 

2.5  mV 

95.45 

5  mV 

1 

0.0025  V 

0  V 

Stability 

0.5  mV 

95.45 

1  mV 

1 

0.0005  V 

0  V 

Nonlinearity 

0.5  mV 

95.45 

1  mV 

1 

0.005  V 

0  V 

Noise 

1.165  mV 

99 

3  mV 

1 

0.001165  V 

0  V 

Bal  Stability 

10  mV 

95.45 

20  mV 

1 

0.01  V 

0  V 

TempCoeff 

1  mV/C 

95.45 

2  mV/C 

5.6 

0.0056  V 

0  mV/C 

Temp  Range 

0.427  C 

99 

1.1  C 

0  V 

5.6  C 

where 

Load  Cell  Output  =  Output  from  Load  Cell  Module 
Gain  =  Amplifier  Gain 

Gain  Ace  =  Amplifier  Accuracy 

Stability  =  Amplifier  Stability 

Nonlinearity  =  Amplifier  Nonlinearity 

Noise  =  Amplifier  Noise 

Bal  Stability  =  Balance  Stability 

Temp  Coeff  =  Temperature  Coefficient 

Temp  Range  =  Temperature  Range 
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Uncertainty  Analysis  Report  System  Module  Analysis  Results 

UncertaintyAnalyzer  System  Model  Analysis 
Load  Cell  Calibration  System 

14-Jul-2005 

Module  2:  Amplifier 

Input  Parameter:  Load  Cell 

Input  Measurement  Area:  DC  Voltage 

Output  Measurement  Area:  DC  Voltage 


Analysis  Results: 

±  Error 

%  Con¬ 

Standard 

Analysis 

Deg 

Sensitivity 

Component 

Name 

Value 

Limits 

fidence 

Uncertainty 

Type 

Freedom 

Coefficient 

Uncertainty 

Amplifier  Gain 

0.5 

95.00 

8.88 

Amplifier  Accuracy 

0 

0.0050 

95.45 

0.0025 

B 

inf 

1.0 

0.0025 

Amplifier  Stability 

0 

0.0010 

95.45 

0.0005 

B 

inf 

1.0 

0.0005 

Amplifier  Nonlinearity 

0 

0.0010 

95.45 

0.0005 

B 

inf 

1.0 

0.0005 

Amplifier  Noise 

0 

0.003000 

99.00 

0.001165 

B 

inf 

1.0 

0.001165 

Balance  Stability 

0 

0.0200 

95.45 

0.0100 

B 

inf 

1.0 

0.0100 

Temperature  Coefficient 

0 

0.0020 

95.45 

0.0010 

B 

inf 

5.60 

0.0056 

Temperature  Range 

5.6 

1.1000 

99.00 

0.427 

inf 

Module  Analysis  Summary: 
Module  Input:  8.88  mV 
Input  Uncertainty:  0.1005  mV 
Degrees  of  Freedom:  Infinite 
Module  Output:  4.44  V 
Output  Uncertainty:  51 .6  mV 
Distribution:  Normal 
Degrees  of  Freedom:  Infinite 
Analysis  Category:  Type  B 


Figure  9-4.  Amplifier  Module  Report. 


Comparisons  of  the  computed  Digital  Multimeter  Module  output,  total  uncertainty  and 
degrees  of  freedom  obtained  from  Excel  spreadsheet  and  UncertaintyAnalyzer  are  listed  in 
Table  9-7.  These  values  also  represent  to  overall  system  output,  total  system  uncertainty,  and 
degrees  of  freedom. 


Table  9-7.  Comparison  of  Digital  Multimeter  Total  Uncertainty  and  Degrees  of  Freedom 

Excel  Spreadsheet 

UncertaintyAnalyzer 

DMM  Output 

4.44  V 

4.44  V 

Std  Uncertainty 

51.9  mV 

51.9  mV 

Deg.  Of  Freedom 

Infinite 

Infinite 

The  estimated  uncertainties  for  the  Digital  Multimeter  Module  obtained  from  Excel  spread¬ 
sheet  calculations  are  listed  in  Table  9-8.  The  UncertaintyAnalyzer  output  report  for  the  Digital 
Multimeter  Module  is  shown  in  Figure  9-5.  The  UncertaintyAnalyzer  overall  system  analysis 
report  is  shown  in  Figure  9-6. 
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Table  9-8.  Spreadsheet  Analysis  Results  for  Digital  Multimeter  Module 

Parameter  Standard  %  ±  Error  Sensitivity  Component  Nominal  or 

Name  Uncertainty  Confidence  Limits  Coefficient  Uncertainty  Mean  Value 

AmplifierOutput  51.6  mV  1  51.6  mV  4.4  V 

DMM  Accuracy  5.2  mV  95.45  ~  10.47  mV  1  5.2  mV  0  V 

DMM_Resolution  |  0.2898  mV  100  0.5  mV  1  0.289  mV  0  V 

where 

Amplifier  Output  =  Output  from  Amplifier  Module 

DMM_Accuracy  =  Digital  Multimeter  Accuracy 

DMM  Resolution  =  Digital  Multimeter  Resolution 


Uncertainty  Analysis  Report  System  Module  Analysis  Results 

UncertaintyAnalyzer  System  Model  Analysis 
Load  Cell  Calibration  System 

14-Jul-2005 

Module  3:  Digital  Multimeter 
Input  Parameter:  Amplifier 
Input  Measurement  Area:  DC  Voltage 
Output  Measurement  Area:  DC  Voltage 


Analysis  Results: 


±  Error 

%  Con¬ 

Standard 

Analysis 

Deg 

Sensitivity 

Component 

Name 

Value 

Limits 

fidence 

Uncertainty 

Type 

Freedom 

Coefficient 

Uncertainty 

Digital  Multimeter  Accuracy 

0 

0.01047 

95.45 

0.00523 

B 

inf 

1.0 

0.00523 

Digitial  Multimeter  Resolution 

0 

0.0005 

100.00 

0.0002887 

B 

inf 

1.0 

0.0002887 

Module  Analysis  Summary: 
Module  Input:  4.44  V 
Input  Uncertainty:  51.6  mV 
Degrees  of  Freedom:  Infinite 
Module  Output:  4.44  V 
Output  Uncertainty:  51.9  mV 
Distribution:  Normal 
Degrees  of  Freedom:  Infinite 
Analysis  Category:  Type  B 


Figure  9-5.  Digital  Multimeter  Module  Report. 
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Uncertainty  Analysis  Report  System  Analysis  Results 

UncertaintyAnalyzer  System  Model  Analysis 

14-Jul-2005 


System  Name: 

Load  Cell  Calibration  System 

Module  Name 

Input 

Output 

Uncertainty 

Coefficient 

Load  Cell 

1,000  g 

8.88  mV 

0.1005  mV 

0 

Amplifier 

8.88  mV 

4.44  V 

51.6  mV 

0 

Digital  Multimeter 

4.44  V 

4.44  V 

51.9  mV 

1.000 

System  Analysis  Summary: 

System  Input:  1,000  g 
System  Output:  4.44  V 
System  Uncertainty:  51.9  mV 
Confidence  Level:  95.00  % 

Coverage  Factor:  1 .9653  mV 
Degrees  of  Freedom:  Infinite 
Tolerance  Limits:  102  mV 

Figure  9-6.  Load  Cell  Calibration  System  Report 


9. 3.2 .2  Multivariate  Analysis  Results.  A  multivariate  analysis  was  also  conducted,  in  which  an 
overall  equation  was  entered  for  the  load  cell  calibration  system,  along  with  nested  variables 
equations.  The  analysis  details  are  presented  in  Appendix  B. 

Comparisons  of  the  total  system  output,  uncertainty,  and  degrees  of  freedom  for  both  analy¬ 
ses  are  listed  in  Table  9-9. 


Table  9-9.  Comparison  of  System  Output  Uncertainty  and  Degrees  of  Freedom 

Excel  Spreadsheet 

UncertaintyAnalyzer 

System  Output 

4.44  V 

4.44  V 

Std  Uncertainty 

51.9  mV 

51.9  mV 

Deg.  Of  Freedom 

Infinite 

Infinite 

The  estimated  uncertainties  for  the  Load  Cell  Calibration  System  obtained  from  Excel 
spreadsheet  calculations  are  listed  in  Table  9-10.  The  UncertaintyAnalyzer  output  report  is 
shown  in  Figure  9-7. 
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Table  9-10  Spreadsheet  Multivariate  Analysis  Results  for  Load  Cell  System 

Variable 

Name 

Standard 

Uncertainty 

% 

Confidence 

±  Error 
Limits 

Sensitivity 

Coefficient 

Component 

Uncertainty 

Nominal  or 
Mean  Value 

CalWeight 

0.0388  g 

99 

0.1  g 

0.00441 

0.000171  V 

1,000  g 

Load  Cell  Nonlinearity 

0.005  mV 

95.45 

0.01  mV 

0.5 

0.0025  V 

0  mV 

Sensitivity 

95 

500 

0.00882  mV/g 

Random 

0.0015  mV 

0.5 

0.000764  V 

0.0590  mV 

Load  Cell  Hysteresis 

0.005  mV 

95.45 

0.01  mV 

0.5 

0.0025  V 

0  mV 

Load  Cell  Noise 

0.005  mV 

95.45 

0.01  mV 

0.5 

0.0025  V 

0  mV 

ZeroOffset 

0.1  mV 

95.45 

0.2  mV 

0.5 

0.05  V 

0  mV 

T  empEffectOutput 

0.00022 

mV/F 

95.45 

0.00044 

mV/F 

5 

.0011  V 

0  mV/deg  F 

TempEffectZero 

0.0005  mV/F 

95.45 

0.001  mV/F 

5 

.0025  V 

0  mV/dig  F 

Temp  Range 

0.776  F 

99 

2  F 

10  F 

Amplifier  Gain 

95 

8.879 

0.5  V/mV 

Gain  Ace 

2.5  mV 

95.45 

5  mV 

1 

0.0025  V 

0  V 

Amplifier  Stability 

0.5  mV 

95.45 

1  mV 

1 

0.0005  V 

0  V 

Amplifier  Nonlinearity 

0.5  mV 

95.45 

1  mV 

1 

0.0005  V 

0  V 

Amplifier  Noise 

1.165  mV 

99 

3  mV 

1 

0.001165  V 

0  V 

Bal  Stability 

10  mV 

95.45 

20  mV 

1 

0.01  V 

0  V 

TempCoeff 

1  mV/C 

95.45 

2  mV/C 

5.6 

0.0056  V 

0  V/deg  C 

Temp  Range  DecC 

0.388  C 

99 

1  C 

5.6  deg  C 

DMMAccuracy 

5.23  mV 

95.45 

10.47  mV 

1 

0.00523  V 

0  V 

DMMResolution 

0.29  mV 

100 

0.5  mV 

1 

0.00029  V 

0  V 
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UncertaintyAnalyzer  Load  Cell  Calibration  System  Analysis 

14-Jul-2005 

Subject  Parameter  Data: 

Parameter  Name:  Voltage  Output  from  Load  Cell  Calibration  System 
Qualifier  1: 

Qualifier  2: 


Root  Variables  Analysis  Results: 


±  Error 

%  Con¬ 

Standard 

Analysis 

Deg. 

Sensitivity 

Component 

Adjusted 

Variable  Name 

Limits 

fidence 

Uncertainty 

Type 

Freedom 

Coefficient 

Uncertainty 

Mean 

T  emp_Effect_Output 

0.00044  mV/deg  F 

95.45 

0.00022  mV/deg  F 

B 

inf 

5  0 

0.0011  V 

0  mV/deg  F 

T  emp_Effect_Zero 

0.001  mV/deg  F 

95.45 

0.0005  mV/deg  F 

B 

inf 

5.0 

0.0025  V 

0  mV/deg  F 

TempRangeDegF 

2.0  deg  F 

99.00 

0.78  deg  F 

B 

inf 

10 

CalWeight 

100  mg 

99.00 

38.8  mg 

B 

inf 

0.004410 

0.000171  V 

1,000  g 

Sensitivity 

500.0 

0.00882  mV/g 

LoadCellNonlinearity 

0.01  mV 

95.45 

0.005  mV 

B 

inf 

0.50 

0  0025  V 

0  mV 

Load_Cell_Hysteresis 

0.01  mV 

95.45 

0.005  mV 

B 

inf 

0.50 

0.0025  V 

0  mV 

Random 

0.00153  mV 

A 

2 

0.50 

0.000765  V 

0.0590  mV 

Load_Cell_Noise 

0.01  mV 

95.45 

0.005  mV 

B 

inf 

0.50 

0.0025  V 

0  mV 

Zero_Offset 

0.2  mV 

95.45 

0.1  mV 

B 

inf 

0.50 

0.05  V 

0  mV 

AmplifierGain 

8.879 

0.5  V/  mV 

Gain_Acc 

5  mV 

95.45 

2.5  mV 

B 

inf 

1.0 

0.0025  V 

OV 

AmplifierStability 

10  mV 

95.45 

0.5  mV 

B 

inf 

1.0 

0.0005  V 

OV 

Amplifier_Nonlinearity 

1  mV 

95,45 

0.5  mV 

B 

inf 

1.0 

0.0005  V 

OV 

AmplifierNoise 

3  mV 

99.00 

1.165  mV 

B 

inf 

1.0 

0.001165  V 

OV 

BalStability 

20  mV 

95.45 

10.0  mV 

B 

inf 

1.0 

0.01  V 

OV 

Temp_Coeff 

2  mV/deg  C 

95.45 

1.0  mV/deg  C 

B 

inf 

5.60 

0.0056  V 

0  V/deg  C 

T  emp_Range_DegC 

1.1  deg  C 

99.00 

0.43  deg  C 

B 

inf 

5.6 

DMM_Accuracy 

10.47  mV 

95.45 

5.23  mV 

B 

inf 

1.0 

0.00523  V 

OV 

DMM_Resolution 

0.5  mV 

100.00 

0.29  mV 

B 

inf 

1.0 

0.00029  V 

OV 

Analysis  Summary: 

Computed  Parameter  Value:  4.44  V 
Estimated  Uncertainty:  51.9  mV 
Distribution:  Normal 
Degrees  of  Freedom:  infinite 


Figure  9-7.  Multivariate  Analysis  Report  for  Load  Cell  Calibration  System. 

9.3.3  Wingboom  Angle  of  Attack.  In  this  example,  the  uncertainty  in  the  wingboom  angle  of 
attack  (AO A)  measurement  is  estimated  using  a  system  model  analysis  approach.  Results 
obtained  from  Excel  spreadsheet  analysis  are  compared  to  the  analysis  results  obtained  with 
UncertaintyAnalyzer. 

The  Wingboom  AOA  measurement  system  is  shown  schematically  in  the  Figure  9-8. 
Wingboom  AOA  is  measured  with  a  Model  1201  5k  Ohm  potentiometer  manufactured  by  BEI 
Technologies,  Inc.  The  potentiometer  output  voltage  is  run  through  a  CDAU  SCD-108S  signal 
conditioning  card  (SCC).  The  SCC  outputs  a  range  of  0  to  4095  counts,  limited  to  positive  and 
negative  potentiometer  voltages  that  correspond  to  angles  ranging  from  -  45°  to  +  45°.  The 
counts  output  from  the  SCC  are  converted  to  wingboom  angle  using  the  linear  regression 
equation  obtained  from  calibration  data. 


Figure  9-8.  Block  Diagram  of  Wingboom  AOA  Measurement  System. 
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The  uncertainty  in  the  Wingboom  AO  A  is  estimated  using  a  system  model  analysis  approach. 
Results  obtained  from  Excel  spreadsheet  analysis  are  compared  to  similar  analysis  using 
UncertaintyAnalyzer.  Analysis  details  are  presented  in  Appendix  C. 

9.3.3. 1  System  Model  Results.  Comparisons  of  the  computed  Potentiometer  Module  output, 
total  uncertainty  and  degrees  of  freedom  obtained  from  Excel  spreadsheet  and  UncertaintyAna¬ 
lyzer  are  listed  in  Table  9-11. 


Table  9-11.  Comparison  of  Potentiometer  Total  Uncertainty  and  Degrees  of  Freedom 

Excel  Spreadsheet 

UncertaintyAnalyzer 

Potentiometer  Output 

0.282  V 

0.282  V 

Std  Uncertainty 

5.53  mV 

5.53  mV 

Deg.  Of  Freedom 

infinite 

Infinite 

The  estimated  uncertainties  for  the  Potentiometer  Module  obtained  from  Excel  spreadsheet 
calculations  are  listed  in  Table  9-12.  The  UncertaintyAnalyzer  output  report  for  the  Load  Cell 
Module  is  shown  in  Figure  9-9. 


Table  9-12.  Spreadsheet  Analysis  Results  for  Potentiometer  Module 


Parameter 

Name 

±  Error 
Limits 

% 

Confidence 

Standard 

Uncertainty 

Sensitivity 

Coefficient 

Component 

Uncertainty 

Nominal  or 
Mean  Value 

SupplyJVoltage 

0.015  V 

95 

0.00765  V 

0.0565 

0.0004  V 

5  V 

Fixture  Angle 

0.25  deg 

99 

0.0971  deg 

0.01412 

0.0014  V 

20  deg 

MaxAngle 

2  deg 

95 

1.02  deg 

-0.0008 

-0.0008  V 

354  deg 

Nom  Sensitivity 

1  V/V/deg 

Linearity 

0.005  V/V/deg 

95 

0.0026  V/V/deg 

0.282 

0.00072  V 

0  V/V/deg 

Resistance 

0.03  V/V/deg 

95 

0.0153  V/V/deg 

0.282 

0.0043  V 

0  V/V/deg 

Noise 

0.02  V/V/deg 

95 

0.0102  V/V/deg 

0.282 

0.0029  V 

0  V/V/deg 

Resolution 

0.0011 

V/V/deg 

100 

0.000635 

V/V/deg 

0.282 

0.000179  V 

0  V/V/deg 

Temp_Coeff 

7e"5  V/V/deg 

95 

3.57e"5  V/V/deg 

14.1 

0.0005  V 

0  mV/deg  F 

Temp  Range 

2  °C 

99 

1.02  °C 

50  °C 

where 

SupplyJVoltage  =  Excitation  Voltage 
Nom_Sensitivity  =  Potentiometer  Sensitivity 
Linearity  =  Potentiometer  Nonlinearity 

Resistance  =  Potentiometer  Resistance  Error 

Noise  =  Noise 

Resolution  =  Resolution  Error 

Temp  Coeff  =  Temperature  Correction  Error 

Temp  Range  =  Temperature  Range 
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Uncertainty  Analysis  Report  System  Module  Analysis  Results 

Wingboom  AOA  Measurement  System 

26-Sep-2005 

Module  1:  Potentiometer 
Input  Measurement  Area:  Angle 
Output  Measurement  Area:  Voltage 


Analysis  Results: 


±  Error 

%  Con¬ 

Standard 

Analysis 

Deg 

Sensitivity 

Component 

Name 

Value 

Limits 

fidence 

Uncertainty 

Type 

Freedom 

Coefficient 

Uncertainty 

Excitation  Voltage 

5 

0.015000 

95.00 

0.00765 

B 

inf 

0.0565 

0.00043 

Maximum  Potentiometer  Angle 

354 

2.000000 

95.00 

1.02 

inf 

-0.00080 

0.00 

Repeat  Measurements  Error 

0 

95.00 

1.0 

Potentiometer  Sensitivity 

1 

95.00 

0.282 

Sensitivity  Linearity 

0 

0.00500 

95.00 

0.00255 

B 

inf 

0.282 

0.00072 

Resistance  Error 

0 

0.03000 

95.00 

0.0153 

B 

inf 

0.282 

0.0043 

Noise 

0 

0.02000 

95.00 

0.0102 

B 

inf 

0.282 

0.0029 

Resolution  Error 

0 

0.0011000 

100.00 

0.000635 

B 

inf 

0.282 

0.000179 

Temperature  Coefficient 

0 

0.0000700 

95.00 

0.0000357 

B 

inf 

14.1 

0.0005044 

Temperature  Range 

50 

2.0000 

95.00 

1.02 

inf 

Module  Analysis  Summary: 
Module  Input:  20  deg 
Module  Output:  0.282  V 
Output  Uncertainty:  5.53  mV 
Distribution:  Normal 
Degrees  of  Freedom:  Infinite 
Analysis  Category:  Type  B 


Figure  9-9.  Potentiometer  Module  Report. 


Comparisons  of  the  computed  Signal  Conditioner  Module  output,  total  uncertainty  and 
degrees  of  freedom  obtained  from  Excel  spreadsheet  and  UncertaintyAnalyzer  are  listed  in 
Table  9-13. 


Table  9-13.  Comparison  of  Signal  Conditioner  Total  Uncertainty  and  Degrees  of 

Freedom 

Excel  Spreadsheet 

UncertaintyAnalyzer 

SC  Output 

2958.0  Counts 

2958.0  Counts 

Std  Uncertainty 

36.0  Counts 

36.0  Counts 

Deg.  Of  Freedom 

Infinite 

Infinite 

Comparison  of  the  estimated  uncertainties  for  the  Signal  Conditioner  Module,  obtained  from 
Excel  spreadsheet  calculations  are  listed  in  Table  9-14.  The  UncertaintyAnalyzer  output  report 
for  the  Signal  Conditioner  Module  is  shown  in  Figure  9-10. 
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Table  9-14.  Spreadsheet  Analysis  Results  for  Signal  Conditioner  Module 

Parameter 

Name 

±  Error 
Limits 

% 

Confidence 

Standard 

Uncertainty 

Sensitivity 

Coefficient 

Component 

Uncertainty 

Nominal  or 
Mean  Value 

PotOutput 

0.00533  V 

3221.4 

0.0004  Counts 

0.282  V 

Accuracy 

0.025  deg 

99 

0.0097  V 

3221.4 

0.0014  Counts 

0  V 

Quantization 

0.6  V 

too 

0.346  V 

3221.4 

0.000179  Counts 

0  V 

Coeffl 

0.282 

3221.4  Counts/V 

Coeff2 

1 

2048  Counts 

where 

Pot  Output  =  Output  from  Potentiometer  Module 

Accuracy  =  SCO  Accuracy 

Quantization  =  Quantization 

Coeffl  =  Counts  Conversion  Coefficient 

CoeffZ  =  Counts  Conversion  Coefficient 

Uncertainty  Analysis  Report  System  Module  Analysis  Results 

Wingboom  AOA  Measurement  System 

26-Sep-2005 

Module  2:  Signal  Conditioner 
Input  Parameter:  Potentiometer 
Input  Measurement  Area:  Voltage 
Output  Measurement  Area:  A/D 


Analysis  Results: 

±  Error 

%  Con¬ 

Standard 

Analysis 

Deg 

Sensitivity 

Component 

Name 

Value 

Limits 

fidence 

Uncertainty 

Type 

Freedom 

Coefficient 

Uncertainty 

SCD-108S  Accuracy 

0 

0.0250 

95.00 

0.0097 

B 

inf 

3,221.4 

31.2656 

Quantization  Error 

0 

0.0006000 

100.00 

0.0003464 

B 

inf 

3,221.4 

1.1159257 

Conversion  Coefficient 

3,221 .4 

95.00 

0.282 

Conversion  Coefficient 

2,048 

95.00 

1.0 

Module  Analysis  Summary: 
Module  Input:  0.282  V 
Input  Uncertainty:  5.53  mV 
Degrees  of  Freedom:  Infinite 
Module  Output:  2,958.0  Counts 
Output  Uncertainty:  36  Counts 
Distribution:  Normal 
Degrees  of  Freedom:  Infinite 
Analysis  Category:  TypeB 


Figure  9-10.  Signal  Conditioner  Module  Report. 


Comparisons  of  the  computed  Data  Processor  Module  output,  total  uncertainty  and  degrees 
of  freedom  obtained  from  Excel  spreadsheet  and  Uncertainty  Analyzer  are  listed  in  Table  9-15. 
These  values  also  represent  to  overall  system  output,  total  system  uncertainty  and  degrees  of 
freedom. 
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Table  9-15.  Comparison  of  Data  Processor  Total  Uncertainty  and  Degrees  of  Freedom 

Excel  Spreadsheet 

Uncertainty  Analyzer 

Data  Processor  Output 

21.61  deg 

21.61  deg 

Std  Uncertainty 

0.917  deg 

0.917deg 

Deg.  Of  Freedom 

Infinite 

Infinite 

The  estimated  uncertainties  for  the  Data  Processor  Module  obtained  from  Excel  spreadsheet 
calculations  are  listed  in  Table  9-16.  The  Uncertainty  Analyzer  output  report  for  the  Data 
Processor  Module  is  shown  in  Figure  9-11.  The  Uncertainty  Analyzer  overall  system  analysis 
report  is  shown  in  Figure  9-12. 


Table  9-16.  Spreadsheet  Analysis  Results  for  Data  Processor  Module 

Parameter 

±  Error 

% 

Standard 

Sensitivity 

Component 

Nominal  or 

Name 

Limits 

Confidence 

Uncertainty 

Coefficient 

Uncertainty 

Mean  Value 

SCOutput 

36.0  Counts 

0.0228 

0.821  deg 

2958.0  Counts 

CoefO 

2958.0 

0.0228  deg/Count 

Coeff4 

-1 

45.83  deg 

Regression  Error 

0.408  deg 

1 

0.406  deg 

0  deg 

where 

SCOutput 

=  Output  from  Signal  Conditioner  Module 

CoefO 

=  Regression  Coefficient 

Coeff4 

=  Regression  Coefficient 

Regression  Error  =  Standard  Error  or  Estimate 
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Uncertainty  Analysis  Report  System  Module  Analysis  Results 

Wingboom  AOA  Measurement  System 

26-Sep-2005 

Module  3:  Data  Processor 
Input  Parameter:  Signal  Conditioner 
Input  Measurement  Area:  A/D 
Output  Measurement  Area:  Angle 


Analysis  Results: 


±  Error 

%  Con¬ 

Standard 

Analysis 

Deg 

Sensitivity 

Component 

Name 

Value 

Limits 

fidence 

Uncertainty 

Type 

Freedom 

Coefficient 

Uncertainty 

Regression  Line  Slope 

0.0228 

95.00 

2,958.0 

Regression  Line  Intercept 

45.83 

95.00 

-1.0 

Standard  Error  of  Forecast 

0 

0.7997 

95.00 

0.408 

B 

inf 

1.0 

0.408 

Module  Analysis  Summary: 
Module  Input:  2,958.0  Counts 
Input  Uncertainty:  36  Counts 
Degrees  of  Freedom:  Infinite 
Module  Output:  21.61  deg 
Output  Uncertainty:  0.917  deg 
Distribution:  Normal 
Degrees  of  Freedom:  Infinite 
Analysis  Category:  Type  A 


Figure  9-11.  Data  Processor  Module  Report. 


Uncertainty  Analysis  Report  System  Analysis  Results 

Wingboom  AOA  Measurement  System 

26-Sep-2005 

System  Name:  Wingboom  AOA  Measurement  System 


Module  Name 

Input 

Output 

Uncertainty 

Coefficient 

Potentiometer 

20  deg 

0.282  V 

5.53  mV 

0.0 

Signal  Conditioner 

0.282  V 

2,958.0  Counts 

36  Counts 

0.0 

Data  Processor 

2,958.0  Counts 

21.61  deg 

0.917  deg 

1.000 

System  Analysis  Summary: 
System  Input:  20  deg 
System  Output:  21.61  deg 
System  Uncertainty:  0.917  deg 
Confidence  Level:  95.00  % 
Coverage  Factor:  1 .9629  deg 
Degrees  of  Freedom:  Infinite 
Tolerance  Limits:  1.8  deg 


Figure  9-12.  Wingboom  AOA  Measurement  System  Report. 
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APPENDIX  A 

CYLINDER  VOLUME  ANALYSIS 


1.0  General. 


In  this  analysis  example,  a  steel  cylinder  artifact  with  nominal  design  dimensions  of  0.65  cm  in 
length  by  1.40  cm  in  diameter  is  with  a  micrometer.  The  objective  is  to  estimate  the  uncertainty 
in  the  cylinder  volume  measurement. 

The  mathematical  relationship  between  the  cylinder  volume  in  terms  of  length  and  diameter 
is  given  as 


V  =  nL 


D 

V  2  J 


where  L  and  D  are  the  length  and  diameter  components,  respectively. 

A  comparison  of  the  uncertainty  analysis  results  from  hand  calculations  and  those  obtained 
using  Uncertainty  Analyzer  are  presented. 


1.1  Error  Model. 


As  discussed  in  Chapter  5,  the  partial  derivative  method  gives  us  an  expression  for  error  in  the 
cylinder  volume,  sv  ,  in  terms  of  the  component  errors  eL  and  sD . 


where 


sv  —  cLsL  +cDsD 


' dv ^ 
' dV_ ' 

UdJ 


f  D 


=  n 


2  J 

(D 


l  2 


2 

X 

) 


Axiom  3  and  the  variance  addition  rule  gives  us  means  of  developing  an  equation  for 
expressing  the  uncertainty  in  the  cylinder  volume. 

uv  =  ^/v  ar(^) 

=  ^\m{clSl+cdSd) 

—  - \JcLUL  +  cDu~D  +  pLDuLuD 

where  pLD  is  the  correlation  coefficient  for  the  uncertainties  in  the  length  and  diameter 
component  errors. 

The  errors  in  the  length  and  diameter  components,  st  and  eD,  can  be  expressed  in  terms  of 
their  constituent  measurement  process  errors. 
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SL  =  SLbias  +  £ Lran  +  £ Lres  +  £ Lop  +  £ Lenv 
£ D  ~  £ Dbias  ^ Dr  an  £ Dies  £  Dop  S Deny 

Where 

Bias  (bias)  -  the  bias  in  the  micrometer  readings. 

Random  (ran)  -  the  error  that  produces  different  results  from  measurement  to 

measurement. 

Resolution  (res)  -  the  error  due  to  the  finite  resolution  of  the  micrometer  readings. 

Operator  (op)  -  the  error  due  to  any  systematic  bias  on  the  part  of  the  measuring 

technician. 

Environment  (env)  -  the  error  in  any  thermal  or  other  correction  due  to  a  departure 

from  nominal  conditions. 

1.2  Uncertainty  Estimates. 

The  uncertainty  in  each  component  is  expressed  in  terms  of  the  uncertainties  in  the  error  sources 
obtained  using  Axiom  3  and  the  variance  addition  rule.  Operating  on  sl  above  with  the  variance 
operator  gives,  for  the  uncertainty  in  the  length  measurement, 


Likewise,  applying  the  variance  operator  to  eD  above  gives,  for  the  uncertainty  in  the  diameter 
measurement, 

uD  = 

There  are  no  terms  correlating  process  uncertainties  within  each  component  expression 
because  the  length  measurement  process  errors  are  independent  of  one  another,  as  are  the 
diameter  measurement  process  errors. 

However,  some  of  the  length  measurement  process  errors  may  not  be  independent  of  some  of 
the  diameter  measurement  process  errors.  Therefore,  we  must  consider  possible  cross-correlation 
tenns.  This  will  be  addressed  in  section  9. 3. 1.2. 

The  methods  of  uncertainty  estimation  are 

Bias  (bias)  -  heuristically  from  tolerance  limits  and  in- tolerance  probabilities. 

Random  (ran)  -  statistically  from  a  measurement  sample. 

Resolution  (res)  -  heuristically  from  the  measuring  parameter  resolution  spec  and 

assumptions  about  containment  probability. 

Operator  (op)  -  heuristically  as  a  function  of  measuring  parameter  resolution. 

Environment  (env)  -  heuristically  from  tolerances  and  in-tolerance  probabilities  for 

the  environment  monitoring  equipment. 

For  this  example,  the  nominal  specifications  for  the  steel  cylinder  are: 

Length:  0.65  cm 

Diameter:  1.40  cm 

Volume:  1.0  cc 
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and  the  measurement  process  specifications  are: 
Measurement  Bias: 

Digital  Resolution: 

Ambient  Temperature: 

Thermal  Expansion  Coefficient  for  Steel: 

Thermal  Expansion  Coefficient  for  Micrometer: 


±  0.1mm  with  97.5%  confidence 
±0.1  mm 

28  °C  ±  0.5  °C  with  95%  confidence 
5.3  x  10-6  per  °C 
1.2  x  10-6  per  °C 


Repeat  measurements  of  the  cylinder  length  and  diameter  yielded  the  data  listed  in  Table  A-l. 

We  will  now  use  the  above  specifications  to  estimate  the  process  error  uncertainties  and 
component  uncertainties  for  the  length  and  diameter  measurements. 


Table  A-l,  Offset  from  Nominal  Values 


Length  Offset  (mm) 

Diameter  Offset  (mm) 

0.4 

0.2 

0.3 

0.3 

0.3 

0.4 

0.4 

0.5 

0.5 

0.3 

0.3 

0.2 

0.4 

0.4 

1.2.1  Length  Measurement  Uncertainties.  As  previously  discussed  in  Chapter  3,  heuristic 
estimates  are  obtained  from  containment  limits  and  a  containment  probability.  Both  the 
measurement  bias  and  operator  bias  are  considered  to  be  normally  distributed  error  sources. 
Therefore,  the  uncertainty  in  each  error  source  is  computed  from  the  containment  limits,  ±L,  and 
the  inverse  normal  distribution  function,  O  '(•),  computed  from  the  containment  probability,/;. 

L 

"~®-'[(l  +  p)/2] 


The  inverse  normal  distribution  function,  can  be  found  in  statistics  texts  and  in  most  spread¬ 
sheet  programs.  Uncertainty  Analyzer  also  computes  this  function,  as  well  as  probability  density 
functions  for  other  error  distributions. 


1 .2. 1 . 1  Measurement  Bias.  The  uncertainty  in  the  measuring  parameter  bias  (i.e.,  the  bias  in  the 
micrometer)  can  be  expressed  in  terms  of  ±  0.1  mm  containment  limits  with  97.5%  containment 
probability. 


^  !. bias 


(0.01  cm) 

O  '[(1  +  0.975)/ 2] 


0.01cm 

2.2414 


0.0030  cm 


1.2. 1.2  Operator  Bias.  To  estimate  the  uncertainty  in  the  operator  bias,  we  will  assume 
containment  limits  that  are  based  on  roughly  half  of  the  resolution  error  with  90%  containment 
probability. 


u 


Lop 


(0.5)(0.01  cm) 
<D ‘[(1  +  0.90)/  2 


0.0030  cm 
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The  containment  limits  for  the  operator  bias  are  not  necessarily  based  on  resolution  error. 
Best  judgment  and  knowledge  should  be  used  in  developing  appropriate  containment  limits  and 
confidence  levels. 


1 .2. 1 .3  Resolution  Error.  To  estimate  the  uncertainty  in  the  resolution  error,  we  will  note  that  the 
micrometer  has  a  digital  readout.  Therefore,  the  resolution  error  can  be  assumed  to  be  uniformly 
distributed. 

The  uncertainty  in  resolution  error  can  then  be  expressed  in  terms  of  ±  0.1  mm  containment 
limits  and  100%  containment  probability. 


u 


Lres 


0.01cm 

~jr 


0.0029  cm 


1.2. 1.4  Environmental  Factors  Error.  For  this  error  source,  we  are  interested  in  detennining  the 
uncertainty  in  the  length  measurement  due  to  thennal  expansion  affects.  In  this  case,  we  must 
consider  both  the  cylinder  and  micrometer  expansion,  as  well  as  the  uncertainty  in  the 
environmental  temperature  reading. 

We  will  assume  that  the  environmental  temperature  error  is  normally  distributed.  The  uncer¬ 
tainty  in  the  temperature  measurement  error  is  then  expressed  in  terms  of  ±  0.5  °C  containment 
limits  and  95%  containment  probability. 

u,emP  =  — TT7  °'5  t  n  =  0-255  °C 

p  ®  1  [(1  +  0.95)/ 2] 

The  uncertainty  in  the  environmental  error  resulting  from  thermal  expansion  affects  is  then 
expressed  as 

uLem,  =  [(5.3 -1.2x  10  6  /  °c)]x  (0.65 cm) x  (0.255  °C) 

=  0.68xl0‘6  cm 


1 .2. 1 .5  Random  Error.  The  uncertainty  in  the  random  error  in  the  length  measurement  is 
determined  from  the  repeat  measurements  data.  As  previously  discussed  in  Chapter  2,  the 
uncertainty  in  the  random  error  is  equal  to  the  standard  deviation  of  the  sample  data.  The 
standard  deviation  of  the  sample  of  length  measurements  is  given  by 


where  T  is  the  ith  reading  and  the  mean  value  of  the  sample  is  computed  as 

1=3(1, +4 +•••+£.) 

n 
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In  this  example,  we  have  recorded  the  length  measurements  in  offset  units  from  the  nominal 
length,  L0 .  The  mean  of  the  offset  values  for  the  length  is  given  as 


_  _  (0.4  +  0.3  +  0.3  +  0.4  +  0.5  +  0.3  +  0.4) 

X  — 

7 

=  0.37  mm  or  0.037  cm 

and  the  mean  value  of  the  length  measurement  is 

L  =  L0  +  x 

=  (0.65  +  0.0037)  cm 


The  offset  from  nominal  data  gives  us  a  standard  deviation  of 

I  (0.03)2  +  (0.07)2  +  (0.07)2  +  (0.03)2  +  (0. 1 3)2  +  (0.07)2  +  (0.03)2 

Sl  V  6 

10.0027  + 0.0147 +  0.0169 
V  6 

=  0.076  mm  or  0.0076  cm 


In  this  example,  we  will  be  reporting  the  nominal  values,  so  we  will  need  use  the  uncertainty 
in  the  mean  value. 


ULran 


0.0076 

V7 


0.0029  cm 


1.2.2  Diameter  Measurement  Uncertainties.  The  methods  for  estimating  the  process  errors  for 
the  diameter  measurement  uncertainties  are  the  same  as  for  the  length  measurement  uncertain¬ 
ties. 

1 .2.2. 1  Measurement  Bias.  Since  the  micrometer  is  used  to  measure  both  cylinder  length  and 
diameter,  the  uncertainties  in  the  measurement  bias  errors  are  the  same. 

UDbias=ULbias=Q- 0045  Cm 


1.2. 2. 2  Operator  Bias.  The  same  operator  is  making  the  length  and  diameter  measurements,  so 
the  uncertainties  in  the  operator  bias  errors  are  the  same. 


lDop 


=  uLop  =  0-003  cm 


1.2.2. 3  Resolution  Error.  The  same  is  true  of  the  uncertainties  in  the  resolution  error,  since  the 
micrometer  is  used  for  both  the  length  and  diameter  measurements. 

uDres  =  Uu-es  =  0.0029cm 


1.2.2. 4  Environmental  Factors  Error.  The  only  difference  in  the  uncertainty  due  to  environ¬ 
mental  factors  error  is  that  we  use  the  nominal  diameter,  instead  of  nominal  length. 
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uDenv  =  [(5.3  - 1 .2  x  1  O'6  /°c)]x  (1 .40  cm)  x  (o.255  °c) 

=  1.464x10  6  cm 

1.2.2. 5  Random  Error.  The  uncertainty  in  the  random  error  in  the  length  measurement  is 
determined  from  the  repeat  measurements  data.  The  mean  of  the  offset  values  for  the  diameter  is 
given  as 

_  _  (0.2  +  0.3  +  0.4  +  0.5  +  0.3  +  0.2  +  0.4) 

X  — 

7 

=  0.329mm  or  0.0329cm 

and  the  mean  value  in  the  diameter  measurement  is 

D  =  D0  +  x 

=  (l.40  +  0.033)cm 

The  offset  from  nominal  data  gives  us  a  sample  standard  deviation  of 

|(0. 13)2  +(0.03)2  +(0.07)2  +  (0.17)2  +(0.03)2  +(0.13)2  +(0.07)2 

S°~i  6 

1 0.00 16  +  0.0009  +  0.0049  +  0.0289  +  0.0009  +  0.0 169  +  0.0049 

V  6 

=  0.11  mm  or  0.011  cm 
and  an  uncertainty  in  the  mean  value  of 

sn  0.011  .... 

unmn  =  ^  =  =  °-0042  cm 


1.3  Error  Source  Correlations. 

Before  we  combine  uncertainties,  we  must  consider  if  there  are  any  possible  cross-correlations 
between  process  uncertainties  for  the  two  components.  First,  let  us  review  what  we  know  about 
the  cylinder  measurement  process. 

1 .  Both  length  and  diameter  are  measured  using  the  same  device  (i.e.,  the  micrometer). 

2.  All  measurements  are  made  by  the  same  person  (operator). 

3.  All  measurements  were  made  in  the  measuring  environment. 

Given  this  knowledge,  we  can  assert  that  the  following  process  uncertainties  are  cross- 
correlated  between  the  length  and  diameter  components: 

•  Measurement  Bias  -  uLhias  and  uDhias 

•  Operator  Bias  -  uLop  and  uDop 

•  Environmental  Factors  -  uLenv  and  uDem, 
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Second,  we  need  to  write  an  equation  that  expresses  the  correlation  coefficient,  pLD ,  for  the 
component  uncertainties,  u,  and  uD ,  in  tenns  of  the  correlation  coefficients  of  the  process  errors 
that  are  cross-correlated  between  components.  The  required  expression  is 

Pxy  = - X  X  P\£xi  ’  £yj  K Uyj 

UxUy  i=l  j= 1 

where  uL  and  uD  are  the  total  component  uncertainties  and  uLi  and  uDj  are  the  process 
uncertainties  for  the  length  and  diameter  components,  respectively. 

For  the  cylinder  volume,  we  need  only  consider  the  cross-correlations  between  component 
measurement  bias  uncertainties,  operator  bias  uncertainties,  and  environmental  factors 
uncertainties.  Let  us  consider  the  values  for  these  three  correlation  coefficients. 

1.3.1  Correlation  between  Component  Measurement  Biases.  Since  the  same  device  is  used  to 
measure  both  length  and  diameter,  the  parameter  bias  for  these  measurements  is  the  same.  In  this 
instance,  the  correlation  coefficient ,pLbiasDbias ,  is  equal  to  1.0. 

1 .3.2  Correlation  between  Component  Operator  Biases.  Although  the  same  operator  makes  both 
measurements,  human  inconsistency  prevents  us  from  assigning  a  correlation  coefficient  equal  to 
1 .0.  However,  we  also  know  that  the  correlation  coefficient  should  not  be  equal  to  zero  either. 
Given  that  this  is  all  we  can  say  from  heuristic  considerations,  we  will  set  the  correlation 
coefficient  between  length  and  diameter  operator  biases,  pL  Doper ,  equal  to  0.5 

1 .3.3  Correlation  between  Component  Environmental  Factors  Errors.  Since  the  length  and 
diameter  measurements  are  made  in  the  same  environment,  the  correlation  coefficient  between 
the  length  and  diameter  environmental  factors,  pLenvirMenvir ,  is  also  equal  to  1.0. 


1.4  Combined  Uncertainties. 


We  can  now  expand  the  total  uncertainty  equation  for  cylinder  volume,  uv,  in  terms  of  the 
process  uncertainties. 

Uy  =  cLuL  +  cDuD  +  2cLcDpLDuLuD 


2  2,  22 
—  CLUL  CDUD 


+  2cLcD(p 


Lbias ,Dbias^ Lbias^ Dbias  P Loper ,Doper^ Loper^ Doper 


P Lenvir  .Denvir^ Lenvir^  Denvir  > 


The  component  uncertainties,  ul  and  ud,  can  be  computed  using  the  values  for  the  process 
uncertainties  obtained  earlier. 


11 L  -  V 11  Lbias  +  ULra„  +  U  Ires  +  U  Loper  +  ULenvir 

=  ^(0.0045)2  +(0.0029)2  +(0.0029)2  +(0.003)2  +(0.68x10  6)2 
=  0.0068cm 


A-7 


Uncertainty  Analysis  Principles  and  Methods  RCC  Document  122-07,  September  2007 


—  i  2  i  2  ,22  i2 

UD  ~  \\UDbias  +UDran  +UDres  +U  Doper  +UDenvir 


=  V(0.0045)2  +(0.0042)2  +(0.0029)2  +  (0.003)2  +(l  .464x1 0~6)2 
=  0.0074cm 


We  can  now  input  the  values  for  the  correlation  coefficients  and  express  the  total  uncertainty 
as 

UV  =  CLUL  +CDUD  +  2c  LC  D(u  Lbias11  Dbias  +0.5  ULopet.U  Doper  +  ^  1  Anver  ^  Denvir  ) 

The  coefficients  cL  and  cD  are  computed  from  the  partial  derivatives  system  equation  and  using 
the  mean  values  for  L  and  D. 


Cl=7T 


V  2  J 


=  3.14159 


1.433 


CD  =  7tL 


/ 

J 


=  3.14159(0.687)[  - 


V  2  j 

433^ 


=  1.613  cm2 


\  2  j 

Substituting  the  values  for  the  process  uncertainties,  we  get 
n2  =  (l  .613  x  0.0068)2  +  (l  .546  x  0.0074)2 


=  1.546  cm" 


+ 


2(l  .613  )(l  ,546)(0.0045  x  0.0045  +  0.5  x  0.003  x  0.003  x  1 .464  x  10~12 ) 


ul  =3.75xl0_4  cm6 


and  the  total  uncertainty  in  the  cylinder  volume  of 


uv  =  0.0194  cm 


1.5  Degrees  of  Freedom. 

When  uncertainties  are  combined,  we  need  to  know  the  degrees  of  freedom  for  the  total 
uncertainty.  We  can  compute  the  degrees  of  freedom  for  the  uncertainty  in  the  cylinder  volume, 
uy,  from  the  Welch-Satterthwaite  formula 


u. 


V  = 


4  4  4  4 

CLUL  _|_  CDUD 


VD 


where  u  .  is  the  total  uncertainty  computed  without  cross-correlations  between  component 
process  uncertainties. 
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n  2  \  2  t 

Uy,  —  yjcLUL  +  CDUD 

=  V(l  .6 13  X  0.0068)2  +  (l  .546  x  0.0074)2 
=  0.0159  cm3 


The  degrees  of  freedom  for  the  component  uncertainties,  v,  and  v„  are  computed  from 


1  Lbias 


v  Lbias 


+ 


+ 


+ 


Loper  u  Lenvir 


K  Loper 


and 


t  Dbias 


+  - 


-  +  - 


-  + 


Doper  uDenvir 


Dbias 


y  Dr an 


Dres 


v  Doper 


Denvir 


The  degrees  of  freedom  for  all  of  the  process  uncertainties  were  assumed  to  be  infinite, 
except  for  the  uncertainty  in  the  random  error,  uLran  and  uDran ,  which  have  degrees  of  freedom 

equal  to  6  (i.e.,  sample  size  minus  one).  Therefore,  the  degrees  of  freedom  for  the  component 
uncertainties  can  be  computed  from 


v 


L 


V 


D 


u , 


=  V 


Lran  A 

U 


■  =  6 


Lran 

4 


U 


=  V 


D 


Dran  4 

U 


=  6 


0.0068 

0.0029, 

0.0074 


\4 


Dran 


0.0042 


181 

-58 


where  the  degrees  of  are  reported  as  whole  numbers. 

The  degrees  of  freedom  for  the  total  uncertainty  can  then  be  computed  from  the  above 
values. 


v  = 


(0.0159)4 


4  4  4  4 

CLUL  _|_  CDUD 


(l.613x0.0068)4  (l.546x0.0074)4 

181  +  58 


=  170 


1.6  Analysis  Results 


The  cylinder  volume  is  computed  using  the  mean  length  and  diameter. 


V  =  ttL 


^  D^2 


=  3.15149 


V  *  J 


1.433 


V 


cm  =  1.108  cm' 


The  standard  uncertainties  and  component  uncertainties  for  the  measurement  process  errors 
are  summarized  in  Table  A-2.  Component  uncertainty  is  obtained  by  multiplying  the  standard 
uncertainty  by  the  appropriate  sensitivity  coefficient. 
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Table  A-2.  Uncertainty  Estimates  for  Cylinder  Volume  using  Hand  Calculations 


Variable 

Name 

Standard 

Uncertainty 

±  Error 
Limits 

% 

Confidence 

Sensitivity 

Coefficient 

Component 

Uncertainty 

Nominal  or 
Mean  Value 

L0 

0.65  cm 

Lbias 

0.0045  cm 

0.1  mm 

97.5 

1.613 

0.00726  cm3 

0  cm 

Lran 

0.0029  cm 

1.613 

0.00467  cm3 

0.037  cm 

Lres 

0.0029  cm 

0.05  mm 

100.0 

1.613 

0.00467  cm3 

0  cm 

Lop 

0.0030  cm 

0.05  mm 

90.0 

1.613 

0.00484  cm3 

0  cm 

Lenv 

0.00000068  cm 

1.613 

0.000001 10  cm3 

0  cm 

DO 

1.40  cm 

Dbias 

0.0045  cm 

0.1  mm 

97.5 

1.546 

0.00696  cm3 

Dran 

0.0042  cm 

1.546 

0.00649  cm3 

0.033  cm 

Dres 

0.0029  cm 

0.05  mm 

100.0 

1.546 

0.00448  cm3 

0  cm 

Dop 

0.0030  cm 

0.05  mm 

90.0 

1.546 

0.00464  cm3 

0  cm 

Denv 

0.00000146  cm 

1.546 

0.00000226  cm3 

0  cm 

where 

L0 

Lbias 

Lran 

Lres 

Lop 

Lenv 

DO 

Dbias 

Dran 

Dres 

Dop 

Deny 


nominal  cylinder  length 

measurement  bias  in  length  measurement 

length  repeatability  error 

length  resolution  error 

length  operator  bias 

length  environmental  factors  error 

nominal  cylinder  diameter 

measurement  bias  in  diameter  measurement 

diameter  repeatability  error 

diameter  resolution  error 

diameter  operator  bias 

diameter  environmental  factors  error 


A  similar  analysis  was  conduced  using  the  following  Uncertainty  Analyzer  program  screens 
and  worksheets: 


•  Multivariate  Analysis  Screen 

•  Error  Source  Worksheet 

•  Correlation  Analysis  Screen 


The  following  equations  were  entered  in  the  Multivariate  Analysis  Screen: 

Volume  =  Pi  *  Length  *  (Diameter  /  2)  A  2 
Length  =  L0  +  Lbias  +  Lran  +  Lres  +  Lop  +  Lenv 
Diameter  =  DO  +  Dbias  +  Dran  +  Dres  +  Dop  +  Denv 
The  variables  in  the  length  and  diameter  equations  were  added  to  the  Root  Variables  Data 
table  of  the  Multivariate  Analysis  Screen.  Nominal  values  and  measurement  process  specifica¬ 
tions  for  each  variable  were  then  entered  in  the  corresponding  Error  Source  Worksheets. 

Uncertainty  Analyzer’s  Error  Source  Worksheets  allow  the  user  to  specify  the  display  preci¬ 
sion  of  the  uncertainty  estimates.  In  this  example,  the  display  precision  was  set  equal  to  that  used 
for  the  hand  calculations.  The  multivariate  analysis  report  is  shown  in  Ligure  A-l. 
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Uncertainty  Analysis  Report 


Multivariate  Uncertainty  Analysis 


UncertaintyAnalyzer  Cylinder  Volume  Analysis 

14-JUI-2005 

Subject  Parameter  Data: 

Parameter  Name:  Cylinder  Volume 
Qualifier  1: 

Qualifier  2: 


Root  Variables  Analysis  Results: 


±  Error 

%  Con¬ 

Standard 

Analysis 

Deg. 

Sensitivity 

Component 

Adjusted 

Variable  Name 

Limits 

fidence 

Uncertainty 

Type 

Freedom 

Coefficient 

Uncertainty 

Mean 

L0 

1.6125 

0.65  cm 

Lbias 

0.1  mm 

97.50 

0.045  mm 

B 

inf 

1.6125 

0.00726  cc 

0  cm 

Lran 

0.029  mm 

A 

6 

1.6125 

0.00468  cc 

0.0371  cm 

Lres 

0.05  mm 

100.00 

0.029  mm 

B 

inf 

1.6125 

0.00468  cc 

0  cm 

Lop 

0.05  mm 

90.00 

0.030  mm 

B 

inf 

1  6125 

0.00484  cc 

0  cm 

Lenv 

0.0000133  mm 

95  00 

0.0000068  mm 

B 

inf 

1  6125 

0.000001097  cc 

-0.00000933  cm 

DO 

1  5465 

1 .40  cm 

Dbias 

0.1  mm 

97.50 

0.045  mm 

B 

inf 

1  5465 

0.00696  cc 

0  cm 

Dran 

0.042  mm 

A 

6 

1  5465 

0.0065  cc 

0.0329  cm 

Dres 

0.05  mm 

100.00 

0.029  mm 

B 

inf 

1  5465 

0  004485  cc 

0  cm 

Dop 

0.05  mm 

90  00 

0.030  mm 

B 

inf 

1  5465 

0.00464  cc 

0  cm 

Denv 

0.0000287  mm 

95.00 

0.0000146  mm 

B 

inf 

1  5465 

0.00000226  cc 

-0.0000201  cm 

Analysis  Summary: 

Computed  Parameter  Value:  1.1080  cc 
Estimated  Uncertainty:  0.0194  cc 
Distribution:  Student's  t 
Degrees  of  Freedom:  169 

Figure  A-l.  Multivariate  Analysis  Report  for  Cylinder  Volume  Example 
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APPENDIX  B 

LOAD  CELL  ANALYSIS 


1.0  General 

The  uncertainty  in  the  load  cell  output  voltage  is  estimated  using  both  a  system  model  analysis 
approach  and  a  more  general  multivariate  analysis  method.  Results  obtained  from  Excel 
spreadsheet  analysis  are  compared  to  similar  analyses  using  Unceratinty Analyzer. 

1.1  Measurement  Process 

In  this  example,  a  load  cell  (i.e.,  tension  transducer)  is  calibrated  using  a  weight  standard,  as 
illustrated  in  Figure  B-l.  The  calibration  weight  is  extended  from  the  load  cell  via  a  monofila¬ 
ment  line.  Repeat  measurements  of  DC  voltage  are  obtained  by  adding  and  removing  the 
calibration  weight.  The  DC  voltage  output  from  an  amplifier/signal  conditioner  is  measured  with 
a  digital  multimeter. 


Tension 

Transducer 


Figure  B-l.  Load  Cell  Calibration  Setup 
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The  purpose  of  this  analysis  is  to  estimate  and  report  the  total  uncertainty  in  the  average  DC 
voltage  obtained  via  the  load  cell  calibration  process.  In  this  analysis,  error  in  the  mass  of  the 
calibration  weight,  errors  intrinsic  to  the  measurement  equipment  used,  and  other  process  errors 
are  considered.  A  list  of  applicable  error  sources  is  given  below. 

•  Bias  in  the  value  of  the  calibration  weight 

•  Errors  associated  with  the  MDB-5-T  Load  Cell 

•  Errors  associated  with  the  Model  TMO-2  Amplifier/Signal  Conditioner 

•  Errors  associated  with  the  8062A  Digital  Multimeter 

•  Error  associated  with  the  repeat  measurements  taken 

Error  limits  for  the  set  of  calibration  weights  used  to  calibrate  the  load  cell  were  assumed  to 
be  ±  100  mg  with  99.0  %  confidence. 

Manufacturer's  published  specifications  for  the  Load  Cell,  Amplifier/Signal  Conditioner  and 
Digital  Multimeter  are  listed  in  Tables  B-l,  B-2  and  B-3,  respectively. 


Table  B-l.  MDB-5-T  Load  Cell  Specifications1 


Specification 

Value 

Units 

Rated  Output  (R.O.) 

0-20 

mV 

Nonlinearity 

0.05%  of  R.O. 

mV 

Hysteresis 

0.05%  of  R.O. 

mV 

Noise  (Nonrepeatability) 

0.05%  of  R.O. 

mV 

Zero  Balance 

1.0%  of  R.O. 

mV 

Compensated  Temp.  Range 

60  to  160 

°F 

Temperature  Effect  on  Output 

0.005%  of  Load/°F 

g/°F 

Temperature  Effect  on  Zero 

0.005%  of  R.O./°F 

mV/°F 

Table  B-2.  TMO-2  Amplifier/Signal  Conditioner  Specifications7 


Specification 

Value 

Units 

Output  Voltage 

0-10 

V 

Gain 

0.5 

V/mV 

Nonlinearity 

0.01% 

mV 

Accuracy 

0.05%  of  Full  Scale 

mV 

Noise  and  Ripple 

<3 

mV 

Balance  Stability 

0.2% 

mV 

Gain  Stability 

0.01% 

mV 

Temperature  Coefficient 

0.02%  of  F.S./°C 

mV/°C 

Specifications  obtained  from  www.tloadcells.com/mdb-load-cell.cfm 

2 

Specifications  obtained  from  www.tloadcells.com/TMO-2.cfm 
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Table  B-3.  8062A  Digital  Multimeter  DC  Voltage  Specifications3 


Specification 

Value 

Units 

200  mV  Range  Resolution 

0.01 

mV 

200  mV  Range  Accuracy 

0.05%  of  Reading 
+  2  digits  resolution 

mV 

2  V  Range  Resolution 

0.1 

mV 

2  V  Range  Accuracy 

0.05%  of  Reading 
+  2  digits  resolution 

mV 

20  V  Range  Resolution 

1 

mV 

20  V  Range  Accuracy 

0.07%  of  Reading 
+  2  digits  resolution 

mV 

To  estimate  the  uncertainty  due  to  random  or  repeatability  error,  we  will  use  the  measure¬ 
ments  listed  in  Table  B-4. 


Table  B-4.  Load  Cell  Calibration  Readings 


Repeat  Measurement 

DC  mV  Measured 

DC  mV  Offset  from  Nominal 

1 

8.866 

0.056 

2 

8.872 

0.061 

3 

8.870 

0.060 

1.2  System  Model 

We  now  need  to  define  the  mathematical  relationship  between  the  quantity  being  investigated 
and  its  component  variables.  In  this  case,  measurement  is  made  through  a  linear  sequence  of 
stages  as  shown  in  Figure  B-2. 


Mass  of 

Calibration  Measured 


Load  Cell  Amp./Sig.  Cond.  Dig.  MM 

Figure  B-2.  Block  Diagram  of  Load  Cell  Calibration  System. 


The  output,  Y,  from  any  given  module  of  the  system  may  comprise  the  input  of  another 
module  or  modules.  Since  each  module’s  output  carries  with  it  an  element  of  uncertainty,  this 
means  that  this  uncertainty  may  be  present  at  the  input  of  a  subsequent  module. 


3 


Specifications  from  8062A  Instruction  Manual  downloaded  www.fluke.com 
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As  one  would  expect,  system  uncertainty  analysis  follows  a  structured  procedure.  First,  we 
must  develop  a  measurement  system  model  that  describes  the  stages  or  modules  involved  in  the 
processing  the  measurement  of  interest  and  identify  the  hardware  and  software  used.  We  have 
already  done  this  via  Tables  B-l  through  B-4  and  the  system  block  diagram. 

1.3  Module  Output  Equations 

Second,  we  must  develop  a  set  of  equations  that  describe  module  outputs  in  terms  of  inputs  and 
identify  the  parameters  that  characterize  these  processes.  From  the  module  equations,  we  then 
identify  and  describe  functions  and  parameters  that  may  contribute  to  the  error  in  the  system 
output  voltage. 

1.3.1  Load  Cell  Module  (MB.  The  first  module  consists  of  an  MDB-5-T  load  cell  manufactured 
by  Transducer  Techniques,  Inc.  This  load  cell  is  rated  to  output  0-20  mV  for  loads  up  to  5  lbs 
(2,270  g).  According  to  manufacturer  specifications  listed  in  Table  B-l,  we  need  to  consider  the 
following  error  sources: 

•  Nonlinearity 

•  Hysteresis 

•  Repeatability 

•  Noise 

•  Zero  Balance 

•  Temperature  Effect  on  Output 

•  Temperature  Effect  on  Zero 

When  developing  an  equation  for  the  load  cell  output  value  Y\,  we  must  consider  what 
impact  these  error  sources  will  have  on  the  measured  value.  We  will  briefly  discuss  each  of  the 
error  sources  list  above  and  decide  how  they  should  be  accounted  for  in  the  load  cell  output 
equation. 

1 .3. 1 . 1  Nonlinearity.  Nonlinearity  is  a  measure  of  the  deviation  of  the  actual  input-to-output 
performance  of  the  device  from  an  ideal  linear  relationship.  Nonlinearity  error  is  fixed  at  any 
given  input,  but  varies  with  magnitude  and  sign  over  a  range  of  inputs.  Therefore,  it  is 
considered  to  be  a  bias  error  that  is  normally  distributed.  In  this  analysis,  we  will  interpret  the 
manufacturer  specification  of  ±  0.05%  of  the  rated  output  to  be  the  2-sigma  limits  or  95.45% 
confidence  interval. 

1 .3. 1 .2  Hysteresis.  Hysteresis  indicates  that  the  output  of  the  device  is  dependent  upon  the 
direction  and  magnitude  by  which  the  input  is  changed.  At  any  input  value,  hysteresis  can  be 
expressed  as  the  difference  between  the  ascending  and  descending  outputs.  Hysteresis  error  is 
fixed  at  any  given  input,  but  varies  with  magnitude  and  sign  over  a  range  of  inputs.  Therefore,  it 
is  considered  to  be  a  bias  error  that  is  normally  distributed.  In  this  analysis,  we  will  interpret  the 
manufacturer  specification  of  ±  0.05%  of  the  rated  output  to  be  the  2-sigma  limits  or  95.45% 
confidence  interval. 

1 .3. 1 .3  Repeatability.  Random  error  resulting  from  repeat  measurements  can  result  from  various 
physical  phenomena  such  as  temperature  variation  or  the  act  of  removing  and  re-suspending  the 
calibration  weight  multiple  times.  In  this  analysis,  we  will  handle  variation  due  to  temperature 
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variation  separately  (see  Thermal  Effects).  Uncertainty  due  to  random  error  will  be  estimated 
using  the  data  listed  in  Table  B-4. 

1.3. 1.4  Noise.  Nonrepeatability  or  random  error  intrinsic  to  the  device,  which  causes  the  output 
to  vary  from  observation  to  observation  for  a  constant  input  is  usually  specified  as  noise.  This 
error  source  varies  with  magnitude  and  sign  over  a  range  of  inputs  and  is  normally  distributed.  In 
this  analysis,  we  will  interpret  the  manufacturer  specification  of  ±0.05%  of  the  rated  output  to  be 
the  2-sigma  limits  or  95.45%  confidence  level. 

1 .3. 1 .5  Zero  Balance.  Zero  balance  refers  to  the  zero  offset  that  occurs  if  the  device  exhibits  a 
non-zero  output  for  a  zero  input.  Although  zero  offset  error  can  be  reduced  by  adjustment,  there 
is  no  way  to  completely  eliminate  it  because  we  do  not  know  the  true  value  of  the  offset.  In  this 
analysis,  we  will  interpret  the  manufacturer  specification  of  ±0.1%  of  the  rated  output  to  be  the 
2-sigma  limits  or  95.45%  confidence  level  for  a  normally  distributed  error. 

1.3. 1.6  Thermal  Effects.  Temperature  can  affect  both  the  offset  and  sensitivity  of  a  device.  To 
establish  these  effects,  the  device  is  tested  at  several  temperatures  within  its  operating  range  and 
the  effect  on  zero  and  sensitivity  or  output  are  observed.  The  temperature  effects  errors  specified 
by  the  manufacturer  are  assumed  to  be  normally  distributed  and  are  interpreted  to  represent  2- 
sigma  limits  or  95.45%  confidence  interval.  For  this  analysis,  we  will  use  a  temperature  range  of 
10  °F  with  error  limits  of  ±  2  °F  with  an  associated  99%  confidence  level.  The  temperature 
measurement  error  is  also  assumed  to  be  normally  distributed. 

1.3. 1.7  Load  Cell  Output  Equation.  In  developing  the  equation  to  compute  the  load  cell  output 
as  a  function  of  the  input  load  (i.e.,  calibration  weight),  we  need  to  first  assign  a  consistent 
naming  convention  for  the  various  parameters.  Based  on  our  assessment  of  the  load  cell  error 
sources,  the  relevant  parameters  are  listed  in  Table  B-5. 


Table  B-5.  Parameters  used  in  Load  Cell  Module  Equation 


Parameter  Name 

Description 

Nominal  or 
Mean  Value 

Error  Limits 

Percent 

Confidence 

CalWeight 

Calibration  Weight 
or  Load 

1,000  g 

±  100  mg 

99.0 

Sensitivity 

Load  Cell  Sensitivity 

0.00882  mV/g 

Nonlinearity 

Nonlinearity 

0 

±0.01  mV 

95.45 

Hysteresis 

Hysteresis 

0 

±0.01  mV 

95.45 

Noise 

Nonrepeatability 

0 

±0.01  mV 

95.45 

ZeroOffset 

Zero  Balance 

0 

±  0.2  mV 

95.45 

T  empRangedegF 

Temperature  Range 

10  °F 

±  2.0  °F 

99.0 

T  empEffectOut 

Temp  Effect  on  Output 

0 

±  4.4  e-4  mV/°F 

95.45 

T  empEffectZero 

Temp  Effect  on  Zero 

0 

±0.001  mV/°F 

95.45 

The  output  equation  for  the  load  cell  module  is  expressed  as 

Load_Cell_Output  =  Cal_Weight  *  Sensitivity  +  Nonlinearity  ±  Hysteresis  ±  Random  + 
Noise  +  ZeroOffset  +  (TempEffectOutput  ±  TempEffectZero)  *  TempRangedegF 
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1.3.2  Amplifier  Module  (M?).  The  TMO-2  Amplifier/Signal  Conditioner,  manufactured  by 
Transducer  Techniques  Inc.,  amplifies  the  0-20  mV  signal  from  the  load  cell  to  a  0-10  V  output 
signal.  In  this  module,  key  error  sources  include: 

•  Gain  Accuracy 

•  Gain  Stability  (or  Instability) 

•  Nonlinearity 

•  Noise 

•  Balance  Stability 

•  Temperature  Correction 

1 .3.2. 1  Gain  Accuracy.  Gain  is  the  ratio  of  the  amplifier  output  signal  voltage  to  the  input  signal 
voltage.  In  this  case,  the  TMO-2  amplifier  has  a  nominal  gain  of  10V/20  mV  or  0.5  V/mV.  In 
this  analysis,  we  will  interpret  the  manufacturer  specified  accuracy  of  ±  0.05%  of  full  scale  to  be 
the  2-sigma  limits  or  the  95.45%  confidence  interval. 

1 .3.2.2  Gain  Stability.  If  the  amplifier  voltage  gain  is  represented  by  Gv,  its  input  resistance  by 
R  and  its  feedback  resistance  by  Rj,  then  oscillations  are  possible  when 

RGy 

- - —  =  n  . 

R  +  Rf 

These  oscillations  appear  as  an  instability  in  the  amplifier  gain.  In  this  analysis  we  will  interpret 
he  manufacturer  specification  of  0.01%  to  be  ±  0.01%  of  full  scale.  We  will  assume  these  limits 
to  be  2-sigma  limits  or  the  95.45%  confidence  interval. 

1 .3.2.3  Nonlinearity.  As  with  the  load  cell  module,  actual  amplifier  response  may  depart  from 
the  ideal  or  assumed  output  versus  input  curve.  Nonlinearity  errors  are  point-by-point  differences 
in  actual  versus  expected  response  over  the  range  of  input  signal  levels.  In  this  analysis,  we  will 
interpret  the  manufacturer  specification  of  0.01%  to  be  ±  0.01%  of  full  scale  and  that  they  are  2- 
sigma  limits  or  the  95.45%  confidence  interval. 

1.3. 2. 4  Noise.  Noise  generated  within  the  amplifier  that  enters  the  signal  path  causes  errors  in 
the  amplifier  output.  Since  noise  is  directly  related  to  gain,  manufacturers  usually  specify  noise 
error  in  absolute  units  of  Volts  RMS  or  Volts  peak-to-peak.  In  this  analysis,  we  will  interpret  the 
manufacturer  specification  of  3  mV  peak-to-peak  to  be  the  99%  confidence  interval. 

1 .3.2.5  Balance  Stability.  Balance  stability,  or  instability,  refers  to  a  non-zero  amplifier  output 
exhibited  for  a  zero  input.  Although  balance  instability  can  be  reduced  by  adjustment,  there  is  no 
way  to  completely  eliminate  it  because  we  do  not  know  the  true  value  of  the  zero  offset.  In  this 
analysis,  we  will  interpret  the  manufacturer  specification  of  ±  0.2%  to  be  ±  0.2%  of  full  scale  and 
that  this  reflect  the  2-sigma  limits  or  the  95.45%  confidence  interval. 

1.3.2. 6  Thermal  Effects.  Both  the  balance  (or  zero)  and  gain  are  affected  by  temperature. 
Manufacturers  generally  state  this  as  a  temperature  coefficient  (Tempco)  in  terms  of  percent 
change  or  full  scale  per  degree.  In  this  analysis,  we  will  interpret  the  manufacturer  specification 
of  ±  0.02%  of  full  scale/°C  to  be  the  2-sigma  limits  or  the  95.45%  confidence  interval. 

To  quantify  the  effect  of  temperature,  however,  we  must  establish  the  expected  temperature 
change  and  use  this  with  the  temperature  coefficient  to  compute  expected  variations.  As  with  the 
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load  cell  module,  we  will  estimate  the  impact  of  temperature  correction  error  using  a  temperature 
range  of  10  °F  (5.6  °C)  with  measurement  error  limits  of  ±  1.1  °C  with  an  associated  confidence 
level  of  99%. 

1.3.2. 7  Amplifier  Output  Equation.  The  output  equation  for  the  amplifier  module  is  expressed 
below.  Naming  conventions  and  error  limits  for  the  various  parameters  are  listed  in  Table  B-6. 

Amplifier_Output  =  LoadCellOutput  *  Gain  +  Gain  Acc  +  Gain  Stability  + 
Gain_Nonlinearity+  Gain_Noise  +  Bal_Stability  +  TempCoeff  *  Temp_Range_degC 


Table  B-6.  Parameters  used  in  Amplifier  Module  Equation 


Parameter  Name 

Description 

Nominal  or 
Mean  Value 

Error  Limits 

Percent 

Confidence 

LoadCellOutput 

Amplifier  Input 

Gain 

Gain 

0.5  V/mV 

Gain  Acc 

Gain  Accuracy 

0 

±5  mV 

95.45 

Gain  Stability 

Gain  Stability 

0 

±  1  mV 

95.45 

Gain  Nonlinearity 

Nonlinearity 

0  V 

±  1  mV 

95.45 

Gain  Noise 

Noise 

0  V 

±3  mV 

99.00 

Bal  Stability 

Balance  Stability 

0  V 

±20  mV 

99.45 

TempCoeff 

Temperature  Coefficient 

0  V/°C 

±  2  mV/°C 

95.45 

T  empRangedegC 

Temperature  Range 

5.6  °C 

±  1.1  °C 

99.00 

1.3.3  Digital  Multimeter  Module  (Mfi.  The  8602 A  Digital  Multimeter,  manufactured  by  Fluke, 
converts  the  Amplifier/Signal  Conditioner  module  0-10  V  analog  output  signal  to  a  digital  signal 
and  displays  it  on  a  readout.  In  this  module,  key  error  sources  include: 

•  DC  Volt  Meter  Accuracy 

•  DC  Volt  Meter  Digital  Resolution 

1 .3.3. 1  DC  Voltage  Accuracy.  The  overall  accuracy  of  the  DC  Voltage  reading  for  a  0-20  V 
setting  is  specified  as  ±  (0.07%  of  reading  +  2  digits).  In  this  analysis,  we  will  interpret  these 
specifications  to  be  the  2-sigma  limits  or  the  95.45%  confidence  level. 

1.3. 3. 2  Digital  Resolution.  The  digital  resolution  for  the  0-20  V  DC  setting  is  specified  as  1  mV. 
Since  this  is  a  digital  display,  the  resolution  error  is  uniformly  distributed.  Therefore,  we  will 
interpret  the  100%  confidence  limits  to  be  ±  0.5  mV. 

1 .3.3.3  Digital  Multimeter  Output  Equation.  The  output  equation  for  the  digital  multimeter 
module  is  expressed  as 

DMMOutput  =  AmplifierOutput  +  DMMAccuracy  +  DMMResolution 
The  relevant  equation  parameters  and  error  limits  are  listed  in  Table  B-7. 
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Table  B-7.  Parameters  used  in  Multimeter  Module  Equation 


Parameter  Name 

Description 

Nominal  or 
Mean  Value 

Error  Limits 

Percent 

Confidence 

Amplifier  Output 

DMM  Input 

DMMAccuracy 

DC  Voltmeter  Accuracy 

0  V 

±  (0.07%  Read 
+10  mV) 

95.45 

DMMResolution 

DC  Voltmeter  Digital 
Resolution 

0  V 

±  0.5  mV 

100 

1.4  System  Output  and  Total  Uncertainty 

The  individual  module  equations  and  parameter  information  can  now  be  used  to  estimate  the 
output  from  the  Load  Cell  Calibration  System  and  the  associated  total  uncertainty.  There  are  a 
couple  of  ways  to  do  this: 

1 .  Analyze  the  three  system  modules  separately  and  account  for  error  propagation  from 
module  input  to  module  output  sequentially.  This  is  the  preferred  analysis  approach  for 
this  measurement  scenario. 

2.  Alternatively,  a  multivariate  analysis  approach  can  be  conducted  using  an  overall  system 
equation,  and  any  associated  nested  variables  equations,  to  describe  the  load  cell  calibra¬ 
tion  system. 

If  done  correctly,  the  computed  total  system  output  and  associated  uncertainty  should  be  the 
same  for  both  analysis  methods.  These  analysis  methods  will  be  described  and  compared  using 
both  Excel  spreadsheet  calculations  and  Uncertainty  Analyzer. 

1.4.1  System  Analysis  Method.  In  the  system  analysis  approach,  each  module  is  analyzed 
separately  and  the  outputs  and  associated  uncertainties  for  each  module  are  propagated  to 
subsequent  modules.  The  appropriate  module  equations  are  repeated  below  for  reference. 

Load_Cell_Output  =  Cal_Weight  *  Sensitivity  +  Nonlinearity  +  Hysteresis  +  Random  + 
Noise  +  Zero  Offset  +  (TempEffectOutput  +  TempEffectZero)  *  TempRangedegF 

AmplifierOutput  =  Load  Cell  Output  *  Gain  +  Gain  Acc  +  Gain  Stability  + 
Gain_Nonlinearity  +  Gain_Noise  +  Bal_Stability  +  TempCoeff  *  Temp_Range_degC 

DMMOutput  =  AmplifierOutput  +  DMMAccuracy  +  DMMResolution 

When  conducting  this  analysis  via  Excel  spreadsheet,  the  partial  derivative  equations  for 
each  parameter  and  error  source  coefficient  were  detennined  offline.  The  partial  derivative 
equations  are  listed  below  for  reference. 
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Load  Cell  Sensitivity  Coefficients 


dLoad  Cell  Output  ... 

- = - = - =  Sensitivity 

dCal  _  Weight 


dLoad  _  Cell  _  Output 
dSensitivity 


Cal  _  Weight 


dLoad  _  Cell  _  Output 
dNonlinearity 


=  1 


dLoad  _  Cell  _  Output 
dHvstersis 


1 


dLoad  _  Cell  _  Output 
dNoise 


1 


dLoad  _  Cell  _  Output 
dZero  _  Offset 


1 


dLoad  Cell  Output  _  , 

- = - = - =  1  emp  Range  degt 

dTemp  _  Effect  _  Output 


dLoad  _  Cell  _  Output 
dTemp  _  Effect  _  Zero 


Temp  _  Range  _  degF 


dLoad  _  Cell  _  Output  =  f  Output  +  Temp  Effect  Zero 

rri  n  7  7— r  1  1  1  ^  — 

dl  emp  _  Range  _  degL 


Amplifier  Sensitivity  Coefficients 

dAmplifier  _Output  _  Output  d Amplifier  _  Output  _  ^  d Amplifier  _  Output  _  ^ 

dGain  ~  ~  dGain  _Acc  dGain  _  Stability 

dAmplifier  _  Output  _  dAmplifier  _  Output  _  dAmplifier  _  Output  _ 
dGain  _Nonlinearity  dGain  _ Noise  dBal -Stability 

dAmplifier  Output  _  _  dAmplifier  Output  _  _  rr 

- = - =  lemp  Range  degL  - = - =  lemp  Coen 

cl  emp  -Loejj  dl  emp  _  Range  _  degL 


Digital  Multimeter  Sensitivity  Coefficients 

dDMM  _  Output  _  dDMM  _  Output  _  dDMM  _  Output  _ 
dAmplifier  _  Output  dDMM  _  Accuracy  dDMM  _  Resolution 

The  module  equations,  partial  derivative  equations  and  error  source  data  were  entered  into  an 
Excel  spreadsheet.  The  inverse  normal  distribution  function  was  also  included  to  compute  the 
coverage  factors  for  specified  confidence  levels.  The  uncertainty  analysis  results  for  each  module 
are  summarized  in  Tables  B-8  through  B-10. 
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Table  B-8  Spreadsheet  Analysis  Results  for  Load  Cell  Module 


Parameter 

Name 

±  Error 
Limits 

% 

Confidence 

Standard 

Uncertainty 

Sensitivity 

Coefficient 

Component 

Uncertainty 

Nominal  or 
Mean  Value 

CalWeight 

0.1 

99.00 

0.0388  g 

0.00882 

l,000g 

Sensitivity 

1,000 

0.00882  mV/g 

Nonlinearity 

0.01  mV 

95.45 

0.005  mV 

1 

0.005  mV 

0  mV 

Hysteresis 

0.01  mV 

95.45 

0.005  mV 

1 

0.005  mV 

0  mV 

Noise 

0.01  mV 

95.45 

0.005  mV 

1 

0.005  mV 

0  mV 

Random 

95.45 

0.0015  mV 

1 

0.0015  mV 

0  mV 

ZeroOffset 

0.2  mV 

95.45 

0.1  mV 

1 

0.100  mV 

0  mV 

T  empEffectOut 

0.00044  mV/ 
F 

95.45 

0.00022  mV/F 

0 

0.00  mV 

0  mV/deg  F 

T  empEffectZero 

0.001  mV/F 

95.45 

0.0005  mV/F 

0 

0.00  mV 

0  mV/deg  F 

T  empRangedegF 

2  F 

99.00 

0.776  F 

0 

10  deg  F 

Module  Output 

8.88  mV 

Tot.  Unc.  0.1005  mV 

Table  B-9  Spreadsheet  Analysis  Results  for  Amplifier  Module 


Parameter 

Name 

±  Error 
Limits 

% 

Confidence 

Standard 

Uncertainty 

Sensitivity 

Coefficient 

Component 

Uncertainty 

Nominal  or 
Mean  Value 

LoadCellOutput 

0.1005  mV 

8.88  mV 

Gain 

8.88 

0.5  V/mV 

Gain  Ace 

5  mV 

95.45 

2.5  mV 

1 

0.0025  V 

0  V 

Stability 

1  mV 

95.45 

0.5  mV 

1 

0.0005  V 

0  V 

Nonlinearity 

1  mV 

95.45 

0.5  mV 

1 

0.0005  V 

0  V 

Noise 

3  mV 

99.00 

1.165 

1 

0.001165  V 

0  V 

Bal  Stability 

20  mV 

95.45 

10  mV 

1 

0.01  V 

0  V 

TempCoeff 

2  mV/C 

95.45 

1  mV/C 

5.6 

0.0056 

0  mV/C 

T  empRangedegC 

1.1  C 

99.00 

0  V 

5.6  C 

Module  Output 

4.44  V 

Tot.  Unc.  51.6  mV 

Table  B-10  Spreadsheet  Analysis  Results  for  Digital  Multimeter  Module 


Parameter 

Name 

±  Error 
Limits 

% 

Confidence 

Standard 

Uncertainty 

Sensitivity 

Coefficient 

Component 

Uncertainty 

Nominal  or 
Mean  Value 

Amp  li  fi  erOutput 

51.6  mV 

1 

51.6  mV 

4.44  V 

DMMAccuracy 

10.47  mV 

95.45 

5.2  mV 

1 

5.2  mV 

0  V 

DMMResolution 

0.5  mV 

100 

0.289  mV 

1 

0.289  mV 

0  V 

Module  Output 

4.44  V 

Tot.  Unc.  51.9  mV 

The  overall  output  and  total  uncertainty  for  the  Load  Cell  Calibration  System  is  equal  to  the 
values  computed  for  the  last  module  in  the  series.  Therefore,  the  overall  output  is  4.44  V  with  a 
total  uncertainty  of  5 1 .9  mV. 

A  System  Model  analysis  was  conducted  using  Uncertainty  Analyzer  by  entering  the  module 
equations  and  associated  infonnation  into  the  System  Model  screen.  Partial  derivatives  were 
automatically  computed,  eliminating  the  time  and  potential  error  associated  with  doing  this 
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manually.  The  overall  system  and  module  analysis  reports  are  shown  in  Figures  B-2  through  B-5. 

With  Uncertainty  Analyzer,  the  overall  output  and  total  uncertainty  for  the  Load  Cell  Calibra¬ 
tion  System  was  also  computed  to  be  4.44  V  and  51.9  mV,  respectively. 


Uncertainty  Analysis  Report  System  Analysis  Results 

UncertaintyAnalyzer  System  Model  Analysis 

14-Jul-2005 

System  Name:  Load  Cell  Calibration  System 

Module  Name  Input 

Load  Cell  1 ,000  g 

Amplifier  8.88  mV 

Digital  Multimeter  4.44  V 

System  Analysis  Summary: 

System  Input:  1,000  g 
System  Output:  4.44  V 
System  Uncertainty:  51.9  mV 
Confidence  Level:  95.00  % 

Coverage  Factor:  1 .9653  mV 
Degrees  of  Freedom:  Infinite 
Tolerance  Limits:  102  mV 

Figure  B-3.  Load  Cell  Calibration  System  Report. 


Output 
8.88  mV 
4.44  V 
4.44  V 


Uncertainty 
0.1005  mV 
51.6  mV 
51.9  mV 


Coefficient 

0 

0 

1.000 


Uncertainty  Analysis  Report  System  Module  Analysis  Results 

UncertaintyAnalyzer  System  Model  Analysis 
Load  Cell  Calibration  System 

14-Jul-2005 

Module  1:  Load  Cell 

Input  Measurement  Area:  Mass 

Output  Measurement  Area:  DC  Voltage 


Analysis  Results: 


±  Error 

%  Con¬ 

Standard 

Analysis 

Deg 

Sensitivity 

Component 

Name 

Value 

Limits 

fidence 

Uncertainty 

Type 

Freedom 

Coefficient 

Uncertainty 

Load  Cell  Sensivity 

0.00882 

95.00 

1,000.0 

Load  Cell  Nonlinearity 

0 

0.0100 

95.45 

0.005 

B 

inf 

1.0 

0.005 

Load  Cell  Hysteresis 

0 

0.0100 

95.45 

0.005 

B 

inf 

1.0 

0.005 

Error  due  to  Repeat 

0.0590 

0.006523 

95.00 

0.001528 

A 

2 

1.0 

0.001528 

Measurements 

Noise 

0 

0.0100 

95.45 

0.005 

B 

inf 

1.0 

0.005 

Zero  Balance 

0 

0.2000 

95.45 

0.1 

B 

inf 

1.0 

0.1 

Temperature  Effect  on  Output 

0 

0.00044 

95.45 

0.00022 

B 

inf 

10.0 

0.00220 

Temperture  Effect  on  Zero 

0 

0.0010 

95.45 

0.0005 

B 

inf 

10.0 

0.0050 

Temperature  Range 

10 

2.0000 

99.00 

0.776 

inf 

Module  Analysis  Summary: 

Module  Input:  1,000  g 
Module  Output:  8.88  mV 
Output  Uncertainty:  0.1005  mV 
Distribution:  Normal 
Degrees  of  Freedom:  Infinite 
Analysis  Category:  Type  A, B 

Figure  B-4.  Load  Cell  Module  Report. 
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Uncertainty  Analysis  Report  System  Module  Analysis  Results 

UncertaintyAnalyzer  System  Model  Analysis 
Load  Cell  Calibration  System 

14-Jul-2005 

Module  2:  Amplifier 

Input  Parameter:  Load  Cell 

Input  Measurement  Area:  DC  Voltage 

Output  Measurement  Area:  DC  Voltage 


Analysis  Results: 

±  Error 

%  Con¬ 

Standard 

Analysis 

Deg 

Sensitivity 

Component 

Name 

Value 

Limits 

fidence 

Uncertainty 

Type 

Freedom 

Coefficient 

Uncertainty 

Amplifier  Gain 

0.5 

95.00 

8.88 

Amplifier  Accuracy 

0 

0.0050 

95.45 

0.0025 

B 

inf 

1.0 

0.0025 

Amplifier  Stability 

0 

0.0010 

95.45 

0.0005 

B 

inf 

1.0 

0.0005 

Amplifier  Nonlinearity 

0 

0.0010 

95.45 

0.0005 

B 

inf 

1.0 

0.0005 

Amplifier  Noise 

0 

0.003000 

99.00 

0.001165 

B 

inf 

1.0 

0.001165 

Balance  Stability 

0 

0.0200 

95.45 

0.0100 

B 

inf 

1.0 

0.0100 

Temperature  Coefficient 

0 

0.0020 

95.45 

0.0010 

B 

inf 

5.60 

0.0056 

Temperature  Range 

5.6 

1.1000 

99.00 

0.427 

inf 

Module  Analysis  Summary: 
Module  Input:  8.88  mV 
Input  Uncertainty:  0.1005  mV 
Degrees  of  Freedom:  Infinite 
Module  Output:  4.44  V 
Output  Uncertainty:  51.6  mV 
Distribution:  Normal 
Degrees  of  Freedom:  Infinite 
Analysis  Category:  Type  B 


Figure  B-5.  Amplifier  Module  Report 
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Uncertainty  Analysis  Report  System  Module  Analysis  Results 

UncertaintyAnalyzer  System  Model  Analysis 
Load  Cell  Calibration  System 

14-Jul-2005 

Module  3:  Digital  Multimeter 
Input  Parameter:  Amplifier 
Input  Measurement  Area:  DC  Voltage 
Output  Measurement  Area:  DC  Voltage 


Analysis  Results: 


±  Error 

%  Con¬ 

Standard 

Analysis 

Deg 

Sensitivity 

Component 

Name 

Value 

Limits 

fidence 

Uncertainty 

Type 

Freedom 

Coefficient 

Uncertainty 

Digital  Multimeter  Accuracy 

0 

0.01047 

95.45 

0.00523 

B 

inf 

1.0 

0.00523 

Digitial  Multimeter  Resolution 

0 

0.0005 

100.00 

0.0002887 

B 

inf 

1.0 

0.0002887 

Module  Analysis  Summary: 
Module  Input:  4.44  V 
Input  Uncertainty:  51.6  mV 
Degrees  of  Freedom:  Infinite 
Module  Output:  4.44  V 
Output  Uncertainty:  51.9  mV 
Distribution:  Normal 
Degrees  of  Freedom:  Infinite 
Analysis  Category:  Type  B 


Figure  B-6.  Digital  Multimeter  Module  Report. 


1.4.2  Multivariate  Analysis  Method.  In  the  multivariate  analysis  approach,  an  overall  equation  is 
entered  for  the  load  cell  calibration  system,  along  with  nested  variables  equations  below. 

Overall  Load  Cell  Calibration  System  Equation 

SystemOutput  =  LoadCellOutput  *  AmplifierGain  +  AmplifierError  +  DMM  Error 

Thermal  Effects  Equation 

TempDrift  =  (TempEffectOutput  +  TempEffectZero)  *  TempRangedegF 
Load  Cell  Output  Equation 

Load  Cell  Output  =  Cal  Weight  *  Sensitivity  +  Load  Cell  Nonlinearity  + 
LoadCellHysteresis  +  Random  +  LoadCellNoise  +  ZeroOffset  +  Temp_  Drift 

Amplifier  Output  Equation 

Amplifier_Error  =  Gain_Acc  +  Amplifier_Stability  +  A  m  p  I  i  fi  c  r_N  o  n  I  i  n  cari  ty  +  Ampli- 
fier_Noise  +  Bal_Stability  +  TempCoeff  *  Temp_Range_DegC 

Digital  Multimeter  Output  Equation 

DMMError  =  DMMAccuracy  +  DMMResolution 

The  partial  derivative  equations  are  listed  below.  It  is  important  to  note  that,  we  are  only 
interested  in  the  partial  derivatives  of  the  System  Output  equation  with  respect  to  the  root 
variables  or  error  sources,  not  the  nested  variables  such  as  Temp  Drift,  Load  Cell  Output, 
Amplifier  Error,  or  DMM  Error. 
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Sensitivity  Coefficients 

dSystem  Output  „  .  .  .  .  _  ,  .  .  dSystem  Output  .  . 

- = - =  Sensitivity  *  Amplifier  _  Oam  - = - =  Amplifier  _  Gam 

dCal _W eight  '  dLoad  _Cell _ Nonlinearity 


dSystem  Output  .  dSystem  Output 

- = - =  Lai  _  Weight  *  Amplifier  _  Oam  - = - =  Amplifier  _  Oam 

dSensitivity  dLoad  Cell  Hysteresis 


8 System  Output  .  _  .  8 System  Output  .  _  . 

— : - = - =  Amplifier  _  Oam  - : - = - =  Amplifier  _  Oam 

dRandom  dLoad  Cell  Noise 


dSystem  Output  .  . . .  dSystem  Output  _  „  . 

— - - = - =  Amplifier  Oam  - = - =  Temp  Range*  Amplifier  Oam 

dZero  Offset  '  d  Temp  _  Effect  _  Output 


dSystem  _  Output  =  *  Amplijkr  _  Gajn 

dTemp  _  Effect  _  Zero 


dSystem  _  Output 
dTemp  _  Range 


(Temp  _  Effect  _  Output  +  Temp  _  Effect  _  Zero )  *  Amplifier  _  Gain 


dSystem  Output  T  ,  ,, 

— r - = - =  Load  Cell  _  Output 

dAmplifier  _  Gain 

dSystem  _  Output  _  dSystem  _  Output  dAmplifier  _  Error 
dGain  _  Acc  dAmplifier  _  Error  dGain  _  Acc 


dSystem  Output  _  dSystem  Output  dAmplifier  _  Error 
dAmplifier  _  Stability  dAmplifier  _  Error  dAmplifier  _  Stability 


dSystem  _  Output  _  dSystem  Output  dAmplifier  _  Error 
dAmplifier  _  Nonlinearity  dAmplifier  _  Error  dAmplifier  _  Nonlinearity 


dSystem  _  Output  _  dSystem  _  Output  dAmplifier  _  Error 
dAmplifier  _  Noise  dAmplifier  _  Error  dAmplifier  _  Noise 


dSystem  _  Output  _  dSystem  _  Output  dAmplifier  _  Error 
dBal  _  Stability  dAmplifier  _  Error  dBal  _  Stability 
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dSystem  _  Output  _  dSystem  _  Output  *  GA  mp  lifter  _  Error  _  „  nr 

dTemp  _  Coeff  dAmplifier  _  Error  dTemp  _  Coeff  ^  ~  "  ~  " 

dSystem  _  Output  _  dSystem  _  Output  *  dAmplifier  _  Error  _  jem^  Coeff 
dTemp  _  Range  _  DegC  dAmplifier  _  Error  dTemp  _  Range  _  DegC 

dSystem  _  Output  _  dSystem  _  Output  *  dDMM  _  Error  _ 
dDMM  _  Accuracy  dDMM  _  Error  dDMM  _  Accuracy 

dSystem  _  Output  _  dSystem  _  Output  *  dDMM  _  Error  _ 
dDMM  Resolution  dDMM  Error  dDMM  Resolution 


The  system  output  and  nest  variables  equations,  partial  derivative  equations  and  error  source 
data  were  entered  into  an  Excel  spreadsheet.  The  inverse  nonnal  distribution  function  was  also 
included  to  compute  the  coverage  factors  for  specified  confidence  levels.  The  analysis  results  are 
summarized  in  Table  B-l  1. 


Table  B-ll.  Multivariate  Spreadsheet  Analysis  Results  for  Load  Cell  Calibration  System 


Variable 

±  Error 

% 

Standard 

Sensitivity 

Component 

Nominal  or 

Name 

Limits 

Confidence 

Uncertainty 

Coefficient 

Uncertainty 

Mean  Value 

Cal_  Weight 

0.1 

99 

0.0388  g 

0.00441 

0.000171  V 

l,000g 

Load  Cell  Nonlinearity 

0.01  mV 

95.45 

0.005  mV 

0.5 

0.0025  V 

0  mV 

Sensitivity 

95 

500 

0.00882 

mV/g 

Random 

0.0015  mV 

0.5 

0.000764  V 

0.0590  mV 

Load  Cell  Hysteresis 

0.01  mV 

95.45 

0.005  mV 

0.5 

0.0025  V 

0  mV 

Load  Cell  Noise 

0.01  mV 

95.45 

0.005  mV 

0.5 

0.0025  mV 

0  mV 

ZeroOffset 

0.2  mV 

95.45 

0.1  mV 

0.5 

0.05  V 

0  mV 

T  empEffectOutput 

0.00044  mV/ 
F 

95.45 

0.00022 

mV/F 

5 

0.0011  V 

0  mV/deg  F 

T  empEffectZero 

0.001  mV/F 

95.45 

0.0005  mV/F 

5 

0.0025  V 

0  mV/deg  F 

Temp  Range  DegF 

2  F 

99 

0.776  F 

10  F 

Amplifier  Gain 

95 

8.879 

0.5  V/mV 

Gain  Ace 

5  mV 

95.45 

2.5  mV 

1 

0.0025  V 

0  V 

Amplifier  Stability 

1  mV 

95.45 

0.5  mV 

1 

0.0005  V 

0  V 

Amplifier  Nonlinearity 

1  mV 

95.45 

0.5  mV 

1 

0.0005  V 

0  V 

Amplifier  Noise 

3  mV 

99 

1.165  mV 

1 

0.001165  V 

0  V 

Bal  Stability 

20  mV 

95.45 

10  mV 

1 

0.01  V 

0  V 

TempCoeff 

2  mV/C 

95.45 

1  mV/C 

5.6 

0.0056  V 

0  V/deg  C 

T  empRangeDegC 

1  C 

99 

0.388  C 

5.6  deg  C 

DMMAccuracy 

10.47  mV 

95.45 

5.23  mV 

1 

0.00523  V 

0  V 

DMMResolution 

0.5  mV 

100 

0.29  mV 

1 

0.00029  V 

0  V 

System  Output 

4.44  mV 

Tot.  Unc. 

0.0519  V 
51.9  mV 
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A  similar  analysis  was  conducted  using  Uncertainty  Analyzer  by  entering  the  overall  equation 
for  the  load  cell  calibration  system,  along  with  nested  variables  equations  and  associated 
information  into  the  Multivariate  Analysis  screen.  Partial  derivatives  were  automatically 
computed  by  Uncertainty  Analyzer.  The  UncertaintyAnalyzer  output  report  is  shown  in  Figure 


B-6. 


Uncertainty  Analysis  Report 


Multivariate  Uncertainty  Analysis 


UncertaintyAnalyzer  Load  Cell  Calibration  System  Analysis 

14-Jul-2005 

Subject  Parameter  Data: 

Parameter  Name:  Voltage  Output  from  Load  Cell  Calibration  System 
Qualifier  1: 

Qualifier  2: 


Root  Variables  Analysis  Results: 

±  Error 

%  Con¬ 

Standard 

Analysis 

Deg. 

Sensitivity 

Component 

Adjusted 

Variable  Name 

Limits 

fidence 

Uncertainty 

Type 

Freedom 

Coefficient 

Uncertainty 

Mean 

T  empEffectOutput 

0.00044  mV/deg  F 

95.45 

0.00022  mV/deg  F 

B 

inf 

5.0 

0.0011  V 

0  mV/deg  F 

T  empEffectZero 

0.001  mV/deg  F 

95.45 

0.0005  mV/deg  F 

B 

inf 

5.0 

0.0025  V 

0  mV/deg  F 

T  emp_Range_DegF 

2.0  deg  F 

99.00 

0.78  deg  F 

B 

inf 

10 

Cal_Weight 

100  mg 

99.00 

38.8  mg 

B 

inf 

0.004410 

0.000171  V 

1,000  g 

Sensitivity 

500.0 

0.00882  mV/g 

LoadCellNonlinearity 

0.01  mV 

95.45 

0.005  mV 

B 

inf 

0  50 

0.0025  V 

0  mV 

Load_Cell_Hysteresis 

0  01  mV 

95.45 

0.005  mV 

B 

inf 

050 

0.0025  V 

0  mV 

Random 

0.00153  mV 

A 

2 

0.50 

0  000765  V 

0.0590  mV 

Load_Cell_Noise 

0.01  mV 

95.45 

0.005  mV 

B 

inf 

0.50 

0.0025  V 

0  mV 

Zero_Offsit 

0.2  mV 

95.45 

0.1  mV 

B 

inf 

050 

0.05  V 

0  mV 

AmplifierGain 

8  879 

0.5  V/mV 

GainAcc 

5  mV 

95.45 

2.5  mV 

B 

inf 

1.0 

0.0025  V 

OV 

Ampl  ifierStabi  lity 

10  mV 

95.45 

0.5  mV 

B 

inf 

1.0 

0.0005  V 

0  V 

AmplifierNonlinearity 

1  mV 

95.45 

0  5  mV 

B 

inf 

1.0 

0.0005  V 

0  V 

AmplifierNoise 

3  mV 

99.00 

1.165  mV 

B 

inf 

1.0 

0.001165  V 

OV 

Bal_Stability 

20  mV 

95.45 

10.0  mV 

B 

inf 

1.0 

0.01  V 

0  V 

Temp_Coeff 

2  mV/deg  C 

95.45 

1 .0  mV/deg  C 

B 

inf 

5.60 

0.0056  V 

0  V/deg  C 

T  emp_Range_DegC 

1.1  deg  C 

99.00 

0  43  deg  C 

B 

inf 

5.6 

DMMAccuracy 

10  47  mV 

95.45 

5.23  mV 

B 

inf 

1.0 

0.00523  V 

0  V 

DMMResolution 

0.5  mV 

100.00 

0.29  mV 

B 

inf 

1.0 

0.00029  V 

OV 

Analysis  Summary: 

Computed  Parameter  Value:  4.44  V 
Estimated  Uncertainty:  51.9  mV 
Distribution:  Normal 
Degrees  of  Freedom:  infinite 
Analysis  Category:  Type  A,  B 


Figure  B-7.  Multivariate  Analysis  Report  for  Load  Cell  Calibration  System. 
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APPENDIX  C 

WINGBOOM  AOA  ANALYSIS 


1.0  General 

The  uncertainty  in  the  wingboom  angle  of  attack  (AOA)  measurement  is  estimated  using  a 
system  model  analysis  approach.  Results  obtained  from  Excel  spreadsheet  analysis  are  compared 
to  the  analysis  results  obtained  with  Uncertainty  Analyzer. 

1.1  Measurement  Process 

The  primary  sensor  for  measuring  wingboom  angle  of  attack  (AOA)  is  a  BEI  Model  1201  5k 
Ohm  potentiometer  with  a  maximum  rotational  travel  of  354°.  The  potentiometer  output  voltage 
is  run  through  a  CDAU  SCD-108S  8-channel  signal  conditioner,  manufactured  by  Teletronics 
Technology  Corporation,  that  consists  of  a  ADG439F  multiplexer,  PGA204  amplifier,  low-pass 
Butterworth  filter,  and  analog  to  digital  converter  (ADC),  as  shown  in  the  Figure  C-l. 


Figure  C-l.  Electrical  Interface  Diagram  for  SCD-108S  Signal  Conditioner4 


The  ADC  uses  12-bit  precision  to  convert  the  continuous  voltage  signal  to  a  binary  code. 
Therefore,  the  output  signal  from  the  ADC  is  a  quantized  value  ranging  from  0  to  4095  counts 
(i.e.,212-!).4 5 


4  Figure  3  Electrical  Interface  Diagram  for  SCD-108S,  Drawing  No.  700004532-xxx  Sheet  6. 

5  Email  from  Kenneth  Miller,  CIV  NAY  AIR  to  Dr.  Howard  Castrup,  Integrated  Sciences  Group,  Sent:  7/13/04  Subject:  LSBF 
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The  wingboom  AOA  measurement  system  is  calibrated  from  -  45°  to  +  45°  using  an  E-2C 
535  Boom  Universal  Calibrator  Fixture.  The  E-2C  535  Calibrator  Fixture  is,  in  turn,  calibrated 
according  to  the  LIST-A020  procedure.6  The  wingboom  AOA  calibration  data  are  listed  in  Table 


C-l. 


Table  C-l  Wingboom  AOA  Calibration  Data7 


Meas.  # 

Counts 

Angle 

Meas.  # 

Counts 

Angle 

1 

2052 

0.875 

18 

2714 

15.875 

2 

1878 

-4.125 

19 

2931 

20.875 

3 

1630 

-9.125 

20 

3144 

25.875 

4 

1378 

-14.125 

21 

3361 

30.875 

5 

1142 

-19.125 

22 

3575 

35.875 

6 

716 

-29.125 

23 

3789 

40.875 

7 

289 

-39.125 

24 

4002 

45.875 

8 

76 

-44.125 

25 

3788 

40.875 

9 

289 

-39.125 

26 

3575 

35.875 

10 

717 

-29.125 

27 

3361 

30.875 

11 

1142 

-19.125 

28 

3144 

25.875 

12 

1378 

-14.125 

29 

2929 

20.875 

13 

1629 

-9.125 

30 

2712 

15.875 

14 

1878 

-4.125 

31 

2494 

10.875 

15 

2052 

0.875 

32 

2274 

5.875 

16 

2273 

5.875 

33 

2053 

0.875 

17 

2496 

10.875 

A  regression  analysis  was  conducted  to  obtain  an  unweighted  least  squares  best  fit  (LSBF)  to 
a  straight  line,  as  shown  in  Figure  C-2.  The  straight  line  fit  equation  (1)  is  used  to  convert  the 
recorded  counts  data  to  wingboom  angle. 

Wingboom  Angle  =  0.0228  *  Counts  -  45.83  (C-l) 


Coefficient  Significant  Digits. 

Naval  Air  Test  Center  Technical  Manual,  Local  Calibration  Procedure  LIST-A020,  1  November  2003. 
7  Calibration  Data  Sheet,  C-2A,  162142  NP2000,  TMATS  File:  H:\projects\C2  NP2000\C2np2k07.tma 
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50  550  1050  1550  2050  2550  3050  3550  4050 


Counts 

Figure  C-2  Straight  Line  Fit  of  Calibration  Data 


1.2  System  Model 

The  purpose  of  this  analysis  is  to  estimate  the  overall  uncertainty  in  the  wingboom  AOA 
measurement.  In  this  case,  the  wingboom  AOA  measurement  is  made  through  a  linear  sequences 
of  stages  or  modules  as  shown  in  Figure  C-3. 


Angle 

of 

Attack 


Potentiometer  Signal  Data 

Conditioner  Processor 


Figure  C-3  Block  Diagram  of  Wingboom  AOA  Measurement  System 


The  output,  Y,  from  any  given  system  module  comprises  the  input  of  the  next  module  in  the 
series.  Since  each  module’s  output  carries  with  it  an  element  of  uncertainty,  this  means  that  this 
uncertainty  will  be  present  at  the  input  of  a  subsequent  module. 
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As  one  would  expect,  system  uncertainty  analysis  follows  a  structured  procedure.  We  have 
already  developed  the  requisite  block  diagram  that  describes  the  stages  or  modules  involved  in 
the  measurement  process.  We  now  need  to  identify  all  relevant  error  sources  and  develop  the 
mathematical  equations  that  express  the  quantity  of  interest  as  a  function  of  these  errors  and 
other  key  variables  or  parameters. 

In  this  analysis,  we  will  not  consider  errors  due  to  signal  attenuation  or  loss  via  module 
connectors,  leads  or  interfaces.  The  error  sources  listed  below  are  considered  in  this  analysis: 

•  Bias  in  the  E-2C  535  Boom  Universal  Calibrator  Fixture. 

•  Error  associated  with  the  BEI  Model  1201  5k  Ohm  potentiometer. 

•  Error  associated  with  the  CDAU  SCD-108S  signal  conditioning  card. 

•  Error  associated  with  the  LSBF  straight  line  or  calibration  curve. 

1.3  Module  Output  Equations 

The  following  subsections  describe  the  measurement  system  modules  in  detail,  identifying  error 
sources  and  defining  appropriate  module  output  equations.  Manufacturer  specifications  will  be 
used  to  establish  error  limits.  Manufacturer  specification  documents,  as  well  as  other  reference 
materials  used  in  this  analysis,  are  listed  in  the  footnotes. 

1.3.1  Potentiometer  Module  (Mi).  The  first  module  consists  of  a  Model  1201  5k  Ohm 
potentiometer  manufactured  by  BEI  Technologies,  Inc.  Potentiometers  are  essentially  a  resistor, 
Rp,  connected  to  a  voltage  source,  Vi,  with  a  moving  contact  or  wiper.8  The  resistor  is  “divided” 
at  the  point  of  wiper  contact  and  the  voltage  output  signal,  Vo,  is  proportional  to  the  voltage  drop 
across  the  resulting  load  resistance,  Rl,  as  shown  in  Figure  C-4a. 

Most  potentiometers  are  designed  to  generate  a  DC  voltage  output  that  is  linearly  propor¬ 
tional  to  rotational  or  lateral  displacement  X/AP,  as  shown  in  Figure  4b.  The  potentiometer 
voltage  output  is  then  expressed  as 

Vo=V,K  — 

Xp 

where  K  is  the  potentiometer  sensitivity,  X  is  the  sensed  angle  in  degrees  and  Xp  is  the  maximum 
angle  that  the  potentiometer  can  travel. 


Measurement,  Instrumentation,  and  Sensors  Handbook,  CRCnetBase  1999,  John  G.  Webster  Editor-in  Chief. 
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Figure  C-4  a.  Potentiometer  Circuit 


b.  Ideal  Linear  Response  Characteristic 


When  developing  an  uncertainty  analysis  for  the  potentiometer  module,  we  must  consider  the 
impact  that  errors  in  Vi,  K,  X  and  XP  will  have  on  the  output  value.  In  addition,  manufacturer 
specifications  for  the  Model  1201  5k  Ohm  potentiometer9  indicate  that  there  are  other  error 
sources: 

•  Sensed  Angle  (System  Input) 

•  Supply  Voltage 

•  Maximum  Angle 

•  Sensitivity 

•  Linearity 

•  Resistance 

•  Noise 

•  Resolution 

•  Temperature  Coefficient 

Although  hysteresis  is  not  listed  in  the  manufacturer  specifications,  we  will  attempt  to  assess 
its  impact  in  this  analysis  via  the  LSBF  regression  error  described  in  Module  3. 

1 .3. 1 . 1  System  Input  (X).  In  this  analysis,  a  E-2C  535  Boom  Universal  Calibrator  Fixture  is 
used  to  provide  a  given  wingboom  angle.  Therefore,  any  uncertainty  in  the  angle  established  via 
the  Calibrator  Fixture  must  be  determined  and  included  in  the  analysis. 

F3. 1 .1.1  Calibrator  Fixture  Bias.  The  E-2C  535  calibrator  fixture  is,  in  turn,  calibrated  using  the 
FIST-A020  procedure.10  Accordingly,  the  Calibrator  Fixture  is  reported  to  have  tolerance  limits 
of  ±  0.25°  of  the  angle  established  via  the  FIST-A020  procedure.  For  the  purposes  of  this 
analysis,  we  will  interpret  these  limits  to  be  the  99%  confidence  interval  and  that  the  associated 
errors  or  biases  are  normally  distributed.  We  will  also  use  a  nominal  Calibrator  Fixture  angle  of 
20°  for  this  analysis. 


9 

Specification  sheet  for  BEI  Model  1201  Servo  Mount  Wirewound  Single-turn  Precision  Potentiometer,  www.beiduncan.com. 
Naval  Air  Test  Center  Technical  Manual,  Local  Calibration  Procedure  LIST-A020,  1  November  2003. 
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1 .3. 1 . 1 .2  Random  Error.  Random  error  resulting  from  repeat  measurements  can  result  from 
variations  in  wingboom  angle  over  a  short  time  period  or  by  testing  or  calibrating  the  potenti¬ 
ometer  at  a  given  angle  multiple  times. 

Uncertainty  due  to  random  error  can  be  estimated  from  test  or  calibration  data  at  a  nominal  or 
mean  wingboom  angle.  However,  if  the  procedure  used  to  calibrate  the  potentiometer  includes 
the  signal  conditioner,  then  repeatability  error  should  be  evaluated  in  Module  Mi. 

1 .3. 1 .2  Supply  Voltage  (Vi).  Since  most  sensors  are  passive,  the  signal  conditioner  must  provide 
a  regulated  DC  voltage  or  current  via  a  precision  power  supply.  According  to  the  electrical 
interface  diagram  for  the  SCD-108S  signal  conditioner  shown  in  Figure  C-l,  an  external 
excitation  voltage  of  5  V  or  10  V  can  be  supplied  to  the  potentiometer. 

The  excitation  voltage  accuracy  is  stated  to  be  ±  0.3%  maximum.  In  this  analysis  we  assume 
that  the  error  limits  for  the  excitation  voltage  represent  the  95%  confidence  interval  and  that  the 
errors  are  normally  distributed. 

1.3. 1.3  Maximum  Angle  (Xp).  The  specification  sheet  for  the  BEI  Model  1201  potentiometer 
indicates  a  maximum  or  actual  electrical  travel  of  354°  ±  2°.  We  interpret  the  ±  2°  limits  to 
represent  a  95%  confidence  interval  and  assume  that  the  associated  errors  are  normally 
distributed. 

1.3. 1.4  Sensitivity  (K).  The  potentiometer  sensitivity  is  essentially  the  dimensionless  slope  of 
the  linear  response  curve  shown  in  Figure  C-4b.  Ideally,  the  potentiometer  sensitivity  should 
have  a  value  of  unity.  However,  variation  in  potentiometer  sensitivity  can  occur  due  to 
temperature  effects,  drift,  hysteresis  or  other  factors. 

1 .3. 1 .4. 1  Linearity.  Linearity,  or  more  appropriately  non-linearity,  is  a  measure  of  the  deviation 
of  the  actual  input-to-output  perfonnance  of  the  device  from  an  ideal  linear  relationship. 

Linearity  error  is  fixed  at  any  given  input,  but  varies  with  magnitude  and  sign  over  a  range  of 
inputs.  Therefore,  it  is  considered  to  be  a  bias  error  that  is  normally  distributed. 

The  specification  sheet  for  the  BEI  Model  1201  indicates  linearity  tolerance  limits  of  ±  0.5% 
of  full  scale  (FS)  for  standard  conditions  and  ±  0.2%  FS  for  best  practical  conditions.  For  the 
purposes  of  this  analysis,  we  assume  that  the  ±  0.5%  FS  limits  apply.  We  also  interpret  these 
limits  to  represent  a  95%  confidence  interval. 

1.3.1 .4.2  Resistance.  Total  resistance  is  a  key  parameter  because  it  determines  the  amount  of 
current  drawn  for  a  given  applied  voltage.  Because  potentiometer  resistance  can  change  over 
time  between  calibrations,  it  is  important  to  estimate  how  resistance  error  impacts  overall 
uncertainty. 

Manufacturer  specifications  indicate  that  the  resistance  tolerance  limits  for  the  BEI  Model 
1201  are  ±  3%  LS  for  standard  conditions  and  ±  1%  FS  for  best  practical  conditions.  For  the 
purposes  of  this  analysis,  we  assume  that  the  ±  3%  FS  limits  apply.  We  also  interpret  these  limits 
to  represent  a  95%  confidence  interval  and  that  the  associated  errors  are  normally  distributed. 

1.3. 1.4. 3  Noise.  Non-repeatability  or  random  error  intrinsic  to  the  device,  that  causes  the  output 
to  vary  from  observation  to  observation  for  a  constant  input,  is  usually  specified  as  noise. 

Manufacturer  specifications  indicate  that  the  equivalent  noise  resistance  (ENR)  has  a  maxi¬ 
mum  value  of  100  Ohms.  In  this  analysis,  we  interpret  the  specification  of  ±  100  Ohms  to  be  a 
95%  confidence  interval  and  the  associated  errors  are  normally  distributed.  Potentiometer  noise, 
in  relation  to  total  potentiometer  resistance  of  5,000  Ohms,  can  be  expressed  as  ±  2%  of  FS. 
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1.3.1 .4.4  Resolution.  Resolution  defines  the  smallest  possible  increment  of  voltage  change  that 
can  be  produced  and  detected.  In  wire-wound  coil  potentiometers,  resolution  is  the  voltage  drop 
in  one  turn  of  resistance  wire.  The  best  attainable  resolution  is  1/N  x  100%  of  full  scale  voltage 
or  resistance,  where  N  is  the  number  of  turns  in  the  coil.  Resolution  can  also  be  expressed  in 
terms  of  travel  in  inches  or  degrees. 

The  specification  sheet  for  the  BEI  Model  1201  contains  a  footnote  that  indicates  that  Reso¬ 
lution  Tables  are  available  by  model  number  and  resistance  value.  The  manufacturer  was 
contacted  and  they  indicated  resolution  limits  of  ±  0.1 1%  FS.  We  assume  these  limits  to  be  the 
95%  confidence  interval  and  that  the  associated  errors  are  uniformly  distributed. 

1.3. 1.4. 5  Temperature  Coefficient.  Resistance  increases  with  temperature.  Therefore,  the 
potentiometer  sensitivity  will  be  affected  by  temperature  variation.  However,  this  may  not  be  a 
major  concern  as  long  as  the  changes  in  resistance  are  uniform  and  the  potentiometer  is  operated 
within  its  rated  temperature  range.  In  general,  wire-bound  potentiometers  have  very  low 
temperature  coefficients. 

The  temperature  coefficient  tolerance  limits  specified  for  the  BEI  Model  1201  is  ±  0.007%/ 
°C.  In  this  analysis,  we  will  assume  these  limits  to  be  the  95%  confidence  interval  and  that  the 
associated  errors  are  normally  distributed. 

For  the  purposes  of  this  analysis,  we  will  assume  a  temperature  range  of  50°C  with  associ¬ 
ated  error  limits  of  ±  2°  C.  We  assume  these  limits  to  be  the  95%  confidence  interval  and  that  the 
associated  errors  are  normally  distributed. 

1 .3. 1 .5  Potentiometer  Output  Equation.  The  output  equation  for  the  potentiometer  module  is 
expressed  in  equation  (C-3).  Relevant  infonnation  for  the  equation  parameters  is  listed  in  Table 
C-2. 

Pot  Output  =  Supply  _  Voltage *  Sensitivity  *  Fixture _  Angle / Max  _  Angle  +  Random  (C-3) 

where 

Sensitivity  =  Nom  _  Sensitivity  +  Linearity  +  Resistance  +  Noise  +  Resolution  +  Temp  _  Coeff  *  Temp  _  Range 


Table  C-2  Parameters  used  in  Potentiometer  Module  Equation 


Parameter  Name 

Description 

Nominal  or 
Mean  Value 

Error  Limits 

Percent 

Confidence 

Error 

SupplyVoltage 

Excitation  Voltage 

5  V 

±  15  mV 

95.00 

Normal 

Fixture  Angle 

Calibrator  Fixture  Angle 

20  deg 

±  0.25  deg 

99.00 

Normal 

MaxAngle 

Maximum  Potentiometer 
Angle 

354  deg 

±  2  deg 

95.00 

Normal 

Nom  Sensitivity 

Potentiometer  Sensitivity 

1.0 

Linearity 

Sensitivity  Linearity 

0 

±0.005 

95.00 

Normal 

Resistance 

Resistance  Error 

0 

±0.03 

95.00 

Normal 

Noise 

Noise 

0 

±0.02 

95.00 

Normal 

Resolution 

Resolution  Error 

0 

±0.0011 

100.00 

Uniform 

TempCoeff 

Temperature  Coefficient 

0 

±  0.7e>C 

95.00 

Normal 

Temp  Range 

Temperature  Range 

50  °C 

±2  °C 

95.00 

Normal 
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1.3.2  Signal  Conditioner  Module  (M3.  The  SCD-108S  signal  conditioning  card  manufactured 
by  Teletronics  Technology  Corporation  (TTC).  This  card  consists  of  an  8-channel  multiplexer, 
amplifier,  low-pass  filter,  and  analog  to  digital  converter.  TTC  specifies  an  overall  system 
accuracy  of±  0.5%  for  the  SCD-108S  card11. 

Correspondence  with  TTC  clarified  that  the  accuracy  specification  limits  for  the  SCD-108S 
card  is  a  percent  full  scale  output  and  that  the  associated  confidence  level  is  99%.  In  this 
analysis,  we  assume  that  overall  errors  associated  with  the  signal  conditioning  card  are  normally 
distributed. 

The  voltage  signal  entering  the  SCD-108S  card  is  converted  to  a  quantized  value  ranging 
from  0  to  4095  counts  (i.e.,  2 12- 1 ).  During  quantization,  a  finite  number  is  used  to  represent  a 
continuous  value.  The  resulting  resolution  limit  from  the  quantization  of  a  5  V  signal  using  a  12- 
bit  ADC  is  5  V/(2  )  OR  1.2  mV.  The  quantization  error  limits  are  half  the  resolution  or  ±  0.6 
mV.  In  this  case,  the  associated  errors  are  uniformly  distributed  with  a  100%  confidence  level. 

1.3. 2.1  Signal  Conditioner  Output  Equation.  The  0  to  4095  counts  output  range  from  SCD-108S 
card  is  limited  to  positive  and  negative  voltages  corresponding  to  angles  ranging  from  -  45°  to  + 
45°.  The  conversion  from  volts  to  counts  is  equal  to  4095  counts/900  x  354°/5V  or  3221.4 
counts/V.  In  addition,  0°  angle  corresponds  to  211  or  2048  counts. 

The  output  equation  for  the  signal  conditioner  module  is  expressed  in  equation  (C-4).  Rele¬ 
vant  infonnation  for  the  equation  parameters  are  listed  in  Table  C-3. 

SC  _  Output  =  ( Pot  _  Output  +  Accuracy  +  Quantization)  *  Coeffl  +  Coeff2  (C-4) 


Table  C-3  Parameters  used  in  Signal  Conditioner  Module  Equation 


Parameter 

Description 

Nominal  or 

Error 

Percent 

Error 

Name 

Mean  Value 

Limits 

Confidence 

Distribution 

PotOutput 

SCD-108S  Input 

Accuracy 

Signal  Conditioner 
Accuracy 

0  V 

±25  mV 

99.00 

Normal 

Quantization 

Quantization  Error 

0  V 

±  0.6  mV 

100.00 

Uniform 

Coeffl 

Conversion  Coefficient 

3,221.4 

Counts/V 

Coeffl 

Conversion  Coefficient 

2048  Counts 

1 .3.3  Data  Processor  Module  (Mfi.  The  data  processing  module  takes  the  quantized  AD 
converter  counts  output  and  computes  a  wingboom  angle  using  the  linear  regression  equation 
(C-l)  obtained  from  calibration  data.  Errors  associated  with  data  processing  result  from 
computation  round-off  or  truncation  and  from  residual  differences  between  an  observed  value 
during  calibration  and  the  value  estimated  from  a  regression  equation. 


SCD-108S  Signal  Conditioning  Card  Specifications,  www.ttcdas.com. 
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In  this  analysis,  we  will  focus  on  the  error  resulting  from  regression  analysis  of  the  calibra¬ 
tion  data,  as  shown  in  Figure  C-2.  The  regression  equation  is  typically  expressed  as 

YR=b0  +  bX  (C-5) 


where  Yr  is  the  predicted  value  for  a  given  X,  bo  is  the  value  of  Y  when  X  equals  zero,  and  b 
represents  the  amount  of  change  in  Y  with  X. 

In  regression  analysis,  the  standard  error  of  estimate  is  a  measure  of  the  difference  between 

12 

actual  values  and  values  estimated  from  a  regression  equation.  The  standard  error  of  estimate  is 
also  defined  as  the  standard  deviation  of  the  normal  distributions  of  Y  for  any  given  X. 

1 .3.3. 1  Standard  Error  of  Estimate.  A  regression  analysis  that  has  a  small  standard  error  has  data 
points  that  are  very  close  to  the  regression  line.  Conversely,  a  large  standard  error  results  when 
data  points  are  widely  dispersed  around  the  regression  line.  The  standard  error  of  estimate  is 
computed  using  equation  (C-6). 


(C-6) 


The  calibration  data  listed  in  Table  C-l  and  the  linear  regression  equation  (C-l)  were  entered 
into  a  spreadsheet.  The  standard  error  of  estimate  was  computed  to  be  equal  to  0.40°  wingboom 
angle. 

1 .3.3.2  Standard  Error  of  Forecast.  As  previously  stated,  the  standard  error  is  a  measurement  of 
the  typical  vertical  distance  of  the  sample  data  points  from  the  regression  line.  However,  we 
must  also  consider  the  fact  that  the  regression  line  was  generated  from  a  finite  sample  of  data.  If 
another  sample  of  data  were  collected,  then  a  different  regression  line  would  result.  Therefore, 
we  must  also  consider  the  dispersion  of  various  regression  lines  that  would  be  generated  from 
multiple  sample  sets  around  the  true  population  regression  line. 

The  standard  error  of  the  forecast  accounts  for  the  dispersion  of  the  regression  lines  and  is 
computed  using  equation  (C-7). 


sf  =uvJ1  +  -  + 


(x-xf 

WXJ 


(C-7) 


The  standard  error  of  forecast  is  computed  for  each  value  of  X.  For  a  wingboom  angle  of  20° 
in  this  analysis,  which  corresponds  to  a  counts  value  of  2930,  s/has  a  value  of  0.408°  . 

1 .3.3.3  Data  Processor  Output  Equation.  The  output  equation  for  the  data  processing  module  is 
expressed  in  equation  (C-8).  Relevant  infonnation  for  the  equation  parameters  are  listed  in  Table 
(C-4). 

Data  _  Proc  _  Output  =  Coeff3  *  CS  _  Output  -  Coeff4  +  Regression  Error  (C-8) 


12 


Hanke,  J.  et  at:  Statistatical  Decision  Models  for  Management,  Allyn  and  Bacon,  Inc.  1984. 


C-9 


Uncertainty  Analysis  Principles  and  Methods  RCC  Document  122-07,  September  2007 


Table  C-4.  Parameters  Used  in  Data  Processor  Module  Equation 


Parameter  Name 

Description 

Nominal  or 
Mean  Value 

Error 

Limits 

Percent 

Confidence 

Error 

Distribution 

SCOutput 

Data  Processor  Input 

CoefO 

Regression  Line  Slope 

0.0228 

deg/count 

Coeff4 

Regression  Line 
Intercept 

45.83  deg 

Regression  Error 

Standard  Error  of 
Forecast 

0  deg. 

0.408  deg. 

1.4  System  Output  and  Total  Uncertainty 

In  the  system  analysis  approach,  each  module  is  analyzed  separately  and  the  output  and 
associated  uncertainties  for  each  module  are  propagated  to  subsequent  modules.  The  output  for 
the  Wingboom  AOA  Measurement  System  and  the  associated  total  uncertainty  are  equivalent  to 
the  output  and  uncertainty  from  the  data  processing  module  (M3). 

The  three  system  modules  were  evaluated  using  UncertaintyAnalyzer’s  System  Model  screen 
and  Excel  spreadsheet  calculations.  If  done  correctly,  the  computed  module  outputs  and 
associated  uncertainties  and  the  total  system  output  and  associated  uncertainty  should  be  the 
same  for  both  analysis  methods.  The  appropriate  module  equations  are  repeated  below  for 
reference. 

Pot  Output  =  Supply  _Voltage*  Sensitivity  *  Fixture  _  Angle!  Max  _  Angle + Random 


Sensitivity  =  Nom  _  Sensitivity  +  Linearity + Resistances  Noise+  Resolution+Temp  _Coeff*  Temp  _Rate 

SC  _  Output  =  ( Pot  _  Output  +  Accuracy  +  Quantization )  *  Coeffl  +  Coeff2 

Data  _  Proc  _  Output  =  Coeff3  *  SC  _  Output  -  Coeff4  +  Regression _  Error 

1.4.1  Excel  Spreadsheet  Analysis.  When  conducting  this  analysis  via  Excel  spreadsheet,  the 
partial  derivative  equations  for  each  parameter  and  error  source  coefficient  were  determined 
offline.  The  partial  derivative  equations  are  listed  below  for  reference. 
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Potentiometer  Sensitivity  Coefficients 


dPot  _  Output 
dSupply  _  Voltage 


Sensitivity  *  Fixture  _  Angle  /  Max  _  Angle 


dPot  _  Output 
dSensivity 


Supply  _  Voltage  *  Fixture  _  Angle  /  Max  _  Angle 


dPot  _  Output 
dFixture  _  Angle 


Supply  _  Voltage  *  Sensitivity  l  Max  _  Angle 


dPot  _  Output  _  _gUppjy  _  Voltage  *  Sensitivitv  *  Fixture  _  Angle  /  Max  _  Angle 1 
dMax  _  Angle 


dPot  Output  _  dPot  Output  dSensitivity 
dNom  _  Sensitivity  dSensitivity  dNom  _  Sensitivity 

=  Supply  _  Voltage  *  Fixture _  Angle! Max _  Angle 


dPot  _  Output  _  dPot  _  Output  dSensitivity 

=  X 

dLinearity  dSensitivity  dLinearity 

=  Supply  _  Voltage  *  Fixture  _  Angle!  Max  _  Angle 


dPot  _  Output  _  dPot  _  Output  dSensitivity 

=  X 

dResistance  dSensitivity  dResistance 

=  Supply  _  Voltage  *  Fixture  _  Angle!  Max  _  Angle 


dPot  _  Output  _  dPot  _  Output  dSensitivity 
dNoise  dSensitivity  dNoise 

=  Supply  _  Voltage  *  Fixture _  Angle!  Max  _  Angle 

dPot  _  Output  _  dPot  _  Output  dSensitivity 
dResolution  dSensitivity  dResolution 

=  Supply  _  Voltage  *  Fixture  _  Angle!  Max  _  Angle 


dPot  Output  dPot  Output  dSensitivity 

=  X 

dTemp  _Coeff  dSensitivity  dTemp  Coeff 

=  ( Supply  _  Voltage  *  Fixture _  Angle! Max  _  Angle)  *  Temp  _  Range 

dPot  _  Output  _  dPot  _  Output  dSensitivity 
dTemp  _  Range  dSensitivity  dTemp  _  Range 

=  (< Supply  _  Voltage  *  Fixture _  Angle!  Max  _  Angle)  *  Temp  _  Coeff 
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Signal  Conditioner  Sensitivity  Coefficients 

dSC  Output  _  m 

- = - - —  =  Coeffl 

dPot  _  Output 


dSC  _  Output 
dAccuracy 


Coeffl 


dSC  _  Output 
dQuantizati  on 


Coeffl 


dSC  _  Output 
GCoeffl 


Pot  _  Output  +  Accuracy  +  Quantization 


dSC  _  Output  _ 
dCoeff  2 


Data  Processor  Sensitivity  Coefficients 

dData  _  Proc  _  Output 


dSC  _  Output 
dData  _  Proc  _  Output 


dCoeffS 

dData  _  Proc  _  Output 
GCoefj4 


=  Coeffl 


=  SC  _  Output 


=  -l 


dData  _  Proc  _  Output  _ 
dRegression  _  Error 

The  module  equations,  partial  derivative  equations  and  error  source  data  were  entered  into  an 
Excel  spreadsheet.  The  inverse  normal  distribution  function  was  also  included  to  compute  the 
coverage  factors  for  specified  confidence  levels.  The  uncertainty  analysis  results  for  each  module 
are  summarized  in  Tables  C-5  through  C-7. 
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Table  C-5.  Spreadsheet  Analysis  Results  for  Potentiometer  Module 


Parameter 

Name 

±  Error 
Limits 

% 

Confidence 

Standard 

Uncertainty 

Sensitivity 

Coefficient 

Component 

Uncertainty 

Nominal  or 
Mean  Value 

Supply  Voltage 

0.015  V 

95 

0.00765  V 

0.0565 

0.0004  V 

5  V 

Fixture  Angle 

0.25  deg 

99 

0.0971  deg 

0.01412 

0.0014  V 

20  deg 

Max_Angle 

2  deg 

95 

1.02  deg 

-0.0008 

-0.0008  V 

354  deg 

Nom  Sensitivity 

1  V/V/deg 

Linearity 

0.005  V/V/deg 

95 

0.0026  V/V/deg 

0.282 

0.00072  V 

0  V/V/deg 

Resistance 

0.03  V/V/deg 

95 

0.0153  V/V/deg 

0.282 

0.0043  V 

0  V/V/deg 

Noise 

0.02  V/V/deg 

95 

0.0102  V/V/deg 

0.282 

0.0029  V 

0  V/V/deg 

Resolution 

0.0011  V/V/deg 

100 

0.000635 

V/V/deg 

0.282 

0.000179  V 

0  V/V/deg 

TempCoeff 

7e"5 

V/V/deg/°C 

95 

3.57e"5 

V/V/deg/°C 

14.1 

0.0005  V 

0  mV/deg  F 

Temp  Range 

2  °C 

99 

1.02  °C 

50  °C 

Module  Output  0.282  V 

Tot.  Unc.  0.0553  V 

5.53  mV 

Table  C-6.  Spreadsheet  Analysis  Results  for  Signal  Conditioner  Module 


Parameter 

Name 

±  Error 
Limits 

% 

Confidence 

Standard 

Uncertainty 

Sensitivity 

Coefficient 

Component 

Uncertainty 

Nominal  or 
Mean  Value 

PotOutput 

0.00553  V 

3221.4 

0.0004 

Counts 

0.282  V 

Accuracy 

0.025  V 

99 

0.0097  V 

3221.4 

0.0014 

Counts 

0  V 

Quantization 

0.06  V 

100 

0.346  V 

3221.4 

-0.000179 

Counts 

0  V 

Coeffl 

0.282 

3221.4 

Counts/V 

Coeffi 

1 

2048  Counts 

Module  Output  2958 

Counts 

Tot.  Unc.  36.0  Counts 

Table  C-7.  Spreadsheet  Analysis  Results  for  Data  Processor  Module 


Parameter 

Name 

±  Error 
Limits 

% 

Confidence 

Standard 

Uncertainty 

Sensitivity 

Coefficient 

Component 

Uncertainty 

Nominal  or 
Mean  Value 

SCOutput 

36.0  Counts 

0.0228 

0.821  deg 

2958.0 

Counts 

Coeffl 

2958.0 

0.0228 

deg/Count 

Coeff2 

-1 

45.83  deg 

Regression  Error 

0.408  deg 

1 

.406  deg 

0  deg 

Module  Output  21.61  deg 

Tot.  Unc.  0.917  deg 

The  overall  output  and  total  uncertainty  for  the  Wingboom  AOA  Measurement  System  is 
equal  to  the  values  computed  for  the  last  module  in  the  series.  Therefore,  the  overall  output  is 
21.61  deg  with  a  total  uncertainty  of  0.917  deg. 
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1.4.2  Uncertainty  Analyzer  Results.  A  System  Model  analysis  was  conducted  using  Uncer¬ 
tainty  Analyzer  by  entering  the  module  equations  and  associated  information  into  the  System 
Model  screen.  Partial  derivatives  were  automatically  computed,  eliminating  the  time  and 
potential  error  associated  with  doing  this  manually.  The  overall  system  and  module  analysis 
reports  are  shown  in  Figures  C-5  through  C-8. 

With  Uncertainty  Analyzer,  the  overall  output  and  total  uncertainty  for  the  Wingboom  AOA 
Measurement  System  was  also  computed  with  (sic)  to  be  21.61  deg  and  0.917  deg,  respectively. 

The  table  below  is  incorrect.  It  was  copied/pasted  twice.  The  correct  table  to  be  inserted  as 
Figure  C-5  can  be  found  on  the  top  of  p.  C-13  of  the  pdf  document. 


Uncertainty  Analysis  Report  System  Module  Analysis  Results 

Wingboom  AOA  Measurement  System 

26-Sep-2005 

Module  1:  Potentiometer 
Input  Measurement  Area:  Angle 
Output  Measurement  Area:  Voltage 


Analysis  Results: 


±  Error 

%  Con¬ 

Standard 

Analysis 

Deg 

Sensitivity 

Component 

Name 

Value 

Limits 

fidence 

Uncertainty 

Type 

Freedom 

Coefficient 

Uncertainty 

Excitation  Voltage 

5 

0.015000 

95.00 

0.00765 

B 

inf 

0.0565 

0.00043 

Maximum  Potentiometer  Angle 

354 

2.000000 

95.00 

1.02 

inf 

-0.00080 

0.00 

Repeat  Measurements  Error 

0 

95.00 

1.0 

Potentiometer  Sensitivity 

1 

95.00 

0.282 

Sensitivity  Linearity 

0 

0.00500 

95.00 

0.00255 

B 

inf 

0.282 

0.00072 

Resistance  Error 

0 

0.03000 

95.00 

0.0153 

B 

inf 

0.282 

0.0043 

Noise 

0 

0.02000 

95.00 

0.0102 

B 

inf 

0.282 

0.0029 

Resolution  Error 

0 

0.0011000 

100.00 

0.000635 

B 

inf 

0.282 

0.000179 

Temperature  Coefficient 

0 

0.0000700 

95.00 

0.0000357 

B 

inf 

14.1 

0.0005044 

Temperature  Range 

50 

2.0000 

95.00 

1.02 

inf 

Module  Analysis  Summary: 

Module  Input:  20  deg 
Module  Output:  0.282  V 
Output  Uncertainty:  5.53  mV 
Distribution:  Normal 
Degrees  of  Freedom:  Infinite 
Analysis  Category:  Type  B 

Figure  C-5.  Wingboom  AOA  Measurement  System  Report. 
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Uncertainty  Analysis  Report  System  Module  Analysis  Results 

Wingboom  AOA  Measurement  System 

26-Sep-2005 

Module  1:  Potentiometer 
Input  Measurement  Area:  Angle 
Output  Measurement  Area:  Voltage 


Analysis  Results: 


±  Error 

%  Con¬ 

Standard 

Analysis 

Deg 

Sensitivity 

Component 

Name 

Value 

Limits 

fidence 

Uncertainty 

Type 

Freedom 

Coefficient 

Uncertainty 

Excitation  Voltage 

5 

0.015000 

95.00 

0.00765 

B 

inf 

0.0565 

0  00043 

Maximum  Potentiometer  Angle 

354 

2.000000 

95.00 

1.02 

inf 

-0.00080 

0.00 

Repeat  Measurements  Error 

0 

95.00 

1.0 

Potentiometer  Sensitivity 

1 

95.00 

0.282 

Sensitivity  Linearity 

0 

0.00500 

95.00 

0.00255 

B 

inf 

0.282 

0.00072 

Resistance  Error 

0 

0.03000 

95.00 

0.0153 

B 

inf 

0.282 

0.0043 

Noise 

0 

0.02000 

95.00 

0.0102 

B 

inf 

0.282 

0.0029 

Resolution  Error 

0 

0.0011000 

100.00 

0.000635 

B 

inf 

0.282 

0.000179 

Temperature  Coefficient 

0 

0.0000700 

95.00 

0.0000357 

B 

inf 

14.1 

0.0005044 

Temperature  Range 

50 

2.0000 

95.00 

1.02 

inf 

Module  Analysis  Summary: 

Module  Input:  20  deg 
Module  Output:  0.282  V 
Output  Uncertainty:  5.53  mV 
Distribution:  Normal 
Degrees  of  Freedom:  Infinite 
Analysis  Category:  Type  B 

Figure  C-6.  Potentiometer  Module  Report. 


Uncertainty  Analysis  Report  System  Module  Analysis  Results 

Wingboom  AOA  Measurement  System 

26-Sep-2005 

Module  2:  Signal  Conditioner 
Input  Parameter:  Potentiometer 
Input  Measurement  Area:  Voltage 
Output  Measurement  Area:  A/D 


Analysis  Results: 

±  Error 

%  Con¬ 

Standard 

Analysis 

Deg 

Sensitivity 

Component 

Name 

Value 

Limits 

fidence 

Uncertainty 

Type 

Freedom 

Coefficient 

Uncertainty 

SCD-108S  Accuracy 

0 

0.0250 

95.00 

0.0097 

B 

inf 

3,221.4 

31.2656 

Quantization  Error 

0 

0.0006000 

100.00 

0.0003464 

B 

inf 

3,221.4 

1.1159257 

Conversion  Coefficient 

3,221.4 

95.00 

0,282 

Conversion  Coefficient 

2,048 

95.00 

1.0 

Module  Analysis  Summary: 

Module  Input:  0.282  V 
Input  Uncertainty:  5.53  mV 
Degrees  of  Freedom:  Infinite 
Module  Output:  2,958.0  Counts 
Output  Uncertainty:  36  Counts 
Distribution:  Normal 
Degrees  of  Freedom:  Infinite 
Analysis  Category:  Type  B 

Figure  C-7.  Signal  Conditioner  Module  Report 
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Uncertainty  Analysis  Report  System  Module  Analysis  Results 

Wingboom  AOA  Measurement  System 

26-Sep-2005 

Module  3:  Data  Processor 
Input  Parameter:  Signal  Conditioner 
Input  Measurement  Area:  A/D 
Output  Measurement  Area:  Angle 


Analysis  Results: 

±  Error 

%  Con¬ 

Standard 

Analysis 

Deg 

Sensitivity 

Component 

Name 

Value 

Limits 

fidence 

Uncertainty 

Type 

Freedom 

Coefficient 

Uncertainty 

Regression  Line  Slope 

0.0228 

95.00 

2.958.0 

Regression  Line  Intercept 

45.83 

95.00 

-1.0 

Standard  Error  of  Forecast 

0 

0.7997 

95.00 

0.408 

B 

inf 

1.0 

0.408 

Module  Analysis  Summary: 
Module  Input:  2,958.0  Counts 
Input  Uncertainty:  36  Counts 
Degrees  of  Freedom:  Infinite 
Module  Output:  21.61  deg 
Output  Uncertainty:  0.917  deg 
Distribution:  Normal 
Degrees  of  Freedom:  Infinite 
Analysis  Category:  Type  A 


Figure  C-8.  Data  Processor  Module  Report 


****  NOTHING  FOLLOWS  **** 
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